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We have developed a SPECT imaging system, AwakeSPECT,
to enable molecular brain imaging of untrained mice that are
conscious, unanesthetized, and unrestrained. We accomplished
this with head tracking and motion correction techniques. Meth-
ods: The capability of the system for motion-corrected imaging
was demonstrated with a 99mTc-pertechnetate phantom, 99mTc-
methylene diphosphonate bone imaging, and measurement of
the binding potential of the dopamine transporter radioligand
123I-ioflupane in mouse brain in the awake and anesthetized (iso-
flurane) states. Stress induced by imaging in the awake state was
assessed through measurement of plasma corticosterone levels.
Results: AwakeSPECT provided high-resolution bone images
reminiscent of those obtained from CT. The binding potential of
123I-ioflupane in the awake state was on the order of 50% of that
obtained with the animal under anesthesia, consistent with pre-
vious studies in nonhuman primates. Levels of stress induced
were on the order of those seen in other behavioral tasks and
imaging studies of awake animals. Conclusion: These results
demonstrate the feasibility of SPECT molecular brain imaging
of mice in the conscious, unrestrained state and demonstrate
the effects of isoflurane anesthesia on radiotracer uptake.
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Preclinical molecular imaging of the brain can be ap-
plied to studying aspects of brain chemistry, development
of mechanism-based imaging agents, and drug develop-
ment (1–4). Such studies are accomplished with high-
resolution optical methods that require surgical exposure
of the cortex or lower-resolution nonoptical molecular im-
aging techniques (5,6). Examples of the latter include MR
imaging, PET, SPECT, and photoacoustic tomography

(1,7–9). Although intravital microscopy provides a gold
standard for live brain imaging, it is laborious and requires
considerable expertise. Compared with intravital micros-
copy, noninvasive methods such as PET and SPECT are
less operator dependent; however, anesthesia or physical
restraint is required during image acquisition to prevent
animal motion and blurring of the images. Current technol-
ogies and approaches for imaging animals or organs when
motion is regular or periodic, such as cardiac or respiratory
motion, are ineffective for imaging in the presence of un-
predictable voluntary head motion; therefore, physical or
chemical restraint is required. Such restraint may perturb
aspects of normal physiology, such as blood flow and brain
metabolism, and lead to inaccurate results.

The desire to acquire images in the conscious state has
promoted a trend toward imaging animals in the awake
state. However, in most cases, imaging of awake animals
has meant that the animals were conscious during the in-
jection and uptake of a radiotracer and then anesthetized or
sacrificed immediately before imaging (10). In such studies,
dynamic imaging in a single animal is not possible. Occu-
pancy or pharmacologic challenge studies cannot be per-
formed without the sacrifice of numerous animals at a
variety of time points after injection.

Chemical restraint to facilitate brain imaging in small-
animal models, although effective in minimizing motion
blur, introduces other complications. Anesthesia can have
profound effects on cerebral blood flow, rates of oxygen
metabolism and glucose utilization, receptor expression, and
perhaps even receptor occupancy, suggesting that results
obtained under anesthesia may not accurately report the
variable of interest (7,9,11,12). The need to image awake
animals without anesthesia has led to the use of methods
that attempt to avoid or minimize physical restraint
(8,11,13–15), with the underlying assumption that head re-
straint will have a negligible impact on brain physiology.
However, physical restraint may trigger stress and anxiety,
which can alter cerebral blood flow and glucose consump-
tion (14,16,17).

We recently developed a system, AwakeSPECT, to
enable imaging of conscious, untrained, unanesthetized,
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freely moving mice within a near-infrared (NIR)–transparent
burrow (½Fig: 1� Fig. 1) (18). AwakeSPECT tracks NIR reflective
markers on the mouse’s head to measure motion as the
SPECT scan is being acquired and then uses this informa-
tion to compensate for motion during image reconstruc-
tion. Here we present the results obtained from 4 sets of
studies conducted with AwakeSPECT; the results demon-
strated the capabilities of the system and then were used to
assess the effects of anesthesia on a clinically relevant brain
imaging agent.
The first set of studies tested the capability of the sys-

tem to perform motion-corrected, 3-dimensional imaging
of a high-resolution moving phantom filled with 99mTc-
pertechnetate. The second set demonstrated the capability
of AwakeSPECT to image a moving, awake mouse after
administration of the bone imaging agent 99mTc-methylene
diphosphonate (99mTc-MDP). A nonimaging study set in-
vestigated the level of stress experienced by mice imaged
with AwakeSPECT by measuring serum corticosterone lev-
els. Last, a set of studies with awake mice was conducted to
investigate the effects of anesthesia on the uptake of 123I-
ioflupane (DaTSCAN; GE Healthcare) (19). 123I-Ioflupane
is a radioiodinated cocaine analog with a high affinity for
the dopamine transporter. One indication for 123I-ioflupane
is to help differentiate dementia with Lewy bodies from
Alzheimer disease (20).

MATERIALS AND METHODS

Hardware
AwakeSPECT (Fig. 1) tracks head position (3 translational and

3 rotational degrees of freedom) as a function of time. Together
with information on the rotating g-camera position and with time-
stamped, list-mode data for detected photons, motion-corrected
image reconstruction is performed with an iterative maximum-likeli-
hood expectation maximization algorithm. The development and
testing of the AwakeSPECT system are described elsewhere (18,22).

For SPECT studies, the pinhole diameter was 1.5 mm, the focal
length (distance from pinhole to detector) was 111.1 mm, and the

distance from the pinhole to the axis of rotation (AOR) was
49.3 mm, for a magnification of 2.25. Image reconstruction was
accomplished by use of the maximum-likelihood expectation
maximization algorithm with 40 iterations, a 0.5-mm voxel size,
and postfiltering with a 3-dimensional, 0.6-mm full width at half
maximum gaussian function. Decay correction was applied.

Phantom Study
The capability of the system to perform motion-compensated

SPECT imaging was initially tested by use of Ultra-Micro
Phantoms (Data Spectrum Corp.) with hot-rod and Defrise inserts
and without an insert and uniform activity. The phantom cylinder
has an inside diameter of 2.8 cm and an inside height of 2.8 cm.
The hot-rod insert is 1 cm high and has 6 sectors of hot rods with
diameters of 0.75, 1.0, 1.35, 1.7, 2.0, and 2.4 mm and a center-to-
center hole spacing of twice the hole diameter. The Defrise insert
has 8 solid disks, each with a thickness of 1.62 mm, and a gap of
1.62 mm between the disks. There is a central cold rod supporting
the disks. Three retroreflectors were mounted on the outside of the
phantom to allow its position to be tracked.

The phantom was filled with 99mTc-pertechnetate solution be-
fore imaging experiments: 284 MBq (7.67 mCi) for the hot-rod
insert, 89 MBq (2.41 mCi) for the Defrise insert, and 93 MBq
(2.52 mCi) for the uniform phantom. Each phantom was imaged
twice, once without motion and once with random motion produced
by hand. g-Ray data were obtained at 60 equally spaced g-camera
stops over 360� with a 6� increment and a 30-s acquisition at each
g-camera position. The energy window was 125–155 keV. Three
sets of images were formed: static phantom, moving phantom with
no motion compensation, and moving phantom with motion compen-
sation. After image registration, coefficients of correlation between
the static image and the motion-corrected and non–motion-corrected
images were computed. Total activity in the reconstructed static and
motion-corrected images was determined by summing the activities
in all phantom slices.

99mTc-MDP Bone Imaging
A 99mTc-MDP bone imaging study was performed to test the

capability of the system to image a biologic structure in which
there is an obvious correlation with anatomy. The capacity for
motion correction can be easily assessed as a follow-up to
phantom studies. 99mTc-MDP SPECT images are comparable
in appearance to low-resolution CT scans of the skeleton. All
procedures were performed in accordance with a protocol ap-
proved by the Johns Hopkins University Animal Care and Use
Committee.

BALB/c mice (n 5 3, 30 g) were anesthetized for 10 min with
1.5%–2.0% isoflurane inhalant first by placement in an induction
chamber and then with a nose cone while 3 retroreflective fiducial
markers were glued to the head in a triangular pattern. A marker
was placed on the forehead adjacent to each ear, and the third
marker was placed on the nasal bridge. Typically, 30 min later,
122.1 MBq (3.3 mCi) of 99mTc-MDP was injected through the tail
vein. Imaging of the awake mouse began 81 min after injection.

Mice typically were fully awake approximately 20 min after
anesthesia was removed, and the scans were initiated at least
30 min after injection to provide sufficient time for the uptake of
99mTc-MDP. SPECT scanning parameters were 20 s per g-camera
position for 60 increments over 360�. The energy window was
125–155 keV. The optical tracking rate was 10 frames/s for each
camera. After imaging in the awake state, the mouse was euthanized,

FIGURE 1. AwakeSPECT system. (A) Gantry with SPECT cam-

eras, pinhole collimators, and NIR tracking system. (B) Close-up

of NIR tracking system. (C) Mouse in burrow with retroreflective
markers affixed to its head.
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and a repeat SPECT scan was obtained with the aforementioned
parameters. Finally, a micro-CT scan was obtained with the CT
scanner on the AwakeSPECT system. Cross-correlations between
the motion-corrected and non–motion-corrected scans that were
registered to the static scan were computed. Only the skull region
was included when the correlations were computed.

123I-Ioflupane Brain Imaging
The binding potential of 123I-ioflupane was assessed in BALB/c

mice imaged with (n 5 7) and without (n 5 4) anesthesia. The
average mouse mass was 37.3 6 6.6 g (mean 6 SD). Mice that
underwent anesthesia were anesthetized as described earlier with
1.5%–2.0% isoflurane inhalant first in the induction chamber and
then with a nose cone while fiducial markers were affixed to the
head. Mice imaged in the awake state did not undergo anesthesia
at any time. Mice were injected with 165.7 6 8.0 MBq (4.48 6
0.22 mCi) of 123I-ioflupane through the tail vein. For each mouse,
two 25-min scans were acquired beginning 15 (SD, 1.44) and 45
(SD, 1.64) min after injection. The energy window was 142–176
keV. After euthanasia, CT scans were acquired at 300 ms/projec-
tion for 360 projections over 360� at 70 kVp with a 500-mA anode
current. SPECT image reconstruction parameters were the same
as those for the 99mTc-MDP study. SPECT images were recon-
structed with motion compensation. Regions of interest were
drawn in the left and right striata and the cerebellum, and the
mean radioactivities in the regions of interest were computed.
The radiotracer binding potential was calculated as (STR/CER
2 1), where STR was the radioactivity in the striata and CER
was that in the cerebellum.

Corticosterone Measurements
Plasma corticosterone levels have been used as a surrogate for

the degree of stress experienced by animals undergoing experi-
mental procedures (14,15). Corticosterone levels were measured
in 3 adult female CD-1 mice that averaged 37.0 g and that un-
derwent a mock AwakeSPECT study. These mice underwent the
same preparation as mice used for SPECT brain imaging in the
awake state but were injected with an identical volume of sterile
saline solution rather than radiotracer. They were then placed in
the AwakeSPECT scanner for a mock scan with identical acqui-
sition parameters. Blood was withdrawn from the tail vein after
saline injection to provide a baseline value and immediately after
the mock scan, which was completed 1 h after injection. Blood
was stored in heparin-filled microcontainers (BD) at 280�C until
assay. Blood samples were thawed immediately before assay and
spun at 1,000g, and the plasma was separated. Corticosterone
levels in spun plasma were determined with the Corticosterone EIA
Kit ADI-900–097 (Enzo Life Sciences) in accordance with the man-
ufacturer’s instructions. All plasma samples were diluted to 500 mL
with Assay Buffer 15 (in accordance with kit instructions), and 100
mL of diluted plasma from each set of mouse samples was collected
before and after the mock SPECT scans were analyzed. These sam-
ples were assayed in triplicate along with standards provided by the
manufacturer. The mice were always fully conscious and only briefly
restrained with a cylindric mouse restrainer for the administration of
saline through the tail vein as well as for tail vein blood withdrawal.

Statistical Analyses
Data are presented as mean 6 SD. Changes in the binding

potential were subjected to a 2-tailed Mann–Whitney test with
SPSS Statistics 20 software (IBM). A probability level of less than
0.05 was considered significant.

RESULTS

Phantom Imaging

½Fig: 2�Figure 2 shows slices through reconstructed images of
the static scan and moving scans with and without motion
correction. All slices were 0.5 mm thick, which was the
voxel dimension used during image reconstruction. Image
slices through the hot rods of the Ultra-Micro Phantom are
shown in the middle row of Figure 2; the same color scale
was used for all images. The hot rods for the 4 largest
sectors (diameters of 1.35–2.4 mm) could easily be visual-
ized for the static scan and moving scan with motion cor-
rection, and the image quality was comparable. For the
moving scan without motion correction, the image quality
was inferior, and the largest (2.4-mm-diameter) rod could
barely be visualized. The peak intensity of the rods on the
images without motion correction was lower because activity
was blurred into adjacent voxels. For the entire phantom, the
coefficients of correlation of the static image with the mo-
tion-corrected image and with the non–motion-corrected
image were 0.972 and 0.904, respectively. When only the
hot-rod slices were used, the coefficients of correlation with
the motion-corrected image and with the non–motion-
corrected image were 0.947 and 0.859, respectively.

Slices in the central axial plane for the Defrise phantom
also are shown in Figure 2. Alternating hot and cold disks
could easily be visualized on the static and motion-
corrected images, whereas blurring was evident on the
non–motion-corrected image. The coefficients of correla-
tion of the static image (computed from all slices) with
the motion-corrected image and with the non–motion-
corrected image were 0.960 and 0.817, respectively. For

FIGURE 2. Reconstructed image slices through cylindric Ultra-

Micro Phantoms that contained no insert (uniform) (top row), hot-
rod insert (middle row), and Defrise insert of alternating hot and cold

disks (bottom row). Hot-rod diameters were 0.75, 1.0, 1.35, 1.7, 2.0,

and 2.4 mm; disk diameter and spacing were 1.62 mm. Motion-

corrected images were similar to static phantom images, whereas
non–motion-corrected images showed blurring and motion artifacts.
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the uniform phantom image without motion correction (top
row of Fig. 2), the transaxial slices were distorted from their
true circular shape. Angular sampling of activity at a given
location in an object or animal is not as uniform in the
presence of motion as it is in the static condition, and there
is further variability in the spatially dependent point spread
function for pinhole imaging. This situation may cause a non-
isotropic response in a reconstructed image, resulting in slight
elliptic distortions in cross-sections through hot rods.
Total activities for the Ultra-Micro Jaszczak, Defrise, and

uniform phantoms with motion correction were 95.5%, 94.9%,
and 95.9%, respectively, of the total activities measured for the
static scan. Potential reasons for the differences include a lack
of modeling of photon penetration and scattering near the
pinhole aperture that varies as a function of source position.

99mTc-MDP Bone Imaging

The mouse was alert, with moderate head motion, through-
out the scan (½Fig: 3� Fig. 3). Total scan time was 1,380 s, and data
acquisition time was 1,224 s; the discrepancy was the result of
data dropouts (see explanation later in paragraph). The head
pose is defined as the 3 translational and 3 rotational degrees
of freedom describing the head position and orientation. There
was an extremely low net loss of data attributable to the loss
of pose tracking (i.e., 460/7,948 5 5.8%). There was a low
percentage of usable (but not used for the reconstruction
presented here) data collected during gantry motion steps
(i.e., 1,013/8,961 5 11.3%). The percentage of collected
data used during motion-corrected image reconstruction
was 83.6% (i.e., 7,488/8,961). The number of pose bins was
indicative of the degree of animal motion or activity during
scanning in the awake state.
The optical tracking system was able to provide pose

measurements for more than 94% of all acquired image
positions. Poses that were not acquired successfully were
primarily attributable to the mouse turning away from the
cameras, with the head oriented up. Dropped data generally
were the result of mouse head motion away from the
cameras, so that the markers were not visible on the images.
In some cases, measurement errors or spurious reflections
may result in a model fit with errors outside the normal
bounds. No measurement is reported when this happens.
The total number of pose bins was 2,387, and each pose bin
contained an average of 192 g-ray events.
Orthogonal slices through the reconstructed SPECT

images are shown in Figure 3. There was excellent agree-
ment between the images from motion-corrected scans of
awake animals and the images from postmortem SPECT
scans. These showed structures for the skull and jaw similar
to those shown on CT scans, although at a lower resolution.
There were obvious blurring artifacts in non–motion-
corrected scans of awake animals.
For mouse 1, the coefficients of correlation of the static

image of the skull region with the motion-corrected image
and with the non–motion-corrected image were 0.935 and
0.736, respectively. For mouse 2, the respective correlations

were 0.926 and 0.682. The higher correlations obtained
with motion correction were in accord with qualitative
observations from the reconstructed images. The difference
in the values obtained without motion correction reflected,
in part, a difference in the amounts of head motion between
the 2 animals; mouse 2 had greater head motion. For mouse
1, the SDs of the pose measurements were 1.3, 0.8, and 1.3 mm
for the translational degrees of freedom and 12.1�, 13.5�, and
38.2� for the 3 rotational degrees of freedom. For mouse 2,
the corresponding SDs were 2.2, 1.7, and 1.3 mm for the
translational degrees of freedom and 36.2�, 19.6�, and 54.3�
for the 3 rotational degrees of freedom. The correlations of
the static scan with the motion-corrected scan were not
expected to be perfect because of image noise and the
fact that the scan of an awake animal represented an aver-
age of the radiotracer biodistributions during the scan
whereas the postmortem static scan represented the
end-state biodistribution. AwakeSPECT provided SPECT

FIGURE 3. Matched reconstructed image slices for 99mTc-MDP

mouse scans. Each row shows slices for postmortem scan (column
1), awake scan with motion correction (column 2), awake scan with-

out motion correction (column 3), and postmortem small-animal CT

scan (mCT) (column 4). Three different slices were provided for each
set of sagittal, transaxial, and coronal images. Images from awake

scans with motion correction provided detail similar to that provided

by static postmortem scans, whereas images from awake scans

without motion correction showed blurred and misshapen features.
Attached retroreflectors could be seen on several small-animal

CT slices.

RGB

4 THE JOURNAL OF NUCLEAR MEDICINE • Vol. 54 • No. 6 • June 2013

jnm109090-pe n 3/27/13



bone images that were similar in appearance to images
obtained from small-animal CT imaging but had lower spa-
tial resolution.

123I-Ioflupane Brain Imaging

Head motion was tracked 90%–95% of the time for the
scans of awake animals. Representative image reconstruc-
tions for anesthetized and awake mice are shown in½Fig: 4� Figure 4
for the scan from 15 to 40 min fused with a coregistered CT
image. The radiotracer uptake pattern in the scans of awake
animals was strikingly different from that in the scans ac-
quired under anesthesia, and striatal uptake was higher in
the anesthetized mice. For the first scan (15–40 min after
injection), the striatal binding potential in the awake mice
averaged 33% of that in the mice scanned under anesthesia.
For the second scan (45–70 min after injection), the awake
mice had an average binding potential that was 50% that in
the anesthetized mice.½Table 1� Table 1 shows the ratio of the bind-
ing potential in the awake mice (n 5 4) to that in the
anesthetized mice (n 5 7). Differences between the awake
and anesthetized states were significant in both striata for
scan 1 and in the left striatum for scan 2.

Corticosterone Measurements

Corticosterone levels are reported in mean 6 SD nano-
grams of corticosterone per milliliter (½Table 2� Table 2). Two mice
handled and prepared for AwakeSPECT scans experienced
1.8–2.7 times higher corticosterone levels after imaging

than at baseline. This increase was consistent with that
observed in mice exposed to behavioral stimuli such as
olfactory stimulation with rat odors (23), in which cortico-
sterone levels showed an average increase of 1.75-fold after
exposure, as well as with prior imaging studies of awake
animals (14,15), in which corticosterone levels showed av-
erage increases of approximately 4- to 5-fold by 1 h after
injection. We observed that the weight of each mouse influ-
enced its propensity for movement and agitation within the
scanning burrow. Mice weighing less than 35 g tended to
appear more comfortable and moved less than mice weigh-
ing 40 g or more; the snug fit for the latter resulted in
increased agitation. NIR-transparent scanning burrows can
be matched to the sizes of animals to minimize anxiety
during scanning.

DISCUSSION

AwakeSPECT is the first system developed for SPECT
imaging of conscious, unrestrained small animals. It uses
NIR cameras to track the position of the head of an awake
mouse or moving source object during SPECT imaging and
then uses this tracking information to correct for motion
during SPECT image reconstruction. The construction and
specifications of the AwakeSPECT system were described
previously (Fig. 1) (18,21). Although we obtained static
scans in this series of studies, the AwakeSPECT system is
equally applicable to dynamic imaging.

This is the first report to describe the ability of Awake-
SPECT to correct for motion in a study of conscious ani-
mals. Visual inspection of the phantom and live-animal
imaging studies with 99mTc-MDP and 123I-ioflupane indi-
cated that AwakeSPECT images are comparable to images
of animals scanned under anesthesia (Figs. 2–4).

The first live-animal study involved bone scanning,
which is often performed as a proof-of-principle study
in the construction of small-animal molecular imaging de-
vices, because the bony detail simulates that found in a
microphantom and is easily appreciated on CT (24). How-
ever, small-animal molecular bone imaging has also proved
to be an important way to evaluate metastases in experi-
mental models of cancer, in correlation with anatomic im-
aging studies, that is, radiography and CT (22,25). The
second live-animal study, with 123I-ioflupane, provided a
more relevant example of the utility of AwakeSPECT, prov-
ing that it can be used for motion correction in a brain-
targeted experimental radiotracer imaging study.

To provide an understanding of pharmacokinetics, iden-
tify target substructures, and develop quantitative models,
central nervous system radiopharmaceutical development
frequently involves imaging in nonhuman primates before
clinical studies. However, with exceptions beginning to
emerge (26,27), such studies involve animals under general
anesthesia. Anesthesia is well known to cause substantial
fluctuations in radiotracer uptake through alterations in
delivery (cerebral blood flow) and brain metabolism,

FIGURE 4. Image reconstruction results for 123I-ioflupane SPECT

scans of anesthetized mouse (left) and awake mouse (right) coreg-
istered with CT. Higher striatal uptake was observed in anesthetized

mouse. Image scale peak of 48 MBq/mL corresponded to approx-

imately 29% of injected dose/mL. Right striatum was identified on

transaxial images (yellow broken circle).
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suggesting that studies performed under anesthesia are only
rough guides for the clinical studies to follow (23,28). Non-
human primate studies are expensive, laborious, and not
amenable to large sample sizes. Although possible and
often done, obtaining histopathologic correlations from
nonhuman primate studies is difficult. Mice can be ma-
nipulated genetically, enabling testing of new radio-
tracers in relevant transgenic mice to determine target
specificity. For these reasons, as well as the ability to mon-
itor experimental models longitudinally, AwakeSPECT can
augment preclinical studies of SPECT radiotracers.
Dopaminergic transmission has been linked to various

aspects of behavior, such as movement, motivation, and
cognition (29). Originating within the substantia nigra of
the midbrain, dopaminergic neurons largely innervate the
striatum, which has become a proving ground for investi-
gating the effects of anesthesia as well as other aspects of
neurotransmission in preclinical imaging studies. Our de-
termination that the binding potential of 123I-ioflupane in
the awake state was 33%–50% that in anesthetized animals
is in keeping with the lower dopamine transporter radio-
ligand uptake observed in a nonhuman primate study (30).
The explanation provided in that study was that isoflurane
enhanced the production of nitric oxide, which in turn fa-
cilitated the uptake of dopamine transporter radioligands.
The data suggested that indirect mechanisms may contrib-
ute to confounding of results by anesthesia. In fact, the
effects of anesthesia on cerebral blood flow alone are spe-
cies and strain dependent, differ by brain region, and
vary—often in opposite directions—by anesthetic. Such
findings underscore further the importance of imaging in
the awake state, which best mimics the most relevant
human condition.
Three other devices were recently developed for imaging

small animals in the awake state. The RatCAP was deve-
loped by the Brookhaven Group to couple animal molecular
neuroimaging with behavioral studies (15). The RatCAP is
a miniature PET scanner that is surgically attached to the
rat skull with a counterweight, enabling reasonably free
movement of the animal. Although this device requires sub-
stantial training and acclimation of the animal, information

about the pharmacokinetics of 11C-raclopride (which binds
primarily to postsynaptic D2-dopamine receptors) was ob-
tained in awake, active rats; the device provided results
that may further inform the understanding of dopaminergic
transmission. The solution of Mizuma et al. to the imag-
ing of awake animals involved head immobilization—
surgically implanting an acrylic head fixture that was then
attached to a holder within a commercial PET system (14).
They were able to quantify the regional rate of glucose
metabolism in the mouse brain with full kinetic modeling
focusing on the effects of various manipulations, such as
warming, catheterization, and acclimation, on glucose up-
take. Consistent with earlier studies in nonhuman primates
and humans, they found an elevated regional rate of glucose
metabolism in the conscious state relative to the anesthetized
state. Fulton et al. (31) are developing a system for PET
imaging of awake mice and rats that does not require prior
surgery. Their approach uses a robot-driven animal motion
compensation system. The animals are free to move in a
chamber placed inside the PET scanner. The position of an
animal is tracked through an optical tracking system, and the
motion information is used in real time to direct a robot arm
to keep the animal in the same orientation and location in the
PET scanner. Animal imaging studies have not yet been
reported for this system.

An important aspect of the 2 earlier PET studies of
awake animals as well as our SPECT study is the degree
of stress to which the animals were subjected before and
during the imaging session. A surrogate measure of such

TABLE 2
Serum Corticosterone Levels in Mice Before and

After Mock AwakeSPECT Scan

Corticosterone
(mean 6 SD pg/mL)

Postscan-to prescan
ratioMouse Prescan Postscan

1 19.93 6 0.04 52.81 6 0.06 2.65

2 8.48 6 0.04 82.77 6 0.15 9.76

3 7.72 6 0.03 14.37 6 0.03 1.86

TABLE 1
Binding Potential Results for 123I-Ioflupane Imaging

Binding potential (mean 6 SD) in:

Scan Anesthetized mice Awake mice R (%) Mean R (%)

1 (15–40 min) 32.8

Left 2.43 6 1.02 0.68 6 0.29 28.0
Right 2.21 6 1.07 0.83 6 0.53 37.6

2 (45–70 min) 49.6

Left 2.12 6 0.41 0.97 6 0.18 45.8
Right 2.00 6 0.60 1.07 6 0.29 53.5

R 5 ratio of binding potential in awake mice to that in anesthetized mice.
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stress is the level of serum corticosterone, a stress hormone
in rodents, with higher levels indicating greater stress. In
the RatCAP study (15), corticosterone levels were mea-
sured before attachment of the scanner and at several time
points thereafter. Corticosterone levels in the 2 rats studied
increased approximately 4-fold from baseline levels at
10 min after attachment, nearly normalized in 1 rat at 3
h, and decreased only to about twice the baseline levels in
the other rat at this time. In the other PET study (14), on the
first day after surgery to affix the head holder to the animal,
corticosterone levels were elevated 4-fold from baseline
levels and remained elevated at least 2-fold 30 d after sur-
gery. Similarly, we found an approximately 3-fold increase
in serum corticosterone levels after scanning (compared
with before scanning), which occurred 1 h after placement
of the mice in the burrow. Unlike the investigators in those
2 studies, however, we did not train or otherwise acclimate
the mice to the procedure. Although the reflective markers
attached to the heads of the mice to track motion could
certainly have caused some stress, no surgery was involved.
A modest amount of movement was permitted in the bur-
row, but behavioral studies like those performed with the
RatCAP would not be possible with our system. Because of
the lack of surgery or training, the AwakeSPECT system is
essentially ready to use on any mouse and is likely more
amenable to repeat studies than the other systems.
Motion tracking measurements are obtained from images

taken near the front of the burrow through the hemispherical
glass head, suggesting the possibility of the introduction of
an error attributable to refraction. The glass burrow wall is
about 2 mm thick. Three reflective markers spaced 20–30 mm
apart are tracked to calculate a 3-dimensional pose. Refrac-
tion errors, as discussed by Kyme et al. (32), were consid-
ered negligible in the present study. Such errors (,0.03 mm)
were much smaller than the overall root-mean-square track-
ing accuracy of 0.2 mm for our system.

CONCLUSION

The AwakeSPECT system conveniently enables imaging
of conscious mice in the absence of physical or chemical
restraint and does not require prior training or significant
acclimatization of animals before the scanning session.
Motion correction enables quantification of the binding po-
tential of the dopamine transporter radioligand 123I-ioflupane,
which is used clinically in the assessment of neurodegen-
erative and movement disorders (19,20). Such studies can
be generalized to encompass a wide variety of transgenic
and other relevant animal models of human disease. Addi-
tional detector heads can be added to improve sensitivity,
and the burrow can be modified to study larger animals,
such as rats.
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