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IQ SPECT Allows a Significant Reduction in Administered
Dose and Acquisition Time for Myocardial Perfusion
Imaging: Evidence from a Phantom Study
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We recently demonstrated in a clinical trial the ability of a new

protocol, IQ SPECT, to acquire myocardial perfusion imaging (MPI)

studies in a quarter of the time (12 s/view) of the standard protocol,
with preserved diagnostic accuracy. We now aim to establish the

lower limit of radioactivity that can be administered to patients and

the minimum acquisition time in SPECT MPI using an IQ SPECT
protocol, while preserving diagnostic accuracy. Methods: An an-

thropomorphic cardiac phantom was used to acquire clinical rest

scans with a simulated in vivo distribution of 99mTc-tetrofosmin at

full dose (740 MBq) and at doses equal to 50%, 25%, and 18%. For
each dose, 2 sets of images were acquired, with and without a trans-

mural defect (TD). Variable acquisition times were also used for

each dose. We analyzed raw data and reconstructed images, in-

cluding no correction and correction for attenuation (AC), for scatter
(SC), or for both (ACSC). Images were evaluated qualitatively and

quantitatively in order to assess left ventricle (LV) wall thickness (full

width at half maximum of the medial sections), TD, and cavity con-

trast in the LV wall. Data were compared across different acquisi-
tion times within the same dose and across doses with the same

acquisition time. Results: Images were visually scored as very-good

quality except those acquired with 4 s/view or less at 100% dose
and 6 s/view or less with 50%, 25%, or 18% dose, due to false-

positive defects. LV wall thickness was not significantly different

among all acquisitions. Cavity contrast remained unchanged within

the same dose for all images and tended to be higher in AC and
ACSC images. TD contrast remained unchanged within the same

dose for all images. In SC and no-correction images, contrast was

constant for all doses. AC images had significantly higher TD con-

trast values, and ACSC images showed a drop in TD contrast for a
50% dose. Conclusion: IQ SPECT effectively preserved both image

quality and quantitative measurements with reduced acquisition

time or administered dose in a phantom study. These findings sug-
gest that approximately one eighth of the time, compared with stan-

dard protocols with a full dose, or a lower dose at an acquisition

time of 12 s/view can be applied in MPI without the loss of diag-

nostic accuracy.
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SPECT myocardial perfusion imaging (MPI) has been exten-
sively validated for the diagnosis and prognosis of cardiac disease
and is currently largely recommended in national and international
guidelines (1).
Growing interest in shortening scan time or in reducing ad-

ministered dose has led to the development of new hardware and
modern software packages with the aim of improving image
quality and diagnostic accuracy comparable or even superior to
standard protocol (2,3).
In a clinical trial, we have recently validated a new protocol, IQ

SPECT, characterized by the use of multifocal collimators with
dedicated reconstruction software (4). The new IQ SPECT with
multifocal collimators, which can be applied as a plug-in on mul-
tipurpose cameras, has a favorable performance regarding sensitiv-
ity and contrast-to-noise ratio when compared with conventional
cameras equipped with low-energy and high-resolution collimators
(5). The unique geometry of the collimator, with holes focused at
the center and near-parallel at the edge, facilitates enhanced sen-
sitivity for the cardiac region while permitting acquisition of un-
truncated projection data. In conjunction with a cardiocentric scan
orbit at 28 cm to maximize regional magnification, this configu-
ration provides a 4-fold-higher sensitivity for the cardiac region
than parallel-hole collimators (6). Because the collimator response
is not only distance-dependent but also variable across its face, an
accurate modeling of magnification and the system point-response
function (PRF) is essential. As such, the 3-dimensional PRF is
modeled from the autocorrelation of the hexagonal shapes of the
collimator holes at the entry and exit points (6), and the collimator
is programmed to automatically measure hole orientation, thus
taking into account deviations from design specifications that
are introduced in the casting process. This collimator setup allows
the higher sensitivity to be taken advantage of without the poorer
spatial resolution or inconsistent reconstructed data that occur
when low doses or short acquisition times are used. Furthermore,
the implementation of a proprietary conjugate-gradient iterative
reconstruction algorithm incorporating measured values for gantry
deflections, collimator-hole angles, and system PRF contributes to
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enhanced sensitivity and diagnostic accuracy (7). This algorithm
also includes software for incorporating CT data into a patient-
specific m map and an energy window–based estimate to correct
for patient-induced scatter to overcome poor count statistics. In
fact, the addition of attenuation correction in the iterative algo-
rithms improves the accuracy of the camera over resolution re-
covery alone and leads to greater consistency and more accurate
reconstructed images (8). Taken together, these approaches max-
imize the image resolution and sensitivity under the constraint of
shortened acquisition time. It remains unclear whether this main-
tained image quality also pertains to lower injected dose.
We therefore aimed to establish the lower limit of administered

radioactivity and minimum acquisition time in SPECT MPI using
the IQ SPECT system, while preserving diagnostic accuracy.

MATERIALS AND METHODS

Phantom Preparation

An anthropomorphic phantom featuring inserts to simulate lungs,
liver, left ventricle (LV) wall, LV chamber, and a removable trans-

mural perfusion defect (TD) (Torso Phantom and Cardiac Insert; Data
Spectrum Corp.) was used in this study. The TD insert (45 · 2 cm)

was filled with nonradioactive water to simulate a TD and located in
the mid to basal lateral position in the LV wall. The lung inserts were

filled with Styrofoam (The Dow Chemical Co.) beads and nonradio-
active water to simulate lung tissue attenuation density. The remaining

chambers were filled with variable-activity concentrations of 99mTc:

1596 8 kBq ·mL21 for the LV wall, 946 2 kBq · mL21 for the liver,
and 7.6 6 0.2 kBq · mL21 for the chest and LV chamber. Concen-

trations were selected to reflect the in vivo distribution pattern of 740
MBq of 99mTc-tetrofosmin (9,10).

Image Protocol and Acquisition

IQ SPECT System. Images were acquired on a hybrid dual-head

SPECT/CT system (Symbia T; Siemens Medical Solutions AG)
equipped with multifocal collimators (Smartzoom) of 128 · 128 ma-

trix size and a zoom factor of 1. Each collimator consists of 48,000
hexagonal holes (diameter, 1.9 mm; length, 40 mm). Spatial resolution

is progressively increased from the camera surface to the cardiac
sweet-spot at 28 cm, which was set as the center of rotation for this

study, thereby keeping the LV phantom at the highest magnification
throughout the acquisition. A scanning arc of 104� with 6� angular

steps was used for each of the camera heads. For each detector, 17

views were acquired. Acquired data were then reconstructed using
a proprietary iterative reconstruction algorithm (3 iterations, 10 sub-

sets) accounting for gantry deflections, colli-
mator-hole angles, and system PRF (4). At-

tenuation correction was applied using a
patient-dedicated low-dose CT-derived m map.

An energy window–based estimate was used
to correct for scatter, identifying dual-energy

windows (127–155 keV, primary; 99–126 keV,
scatter).

Imaging Protocol. Phantom images with
and without the TD insert were acquired

serially at the time of loading (0 h) and after
6, 12, and 15 h to simulate a dose reduction

to 50%, 25%, and 18%, respectively. This
approach minimized variability in activity

loading among different phantom cavities.
For each dose, different acquisition times were

also used (for the 100% dose, 1, 2, 3, 4, 6, 8,

FIGURE 1. Example of ROIs used for quantitative measurements in

phantom study: contrast between LV wall (red borders) and LV cavity

(white borders) (A) and contrast between LV wall (red borders) and TD

(white borders) (B).
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FIGURE 2. Polar plot images showing phantom image data (normal perfusion pattern) with no

correction (NC) and attenuation correction (AC) applied. Images were obtained with 100% dose at

different times (1, 2, 3, 4, 6, 8, and 12 s/view). Images obtained with at least 6 s/viewwere scored as very-

good quality. False-positive defects in anteroseptal (white arrow) and inferolateral wall (black arrow) were

identified in images of lesser quality, denoted as minimal at 3–4 s/view and prominent on 1 s/view.
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TABLE 1
LV Wall Thickness, Expressed as FWHM for

Different Doses and Acquisition Times

FWHM (mm)

s/view ACSC AC SC NC

100% dose

1 21.6 ± 1.5 21.4 ± 1.8 24.3 ± 2.4 25.0 ± 1.7

2 20.3 ± 0.4 20.2 ± 0.4 21.6 ± 0.4 21.9 ± 0.3

3 21.4 ± 1.1 21.5 ± 1.0 22.9 ± 1.4 23.0 ± 1.2

4 21.0 ± 0.5 20.9 ± 0.6 22.3 ± 0.7 22.3 ± 0.9

6 21.0 ± 0.9 21.1 ± 0.9 24.6 ± 1.8 24.1 ± 1.5

8 22.3 ± 0.9 22.4 ± 1.0 24.5 ± 1.6 24.4 ± 1.6

12 21.4 ± 0.7 21.3 ± 1.0 23.6 ± 1.9 22.8 ± 1.6

50% dose

6 20.3 ± 0.3 20.2 ± 0.4 22.0 ± 0.8 22.3 ± 1.0

12 21.4 ± 1.1 21.8 ± 1.1 24.1 ± 1.7 24.3 ± 1.6

25% dose

6 21.0 ± 0.3 21.3 ± 0.5 22.8 ± 0.4 22.7 ± 0.2

12 21.6 ± 0.4 21.0 ± 0.2 23.5 ± 0.9 23.5 ± 1.5

18% dose

6 21.4 ± 1.3 21.8 ± 1.5 22.8 ± 1.4 23.0 ± 1.6

12 21.8 ± 0.2 21.7 ± 0.3 24.8 ± 0.6 23.9 ± 0.3

24 22.0 ± 0.2 22.1 ± 0.8 23.6 ± 0.8 23.7 ± 1.3

Differences are not statistically significant. Values are mean ±
SD.
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and 12 s/view; for the 50% dose, 6 and 12 s/view; for the 25% dose, 6
and 12 s/view; and for the 18% dose, 6, 12, and 24 s/view). Acquisitions

were performed sequentially from shortest to longest time.
Images were analyzed with and without attenuation or scatter cor-

rection, generating 4 datasets: with no corrections (NC), attenuation-
corrected (AC), scatter-corrected (SC), and attenuation- and scatter-

corrected (ACSC). The software for SC and AC was provided by the
manufacturer using default settings. Alignment between CT and

SPECT images was visually verified. Images have been qualitatively
and quantitatively evaluated.

Visual Analysis

The quantitative perfusion SPECT–quantitative gated SPECT soft-

ware and the dedicated IQ SPECT protocol generated left ventricular

polar maps of perfusion, which were divided

into 17 segments. Three experienced readers,
masked to acquisition modality, reviewed the

images and evaluated the map uniformity, the
extent of TD, and the presence of unexpected

artifacts. Uptake in each segment was scored
using a 5-point score according to guidelines

of the American Society of Nuclear Medicine
(11) (normal perfusion, 0; mild reduction in

counts not definitively abnormal, 1; moderate
reduction in counts—definitively abnormal, 2;

severe reduction in uptake, 3; and absent up-
take, 4). Interobserver discrepancies were re-

solved by consensus.

Quantitative Analysis

After reconstruction, all image sets were pro-

cessed to evaluate the following 3 parameters, associated with image
quality for MPI: LV wall thickness, contrast between LV wall and LV

cavity, and contrast between LV wall and TD. Wall thickness and wall-
to-cavity contrast were evaluated only without the TD insert in the LV

wall. Measurements were obtained using ImageJ software (12) and
repeated at least 3 times by an experienced operator to minimize

measurement errors. Quantitative data were compared for variable

shortened image acquisition times at a constant dose (i.e., 100%) and
for variable lower doses at a constant image acquisition time (i.e.,

12 s/view).
LV Wall Thickness. LV wall thickness was calculated as full width

at half maximum (FWHM) of the myocardial signal in the midventricular
section of the LV short-axis by fitting the central count profile with

a theoretic gaussian one. The image was summed over 3 consecutive

FIGURE 3. Polar plot images showing phantom image data (transmural lateral wall perfusion

defect) with no correction (NC) and attenuation correction (AC) applied. Images were obtained

with 100% dose at different times (1, 2, 3, 4, 6, 8, and 12 s/view). Images obtained with at least 6

s/view were scored as very-good quality. False-positive defects in anteroseptal wall were iden-

tified with shorter acquisition times.
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TABLE 2
Total Counts and Cavity Contrast Values for Different Doses and Acquisition Times

Cavity contrast (%)

s/view Total counts (·105) ACSC AC SC NC

100% dose

1 0.9 100.5 ± 2.4 100.9 ± 2.2 69.6 ± 5.0 73.0 ± 5.5

2 1.9 98.1 ± 3.0 98.1 ± 3.1 81.3 ± 4.7 72.1 ± 7.1

3 2.9 95.3 ± 2.8 92.9 ± 4.8 87.8 ± 9.2 87.5 ± 4.1

4 3.6 94.8 ± 3.5 94.1 ± 4.2 76.0 ± 5.3 78.6 ± 5.2

6 5.4 94.4 ± 3.0 93.7 ± 3.7 79.2 ± 3.6 77.4 ± 5.0

8 7.5 96.2 ± 2.2 95.1 ± 3.5 81.5 ± 4.3 77.1 ± 5.3

12 11.1 94.4 ± 3.8 96.0 ± 3.4 82.1 ± 3.9 77.2 ± 5.9

50% dose

6 3.2 95.7 ± 2.9 95.9 ± 2.9 84.6 ± 4.3 82.2 ± 5.7

12 6.5 96.5 ± 3.3 96.4 ± 3.4 77.6 ± 4.5 74.5 ± 5.2

25% dose

6 1.5 94.9 ± 3.3 94.5 ± 3.8 83.6 ± 4.6 80.4 ± 5.2

12 3.1 95.4 ± 3.7 94.3 ± 3.6 81.3 ± 4.5 81.8 ± 7.4

18% dose

6 1.2 93.3 ± 3.2 94.8 ± 2.8 86.2 ± 5.2 85.5 ± 3.9

12 2.5 95.3 ± 2.9 95.1 ± 3.2 93.4 ± 2.9 89.4 ± 3.6

24 4.9 93.7 ± 3.5 93.1 ± 3.2 87.6 ± 4.2 87.7 ± 3.8

Differences are not statistically significant. Values are mean ± SD.
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slices in the midventricular section, and LV wall thickness was

estimated as a mean of 3 different measurements taken from 3
different profiles—that is, anterior, septal, and inferior wall.

Cavity Contrast. To calculate the contrast between cavity and LV
wall, 2 regions of interest (ROIs) were drawn on the midventricular

short-axis images, to estimate the mean counts per voxel for the LV
wall (hLV) and ventricular chamber (hIC), respectively.½Fig: 1� Figure 1A shows

in detail how the measurements were performed. The dimensions of
the circular ROI drawn on the ventricular cavity were kept identical

among all acquired images (diameter, 9.6 mm).

Cavity contrast was defined as:

½ðhLV 2 hICÞ=ðhLV 1hICÞ�=½ðCLV 2 CICÞ=ðCLV 1CICÞ� · 100;

where CLV and CIC are the true tracer concentrations in the inserts
simulating LV wall and LV cavity, respectively.

TD Contrast. The contrast between TD and LV wall was evaluated
in the LV short-axis by drawing ROIs on the central short-axis images

of the phantom acquisitions with TD defect, to estimate the hLV and
TD (hTD), respectively. The dimension of the circular ROI drawn on

TD was kept identical among all acquired images (diameter, 7.6 mm)

(Fig. 1B).
TD contrast was defined as:

ðhLV 2 hTDÞ=hLV · 100:

Statistical Analysis

Statistical analysis was performed using SPSS software (version
16.00 [SPSS Inc.] for Windows [Microsoft]). All numeric values are

given as mean 6 SD. Differences among the acquisitions concerning
LV thickness, background variability, cavity contrast, and TD contrast

were assessed by paired t test and a 3-way factorial ANOVA. Re-
construction protocols, positioning combinations, and count statistics

were considered as independent variables (factors) and image quality
indices as dependent variables. All P values less than 0.05 were con-

sidered to be statistically significant.

RESULTS

Qualitative Evaluation

Images were qualitatively reviewed in random sequence, with
operators masked to acquisition time and dose. Images acquired
with 100% dose with very low counts (i.e., those acquired with an
acquisition time of 1 s/view) showed severe inhomogeneity, with

false defects in the anteroseptal and inferolateral walls. Images
with an intermediate acquisition time (2–4 s/view) were more
homogeneous but still exhibited discernible false defects. The in-
terobserver concordance was excellent (100%) both for images
with very low count statistics and for images with longer acqui-
sition times (i.e., 1, 2, 6, 8, and 12 s/view). Those images acquired
with 3 and 4 s generated disagreements in 1 of the 3 operators,
only concerning the evaluation of the small false-positive defects.
Disagreement within the idealized confines of the phantom study
would likely be amplified in clinical application. Therefore, we
considered as adequate only images with very-good quality (i.e.,
those acquired with at ½Fig: 2�least an acquisition time of 6 s/view, which
did not show any false-positive defects) (Figs. 2– ½Fig: 3�3).
The same approach was followed when evaluating images ac-

quired with different doses. Very-good-quality images were ac-
quired with at least 12 s/view for the 50%, 25%, and 18% doses.
No interobserver discrepancy was found for lower doses.

Quantitative Evaluation

To determine the effect of acquisition time on image quantifi-
cation, analysis was performed at 100% dose over all acquisition
times. Because qualitative evaluation for the less-than-100% dose
showed that only images acquired with at least 12 s/view were of
sufficient quality, we performed quantitative analysis only with
this acquisition time for the 50%, 25%, and 18% doses.
LV Wall Thickness. Table 1 shows FWHM values for all images,

acquired with different doses ½Table 1�and at different times. No statistically

FIGURE 4. Cavity contrast at different acquisition times with constant

dose (100%). Cavity contrast remains unchanged for all acquisition

times (P 5 not significant).
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FIGURE 5. Cavity contrast with different applied reconstruction cor-

rections across variable doses (A) and with different doses across vari-

able reconstruction corrections (B). Cavity contrast was consistent

across different doses. Attenuation correction increased cavity contrast

but did not reach statistical significance. For each dose, cavity contrast

is constant when same correction is applied.
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PV1significant differences were evidenced among all acquisitions with
different doses and different reconstruction corrections.
Cavity Contrast.½Table 2� Table 2 shows cavity contrast measurements

for all images, acquired with different doses and at different times.
Reducing acquisition time at a 100% dose did not significantly
alter the cavity contrast measurements. Cavity contrast tended to be
higher in images corrected for attenuation (AC and ACSC), though
a statistical significance was not reached (P 5 0.20) (½Fig: 4� Fig. 4).
Reducing the administered dose with a constant acquisition time also

did not significantly alter cavity contrast. The nonsignificant tendency
for higher contrast after AC and ACSC remained (P5 0.21) (½Fig: 5� Fig. 5).

At a 18% dose, cavity contrast did not differ between images
acquired with either 12 or 24 s/view.
TD Contrast. ½Table 3�Table 3 shows TD contrast measurements for all

images, acquired with different doses and at different times. When
acquisition time was reduced with a standard 100% dose, TD
contrast was unchanged. AC and ACSC images showed a modest
increase in TD contrast, compared with uncorrected images (P 5
0.14) ( ½Fig: 6�Fig. 6). By contrast, lower administered dose affected the
TD contrast, partially dependent on the corrections applied. Al-
though in uncorrected and SC-alone images TD contrast was con-
stant across doses, AC images exhibited significantly higher TD
contrast (P 5 0.04) at all doses. When both AC and SC were
applied, TD contrast values were not statistically different, compared
with AC, SC, and NC images (P 5 0.16), but were inconsistent at
variable doses. As shown in ½Fig: 7�Figure 7, TD contrast was decreased
at a 50% dose, restored somewhat at a 25% dose, and decreased
again at a 18% dose. TD contrast values in ACSC images acquired
with a 50% dose were significantly different from values in ACSC
images obtained with other doses (P 5 0.02). At a 18% dose, the
reduction of ACSC image TD contrast approached statistical sig-
nificance, compared with both 100% and 25% doses (P 5 0.11).

DISCUSSION

This is the first study, to our knowledge, investigating the fea-
sibility of a substantial dose reduction in MPI using the IQ SPECT
protocol. We previously demonstrated an equivalence between
quarter-time IQ SPECT and full-time standard SPECT with an
ordered-subset expectation maximization reconstruction algorithm
(4), but the impact of dose reduction has not been elucidated.

TABLE 3
Total Counts and TD Contrast Values for Different Doses and Acquisition Times

TD contrast (%)

s/view Total counts (·105) ACSC AC SC NC

100% dose

1 1.1 72.4 ± 3.9 75.9 ± 2.7 58.7 ± 2.7 57.6 ± 3.4

2 2.0 60.7 ± 7.1 77.1 ± 4.0 60.7 ± 4.0 59.9 ± 3.1

3 3.0 67.2 ± 3.1 69.9 ± 2.6 58.7 ± 2.3 57.4 ± 3.1

4 4.1 71.4 ± 3.9 71.0 ± 3.3 59.8 ± 3.4 59.9 ± 2.7

6 5.9 66.6 ± 4.9 68.4 ± 2.4 56.7 ± 4.3 59.2 ± 2.7

8 7.8 67.5 ± 6.1 72.1 ± 2.0 60.4 ± 3.0 60.7 ± 2.7

12 12.0 68.4 ± 4.4 71.6 ± 1.8 58.4 ± 2.6 58.6 ± 2.6

50% dose

6 3.5 54.9 ± 4.7 70.6 ± 2.1 58.9 ± 2.8 58.0 ± 4.3

12 6.5 46.2 ± 3.8 78.2 ± 2.4 55.8 ± 2.5 55.9 ± 2.3

25% dose

6 1.8 68.6 ± 2.7 80.0 ± 3.0 68.1 ± 1.7 65.9 ± 2.9

12 3.2 68.8 ± 1.7 80.2 ± 1.7 57.2 ± 2.1 60.2 ± 2.6

18% dose

6 1.4 48.2 ± 5.0 72.2 ± 4.1 55.4 ± 4.4 52.6 ± 2.7

12 2.5 53.5 ± 3.2 69.7 ± 3.0 56.0 ± 2.8 56.5 ± 2.7

24 5.0 52.8 ± 2.0 67.8 ± 3.4 55.0 ± 4.0 57.6 ± 2.7

There are significant differences in AC images (TD contrast values are higher) and ACSC images (there is a fall in TD contrast for 50%

dose) (Figs. 6 and 7). Values are mean ± SD.

FIGURE 6. TD contrast at different acquisition times with constant

dose (100%). TD contrast remains unchanged for all acquisition times

(P 5 not significant).
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PV1Images obtained using a full standard dose showed no statistical
difference in wall thickness or contrast ratio with lower acquisition
times. The relative image quality was somewhat reduced on ac-
quisitions shorter than 6 s/view, suggesting that, for a 740-MBq
standard dose, a minimum acquisition time of 6 s/view is required.
When evaluating the performance of a package with a dedicated

iterative reconstruction algorithm, reconstruction parameters (number
of iterations, number of subsets, and postfilters) can have a sig-
nificant impact on image quality (13). Moreover, integrated soft-
ware to correct for attenuation and scatter can also lead to differ-
ences in the results (9). Therefore, while looking at the lowest
possible dose, we also evaluated the impact of different correc-
tions when performing MPI.
Wall thickness and contrast remained constant for NC, SC, and

AC images across different doses, though AC appeared to improve
contrast. Conversely, TD contrast in ACSC images was distinctly
reduced with a 50% dose. Higher TD contrast with attenuation
correction is a logical result and is consistent with more accurate
estimation of TD extent as reported in the literature. Johansen et al.
demonstrated a significant diagnostic modification in approximately
20% of abnormal studies when AC was applied, predominantly within
the right coronary artery territory (14). Similar findings were reported
by Giubbini et al. (15), in which AC significantly reduced both
summed stress score and summed rest score; they reasoned that
without AC the scar size was systematically overestimated.
These MPI studies, using parallel-hole collimators, report inferior

and posterobasal wall artifacts due to diaphragmatic attenuation

and the presence of typical apex thinning. When IQ SPECT is
used, these same territories are affected, but the apparent size of
such artifacts appears increased because of the different collimator
shape (4,7). Regional counts in these high-attenuation territories
dramatically affected the TD contrast calculation in the absence
of AC.
The unexpected drop in TD contrast with a 50% dose and

relative recovery of the correction with further dose reductions
requires further examination.
We may speculate that the particular collimation shape can

influence the estimation of scatter and generation of attenuation
maps, particularly with lower count statistics. The simultaneous
application of 2 correction parameters would amplify such an
error and contribute to a degradation of image quality (16). The
recovery of TD contrast with further reduced administered doses
may relate to the manufacturer default reconstruction algorithm
settings, which may be more optimal for a quarter-dose protocol,
compared with a 50% dose. As such, the algorithm may compen-
sate more effectively for the count reduction in a specific dose
range, manifesting as an improvement of image quality. With
further dose reduction, the compensation tends to be less effective,
as evidenced by reloss of TD contrast values at an 18% dose.
A previous study (9), using iterative reconstruction algorithms

applied to standard systems with parallel-hole collimators, sug-
gested that ACSC images were more robust than with AC alone.
The difference from the present study may be explained by the
difference in collimation and reconstruction software.
There is an apparent discrepancy in that reducing relative

imaging time appears to have a more dramatic effect on image
quality than a comparable reduction of injected dose. Dose re-
duction was always evaluated at 25% of standard acquisition time.
At one eighth of the standard acquisition time (i.e., 6 s/view, one
eighth of the standard scan), image quality begins to deteriorate,
whereas a dose reduction to 18% of the standard dose at one-
quarter the standard acquisition time (i.e.,12 s/view, one twenty-
fourth of the standard scan) has a lesser effect on image quality.
Part of this difference may derive from lost time due to camera
movement and settling, as evidenced by more pronounced count
reduction with lower time acquisition versus lower administered
dose (i.e., 540 kcounts at 6 s/view vs. 650 kcounts at 50% dose,
12 s/view). With longer acquisitions, this dead time is likely
negligible but is accentuated with shorter times per view. How-
ever, the resultant 17%–20% difference in total counts is insuffi-
cient to fully explain the discrepant effect on visual image quality.
One may speculate that the uniformity of image reconstruction is
more finely attuned to reduced global counts, but a complete ex-
planation of this aberration requires further investigation.
Our study has some limitations. First, acquisitions with different

times per view were sequentially performed; therefore, results could
be theoretically influenced by 99mTc decay. However, time interval
between the first and the last examination within the same estab-
lished dose was limited (maximum, 20 min). Second, we did not
evaluate the influence of other iterative reconstruction parameters
(i.e., number of subsets, iterations, and resolution recovery) on the
results. Third, these results were obtained in an ideal standard sit-
uation and might not be completely applicable in clinical practice;
therefore, further clinical studies on patients are necessary to val-
idate the clinical relevance of the findings. All acquisitions and
data points derive from a single phantom source and activity load-
ing. Finally, the phantom used in this study only allows the eval-
uation of ungated SPECT images; therefore, the results could be

FIGURE 7. TD contrast with different applied reconstruction correc-

tions across variable doses (A) and with different doses across variable

reconstruction corrections (B). TD contrast tended to be higher at 25%

dose (P 5 not significant). TD contrast was reduced in ACSC images for

50% dose with significant recovery at 25% (P , 0.05).

RGB

IQ SPECT ALLOWS REDUCED DOSE OR ACQUISITION TIME • Caobelli et al. 2069

jnm143560-pm n 11/12/14



PV1

different when higher count statistics are required, as in the case of
electrocardiography-gated studies, and the impact of motion can-
not be evaluated.
In summary, an accurate evaluation was provided by acquiring

a phantom MPI study with a standard dose and an acquisition time
of 6 s/view (i.e., approximately one eighth, compared with the
standard protocol). With regard to the administered dose, although
as low as an 18% dose provided sufficient image quality, such a
dramatic dose reduction may be excessive. For clinical applica-
tion, many additional factors such as gated acquisitions, motion,
and patient-induced scatter may complicate corrections and de-
grade image quality, and in vivo studies are warranted. Regarding
reconstruction corrections, we would also suggest the use of
noncorrected and AC images in clinical practice, because of less
variability under different conditions.
Acquiring data of good quality with lower radioactivity would

reduce patients’ effective dose to approximately 2.5–3 mSv for a
stress–rest study with 99mTc-labeled tracers, much lower than cur-
rent protocols with general-purpose low-energy and high-resolution
collimator cameras (;9–10 mSv) and similar to those obtained
with the new cadmium-zinc-telluride cameras (17). Moreover, the
possibility to perform SPECT studies with reduced tracer ac-
tivities may be helpful to overcome limitations due to 99mTc short-
ages and could also address the requirement for population dose
containment.

CONCLUSION

We demonstrated that IQ SPECT in a phantom study effectively
preserved both image quality and quantitative contrast with re-
duced acquisition time or administered dose. If translated to
clinical application, these protocols may improve patient comfort
and reduce radioexposure without compromising diagnostic accuracy,
which could be of particular interest for those centers in which
a new dedicated heart camera system is not available.
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