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seems logical for it to be present as a cation to form
a chelate, as is the case with other transition metals.
This is also in agreement with recent carrier MmTc

electrophoresis data.
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A SIMPLER METHOD FOR OPTIMIZING THE WINDOW OF THE ANGER CAMERA FOR w'"Tc

The procedure for optimizing the window of an
Anger camera for "mTc proposed by Sanders et al
(/ NucÃMed 12: 703-706, 1971) does indeed pro
vide a significant improvement in scan quality, as
shown in their paper, but the method has two dis
advantages. First, the use of a small 99mTc source

to determine the counting rate response over the
range of "isotope peak" settings in effect produces

a response curve for only a few of the 19 photomul-
tiplier tubes in the array. Second, obtaining the
counting rate over the full range of the "isotope
peak" potentiometer may take several minutes.

FIG. 1. In A 10% window is centered on photopeak of 140- dow width is increased to 25%. Window now covers energy range
keV gamma ray of """Te. In B, without any other adjustments, win- of 133-167 keV.

I have modified the technique of optimizing the
window to overcome both of these problems. First,
the method is used only with an extended source of
99mTcwhich may be a flood source or a patient who
has received millicurie amounts of 99niTc for diag

nostic examination. Second, by setting the window
at 10%, the isotope peak dial is turned until the
89raTcphotopeak is centered in the window as shown

in Fig. 1A. Then without further adjustment the
window width is increased to 25%. The effect on
the photopeak window is shown in Fig. IB.

The method is simple and while not exactly as
accurate as the technique described by Sanders et al,
we have observed the same marked improvement in
scintiphotos obtained by using this optimized window.
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FEASIBILITY OF ' Ba AS A BONE SCANNING AGENT

Parenterally administered barium salts are largely
bone seekers, and 131Baand 135mBahave been used
as bone scanning agents (1,2). Both 131Baand 135mBa
suffer from being produced from expensive, isotopi-
cally enriched stable targets. Another barium radio-
nuclide, 13An'Ba,also has desirable properties as a

scanning agent. In addition to reactor production

from 132Baby the n,y reaction, it can also be made
by the 133Cs(p,n) reaction in a cyclotron (3).

Barium-133m decays (T,/2 = 38.9 hr) by emission
of a 276-keV gamma ray to 133Bawhich is itself ra

dioactive (T1/2 = 7.2 years). Although associated
with all of the disintegrations of 133Ba, the 276-keV

gamma ray is highly internally converted so that a
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TABLE 1. '-""Bo DOSE CALCULATIONS*

Rads///Ci injected

Radionuclide Skeleton Total body

Injected dote

to bone (%)

'â€¢â€¢"'Bo

""Ba-1

Â»Sr

"-Sr

'Cs

0.00257

0.001176

0.00648
0.02759
0.0000640
0.0001113

0.000459
0.000178
0.001840
0.009367
0.0000151
0.00002556

60
60
60
70
70
53

* The assumption is that 60% of the injected dose goes
to bone and decays there with a Ti/> of 38.9 hr. The '-"'Ba

deposited in bone is assumed to decay to : :Ba which

decays with an effective half-life equal to the physical half-

life (7.2 yrs).

TABLE 2. '-â€¢"â€¢'"BaEQUILIBRIUM

ABSORBED DOSE CONSTANTS

No/dis
Radiation,

A,
(gm-rad/
MCi-hr)

Electron capture 1.0 â€”
â€¢Yi O 0.01129

CL, 7i 0.67 0.00669
CM, 7i 0.33 0.01123
72 0.276 keV 0.175 0.2757
eÂ»,-/i 0.595 0.2383

OL, 7i 0.172 0.2701
en, 7i 0.057 0.2756
Kai x-ray 0.283 0.0322
Ka2 x-ray 0.147 0.0318
K,,, x-ray 0.080 0.0364
KÃŸ2x-ray 0.017 0.0374
Lâ€”x-roy 0.180 0.0045

KLL Auger electrons 0.047 0.0263
KLX Auger electrons 0.021 0.0308
KXY Auger electrons 0.003 0.0353
LMM Auger electrons 1.206 0.0034
MXY Auger electrons 3.087 0.0011

38.9 hr """Bo 0.288

| Ti 0.01229

I 7i 0

0.0095
0.0078
0.1027
0.3019
0.0989
0.0334
0.0193
0.0099
0.0062
0.0013
0.0017
0.0026
0.0013
0.0002
0.0086
0.0071

Â»,assumed to be completely converted in M and L shells.

â€¢Y,â€” = 0.34, K/L + M . . . = 2.6.

This yield of I33Ba is ~6 X 10"' /iCi/^Ci of 1MmBo.

The calculations for l'Ba have been published in Dillman

LT: Radionuclide decay schemes and nuclear parameters for
use in radiation dose estimates, Part 2. MIRD Pamphlet
No 6, J NucÃ Med 11: Supplement 4, 5-32, 1970.

gamma ray is emitted in only 17% of the disintegra
tions. One millicurie of retained 1S3mBadecays to
only 0.6 /Â¿Ciof 13SBa.Dose calculations are shown

in Tables 1 and 2.
A sample of 133mBa, cyclotron produced, was

kindly supplied by Dr. Larry Brown of the Oak
Ridge National Laboratory as 13SmBaCl2in 0.1 M

HC1 (2.2 mCi/ml). This was neutralized, filtered
and boiled, taken to dryness, and dissolved in sterile
isotonic saline. Dogs were injected with 1 mCi each,
and blood samples were drawn periodically. The
blood disappearance curve was similar to that de
scribed with 131Ba (/). Bone scans of good quality

were obtained with both rectilinear scanners and a
gamma-ray camera. It should be noted that 133mBa,

like other barium and strontium isotopes, is excreted
in the bowel; scans of the pelvic area should be
preceded by thorough cleansing of the gastrointes
tinal tract.

The short physical half-life of 133mBacontributes

to the low radiation dose (even with the contribution
from 133Ba). Despite the highly converted emission

there is a significant dose reduction over the com
monly used 85Sr. The ability to produce 138mBain

either a nuclear reactor or cyclotron is of particular
interest.
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INHALATION LUNG SCANNING

There appears to be a logical fallacy in two papers
recently published in the Journal of Nuclear Medi
cine. In the paper, "Radioaerosol inhalation lung
scanning: Its role in suspected pulmonary embolism"

(/ NucÃMed 12: 606-609, 1971 ) Isawa, et al begin
with the premise that "a diagnosis of pulmonary

embolism cannot be made by perfusion scanning

alone." The conclusion of the paper seems to be

that aerosol inhalation scanning helps to make the
diagnosis of pulmonary embolism. This conclusion
is derived from studies on 28 patients with a final
diagnosis of pulmonary embolism "based on the

discrepancy between perfusion and aerosol deposi
tion patterns." This appears to be begging the ques-
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