
Differential vital capacities (right lung versus
left lung) can be obtained with bronchospirom
etry. Radiospirometry, however, has been shown
to be more reproducible and due to its non

invasive nature more acceptable by the exami
nee. Right lung vital capacities determined by
radiospirometry were found to be statistically

larger (52%) than the left lung vital capacity
(48%) in 28 normal subjects (nonsmokers).
The differential data of 11 smokers were not con
sistent with the above relationship. Vital capaci
ties determined using radioactive xenon showed

statistically significantly lower values from those
determined by standard spirometry. The non
invasive nature of this technique in determining
differential data (regional as well as unilateral)

may allow one to locate abnormalities when
standard spirometry indicates normal or abnor
mal pulmonary function.

The biophysical characteristics of xenon make this
radioactive gas particularly useful in the evaluation
of pulmonary function (1 ) . The purpose of this study
was to determine radiospirometrically the differential
vital capacity in normal subjects. An additional ob
jective was to compare the vital capacity determina
tions made by standard spirometry with those deter
mined by the xenon technique.

MATERIALS AND METHODS

The ages of the 39 subjects ranged from 18 to 52
years, with a mean age of 26.9 years. All of the non
smokers selected denied any history of pulmonary
disease as did the smokers. Each of the 11 smokers
admitted to one package of cigarettes per day.

Vital capacities were determined by the following
two methods : (A) standard spirometry (Collins spi
rometer) (2) and (B) a â€˜33Xetechnique with an ex
ternal counting analyzer (Ohio-Nuclear Regional
Pulmonary Function Analyzer).

Each subject had the following spirometric param
eters determined, the results of which are shown in
Tables 1 and 2 : maximal midexpiratory flows and
maximal breathing capacities as well as vital ca
pacities. The best effort of at least three attempts was
selected and compared with predicted values as de
termined from the data of Baldwin and associates
and Leuallen and Fowler (3,4).

The technique of determining vital capacities by
means of radioactive xenon in conjunction with an
external counting analyzer has been reported else
where (5) . Briefly, the procedure involves the use
of six collimators (three collimators per chest field)
which count paroximal radioactivity. The subject's
lung function is analyzed during a series of 4-sec full
inhalation breatholds. Each lung field is divided into
three regions (upper, middle, and lower) for total
of six regions. Background counts are stored initially
in the analyzer followed by calibration counts ac
complished by having the subjects inhale 0.25 liters
of â€˜33Xe.After complete exhalation the subjects
inspired to total lung capacity (TLC) from a 7-liter
spirometer containing radioactive xenon gas (total
radiation dose per subject = 300 MCi). At TLC
the subjects held their breath for 4 sec at which time
counts were recorded.

The calculation is based upon the following where
K represents the concentration of the â€˜33Xegas used
in counts per liter per 4 sec and B represents back
ground counts. During the calibration the patient
inhales 0.25 liters of xenon at concentration K. This
produces a calibration count (CC).

CC=0.25liters . (K+B). (1)

The net calibration count (NCC) is the calibration
count less the room background count, or

NCC=0.25K or (2)
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K = 4 NCC. (3 ) The vital capacity of the right or left lung is deter

At full inspiration, concentration K produces a vital mined from the sum of the three regional vital ca
capacity count pacifies of that lung.

VCR0 VCRTJ+ VC1@@1+ VC1@1.liters. (8)
(4)

The net vital capacity count NVCC is equal to VC1. = VCLU+ VC1@1+ VCLLliters. (9)

VCC â€”B or VC . K. The vital capacity of each of the six regions using the
preceding formulation can be determined as follows:

the volume ratio : VCRU= (VCC@@â€”BRTJ)
4 NCC liters. (10)

VCRM (VCC@@1â€” BRM)4 NCC liters. ( 11)

This method provides for the determination of three
(6) right-lung regional vital capacities, three left-lung

regional vital capacities, unilateral right- and left-lung
vital capacities, as well as total lung vital capacity.

VCC=VC . (K+B).

The vital capacity concentration is computed from

(7)@@ R = right;L = left;U = upper;M = middle;L =
lower.

TABLE 1. THE PHYSICAL AND FUNCTIONAL CHARACTERISTICSOF THE NONSMOKERS-AND
VITAL CAPACITY DETERMINATIONS
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K â€”NVCC _ NVCC _ VC. K@ (5)
V â€” TLC â€” VC + RV VC + RV

Eliminating K@-from Eq. 5 and solving for VC

NVCC
VC_ K

Using Eq. 3,

NVCC
VC_ 4NCC



than for the nonsmokers. In only 2 of the 39 cases
studied did the vital capacity determination by xenon
exceed that by spirometry.

The data for unilateral lung vital capacity as de
termined by xenon are shown in the last four columns
of each of the tables. As can be seen, the volume
mean and percent mean are larger for the right lung
versus the left lung for the nonsmokers and smokers.
The larger right side vital capacity for the nonsmokers
is statistically significant. The data regarding the
smokers show an average larger right side vital ca
pacity but the difference is not statistically significant.
Of interest is the fact that 7 of the 11 smokers have
left side vital capacity equal to or greater than the
right side whereas 9 of the 28 nonsmokers showed
this reversal.

DISCUSSION

The use of radioactive xenon to determine the
ventilation-perfusion relationships in pulmonary em
bolic disease, bronchial asthma, and chronic obstruc
tive lung disease has been reported elsewhere (6â€”JO).
One of the purposes of this study was to compare
vital capacity determined by radioactive xenon ver
sus that obtained by standard spirometry. In the
28 normal subjectsstudied (nonsmokers)and in
the I 1 cigarette smokers, it was found that the xenon
method persistently gave a statistically significant
lower value than spirometry. The relationship be
tween the two methods is shown in Fig. 1. In other
words, by knowing the spirometric vital capacity in
an individual, one could predict the xenon vital ca
pacity determination and vice versa. This can be
done by multiplying the spirometric vital capacity by
a factor of 0.82.

The explanation for the statistically significant dif

Height- BSAMMF(Iiters/MBC (%Spir.' V.C.XenonV.C.Xenon

vitaIcapacityLeft

lung% ofRight lung%ofNumber
Age Sex (cm)(m')sec)pred)(ml)(ml)(ml)total(ml)total

60@ 6000 6000

DIFFERENTIAL VITAL CAPACITY DETERMINATIONS

TABLE 2. THE PHYSICAL AND FUNCTIONAL CHARACTERISTICSOF THE SMOKERSAND
VITAL CAPACITY DETERMINATIONS

1 25 M 178 1.96
2 27 M 175 2.04
3 22 M 175 1.84
4 21 M 180 2.06
5 23 F 174 1.62
6 25 F 158 1.88
7 38 M 178 2.02
8 24 M 186 2.18
9 23 F 168 1.58

10 23 M 180 2.04
11 52 M 178 2.04

3.20
2.50
3.50
4J0
3.80
3.20
4.40
4.40
3.40
2.70
2.94

110 5,220
111 4,940
124 5,430
104 4,690
154 4,190
125 2,960
98 4,742

112 6,400
3,215
5,070
4,358
4,655.9

973.56

5,410
3,770
4,500
3,240
3,250
2,850
3,660
5,910
2,330
3,960
3,350
3,839.1
1,069.84

2,380
1,900
2,170
1,670
1,630
1,230
1,840
3,100
1,100
1,990
1,710
1,883.6

547.98

44
50
48
52
50
43
50
52
47
50
51
48.8

3.03

3,030
1,870
2,330
1,570
1,620
1,620
1,820
2,810
1,230
1,970
1,640
1,955.5

552.31

56
50
52
48
50
57
50
48
53
50
49
51.2

3.03
Mean
s.d.

S Spirometric vital capacity (ml).
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FIG. 1. Vital capacitydeterminedby spirometryand xenon
technique. Equation of regression line for nonsmokers is V 24.24
+ 0.82Xand for smokersis V 717.62+ 0.98X.Vrepres@t:
vital capacity determined by xenon technique. X represents vital
capacity determined by Collins 9@liter spirometer.

RESULTS

The vital capacity by both radioactive xenon and
spirometry as well as the physical and functional
characteristics of the 28 nonsmokers and 11 smokers
are presented in Tables 1 and 2, respectively. The
average vital capacity for the nonsmokers by spirom
etry is 4,76 1.4 ml with a standard deviation of
I ,002.05 ml in contrast with an average vital ca
pacity with xenon of 3,914.3 ml with a standard
deviation of 959.4 ml (Table 1) . This difference is
statistically significant (p < 0.001 ) and is highly
correlated (r = 0.85).

The vital capacity for the smokers by the two
techniques is shown in Table 2 and the statistically
significant difference between the two techniques is
the same as for the nonsmoker (p < 0.001 ) . How
ever, vital capacity by both techniques for the smok
ers is, on the average, approximately 100 ml less
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spirometry. The relative advantages and disadvan
tages of radiospirometry versus bronchospirometry
have been reviewed by MiÃ¶rner (1 1). His analysis
of cumulative data has established radiospirometry
as a diagnostic method upon which valid and repro
ducible measurements of pulmonary function can be
made. Bronchospirometry is an invasive technique
requiring significant technical skill and an obliging
patient. Accumulated mucous secondary to intuba
tion may adversely affect ventilation and thereby
adversely affect the results. The interested reader is
referred to an excellent review of over I ,000 exami
nations and the associated problems (15) . The non
invasive nature of radioactive xenon analysis makes
this method more acceptable to the individual being
examined. In addition, dynamic as well as static yen
tilation-perfusion information can be obtained in
the approximate 15 mm that the entire study re
quires. Radiospirometry has been shown to be more
reproducible than bronchospirometry both with du
plicate determinations in the same investigation and
on repeated determinations (J J ) . A major advantage
of the xenon technique is the ability to measure
unilateral and regional vital capacities. Also, other
unilateral and regional data, such as washout times,
are obtained. The detection of early lung disease
with radioactive xenon on a regional or unilateral
basis when standard spirometric studies are normal
adds greatly to the clinical application of the pro
cedure.
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