
Dose calibrators are not usually used to meas
ure the activity of pure beta-emitting radionu
clides. In this work, the activity of 32P-sodium
phosphate was accurately measured with a Cap
intec CRC-2 dose calibrator. Using a calibra
lion knob setting of 012 on the 1-mCi range,
the â€œPdose (in mCi) could be calculated di
redly simply by multiplying the instrument
readout by 10. The dose calibrator response
was found to be linear at this knob setting and
moderate alterations in geometry produced no

significant changes.

Although ionization-chamber dose calibrators are
used extensively in nuclear medicine for the assay
of radiopharmaceuticals (1 ) , they are not usually
thought of as instruments suitable for assaying pure
beta-emitters because of anticipated difficulties with
penetration and geometry. It would be clinically ex
pedient to be able to assay commercial 32P radio
pharmaceuticals easily and accurately in the labora
tory before patient administration, in order to verify
the accuracy of the manufacturer's stated activity.
In the past, manufacturers of dose calibrators have
not supplied a setting for 32@(2) . Recently, one
manufacturer (Capintec, Mt. Vernon, N.Y.) has
supplied such a setting for 32P, but it is quite in
sensitive. This study was undertaken to assay 32P
radiopharmaceuticals in a simple, sensitive, and reli
able manner using a commercial dose calibrator.

MATERIALS AND METHODS

Commercial 32P-sodium phosphate (Mallinckrodt,
St. Louis, Mo.) was usedin the study. The dose
calibrator was a Capintec Model CRC-2 instrument.
Samples were assayed in sterile plastic syringes that
were centrally placed in the sample holder. The abso
lute activity of the 32P was measured to within 5%
in a liquid scintillation counter (Searle Analytic, Chi
cago, Ill.) by placing a standard aliquot of 32P in
10 ml of scintillation cocktail and counting it (3).

Although greater accuracy could have been obtained
using a standard source from the National Bureau
of Standards, liquid scintillation counting was suf
ficiently accurate for work with ionization chambers.

One milliliter of the standardized 32P-sodium phos
phate solution was withdrawn into a 6-ml plastic
syringe and placed in the ionization chamber. The
readout from the dose calibrator was then plotted
as a function of the calibration knob setting to de
termine a convenient and sensitive setting for 32P.
This procedure gave a calibration knob setting of
012, which was used throughout the study.

Using the 012 setting, the linearity of the dose
calibrator was tested by measuring varying volumes
of 32P solution, ranging from 0.50 ml (0.43 mCi)
to 4.30 ml (4.13 mCi), in a 6-ml plastic syringe.
The effect of altered geometry on the measurement
of 32p activity was also evaluated using different
syringe sizes (3, 6, and 12 ml) and different volumes
( I .20â€”6.20ml) within the same syringe.

RESULTS,

The readout of the Capintec dose calibrator is
shown as a function of the calibration knob setting
in Fig. 1. The sensitivity of the readout increased at
the lower knob settings. With a calibration knob set
ting of 01 2, the instrument readout, multiplied by a
factor of 10, gave a direct readout in millicuries.
Other calibration knob seuings, including specific
fixed radionuclide settings, could be utilized with an
appropriate multiplication factor to assay 32pâ€¢

The linearity of the dose calibrator was studied
with increasing 32P activities. The graph in Fig. 2
shows good linearity from 0.43 mCi to 4.13 mCi.
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The beta particles from the 32@ solution are
stopped by the combination of water in the syringe,
thesyringewalls,andthealuminumandplasticliners
of the dose calibrator chamber, so that the actual
readout results from the production of bremsstrah
lung. Changes in any of the above factors could sig
nificantly affect the corresponding readout.

Changing the volume of solution or the size of the
syringe did not affect the readout unless the syringe
and its contents extended beyond the dose calibrator
chamber opening. A calibration knob setting of 012
proved to be optimal with respect to simplicity and
sensitivity. The multiplication factor of 10 permitted
easy conversion to dose from the instrument's read
out. Using this technique in the National Polycy
themia Treatment study, we found excellent agree
ment with the manufacturers' stated assays.

In conclusion, our laboratory has determined an
accurate and sensitive calibration knob setting for
32p that produces a linear response over a wide ac
tivity range. Accuracy is also not significantly af
fected by geometry within the experimental limits.
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CONCISE COMMUNICATIONS

TABLE1. SELF-ABSORPTIONEFFECT*

1.03 1.20 1.09
1.03 2.20 1.09
1.03 3.20 1.09
1.03 6.20 1.08

* The same dose and plastic 6-mI syringe were used with

varying volumes.

TABLE2. SYRINGE-WALLABSORPTIONEFFECT*
DISCUSSION

1.722.0031.691322.0061.631.722.00121.56

* The same dose (1.72 mCi) was used with varying plastic

syringes.

0 / ,y@ setting
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The largest deviation from linearity was 5.3 % at
4.13 mCi.

Table 1 shows the effect of self-absorption on the
32p readings : various volumes of the 32P solution
were used in the same 6-ml plastic syringe. The data
show that the readout was not significantly changed
with volume over the range 1.2â€”6.2ml, establishing
that self-absorption is constant over this range.

The effect of syringe-wall absorption was tested
by assayingthe same32Pdose in different-sized
syringes ranging from 3 to 12 ml. The 82P assay held
to about Â±4% (Table 2), indicating that syringe
wail absorptionwasunimportantin this range.

The primary clinical use of 32P-sodium phosphate
is in the treatment of polycythemia rubra vera. Ex
clusive reliance on the manufacturer's stated dose is
often tolerated because most commercial dose call
brators do not include settings for 82P.
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FIG. 1. Readoutasfunctionof calibrationknobsetting.
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FIG. 2. Linearityofdosecalibratorat recommended@Psetting
(012).
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