
Chromium-5 I EDTA has gained wide acceptance
for routine determination of glomerular filtration rate
(GFR) using a single-injection method (1,2). Cr-5I
EDTA is cleared only by the kidneys and the plasma
clearance is practically identical to that of inulin (2â€”
4).

Commercial tin-reduced preparations for instant
delivery of Tc-99m DTPA (diethylenetriamine penta
acetic acid) have been on the market for several years.
Only a few reports have been published on the use of
Tc-99m DTPA for the estimation ofGFR, and in only
two reports were commercially available DTPA prepa
rations used (5,6).

In a pilot study, the DTPA preparation used so far in
our department yielded inaccurate clearance values
compared with Cr-S I EDTA. We therefore decided to
investigate the clearance of Tc-99m DTPA as prepared
from four different commercially available preparations,
using the clearance of Cr-5 I EDTA as reference.

MATERIAL AND METHODS

One hundred and two patients with various levels of
kidney function, referred for routine determination of
the GFR, participated in the study. None had edema.
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They were confined to bed during the investigation.
Eating, drinking, and smoking were allowed. Informed
consent was obtained.

The single-injection method described by BrÃ¶ch
ner-Mortensen was used (7). A catheter was placed in
an antecubital vein, and a blood sample was taken for
estimationof bloodbackground.Approximately100j@Ci
Cr-SI EDTA* and 1-2 mCi Tc-99m DTPA were in
jected simultaneously, the injected volume being deter
mined by weighing the syringes before and after the in
jection. Each Tc-99m DTPA was prepared according to
the instructions from its manufacturer. Four prepara
tions were tested (A_D)t and several batches of each
were used. The contents of the preparations are given in
Table I . [99mTc]pertechnetate was obtained from a
300-mCi Mo-99 â€”@Tc-99m generator.

Starting 3 hr after the injection, five blood samples
were taken at intervals of approximately 30 mm (exact
time after injection noted). Two milliliters of plasma
were counted together with three sets of technetium
standards. Twenty-four hours later the same plasma
samples were counted together with Cr-S I standards.
Cross-talk was insignificant.

The numbers of patients examined with each prepa
ration are given in Fig. I . Only one preparation was used
on each patient. The studieswith the different prepa
rations were performed concurrently, and the patients
and preparations were allocated in such a way as to en
sure that all levels of kidney function were investigated
with each preparation.
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To find a commercially available DTPA preparation that could be used for the
measurement of glomerular filtration rate (GFR), the plasma clearances offour dif
ferent Tc-99m(Sn)DTPA preparations were compared with that of Cr-5i EDTA
using a single-injection technique. One preparation yielded results identical to
those obtained with Cr-51 EDTA, whereas the others underestimated the GFR to
a varying degree. It is concluded that Tc-99m DTPA can be used to estimate the
GFR, but that the accuracy will depend on the commercial source.
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TABLE2. MEAN PLASMA CLEARANCES OF
FOUR Tc-99m DTPA PREPARATiONS(WITH

s.d. OF MEAN) AND OF Cr-51EDTACIDWA

CIEDTAPreparation
(ml) mln' s.d.m. (ml) min1P
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preparations were plotted against the corresponding
Cr-SI EDTA clearance values (Fig. I ) and the regres
sion line for each set of observations was calculated by
the method of least squares (Table 3).

Standard statistical methods were used (8). Differ
ences were considered significant if 2 P < 0.05.

RESULTS

Table 2 shows the mean plasma clearances of Tc-99m
DTPA and Cr-S1 EDTA in the four groups, and the
standard deviation of the estimated mean plasma
clearance value of Tc-99m DTPA. The mean plasma
clearance of preparation A did not differ from that of
Cr-SI EDTA (P > 0.1), whereas the mean clearances
of the other preparations were significantly smaller than
the corresponding Cr-Si EDTA value (Table 2).

Table 3 gives the linear regression equations and
correlation coefficients for the sets of data plotted in Fig.
1. The regression line for preparation A has unity slope
(P > 0. 1), whereas the other slopes are significantly less
than I.

The variance around each regression line was calcu
lated. Preparation A had the lowest variance, though it
was not significantly different from that of preparation
C. The variancesfor preparationsB and D weresignif
icantly larger than that of preparation A.

Figure 2 shows the final rate constants for plasma
clearance obtained with the four DTPA preparations,
plotted against that for Cr-Si EDTA. Linear regression
has not been performed since the points obviously do not
fall on a straight line. At high values the points deviate
from the line ofidentity, i.e. the final disappearance rate
constants of Tc-99m DTPA are smaller than those of
Cr-SI EDTA. This applies to all four DTPA prepara
tions.

DISCUSSION

For a compound to be suitable for the measurement
ofGFR, it is necessary to show that the GFR measured
with the new agent is the same as that measured simul

TABLE 1. CONSTITUENTSOF FOUR
COMMERCIAL DTPA PREPARATIONS(DATA

FROMThE MANUFACTURERS)

Prepara- DTPA SnCl2 mel DTPA
@ tion' Compound@zmol/viaI,.miol/vialmelSnCI2

A CaNa3-DTPA 18.2 2.04 8.9

B Na5-OTPA 9.9 1.32 8.3
C CaNa3-DTPA 20.1 2.22 9.1
0 H5-DTPA 61.0 16.8 3.6

. A: Cea Ire Sorin, Gif-sur-Yvette, France; B: Diagnostic

Isotopes, Bloomfield, NJ; C: New England Nuclear, Boston,

MA; 0: Solco Nuclear, Basle, Switzerland.

Assuming a one-pool system, the clearance was cal
culated according to the equation

Cl- Qo = Qo@
r@ r@
I C@(t)dt I Yo. e@tdt

Jo JO

where Qo isthe total activity injected, C@(t)the plasma
activity at time t, Yo is the intercept, and /3 the final
plasma clearance rate constant. /3 and Yo were calcu
lated by the method of least squares. Clearance values
have not been corrected for overestimation due to the
assumption of a one-pool system (7).

The clearance values obtained with the four DTPA

99m1 DTPA clearance (mlmin' I

51Cr - EDTA clearance (ml min1 I

FIG.1. PlasmaclearancesofTc-99mDTPA(preparationsAâ€”D)
plottedagainstplasmaclearanceof Cr-51EDTA.Numberof patients
for each preparation is given. Each P value denotes level of statis
tical significanceof differencebetweenslopeof regressionline for
eachsetof observationsandlineof Identity(solidline).

A 78.9 0.83 80.1 n.s.
B 81.5 1.61 92.3 <0.001
C 68.0 1.08 72.4 < 0.001
D 58.6 1.68 74.5 <0.001

ftPvaluedenoteslevelofsignificanceofthedifference
between the mean clearance of Tc-99m DiVA and Cr-51
EDTA.
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CoefficientofPreparation
b a correlation
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99mTDTPA clearance rate constant (-(5 mint'103)

corresponding Cr-S 1 EDTA clearance. This does not
apply to preparation A.

Three batches of preparations A and C have been in
vestigated for in vitro protein binding, and 0.4%, and
I .8%, respectively, were found. This may account for the
difference seen, since the influence of protein binding
increases at high clearance values. On the other hand,
factors such as generator-kit compatibility and batch
to-batch variation may also be of importance.

In vitro radiochemical analyses of the different
preparations fail to explain the differences seen in vivo.
The DTPA ligands in the preparations are not identical.
Preparations A and C contain CaNa3-DTPA; prepara
tion B Na5-DTPA; and preparation D, the acid form of
DTPA. All the preparations have a labeling yield over
99%. The analysis gives no clue as to why the disap
pearance rate constants are smaller for Tc-99m DTPA
than for Cr-S 1 EDTA at high values. The most likely
explanation is protein binding.

From our results we have concluded that Tc-99m
DTPA can be used to estimate the GFR, but that the
source of the preparation affects the accuracy of the
result.

FOOTNOTE

C Amersham

t A: Cea Ire Sorin, Gif-sur-Yvette, France; B: Diagnostic Isotopes,
BloomfIeld, NJ; C: New England Nuclear, Boston, MA; D: Solco
Nuclear, Basic, Switzerland.

TABLE 3. ESTIMATED PARAMETERS (Â± s.d.)
FOR THE REGRESSIONEQUATION CIDPTA a
+ b X CIEDTACOMPARINGCLEARANCESOF
FOUR Tc-99m DiVA AGENTS WITh ThAT OF

CR-51 EDTA; WITH COEFFICIENTS OF
CORRELATION

A 1.04Â±0.021 â€”4.1Â±1.9 0.994
B 0.87Â±0.035 1.4Â±3.7 0.985
C 0.91:1:0.023 2.2Â±2.0 0.992
D 0.73Â±0.041 4.2 Â±3.5 0.963

taneously with an accepted agent, using the same
method. The method of Brochner-Mortensen for esti
mation of the GFR is both precise and accurate (9). The
assumption of a one-pool system is an oversimplification,
but this does not matter when one is simply comparing
two compounds.

For all preparations, Tc-99m DTPA plasma clearance
was highly correlated with Cr-S I EDTA plasma clear
ance. Nevertheless, the accuracy varied, and correct
clearance values for the whole range of kidney function
were obtained only with preparation A. Furthermore,
the variances of the results obtained with the four
preparations differed. Preparation A was also superior
in this respect. As the method applied was the same for
all preparations, the difference in variance is most likely
ascribable to differences in the homogeneity of the
products.

Klopper et al. (10) found that Tc-99m DTPA Un
derestimated the GFR by about 8% as compared with
I-125 iothalamate, but their DTPA was not a commer
cially available preparation. Hilson et al. (5) have
compared the plasma clearance of Tc-99m DTPA
(preparation B) with that of Cr-S 1 EDTA. In order to
obtain identical results they had to use a correction factor
of 0.964 for DTPA and 0.87 for EDTA, and conse
quently the clearance of Tc-99m DTPA must have been
about I 1% lower than that for Cr-Si EDTA. This agrees

with our finding of approximately I 3% for preparation
B. Rossing et al. (6) comparedthe clearance of Tc-99m
DTPA (preparationC) with that of Cr-Si EDTA, using
exactly the same technique as ours, and found the
clearances to be identical. Their data were corrected for
the overestimation of GFR due to the assumption of a
one-pool system, and only two clearance values above
I00 mI/mm were obtained. If we correct our data in the
same way, we have six clearance values above 100
ml/min, and this may explain the difference between
their data and ours. For clearance values below 100
mI/mm, we find that preparation C is just as good as
preparation A in estimating the GFR, whereas for values
above 100 ml/min, preparation C runs 7% below the

2 4 6 8 10 2 4 6 8 10

5tCrEDTA clearance rate constant(@pmin@x10@I

FIG.2. Comparisonoffinalrateconstantsforplasmaclearances
of Tc-99m DiVA (preparations Aâ€”D)and Cr-Si EDTA. Number of
patients for each preparation is given. Solid line is line of iden
thy.
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2nd Monday of each month Cornell Medical College

Nuclear Medicine Grand Rounds will be held again this year on the second Monday of each month from 600 P M to
8:30 P.M.at the Cornell UniversityMedicalCollege. Eachsession has been approvedfor 2 hours of Category Icredit
for physicians and VUE credit for technologists.

The purpose of this meeting is to provide a forum for in-depth discussions of clinical problems in Nuclear Medicine
During the first hour. a lecture will be given by an outstanding expert on an important and current clinical topic The
second hour will be open for the presentation and discussion of interesting cases by members of the audience

For further information contact:

Jerome G. Jacobstein
Cornell University Medical College
1300 York Avenue
New York. NY 10021
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CENTRAL CHAPTER SPRING MEETING
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March 27-29, 1980 St. Paul Radisson Hotel St. Paul, Minnesota

The Spring Meeting of the Central Chapter of the Society of Nuclear Medicine will be held March 27-29. 1980at the St.
Paul Radisson Hotel in St. Paul. Minnesota

The theme of the meeting is â€œAnUpdate and What's New in Nuclear Medicine, with Emphasis on Emission Tomogra
phy.â€•The meeting will be conjointwith physicians. physicists. and technologists. Commercialexhibits willalsobedis
played

For information contact:
Deborah A Churan. Executive Director

Central Chapter. Society of Nuclear Medicine
P.O Box 160

Crystal Lake. IL 60014

NUCLEAR MEDICINE GRAND ROUNDS
NEW YORK CITY
6:00 P.M. - 8:30 P.M.




