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Lung Scanning Following Radioaerosol Inhalation
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INTRODUCFION

The pulmonary distribution of inhaled radioactive particles and their clear
arice from the lung were studied exhaustively during the last 20 years to eval
uate potential radiation hazards ( 1). Airborne particles smaller than 1-2@ are
known to be distributed evenly throughout the entire respiratory tract, includ
ing the terminal bronchioles and alveoli. Soluble aerosols, such as sodium peni
cellin, are rapidly absorbed into the blood (2). Insoluble plutonium oxide par
tides are more slowly removed by the ciliary escalator mechanism and by
phagocytosis with subsequent transposition to the hilar lymph nodes (1).

Visualization of the bronchial tree radiographically requires the intratra
cheal instillation of several grams of radiopaque material. The procedure is
known to be hazardous in patients with impaired pulmonary function. Fur
thermore, bronchography does not permit visualization of the small branches
near the lung periphery. Thus, a need exists for a method to determine airway
patency in obstructive bronchopulmonary disease when bronchography is con
traindicated.

This report describes the development of a safe radioaerosol inhalation pro
cedure and lung scanning technique using commercially available radiophar
maceutical agents in minute quantities and standard respirator-nebulizer equip
ment. The results of basic studies in dogs and preliminary applications in pa
tients with obstructive bronchopulmonary disease are presented. Radiation ex
posures to the lungs and contamination of the examining room and personnel
can be maintained within permissible limits.

I From the Laboratory of Nuclear Medicine and Radiation Biology, School of Medicine,

University of California at Los Angeles; and the Department of Radiology, Los Angeles
County Olive View Hospital, Olive View, Calif.

2These studies were supported by Contract AT(04.1 )-CEN-12 between the U.S. Atomic
Energy Commission and the University of California at Los Angeles, and by a grant-in-aid
from Abbott Laboratories, North Chicago, Illinois.
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MATERIALS AND METHODS

Test Agents: Numerous radiopharmaceuticals were aerosolized and admin
istered to dogs by inhalation. These agents included human serum albumin,
rose bengal and orthoiodohippurate labeled with 131Jand â€˜@I,197Hgchiormero
dnn, colloidal â€˜Â°MAu,silver coated colloidal â€˜Â°MAuand @@mTcalbumin. The ortho
iodohippurate and inorganic sodium iodide were unsatisfactory because they
are too rapidly absorbed from the lung. The silver plated 198colloidal gold was
surprisingly almost completely retained and very slowly removed as compared
with colloidal gold and most of the other test materials, which had half-time
removal rates ranging between two and six hours.

Autoradiography: Lung autoradiographs were prepared according to the
film dipping method used in the Medical Research Center, Brookhaven National
Laboratory, Upton-Long Island, New York (3).

Inhalation Studies: In dogs weighing 7 to 19 kg and anesthetized with pen
tobarbital, the radioaerosol was administered via a cuffed endotracheal tube.
This tube is attached to a positive pressure respirator' equipped with a nebu
lizer and exhalation manifold. The exhaust line from the manifold is passed
through the filter and the inhalation procedure is carried out in a vented hood
(Fig.1).Threeto4mlofradioactivesolutioncontainingapproximately1mC
of isotope, 10%glycerin and 0.2% tyloxopal2 are nebulized in a 30-60 minute pe
nod. The animals are then scanned in routine fashion. The effects of posture,
complete and partial bronchial obstruction and of experimental pulmonary em
holism were studied by serial scanning. Scan findings were then correlated with
autopsy results.

Six normal subjects and 75 patients with various lung disorders were exam
med. A similar respirator-nebulizer with a mouthpiece and exhalation manifold
was used.3 The exhalation line runs through a filter and is exhausted through a
vented hood or is passed through a window for dilution in the outside atmos
phere. Three to 4 ml of the same radioactive solutions used for animals are
nebulized and inhaled 10-20 minutes and the patient is scanned in both the
prone and supine positions. An intravenous chest scan may be performed imme
diately after this procedure or the next day. (For combined inhalation and in
travenous scans on the same day, radionuclides of widely different gamma en
ergy spectra are used.)

RESUL1@

Scans in Dogs: After inhalation little radioactivity is detectable in the tra
chea or major bronchi. The half-time in the anesthetized dog lung ranges from
6-24 hours being prolonged by deep anesthesia. More soluble substances such
as chlormerodrin, which are both absorbed and cleared by ciliary action have
shorter half times than those cleared by ciliary action alone, e.g. serum albumin.

â€˜BennettModel PR-i Respiration Unit, Santa Monica, California.
2Rohmand Haas Co., Philadelphia, Pennsylvania.
3Bird Mark 7 Respirator, Richmond, California.
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Fig. 1. Photograph showing the positive pressure respirator-nebulizer connected to the
cuffed endotracheal tube in the dog and the exhalation line and filter within a ventilated
hood.

RISA I'31

Fig. 2. Position effects on intravenous and inhalation scans.

When animals are inhaled in the lateral position, larger amounts of activity are
deposited in the superior lung, although bronchospirometric studies have dem
onstrated greater ventilation of the inferior or dependent lung (4 ), (Fig. 2 ). In
complete bronchial obstruction no radioactivity is seen distal to the obstruction
(Fig.3). However,withpartialobstructionvariableamountsof activityare
present distally and the obstruction site itself may appear as an area of in
creased radiodensity (Fig. 4 ). Complete obstruction of a segmental pulmonary
artery produces no detectable change in the inhalation scan in most animals
(Fig.5). Inobstructionofmajorarteriesvariousdegreesofimpaireddeposition
occur sequentially within the ischemic lung field when the scans are repeated
at frequent intervals during the first month (Fig. 6).

Pulmonary Distribution of Inhaled @â€˜@IAlbuniin Aerosols: The pulmonary
distribution of inhaled 125!albumin aerosols was determined in the dog by au
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toradiography of thin histological sections taken shortly after inhalation was
completed. Numerous stained lung sections' were examined and selected sam
ples are present in the composite ( Fig. 7 ). This study demonstrates that the
inhaled particles penetrate to the alveoli where they are readily detectable on
the epithelial surface and in the alveolar space. Higher concentrations of radio
activity are found on the mucosal surfaces of the large and small bronchi and
bronchioles. No radioactivity is visible within the vascular system and no evi
dence of phagocytosis was observed in these sections.

Scanning of Patients: The lung scans of individuals who inhaled@ or
â€˜Â°8Auaerosols are very similar to their intravenous scans with@ macroaggre
gates, except that variable amounts of radioactivity are seen in the mouth, phar
ynx and stomach ( Fig. 8 ). With 12@Ior â€˜1'THginhalation, the lung scan image
frequently is smaller than the intravenous one with i:sij because of greater tis
sue absorption. Half-times of these aerosols in the normal human lung range
from two to six hours. In abnormal conditions, the changes on the intravenous

Fig. 3. Dog lung inhalation scans before and after complete bronchial obstruction, right
lower lung.

FXPERI\@L\TAL I@@KTIAI.RW)MfUAL ORSTKt CTKN

Fig. 4. Dog lung scan following experimental partial obstruction of the left main
bronchus.

1Stained with Dominicus stain through the NTB,, dipping en,tilsion ( Eastman Kodak Co.,
Special Products Division, Rochester, N. Y.).

@i,.'i.t..n Sian
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scan are generally reflected in the inhalation scan ( Fig. 9 ). However, in certain
conditions distinct differences are found. In bronchiectasis, areas of increased
radiodensity may appear on the inhalation scan in regions which are well per
fused ( Fig. 10 ) . Presumably, these areas of increased radiodensity represent
the sites of partial bronchial obstruction.

Calculation of Pulmonary Radiation Exposures: The calculated values for

beta plus gamma exposures from various inhaled radioaerosols are shown in
Table I. The calculations were based on half-time in the lungs of two hours and
for the deposition of 100 @Cusing Quimby's formula (5 ). To obtain accurate
exposure values in individual cases it is necessary to estimate the amount of iso
tope initially deposited and to measure lung radioactivity subsequently to de

Fig. 5. Dog lung scans ( intravenous and aerosol inhalation ) before and after experi
mental pulmonary embolism to the left diaphragmatic lobe.

I\I1KI@II.\T@I I'( I.\IO\%K@ IMfl@ 5I%@1,kI.I
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Fig. 6. Dog lung scans ( perfusion and inhalation ) following experimental embolism
of major arteries of the right lower lung.
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termine the half-time removal rate. The lung exposure from a9mTcalbumin, in
comparison with the other agents, shows that this material gives approximately
20timeslesslungexposurethananequivalentdoseof â€˜98Aucolloid.

DISCUSSION

Lung scanning following radioaerosol inhalation was not developed until
recently (6) for lack of special equipment designed for this purpose and for
fear of radiation contamination. Hand operated nebulizers require 30-60 mm
utes to aerosolize 1-2 ml of solution and, most of the dose is deposited in the
mouth and pharynx and relatively little in the lungs. Currently available respira
tor-nebulizer units are not designed to produce radmoaerosols from 1-2 ml vol
umes of high specific activity test solutions. Furthermore, without a closed sys
tem to trap the exhaled air, the examination room and personnel would become
heavily contaminated. A high flow, low resistance filter with the capacity to re
tam over 99% of particles greater than 0.3 @sin diameter is shown to be quite
satisfactory. With this filter, the isotope concentration in the exhausted air is sev
eral orders of magnitude below the permissible limits of 4 x 108 @@C/m1(7).

The radioaerosolinhalation and scanningtechniquesdescribedin this
paper are safe, but still relatively inefficient and excessively time consuming.
Further study is needed to increase pulmonary retention and to reduce the
time for aerosol inhalation.

Suitable Test Agents: Economically, colloidal â€˜98Auis the most suitable
agent. It is removed rapidly from the lung mainly by ciliary action and is not

T@u@ I

PULMONARY RADIATION EXPOSURES
(From Inhaled Radioaerosols)

RADIOISOTOPE COMPOUND LUNG $ AND y DOSE (Rad)

198Aucolloid 0. 216

l3l@ albumin or rose bengal 0. 134

197Hg chiormerodrin 0. 046

l25@ ai@imin 0. 017

99mTc@JJ@mth 0.011

CALCULATION: (Quimby Formula). Based on 100 @Cof isotope deposited
and retained for a half time of 2 hours.

7
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following inhalation of albumin â€˜231 aerosol.Fig. 7. @oglung

NORMAL INHALATION SCAN

Albumin i131

Fig. 8. Normal human inhalation lung scans and chest x-ray.

Anterior lkstcrior
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absorbed from either the lung or the intestine. Flowever, because its energy is
so similar to 1:@1I,it cannot be used on the same day with 1311 albumin macro
aggregates for combined studies of bronchial patency and regional blood flow
by lung scanning. For this purpose, aerosols of @THgchlormerodrin or
labelled albumin are preferable. The latter gives the least radiation exposure
because of its six hour half-life and lack of beta ray emission. With further ex
perience and mutliple uses, 99â€•Tcalbumin is likely to become the agent of
choice for this type of lung scanning in the near future.

Significance of the Inhalation Lung Scan Image: Under normal conditions
the entire lung field is outlined, indicating the patency of the lower bronchial
tree. Complete obstruction of a major bronchus produces absence of radioactiv
ity in the region normally ventilated by this bronchus. However, the amount of
radioaerosol deposited in any given portion of the lung is not always propor
tional to the air flow to that region. Factors other than diffusion, which are in
volved with aerosols but not with gases, include particle size, sedimentation
impaction, concentration of aerosol and the rate of air movement ( 1). High
aerosol concentration in regions of low air flow promote increased deposition
by sedimentation. This effect is seen most clearly in animals inhaled in the
lateral position. The residual volume of the upper lung is increased; whereas,
that of the lower lung is reduced secondary to shifts in abdominal and medias
tinal contents and to increased pressure on the lower chest wall. In this position,
the tidal volume of the upper lung is reduced although its total volume is in

Fig. 9. The chest x-ray, bronchogram and similarity of posterior intravenous and inhala
tion lung scans in unilateral emphysema.

UNILATERAL EMPHYSEMA
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creased (4 ). Slow air movement favors deposition by sedimentation in the
upper lung.

With partial experimental obstruction from a foreign body the obstruction
site usually appears as a small area of increased radioactivity and the region
distal to it has less radioactivity than the surrounding normal lung. The in
creased deposition at the obstruction site is probably related to aerosol impac
tion due to rapid air flow through the narrowed orifice. In patients with bron
chiectasis, areas of increased radiodensity appear in the scan image in regions
that conceivably could be points of partial obstruction. These areas clear rap
idly as determined by serial scanning, indicating that they are not simply pock
ets of radioactivity in saccular areas. However, partial obstruction produced by
suturing a portion of the bronchus, does not increase the amount of deposi
lion at the obstruction site. Thus at present, there is too little information both
experimentally and clinically to evaluate the lung scan image accurately in
partial bronchial obstruction.

Embolization of major pulmonary arteries is known to be accompanied fre
quently by bronchoconstriction and may be followed by atelectasis. Such reac
tions may represent protective mechanisms for reducing the ventilation of non
perfused lung tissue. Studies of segmental pulmonary embolism in otherwise
normal dogs have not shown reduction in aerosol deposition in the avascular
areas. However in lobar artery obstruction, a sequence of changes has been ob
served. In an animal with proved atelectasis of the right diaphragmatic, car
diac and intermediate lobes, following massive embolism, there was an increase
in aerosol deposition during the first hour but at four days a marked decrease
occurred and finally at 21 days the atelectatic area was completely devoid of ra
dioactivity. Other investigators (8 ) have shown in dogs with occlusion of the
right main pulmonary artery, that the minute volume of the opposite left lung
increases initially to an average near 60% from its control value of 45 per cent.

.@ . ,@..:@

j ...-@:.

I.VScan Inhalation Scan
Macroaggregated aib 1131 Albumin i125

Fig. 10. Chest x-ray and intravenous and inhalation scans in bronchiectasis.

BRONCHIECTASIS

a
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This situation is analogous to that of the dependent lung of the animal inhaled
in the lateral position, in which there is increased air exchange but reduced
aerosol deposition ( 4 ) . To date, no aerosol inhalation studies have been per
formed in patients with proved pulmonary embolism. Further clinical and am
mal experiments are needed to elucidate the mechanisms of aerosol deposition
involved in pulmonary embolism.

Other Applications of Inhahition Lung Scanning: Aside from clinical ap
plications, the scanning technique offers a new approach to the study of physi
ologically and pharmacologically induced changes in bronchial patency and
pulmonary air flow. Serial scans of the lung and various organs of excretion
can provide qualitative and semi-quantitative information on rates and path
ways of clearance of inhaled materials. Scanning offers a unique method for
evaluating the pulmonary distribution of medicinal aerosols and the effective
ness of commercial nebulizers.

SUMMARY

The development of a safe technique for visualizing the lower respiratory
tract by chest scanning following inhalation of suitable radioaerosols is de
scribed. The aerosolization equipment and test agents are readily available. Fil
tration of the exhaled air and channeling it to a vented hood or to the outside
atmosphere prevents contamination of the examining room and personnel.
Normally, inhaled radioactive particles smaller than 1-2@ are evenly distributed
throughout the lungs and penetrate to the distal alveoli. Inhalation and intrave
nous lung scans have nearly identical patterns in normal subjects. The inhala
tion scan pattern represents the distribution of airborne particles deposited
throughout the lower respiratory tract, but the amount of radioactivity in any
given portion of the lung is not always proportional to air flow to that region.
Aerosol deposition is related to factors other than diffusion, such as particle
size, sedimentation, impaction, concentration of aerosol and the rate of air
movement. When inhalation is performed with the subject in the lateral posi
tion, greater amounts of aerosol are deposited in the superior lung, where yen
tilation and perfusion are reduced. With partial bronchial obstruction, increased
deposition of radioaerosol may occur at the obstruction site and the region
beyond usually shows reduced levels of radioactivity. Complete bronchial ob
struction is readily detectable in the inhalation scan as an area devoid of radio
activity. A normal lung image indicates patency of the lower respiratory pass
ages.

The radioaerosol inhalation scanning procedure is a useful adjunct to bron
chography in the assesment of airway patency. It may be employed safely when
bronchography is contraindicated as in patients with impaired pulmonary func
tion. Additional applications of the inhalation scanning procedure are men
tioned.
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