
e (1), as well as others (2), have reported the
advantages ofthe single-plasma sample technique (3,4)
for the assessment of effective renal plasma flow
(ERPF) over other methods of measurement. This test
is based on the use of a regression equation which
relates the plasma concentration of injected radioio
dine-labeled orthiodohippurate (OIH) at a specific
sampling time after injection to ERPF derived by other
means.

Attempts to measure glomerular filtration rate
(GFR) by similar single-sample techniques following
the injection ofthe chelating agents ethylenediaminete
traacetic acid (EDTA) or diethylenetriaminepentaace
tic acid (DTPA) labeled technetium@99m(99mTc), yt
terbium-169 (â€˜69Yb),and chromium-Si (5tCr)-DTPA
have subsequently been published (5â€”7).The various
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authors have attested to the superiority of the single

sample technique over other techniques including cx
ternal body counting (8). However, problems with plas
ma protein binding and impurities present in certain of
these radioactive chelators have led us to examine an
other tracer, radioiodine-labeled diatrizoate (DTZ)
where such problems have not been observed.
Reported here is the development and evaluation of
a single-sample technique using DTZ, including the
determination of the optimum plasma sampling time.

MATERIALS AND METHODS

Selection of Subjects
Ninety-three adult patients with a wide variety of

kidney diseases were chosen for study. Ages ranged
from 18 to 66 yr in 50 females and from 19to 57 yr in 43
males. Mean ages were 43 and 46, respectively. Most
patients were studied more than once, i.e., before and
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volumes of disfribut@n(injection dose counts + plasma concentration expressed as counts
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disappearance curves. For patients with relativaly high @R(>100 mI/mm) best
correlationswere obtainedat 120 mm;for patientswith (@R60-100 mI/mm, best
correlationswere obtainedat samplingtimesof 150 mmafter injectionandfor patientswith
GFR<60 mI/mm, the deal samplinglime was 230 mmafter injection.Forgeneralusethe
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after kidney transplant or donation. A total of 134
studies were carried out.

GFR by Inulin Clearances
Simultaneous inulin clearances (C1@) were per

formed by the conventional continuous infusion method
on 34 supine patients in the fasting state (9). Inulin
infusions were made at a rate equal to the excretion rate
determined over a 30-mm equilibrium period, followed
by three 15-mm study periods. During each period
urine was collected by urethral catheter. Conventional
inulin clearance technique was closely patterned after

the method of Smith (10,1 1).

GFR by Diatrizoate Clearances (CDTZ)
After intravenous injection of 50â€”100jzCi of iodine

125 (1251) or iodine-131 (â€˜@â€˜I)DTZ, plasma was har
vested from blood sampled in a heparin wetted syringe
from another vein through an indwelling needle at â€œlO
mmintervalsforthefirsthourthenat 30-mmintervals
for the remainder of the study. The whole procedure
lasted 180 to 240 mm. Patients remained sedentary or
recumbent over this time interval.

Plasmas and dose standards were counted in a well
type automatic scintillation counter. Radioactivity as
cps/ml was plotted on the ordinate of semilogarithmic
paper against sampling time (abscissa). Resultant
curves were resolved graphically into two exponential

lines whose slopes, designated Xa and Ab related respec

tively to the two intercepts A and B (12). GFRs were
calculated from these elements using the compartment
analysis system of Sapirstein (13):

GFR=
A.Xb+

where DI represented the total dose injected into the
patient in terms of total net cps.

Theoretical volumes of distribution (Vi) or DI/C@
were calculated on each plasma sample throughout the
study period. (The word theoretical is used to take into
account the fact that DI/C@does not represent the total
intracorporeal volume of distribution since some of the
dose has been excreted. It rather indicates that theoreti
cal volume that would contain the tracer at the concen
tration of the indicator at the sampling site.) C@repre
sents concentration of radioactivity expressed as cps/l
of plasma. These volumes were correlated with GFR
calculated from the plasma DTZ disappearance whole
curve (Eq. 1 above). GFR was plotted on the ordinate,
and the theoretical Vi's were plotted on the abscissa.
The plotted data formed a curve whose general formula
by least squares fitting was:

GFR = Gmax!l@ e@(@@'t@â€•1a8)},

where Gmaxrepresents the theoretical asymptotic maxi

mum value of GFR, e is the base of the natural loga
rithm, a is the rate constant, and Viag @5the intercept of
the fitted curve on the abscissa.

The Gauss-Newton iterative method (14) was used
to produce Gmax, a, and Viag at the various sampling
times.

Occasionally it was necessary to utilize a C@value at a
time when no plasma sampling was obtained. In such
cases, interpolated values were obtained from the
formula:

C@= Ae_2@@t+
(3)

Standard errors of estimate (Sy.x) were calculated at
each sampling time for the entire series and for three
separate GFR levels within the series.

The two-compartment model proposed by Sapirstein
(Eq. 1) is based on the presumption that the tracer
material is injected into a first volume of distribution
(V1), which it leaves by two pathways, one into a second
closed volume (V2) and the other into an open-ended
volume (V3). The flow from V1 into V2 (F12) is as
sumed to be equal in magnitude to the flow from V2
back into V1 (F21). F1_2 is a product of the rate
constant (k1_2) and V1. Similarly, F2_1 is equal to the
product of k2_1and V2. The flow into V3, F1_3, is the
product of V1 and k1_3 and is unidirectional. F1_3
represents GFR. Mean values and standard deviations
(s.d.s)for the magnitude of V1â€˜andV2, the intercom
partmental flows and all rate constants were also
calculated.

To determine whether renal handling and body pools
of the more extensively used DTPA and DTZ might be
similarâ€”thus permitting the use of DTPA data with
DTZ formulaeâ€”we calculated clearances by both
methods from arbitrary volumes of distribution of 10,
20, 40, 60, 80, 100, and 120 1using the formulae based
at the appropriate DTZ sampling times and those based

on [99mTCIDTPA presented by Russell (personal corn
munication) derived from Constable et al. (6) based on
[5tCr]EDTA.

RESULTS

The relationship ofGFR by compartment analysis of
DTZ calculated from the DTZ plasma disappearance
curve to GFR calculated from simultaneously per
formed conventional inulin clearances was GFRDTZ
= 4.17 + 0.98 GFR1@ with s.e.c. (Sy.x) of 5.9 ml/min

and a correlation coefficient of 0.97. Data are shown in
Fig. 1. Since there was a greater number of GFR
determinations based on the whole plasma curve than
on inulin in the current data base and owing to the high
correlation of CDTZ with simultaneously performed in

â€˜2' ulin clearances, the former was employed as the corn
â€˜/ parison standard for subsequent calculations.

A general errorcurve was derived using GFR calcu

(1)
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FIGURE 1
Graph of glomerular filtration rate (GFR)derived from simul
taneously performed conventional inulin clearances and
diatrizoate clearances performed by compartment analysis
following single injection of radioiodinated diatrizoate
(DTZ).GFRDTZ 4.17 + 0.98 GFR@@;Sy.x 5.9 mI/mm; r =
0.97

lated from the whole DTZ plasma disappearance curve
and theoretical volumes of distribution derived at van
ous times. Data are presented in Fig. 2 where Sy.x was
calculated and plotted against time after injection. The
nadir of the error curve occurred at 180 mm after
injection and was found to be 7. 1 ml/min.

Since it was noted from plots at various sampling
times of GFR and V@that best fits were dependent to
some extent on GFR level, individual Sy.x was calculat
ed for GFR > 100 ml/min, 60 to iOOml/min and <60
ml/min. These error plots are shown in Fig. 3. Nadirs
were observed for patients with the relatively high GFR
(> 100 ml/min) at 120 mm after injection, for those in
the middle level (60â€”100ml/min) at 150 mm and for
those with relatively low renal function (<60 ml/min)
at 230 mm after injection. Respective data plots are
shown in Figs. 4, 5, and 6.

Since in practice it is often impossible to obtain blood
samples at precise times, calculation of coefficients
each minute for 10 mm beyond the â€œidealâ€•sampling
times 120, 150, and 230 mm after injection are
presented in Table 1.

20 40 60 80 100 120 140 160 180 200 220 240
Mlnutss

FIGURE 2
Plot of error (standard estimate of error, Sy.x) in mI/mm
against plasma sampling time in estimation of glomerular

filtrationrate bysingle sample technique based on the entire
range of GFR values. Least error of 7.1 mI/mm was ob
served at 180 mm

2
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FIGURE 3
Plot of error (Sy.x) of GFR prediction in mI/mm against
samplingtimes usingsingle-sampletechniquebasedon
three different GFR levels. At relatively high GFR (>100.
mI/mm) optimum sampling time is 120 mm (Sy.x 5.5), at
GFR60â€”100mI/mmoptimumtime is 150mm(Sy.x4.2),at
GFR>60 mI/mmoptimumtime is 230 mmafter mnjÃ¨Ã¸tion
(Sy.x 6.0)

Means and s.d.s of the theoretical volumes of DTZ,
V1 and V2, GFR (F13), intercompantmental clear
ances, F12 and the intercompartmental rate constantS
k12, k21, k13 are all presented in Table 2. Figure 7@,
shows GFR calculated from arbitrary volumes of distni
bution by the appropriate formula presented in this
paper and GFR calculated from formulae based on
DTPA. The correlation coefficient is 0.99.

DISCUSSION

Our data suggest that GFR measurement can be
determined noninvasively and easily by a relatively
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FIGURE 4
Plot of GFRcalculated from whole plasma disappearance
curves following injection of radiodiatrizoate against plas
ma concentration reciprocals (theoretical volumes of distri
butioninliters)obtainedat 120mmafter injection.Best fit is
observedin patientswithGFRlevels> 100mI/mm
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CoefficiTABLE
I

ents for GFRCalculation at Various
Times AfterInjectionSamplingOptimum

forGFR>100mI/mmMmGmax
aV@120361.8

0.012410.1121350.9
0.012710.2122340.8
0.013110.2123331.4
0.013410.2124322.7
0.013710.3125314.5
0.014010.3126306.9
0.014310.3127299.8
0.014610.4128293.1
0.014910.4129286.8
0.015210.5130280.9

0.0155
Optimumfor GFR60â€”100mI/mm10.5150208.8

0.019211.0151208.8
0.019411.1152204.5
0.019511.1153202.5
0.019611.1154200.5
0.019711.1155198.6
0.019811.2156196.8
0.019911.2157195.0
0.020011.2158193.4
0.020011.2159191.7
0.020111.2160190.1

0.0202
Optimumfor GFR<60mI/mm11.2230141.7

0.017811.0231141.4
0.017710.9232141.1
0.017610.9233140.8
0.017510.9234140.6
0.017410.9235140.3
0.017410.8236140.0
0.017310.8237139.7
0.017210.8238139.5
0.017110.8239139.2
0.017010.7240138.9

0.016910.7

TheoreticalVolumTABLE
2

es of Distributionan
of Diatrizoated

FlowParametersFunctionMeans.d.F1_2222.6

mI/mm99.4mI/mmVi8,510
ml2,291mlV24,458ml1,589

mlk1_30.01010.0052k120.02810.0143k2_10.05040.0147
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FIGURE 5
Plot of GFRcalculated from whole plasma disappearance
curves following injection of radiodiatrizoate against plas
maconcentrationreciprocals(theoreticalvolumesofdistri
bution in liters) obtainedat 150mmafter injection. Best fit is
observedin patientswith moderatelydiminishedfunction,
60â€”100mI/mm

simple method. The extremely high connrelation be
tween DTZ clearances and inulin clearances has again
been confirmed (9,12). The method is quite analogous
to that demonstrated for the measurement of ERPF by
OIH, but the sampling times are different. The ideal
sampling time would appear to vary inversely with
GFR level. Ifa GFR level >iOO ml/min were expected,
the sampling time of 120 mm after injection would be
associated with the smallest error using Eq. 2 with

coefficients given in Table 1 for this sampling time.
Similar coefficients at other sampling times in the table
should be used for these patients when clearances are
expected to be, respectively, 60â€”100 ml/rnin and <60

ml/min. Reasons for this variation in sampling time
have been postulated (15).

If data of the highest accuracy are desired in a pa

160

140

120

I 80
S

tient whose GFR cannot be estimated prior to testing, it
may likely be desirable to obtain plasma samples at all
three suggested sampling times. On the other hand,
when less rigorous results suffice, as may be frequently
obtained in clinical practice, the i80-min sampling
time may likely prove to be the most practical overall
sampling time. It should be noted, however, that if a
patient with extremely poor GFR is studied using the
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FIGURE 6
Plot of GFR calculated from whole plasma disappearance
curves following injection of radiodiatrizoate against plas
maconcentrationreciprocals(theoreticalvolumesof distri
butionin liters)obtainedat 230mmafterinjection.Bestfit is
observedin patientsat lowerfunctionallevel(<60 mI/mm)
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observed by these authors was similar to that observed
in our overall series (180 mm).

As we observed in the initial exposition of the single
sample method utilizing OIH for the determination of
ERPF (3), V1, V2, F12, F21, k12, k21 do not corre
spond precisely with other known physiological param
eters. However, the initial mean theoretical volumes of
distribution (V1) ofboth DTZ and OIH are statistically
similar: 8.6 1Â±2.3 for the former and 8.4 1Â±2.0 for the
latter.

Obviously, V1 comprises the plasma volume (as de
fined by the first volume of distribution of large mole
cules, e.g., human serum albumin, iron-59 transfernin),
but it also includes a space â€œ@â€˜51larger and in immediate
contiguity. In other words, the limiting membrane for
large molecules (endothelial cell walls?) appears to be
completely permeable to smaller molecules which are
in turn limited by some semipermeable penivascular
tunic peripheral to the endothelial cell wall. Since the
intracorporeal kinetics of human serum albumin follow
the same two-compartment mathematical model as
does DTZ and since the total albumin pool (V1 + V2)
(16) is not statistically different from the@ of smaller
molecules, it may be that the same tunic delineates the
V2 of macromolecules and the V1 of such small
molecules as DTZ.

Regardless of the lack of information regarding the
true nature and significance of the body compartments
and intercompartmental flow rates, the procedure as
described provides an accurate, rapid, relatively inex
pensive, and easily performed test ofGFR that does not
require the use of a 24-hr urine collection or a
scintillation camera.
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