
merging SPECT or PET images in three dimensions with
data sets from x-ray CT or MRI scans (3â€”5).Such tech
niques appear to show promise for a range of applications
in brain imaging, including radiation therapy planning,
Aizeheimer's disease, strokes and head trauma (6). At
tempts to compensate for nonuniform attenuation have
involved acquiring sequential or simultaneous transmis
sion CT scans with external radionuclide point or sheet
sources mounted on the gamma camera, thus measuring
the distribution of attenuation coefficients in the volume
of interest. Incorporation of these attenuation maps into
the SPECT reconstruction have yielded significant im
provements in both image quality and quantification of
uptake (7,8).

Over the past few years, we have developed a different
approach to correlating SPECT with anatomic data. A
principal result of this work has been the development of
a prototype imaging system, designed for phantom studies,
that can perform simultaneous SPECT and x-ray CT. Our
device,the Emission-TransmissionCT (ETCT) system,
employs an array of high-purity germanium (HPGe) de
tectors in conjunction with fast pulse-counting electronics
to simultaneously detect and energy-resolve x-ray photons
from an external source and higher-energy gamma-ray
photons from an internally administered radionuclide
source.With thehighphotonfluxavailablefroman x-ray
tube, it is possible to obtain transmission CT images with
spatial resolution of 1 mm or better, revealing morpholog
ical details which may not be visible in radionuclide CT.
One feature of this system is that the emission and trans
mission data are acquired with the same detector and
reconstructed with the same geometry, thus allowing the
SPECT image to be registered on the x-ray CT map.
Moreover, by utilizing the techniques ofdual-energy trans
mission CT, it is possible to derive an energy-corrected
attenuation map which may be directly incorporated into
an iterative SPECT reconstruction technique, thus im
proving SPECT quantitation. In this paper, we describe
this prototype system and present initial results from phan
tom studies. We believe that these results, as well as those
from future studies, can shed light on the capabilities of a
future clinical ETCT system.

We have developed a prototype imaging system that can
perform simultaneous x-ray transmission CT and SPECT
phantom studies. This system employs a 23-element high
purity-germaniumdetector array. The detector array is cou
pled to a collimator with septa angled toward the focal spot
of an x-ray tube. During image acquisition, the x-ray fan beam
and the detector array move synchronously along an arc
pivoted at the x-ray source. Multiple projections are obtained
by rotating the object, which is mounted at the center of
rotation of the system.The detector array and electronics
can count up to 10@cps/element with sufficient energy
resolutionto discriminatebetweenx-rays at 100â€”120 kVp
and gamma rays from @â€œTc.We have used this device to
acquire x-ray CT and SPECT images of a three-dimensional
Hoffmanbrainphantom.The emissionand transmissionim
ages may be superimposed in order to localize the emission
image on the transmission map.

J NucIMed 1992;33:1881-1887

wo major technical problems have limited the capa
bility of SPECT to quantify the uptake of radionuclide in
a region of interest (ROl) within a slice of tissue. First,
SPECT images are noise-limited, have poor spatial reso
lution and often lack anatomic landmarks, resulting in
poor anatomic localization and making it difficult to de
fine ROI borders for uptake quantification (1). Second,
the nonuniform attenuation of gamma-ray photons by
surrounding tissues causes visual distortions and quanti
tative errors in reconstructed SPECT images (2).

A variety of solutions have been proposed, most of
which focus on correlating the functional SPECT image
with anatomic data from transmission CT or MRI. At
tempts to improve localization of uptake have centered on
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MATERIALS AND METhODS

System Description
Although a detailed description of the ETCT system compo

nents has been previously published (9), a brief summary of the
most important features of the device (Fig. 1) is as follows. The
ETCT prototype was designed to simulate a clinical emission
transmission brain scanner having a third-generation x-ray CT

detector geometry and a 300 x-ray fan-beam encompassing a
reconstruction circle with a 22-cm diameter (10). The prototype
instrument contains a detector array consisting of a single HPGe

crystal segmented into 23 2-mm elements. The HPGe detector
array is equipped with a tantalum collimator with septa focused
to the focal spot of a low-power x-ray tube, providing spatial
localization for SPECT and scatter rejection for x-ray CT. The
detectors have shown full-spectrum count rate capabilities ex
ceeding 106cps/channel, and measurements at count rates of 6
x iO@cps/channel have demonstrated energy resolutions of 8
keV FWHM for 60-keV photon energies (11). As shown in Figure
2, this is sufficient to discriminate between 140-keY gamma-ray
photons from 99mTcand x-ray photons produced at tube poten
tials of 100 or 120 kVp. Moreover, since the data acquisition
systemsupportstwo energywindowsperchannel,it is possible
to acquire simultaneous emission-transmission data or dual-en
ergy x-ray data. Finally, as displayed in Figure 3, the system
acquires CT data by translating the detector array in increments
of one-half detector width along a 300 arc pivoted at the x-ray
source. At each detector position, a complete set of projection

angles is obtained by rotating the object on a shaft which defines
the center of rotation of the system. Since the detector data
comprisingone projectionangle is thus acquired over the dura
tion of the whole scan, the count rate response of the data
acquisitionsystemmustremainstablewithin Poissonstatistics
over the duration of the scan. Long-term (5 days) tests with a
â€˜â€œGdsourcefoundcount rate instabilitiesofO.045%,whichwere
ingoodagreementwithavalueofO.039%predictedfromPoisson
statisticsalone (11) and which fallwellwithin the Poissonnoise
envelope associated with our x-ray CT data.

System Performance Studies
Radiographic Spatial Resolution. We have acquired radio

graphic spatial resolution data using x-ray tube settings of 120
kVpand 4 mA,with 1mm gadoliniumfiltrationand withenergy

FIGURE 1. Adrawingoftheassembled
ETCTsystem.
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FIGURE 2. Energyspectrumobtainedwithx-raytubesettings
of 100 kVp and 2 mA. The x-ray beam is filtered with 1 mm of
Gd, and a 740 MBq @Tcsource is resting on the detector
aperature.

FIGURE 3. A diagramof the ETCT scangeometry.The 23-
elementHPGedetector moves inan arc whichencompasses the
reconstructionzone.Multipleprojectionsareobtainedby rotating
the object.
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windows encompassing each peak of the bi-modal filtered x-ray
energy spectrum. Projection data were acquired with 180 views
across a 360Â°rotation, moving the detector array in 1-mm incre
ments across a 16.8Â°arc encompassing the diameter of the
resolution phantom. The x-ray projection data were subsequently
convolved with a Ramachandran-Lakshminarayan (12) convo
lution kernel and reconstructed onto a 256 x 256 matrix using a
backprojection algorithm developed for the curved ETCT detec

tor geometry (13).
SPECT SpatialResolution.Emissionimageswereacquiredof

a 20-cm-diameter SPECT hot lesion pattern (Nuclear Associates,
Carle Place, NY). The phantom was filled with dc-ionized water
containing740 MBqof[99mTc]pertechnetate.Duringdata acqui
sition, the detector array sampled a 30Â°fan angle with 1-mm
detector increments; at each detector array position, the phantom
wassampledat 2Â°intervalsacrossa 360Â°rotation. The emission
data were acquired with a 20-keV wide energy window encom
passing the l40-keV gamma-ray peak. Subsequently, the data
were corrected for decay ofthe radionucide during the 4-hr scan
and werereconstructedusinga maximumlikelihoodexpectation
maximization (ML-EM) algorithm adapted to the ETCT system
geometry (8). This ML-EM reconstruction incorporated a circu
lar and uniform@ = 0. 15 cm â€˜)attenuation map having a
diameter equal to that measured from the resolution phantom
and centered within the reconstruction zone. Values outside the
circular region were set equal to zero. In this study, we did not

incorporate object-specific attenuation maps derived from cor
related dual-energy x-ray CT, although preliminary work on this
concept is now underway (9).

Emission-Transmission Studies of a Hoffman Brain
Phantom

We acquired x-ray CT and SPECTimagesof a three-dimen
sional Hoffman brain phantom (Data Spectrum Corporation,
Durham, NC). This phantom was filled with dc-ionized water
containing 740 MBq of [99mTc]pertechnetate.The phantom was
mounted on the ETCT system, and two imaging studies were
then performed, the first recording only radionuclide data and
the second recording both radionuclide and radiographic data.
These measurements were performed separately in order to eval
uate the effect on the simultaneously acquired SPECT image of
x-ray pile-up counts introduced into the radionuclide energy
window by the high x-ray photon flux. In both studies, a 20-keY
radionuclide energy window was centered at 140 keY and the
detector array sampled a 30Â°Cfan angle in 1-mm detector incre
ments,with 180projectionsand a 360Â°phantomrotation.The
simultaneous emission-transmission study, which employed an
additional x-ray energy window between 60 and 120 keY, was
performedwith the x-raytube at 100kYpand 4 mA,with 1mm
Gd filtration. These x-ray settingsproduced 5 x i0@counts in
the x-ray window and 4 x l0@counts in the radionuclide energy
window, corresponding to both radionuclide decay and x-ray
pile-up (compared to 4 x 106counts for the SPECT-only acqui
sition). Following the two studies, the separately acquired radio
nuclide and the simultaneously acquired x-ray data were recon
structed with ML-EM and convolution backprojection algo
rithms respectively.

It was necessary to correct the simultaneously acquired radio
nuclide data for x-ray pile-up. Although the total pile-up signal
was ten times that of the radionuclide, the pile-up signal was
significantonly when the x-ray fan beam was outside or in the

peripheral 2 cm ofthe phantom. This contribution was estimated
and subtracted using a simple calibration procedure in which the
x-ray fan beam was stepped across a water-filleduniformity
phantom and the count rates in the x-ray and radionuclide
windowswererecordedin the absenceofradionucide. Thus, the
pile-up rate was measured as a function of the x-ray count rate,
whichvariedasthex-raybeamtraversedthephantom.Because
the x-ray energy window was set between 60 and 120 keV, and a
pile-up event could be represented as the detection of two mdc
pendent photons within this energy range, the pile-up counts were
expected to vary as the square of the x-ray counts. The results
are displayed in Figure 4, where the solid curve drawn through
the data points is a second order polynomial given by:

N@= 0.311 â€”(7.28 x 104.N,) + (5.98 x 108.N@2), Eq. 1

where N@and N@are the pile-up and x-ray counts, respectively.
With thiscalibrationcurve,whichpredictedthe pile-upcounts
within statistical error ofthe experimental values, it was possible
tousethex-rayprojectiondatatoestimatethepile-upcontribu
tion to each sample of the simultaneously-acquired radionuclide
data. The corrected data, which contained 2 x 106radionuclide
counts, could then be adjusted for @mTcdecay and reconstructed
with the ML-EM algorithm described above.

RESULTS

Images of radiographic and radionucide resolution
phantoms are respectively displayed on the left and right
in Figure 5. In the x-ray image, it is possible to resolve the
second row of holes from the bottom, which are 1.25 mm
in diameter and spaced 1.25 mm apart. In the SPECT
image, it is possible to resolve the pair oflesions which are
0.6 cm in diameter and spacing.

Images of the three-dimensional Hoffman brain phan
tom are displayed in Figure 6. The upper left-hand figure
is an x-ray CT image ofthe phantom obtained with the x
ray tube off. This image was reconstructed from 4 x 106
photons. The bottom figure shows the separately acquired
SPECT image overlaid in transparent color on the x-ray
CT gray-scale image. The program employed to superim

FIGURE 4. Plot of pileupcountsin the radionuclideenergy
window as a function of counts in the x-ray window. Line through
data points is a second-order polynomial fit.
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FIGURE 5. ETCT spatialresolutiondata. (Left)X-ray CT imageof radiographicholepattern.The holesin the top row have
diameters and center-to-center spacings of 3.25 mm, and these decrease by 0.25-mm increments in subsequent rows. (Right)
SPECT image of radionuclide hot lesion phantom. Diameters and center-to-center spacings for each pair of lesions are displayed in
centimeterson the image.

pose the two images calculated the hue ofeach pixel in the
overlaid image as a function of the intensity of the corre
sponding pixel in the SPECT image and its brightness as
a function of the x-ray CT pixel. The degree of alignment
displayed qualitatively in Figure 6 was a result of a direct
overlay, with no preprocessing, ofthe two images acquired
with the same detector and reconstructed with the same
geometries.

Figure 7 qualitatively displays the results of pile-up
correction on the simultaneously-acquired radionuclide
data. The upper left figure shows the uncorrected SPECT
sinogram and the figure beneath it shows the image recon
structed from this data using the ML-EM algorithm. Here,
the radionuclide distribution reconstructs as a small per
turbation on the pile-up background. The pairs of images
shown in the middle and on the right respectively corre
spond to the pile-up-corrected data and the separately
acquired data, which are displayed for comparison. The
pile-up correction algorithm appears to recover, at the cost
of reduced signal-to-noise ratio (SNR), much of the detail
suppressed by pile-up in the simultaneously acquired
SPECT sinogram data. This SNR loss is greatest at the
edge of the sinogram, where the pile-up signal is largest,
and decreases towards the center, where object attenuation

reduces the pile-up rate. This spatial dependence appears
to hold for the reconstructed SPECT image as well, al
though we are currently performing studies to characterize
the propagation of this noise through the ML-EM algo
rithm.

DISCUSSION

SPECT has both obvious advantages and inherent dis
advantages which affect its ability to image physiological
function of the brain, the heart, tumors and other tissues
and organ systems. It is relatively inexpensive, employs
generator-produced radionuclides and is technically man
ageable in a medical center or community hospital. On
the other hand, SPECT suffers from a range of problems,
such as poor spatial resolution, limited photon statistics,
poor anatomic localization and attenuation artifacts.
These drawbacks affect the visual quality ofSPECT images
and limit the capability ofSPECT to quantify physiological
function.

By using the same detector to acquire both SPECT and
x-ray CT data, the ETCT system has the potential of
overcoming some of these limitations. Because of their
â€˜@-1mmspatial resolution and vastly improved photon
statistics (lOuversus iO@counts/slice), the x-ray CT images
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FiGURE 6. Images of a three-dimen
sionalHoffmanbrainphantom.(L@perleft)
X-ray CT Image of phantom. The whfte
spots visible in the acrylic regions are glue
junctions. The phantomis contained within
an externalacryliccylinderwhichholdsthe
19acrylicbrainshces. (Upperright)SPECT
imageof Hoffmanbrainphantomacquired
withx-raytubeoff.(Bottom)SPECTimage
intransparentcoloroverlaidoncorrelated
x-rayCT gray-scaleimage.

acquired with this device show improved definition of
patient anatomy when compared to transmission images
acquired with an external radionucide source and a scm
tillation camera. The x-ray CT and SPECT images may
be acquired simultaneously with the same detector array,
permitting superposition ofthe SPECT image on the high
resolution x-ray CT map for improved localization. More

over, preliminary results support the potential use of dual
energy x-ray CT to correct attenuation artifacts in the
SPECT image by determining an accurate patient-specific
attenuation map (9). Because of the anatomic heteroge
neity of the thorax, these attenuation artifacts are most
serious in measurements of myocardial perfusion (14).
These errors, however, are also important for a variety of

FIGURE 7. SPECT sinogramsof Hoff
man brain phantom displayednext to re
constructed images. (Upper left) Wcor
rected sinogramshowingeffects of pulse
pileup. (Lower left) Image reconstructed
from uncorrected sinogram. (L@permid
dIe) Pileup-corrected sinogram. (Lower
middle) Image reconstructed from cor
rected sinogram. (L@perright) Sinogram
of separatelyacquired SPECT data.
(Lowerright)SeparatelyacquiredSPECT
image.
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applications in other organ systems. Finally, the superior
energy resolution of HPGe detectors permits improved
scatter rejection when compared to sodium iodide, thus
improving both qualitative contrast and quantitative ac
curacy in the radionucide data. We plan to investigate
this capability in future measurements.

Although the ETCT prototype has thus demonstrated a
range of novel capabilities, there are technical limitations
which affect our implementation of this technique. The
primary technical limitation to simultaneous emission
transmission imaging using @mTcis posed by x-ray pile
up, which introduces spurious counts into the radionucide
data. Although it is possible to use the x-ray CT data to
estimate and subtract the pile-up, the corrected SPECT
image suffers a spatially variant loss in signal-to-noise
which is maximized at the periphery ofthe image. We are
now performing theoretical and experimental studies to
quantify the noise introduced into the projection data, to
characterize its propagation through the ML-EM algo
rithm and to estimate its severity for different clinical
applications (e.g. brain and thoracic imaging). We are also
evaluating possible solutions to this problem, one of which
is to acquire the x-ray data at lower count rates, although
we have not yet determined the level at which a lower
count rate eliminates pile-up counts in the radionuclide
window. Another promising solution is to employ a com
pensating x-ray filter which would have maximal thickness
toward the outside of the patient, where the x-ray flux is
maximum, and have minimal thickness toward the inside,
where patient attenuation is highest. By reducing the x-ray
count rate at the periphery of the object, this approach
would reduce signal-to-noise problems caused by the pile
up subtraction. Finally, another technical limitation is that
the use of low-energy radionuclides such as 201'flwould
require that the emission and transmission measurements
be performed sequentially rather than simultaneously.
This would prolong the patient study and could lead to
possible misregistration artifacts caused by patient motion.

While the work described above has revealed some of
the novel capabilities and limitations ofETCT, the clinical
implementation ofthis technique will depend on the avail
ability of large two-dimensional HPGe arrays. Although
two-dimensional segmentation ofHPGe has been reported
(15), these devices are hand-made and custom built. Ui
timately, development of a practical clinical system will
be driven by advances in HPGe fabrication techniques, by
development of cost-effective readout technologies for
large two-dimensional detector arrays and by advances in
room temperature semiconductor detectors, such as
ZnCdTe (16,17)andHgI(17).

CONCLUSIONS

We have constructed a prototype ETCT imaging device
and have demonstrated some of its capabilities and limi
tations. The system can perform both simultaneous and
sequential SPECT and x-ray CT phantom studies. When

acquired simultaneously with x-ray CT data, the SPECT
images must be corrected for x-ray pile-up, and the result
ant SNR loss constitutes a possible limitation of the sys
tem. Because of its 4-hr image acquisition time, and the
need to rotate the object being scanned, this prototype
device is not suitable for patient scanning. Although the
technology exists to build a practical detector array for
whole-body studies, we will employ the current device to
thoroughly characterize the fundamental capabilities and
limitations of the ETCT technique before proceeding to
that stage. Ultimately, such a device might allow SPECT
images to be superimposed on x-ray CT maps for im
proved localization of radionuclide uptake.
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