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This study evaluates the quantitative accuracy of SPECT for in
vivo distributions of "Te radiopharmaceutjcals using fanbeam

(FB) and parallel-beam (PB) collimators and compares uniform

and nonuniform attenuation correction methods in terms of
quantitative accuracy. Methods: SPECT quantification of canine
myocardial radioactivity was performed followed by well counter
measurements of extracted myocardial tissue samples. Trans
mission scans using a line source and an FB collimator were
performed to generate nonuniform attenuation maps of the ca
nine thorax. Emission scans with two energy windows were
acquired. Images were reconstructed using a filtered backpro-
jection algorithm, with a dual-window scatter subtraction com

bined with either no attenuation compensation or single iteration
Chang attenuation compensation based on an uniform attenua
tion map (Â¿i= 0.152 cm"1) or the nonuniform transmission map.

Results: The measured mean countsfrom the SPECT images
were converted to radionuclide concentrations (MBq/g) using a
standard source calibration and were compared with those ob
tained using the well counter. Conclusion: The experimental
results demonstrate that, compared with well counter values, the
in vivo distributions of ""Tc were most accurately determined in

FB and PB SPECT reconstructions with nonuniform attenuation
compensation, under-estimated without attenuation compensa

tion and overestimated with uniform attenuation compensation.
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provides three-dimensional maps of in vivo

radiopharmaceutical distributions. An important goal of
nuclear medicine research is to make SPECT a more useful
imaging modality by utilizing and improving its quantita
tive capabilities. Many physical factors degrade SPECT
images both qualitatively and quantitatively. Among them,
photon attenuation is the dominant factor affecting SPECT
quantitation, and various methods have been proposed to
compensate for attenuation (1-19). In the chest, abdomen
and pelvis, the true spatial distribution of attenuation co-
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efficients is nonuniform and several methods have been
developed to compensate for nonuniform attenuation
(9-19). These methods include both filtered backprojection
reconstruction with Chang's or modified Chang's attenua

tion compensation with a nonuniform attenuation map
(10,14,18) and nonuniform iterative maximum likelihood
reconstruction (9,13,14,16,19). Methods of transmission
computed tomographic (TCT) data acquisition on SPECT
cameras have been developed to obtain an accurate atten
uation map (9,10,13,15-17,19-22). These methods include

both sequential and simultaneous scans. Scatter is another
major factor that degrades the contrast of lesions and re
sults in a major source of error in the quantification of
radionuclide concentrations. Many methods have been
proposed to compensate for scatter (23-30). Each scatter

compensation method has its advantages and disadvan
tages, and even the simpler approaches probably are capa
ble of providing an adequate compensation which is accu
rate to about 5%-10% for many source distributions

(2429).
In this study, quantitative SPECT evaluations were per

formed on the canine myocardium using our triple-camera

system (Trionix Research Laboratories, Inc., Twinsburg,
OH) followed by well counter measurements of extracted
myocardial tissue samples.

MATERIALS AND METHODS

Two dogs weighing approximately 25 kg each were used in the
experiments. Technetium-99m-labeled macro-aggregated albumin

(MAA) was administered through a catheter into the left ventricle.
A sequential transmission/emission acquisition method was used
(22). Before injecting "Tc-labeled MAA into the left ventricle, a

transmission scan using a line source and an FB collimator was
performed to generate nonuniform attenuation maps of the canine
thorax. An emission scan with two energy windows was acquired
after the TCT scans. Figure 1 shows the TCT-SPECT acquisition

system. Images were reconstructed using a filtered backprojection
algorithm. Scatter correction was performed by using a dual-

window scatter subtraction method (23). Attenuation compensa
tion was performed by using Chang's attenuation correction

method with one iteration (3). The measured mean counts from
the SPECT images were converted to radionuclide concentrations
(MBq/g) using a standard point source calibration and were com-
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RGURE 1. TCT-SPECT acquisitionsystem.

pared with those of myocardial tissue samples obtained using the
well counter.

TCT Data Acquisition
The TCT data acquisition system consisted of a line source, a

slat collimator and a long focal length FB collimator (22), as
indicated in Figure 1. The line source assembly had a 27-cm long

stainless steel tube (1.0 mm inside diameter). In the first dog
study, the tube was filled with 1139 MBq (30.8 mCi) of Te. In
the second dog study, the tube was filled with 2364 MBq
(63.9 mCi) of "Te. The long focal length FB collimator (Nuclear

Fields, Inc., Des Plaines, IL) had a focal length of 110 cm and was
mounted on the scintillation camera opposite the line source. The
FB collimator had a rectangular field of view (FOV) of 45.6 cm x
22.8 cm at the crystal surface. This FB collimator was used to
provide col limat um for the transmission gamma rays. Because of
the poorer spatial resolution, this long focal length FB was not
used for SPECT acquisitions.

The dogs were anesthetized with pentobarbital sodium
(30 mg/kg intravenously) and were positioned in the gantry using
an initial TCT scan to optimize the x, y and z positioning of the
chest and the radius of rotation of the detection system. The radii
of rotation for the two dog studies were 13.5 cm and 15 cm
measured from the front surface of the collimator. The dogs were
marked based on reference laser lights and were then removed.
The TCT reference (in air) images were acquired into three non-

rotational frames (250 sec/frame). Upon finishing the reference
image acquisition, the dogs were repositioned in the scanner and
realigned using the reference laser lights. TCT scans were per
formed of the chest. The TCT acquisition matrix was 128 x 64 x
180 angular views over 360Â°.The transaxial and axial linear sam

pling intervals were equal to 3.6 mm. Total scan time in both
experiments was 15 min.

SPECT Data Acquisition
Upon finishing TCT scanning, "Tc-labeled MAA was admin

istered through the catheter into the left ventricle of each dog. A
total of 462 MBq (12.5 mCi) was used for the first dog and 555
MBq (15.0 mCi) was used for the second dog. Emission scans with
two energy windows (primary and scatter) were acquired. A pri
mary energy window (130 keV < Ey < 151 keV) and a scatter
energy window (89 keV < Ey < 127 keV) were used for the

SPECT emission scans. Both a short focal length FB collimator
(40 cm measured from the front surface of the collimator) and a
low-energy super-high resolution (LESR) or a low-energy ultra-

high resolution (LEUR) PB collimator were used. All collimators

had a rectangular FOV of 45.6 cm x 22.8 cm at the crystal
surface. The FB collimator had very high resolution and relatively
low sensitivity (6 mm FWHM and 45 cps/MBq, respectively, at
14 cm from the collimator surface). The resolution (at 14 cm from
the collimator surface) and sensitivity of the LESR collimator
were 7 mm (FWHM) and 32 cps/MBq, respectively. The resolu
tion (at 14 cm from the collimator surface) and sensitivity of the
LEUR collimator were 9 mm (FWHM) and 57 cps/MBq, respec
tively. The SPECT acquisition matrix was 128 x 64 x 120 angular
views over 360Â°.The linear sampling was 3.6 mm in both transax-

ial and axial directions. Total scan time in both experiments was
30 min.

Sample Measurements
Following the SPECT scans, the dogs were killed and the

hearts were removed. Balloon catheters were inserted into the left
ventricles of the hearts and were inflated using air. The hearts and
balloon catheters were frozen using liquid nitrogen while air was
continuously pumped into the heart to compensate for tempera
ture-induced shrinkage of the balloon portion of the catheter. The
hearts were then partially thawed and two mid-ventricle slices
from each of the hearts were obtained in an anatomic axis (short-
axis). Two thin methyl-methacrylate sheets (~1 mm) were used to

slightly compress the heart slices to make them more uniform in
thickness. The thickness of the slices was about 1.2 cm. For
comparison purposes, high-resolution planar scans of the four

heart slices were acquired by placing them directly on the surface
of the collimator. After the planar scans, four samples from each
of the four slices were obtained and weighed. Figure 2 illustrates
the positions where the samples were taken in the first dog exper
iments. The positions were similar in the second dog experiment.
These samples weighed from 0.6 g to 3.6 g. The activities of the 16
samples, together with two standard point sources (0.16 MBq in
the first dog experiment and 0.36 MBq in the second dog experi
ment), were then measured using the planar gamma camera and a
well counter. The measurements of the standard sources were
used to generate the calibration factors (cps/MBq) for FB, LESR
PB and LEUR PB collimators and the well counter.

Image Reconstruction
TCT data were reconstructed using a filtered backprojection

(FBP) algorithm. The measured transmission data were converted
to line integrals of linear attenuation by taking the natural loga
rithm of the ratio of the incident reference image to the measured

Right Ventricle

Left Ventricle

RGURE 2. Two slicesof the canine myocardium.A1-D1 and
A2-D2 indicate the positions where the samples were taken.
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TCTdata. An 128 x 128 x 30-slice reconstruction matrix was used,
which corresponds to a 3.6-mm pixel size and 3.6-mm slice thick

ness. A generalized Hann filter with a cutoff frequency of 0.85
cycles/cm was used for the TCT reconstruction. The nonuniform
attenuation maps of the dog thorax were generated by using the
TCT reconstructions. This TCT reconstruction also created a
body contour. By assigning a constant attenuation coefficient (/Â¿=
0.152 cm""1) inside the body contour, we generated uniform atten

uation maps. Figure 3 shows one slice of the uniform and the
nonuniform attenuation map of the second dog thorax.

SPECT data were reconstructed using a FBP algorithm with
scatter subtraction and single iteration Chang attenuation com
pensation. This algorithm was verified using a standard point
source, both in air and in a 19-cm diameter and 15-cm long cyl

inder water bath before the dog study. The determined point
source activity (region of interest (ROI): 60 pixels by 60 pixels,
which encompassed the water bath) from the reconstructions was
in good agreement with the source activity (5% error in both FB
and PB reconstructions). The projections of the dog were precor-
rected for scatter. The dual-window subtraction method was used

(23). The scatter subtraction constant k was experimentally de
termined using the above point source experiment. A dog-size

cylinder was used. The photopeak window was 15%, which was
the same as the one used in the dog studies. The scatter subtrac
tion constant k was found to be 0.4. Chang's attenuation correc

tion method with one iteration was used to compensate for the
attenuation (3). Reconstructions with three types of attenuation
compensation were performed: (1) without attenuation compen
sation; (2) with uniform attenuation compensation (fi = 0.152
cm~'); and (3) with nonuniform attenuation compensation. An

128 x 128 x 30-slice reconstruction matrix was used. Generalized

Hann filters with cutoff frequencies of 1.78 cycles/cm and 1.05
cycles/cm were used for the FB and PB SPECT reconstructions,
respectively. These cutoff frequencies corresponded to 0.75 times
the Nyquest frequencies of the FB (for the plane located at the
center of rotation) and PB collimatore, respectively. To compare
the high-resolution FB reconstructions with the slightly lower-

resolution LESR PB reconstructions, an additional FB image was
reconstructed using the data of the first dog study. In this FB
reconstruction, a generalized Hann filter with cutoff frequency
(for the plane located at the center of rotation) of 1.05 cycles/cm
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RGURE 3. One sliceof the uniformand nonuniformattenuation
map of the canine thorax. The nonuniform attenuation map was
generated using TCT scans and the uniform attenuation map was
generated using the body contour with a constant attenuation coef
ficient.

was used, which was equal to 0.75 times the cutoff frequency for
LESR PB reconstruction.

Registration
To quantitatively evaluate the SPECT reconstructions, the im

ages had to be registered to the planar images of the sliced heart,
where the sample locations are known. The reconstructed images
of the dog heart were re-oriented into a short-axis presentation.

To match the thickness of the heart slices, three slices of the
reconstructed SPECT images were added together to produce a
final slice whose thickness was 1.1 cm. Figure 4 shows an example
of the short-axis view SPECT image together with a high-resolu

tion planar image of the sliced heart. Using the planar images of
the sliced heart as a guide, the locations of the samples were
determined in the re-oriented SPECT images. Since the locations

may not correlate to the sample positions exactly, a moderately
large ROI (2 pixel x 2 pixel or 0.7 cm x 0.7 cm) was used to
measure the mean counts of these 16 sample locations. These
mean counts were converted to radionuclide concentrations
(MBq/g) using a standard source calibration, and were compared
with those obtained using the well counter.

Statistical Analysis
With the 16 samples in this study, a statistical analysis was

performed to get some indications of what the biases were be
tween different reconstruction methods and the gold standard. A
random block statistical model (31 ) was used, with the dogs taken
to be the blocks. This model relies on two main assumptions.
First, the response variance does not exhibit systematic variation
from site-to-site. Second, the observations (and particularly the

variation contribution from dog to dog) come from a normal dis
tribution. The response variable in our case was S/W - 1, where

5 was the concentration in the ROI and W was the corresponding
well counter measurement. Formally the model says that the
response variable, _y,y,may be represented as

yÂ¡j= tÃ+ dÂ¡+ ey,

where /Â¿is an unknown constant, dÂ¡is a random contribution due
to the particular dog and eit is an error term for the j-th measure
ment on the i-th dog. The random variable dÂ¡is taken to be

normally distributed with mean 0 and variance oÂ¿,and the ran
dom variable e/, is taken to be normally distributed with mean 0
and variance a~. The quantity of most interest is Â¿i,the expected

value ofy.y, which measures the approximate bias of the method.
For balanced data, that is the same number of sites per dog, the
estimate of ^ is Z yÂ¡Â¡In,where n is the number of measurements.
The variance of this estimate for the case of two dogs and eight

Planar image
of sliced heart

SPECT short-axis
view of heart

FIGURE 4. A short-axis view SPECT image and a planar image
of the sliced heart.
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FIGURE 5. Transverse sectional images and profiles of the first
dog heart using FB collimation.

sites per dog will be (8oÂ¿+ oÂ¿)/16.The estimate for oÂ¿will have
a scaled chi-square distribution (with degrees of freedom 1 for the

case of two dogs), and the estimate for oÂ¿will also have a scaled
chi-square distribution (with 14 degrees of freedom for the case of

16 sites). However, the sum of the two estimates will not in
general have a chi-square distribution because they use different
scale factors. This being the case, the usual Student's t-test must

be applied with some care. If <r, dominates, the test acts as though
it had 1 degree of freedom. If o^ dominates, the test acts as though
it had 14 degrees of freedom. In general, the test will behave
approximately as though it had a degrees of freedom value inter
mediate between these two values.

RESULTS

The transverse sectional images and profiles of the first
dog heart using FB and LESR PB collimatore are shown in
Figures 5 and 6, respectively. The images were single-slice

images 3.6 mm thick. In both figures, the bottom row
shows the profiles with the fixed scale. All the FB recon
structions demonstrate similar quality to each other, and all
the PB reconstructions demonstrate similar quality to each
other as well. The right ventricle in FB reconstructions is
more clearly visualized compared with that in LESR PB
reconstructions. However, this may result partially from
the higher cutoff frequency used in FB reconstructions.
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RGURE 7. Comparisonof the FB reconstructionwiththe LESR
PB reconstruction. Note that the same filter was used in both recon
structions.

To minimize the influence of the filter on the images, the
additional FB reconstruction is compared with the LESR
PB reconstruction in Figure 7. Note that both reconstruc
tions used the same cutoff frequency. The right ventricle in
FB reconstructions is still better defined and more clearly
visualized compared with that in LESR PB reconstruc
tions. The FB reconstruction is also less noisier than the
LESR PB reconstruction.

The transverse sectional images and profiles of the sec
ond dog heart using FB and LEUR PB collimators are
shown in Figures 8 and 9, respectively. Note that during
the injection of "Tc-MAA, the right ventricle preferen

tially received radioactivity, probably related to the cath
eter location directing activity into the right coronary ar
tery. The images have to be windowed to clearly show the
left ventricle. Gray bars have been added to indicate the
lower display intensity used. Again, images in each group
are judged to have a similar quality.

The concentrations (MBq/g) determined from the three
types of SPECT reconstructions using FB and PB, as well
as the well counter measurements and the gamma camera
measurements are tabulated in four tables. The results of
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FIGURE 8. Transversesectionalimagesand profilesof the sec-
RGURE 6. Transversesectionalimagesand profilesof the first ond dog heart usingFB collimation.The images have been win-
dog heart using LESR PB collimation. dowed to show the left ventricle.
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FIGURE 9. Transverse sectional images and profiles of the sec
ond dog heart using LEUR PB collimation. The images have been
windowed to show the left ventricle.

TABLE 2
In Vivo Quantification of Canine Myocardial Radioactivity of

Dog No. 1 Using LESR PB Collimator

Concentration(MBq/g)SampleA1B1C1D1A2B2C2D2Withoutattenuationcorrection0.0270.0290.0320.0330.0350.0320.0330.022Withuniformattenuationcorrection0.1060.1030.1130.1460.1330.1120.1390.098Withnonunrtormattenuationcorrection0.0820.0850.0930.0980.1100.0980.1060.073Gammacamerameasure

ment0.0840.0910.0950.1070.1090.0950.1050.080Wellcountermeasurement0.0790.0840.0980.1110.1140.1040.1030.078

the first dog experiment are listed in Tables 1 and 2 for FB
and LESR PB collimation, respectively. The results of the
second dog experiment are listed in Tables 3 and 4 for FB
and LEUR PB collimation, respectively. In all tables, the
well counter measurements are listed in the last column.
The comparisons demonstrate that with nonuniform atten
uation correction, the concentrations are determined fairly
accurately using both FB and PB reconstructions, with the
maximum error less than 13%, although the LEUR PB
results seem to be systematically 6% lower than the well
counter measurements. The concentrations are over-esti
mated in SPECT reconstructions with uniform attenuation
correction (8%-40% errors), and under-estimated without
attenuation correction (-65% errors).

The above results demonstrated the accuracy of differ
ent reconstruction methods. It is also of general interest to
know the precision of different reconstruction methods. To
compare the precision, we first need to remove the bias. A
scale factor was found for each of the reconstruction meth
ods based on the mean value of the SPECT concentration
measurements and the mean value of the well counter
measurements. The SPECT measurements were then mul-

TABLE 1
In Vivo Quantification of Canine Myocardial Radioactivity of

Dog No. 1 Using Fanbeam Collimator

Concentration(MBq/g)SampleA1B101D1A2B2C2D2Withoutattenuationcorrection0.0290.0340.0340.0330.0330.0330.0330.028Withuniformattenuationcorrection0.1000.1090.1130.1370.1280.1200.1180.108Withnonuniformattenuationcorrection0.0860.0870.0980.0990.1160.1050.0950.080Gammacamerameasure

ment0.0840.0910.0950.1070.1090.0950.1050.080Wellcountermeasurement0.0790.0840.0980.1110.1140.1040.1030.078

tiplied by the corresponding scaling factors. The scaled
concentrations are listed in Tables 5-8. The percentage
fractional differences between these scaled concentrations
and the well counter measurements are also calculated and
listed in parentheses. The percentage fractional difference
is defined as the difference between the scaled concentra
tion and the well counter measurement divided by the well
counter measurement times 100.The comparison indicates
that all the reconstruction methods have approximately the
same range of fluctuation in concentration measurement.

To statistically model the measured concentrations, the
MIXED procedure in the SAS software system (32) was
used to fit the random block models. An approximate 95%
confidence interval [x - t0S; x + t0S] for fi (the bias) was
calculated for different reconstruction methods and differ
ent collimatore, where x is the estimate for p., t0 is a critical
value from the t distribution and S is the estimate standard
error of x. The degrees of freedom used for the critical
value t0 were determined based on the values of the esti
mates of oj and o*, which were determined by the fitting.

TABLE 3
In Vivo Quantification of Canine Myocardial Radioactivity of

Dog No. 2 Using FB Collimator

Concentration(MBq/g)SampleA1B1C1D1A282C2D2Withoutattenuationcorrection0.0650.0570.0490.0500.0580.0750.0530.053Withuniformattenuationcorrection0.2170.1860.1740.1480.2050.2390.1660.196Withnonuniformattenuationcorrection0.1860.1550.1310.1270.1640.1800.1350.147Gammacamerameasure

mentn0.1520.1270.1310.1540.1990.1180.154Wellcountermeasurement0.1830.1600.1240.1220.1490.1880.1290.152

' Samplewas positionedoutsidethe camerafield of view.
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TABLE 4
In Vivo Quantification of Canine Myocardial Radioactivity of

Dog No. 2 Using LEUR PB Collimator

Concentration(MBo/g)SampleA1B1C101A2B2C202Withoutattenuationcorrection0.0610.0580.0430.0350.0530.0650.0440.045Withuniformattenuationcorrection0.2040.1820.1460.1440.1630.2240.1770.179Withnonuniformattenuationcorrection0.1720.1520.1190.1080.1480.1720.1240.132Gammacamerameasure

ment*0.1520.1270.1310.1540.1990.1180.154Wellcountermeasurement0.1830.1600.1240.1220.1490.1880.1290.152

* Sample was positioned outside the camera field-of-view.

Approximations for the degrees of freedom can be ob
tained by matching the first two moments of the distribu
tion (33). For the case of no attenuation correction, the
estimate of <rÂ¿was comparable to the estimate of d^. This
suggested that the critical values for the confidence inter
vals should come from a t distribution with one degree of
freedom. The critical value is 12.7. For the other response
variables, the estimate of aÂ¿was much smaller than the
estimate of a*, and a critical value of 2.25 was chosen for
95% confidence corresponding to 10Â°of freedom. It is

notable that the estimate of the component of variability
due to dog-specific effects was reduced for methods that
attempt dog-specific attenuation correction. The results for

the FB and PB collimatore are given in Tables 9 and 10,
respectively. The small estimated p values (<5%) for the
nonuniform attenuation correction method demonstrated
that the concentrations were most accurately determined
in FB and PB SPECT reconstructions with nonuniform

attenuation compensation. The fact that there is no overlap
between the 95% confidence intervals for nonuniform at
tenuation compensation and uniform attenuation compen
sation or for nonuniform attenuation compensation and
without attenuation compensation indicated the statistical
significance of the differences among different attenuation
correction methods. However, we admit that with only
two dogs in our sample, we are relying strongly on our
modeling assumptions.

DISCUSSION

One of the most utilized clinical applications of SPECT
is cardiac imaging. We have demonstrated that with non-

uniform attenuation correction and scatter subtraction, the
concentrations of a "Tc radiopharmaceutical within the

canine myocardium could be accurately determined. Both
FB and PB SPECT reconstructions produced similar quan
titative results. However, for several reasons, the conclu
sions are not intended to be extended to human patient
studies directly. First, in the dog study, "Tc-MAA was

injected directly into the left ventricle. This approach is not
clinically feasible because radiopharmaceuticals for imag
ing the myocardium are injected intravenously in clinical
studies. The concentration of the radiopharmaceuticals in
the myocardium will be much lower and images will be
noisier, which may affect the accurate determination of the
concentrations. Second, the dogs used in this study are
smaller than a normal adult patient. In patient studies,
especially in studies of large patients, truncation may occur
during the TCT scans using a line source and currently
available TCT FB collimatore. Although the truncated
TCT images may still provide fairly accurate attenuation
coefficients for regions inside the field of view (16), the
truncation effect on the SPECT quantification still needs to
be evaluated. Also due to the larger size of an adult patient,
a larger radius of rotation is required, thus the heart is
further away from the detector. The longer distance of the

TABLE 5
Comparison of Precision of Different Reconstruction Methods Using Scaled Concentrations of Dog No. 1

Obtained Using a FB Collimator

Scaled Concentration(MBq/g)SampleA1

B1
C1
D1
A2
B2
C2
02Without

attenuation
correction0.087

(10%)*

0.102(21%)
0.102(4%)
0.099 (-11%)
0.099 (-13%)
0.099 (-5%)
0.099 (-4%)

0.084 (8%)With

uniform
attenuation

correction0.083

(5%)
0.090(7%)
0.093 (-5%)

0.113(2%)
0.106 (-7%)
0.099 (-5%)
0.097 (-6%)

0.089(14%)With

nonunrfbrm
attenuation

correction0.087(10%)

0.088 (5%)
0.099(1%)
0.100 (-10%)

0.117(3%)
0.106(1%)
0.096 (-7%)

0.081 (4%)Gamma

camera
measurement0.085

(7%)
0.092 (9%)
0.096 (-2%)
0.108 (-3%)
0.110 (-4%)
0.096 (-8%)

0.106(3%)
0.081 (3%)Well

counter
measurement0.079

0.084
0.098
0.111
0.114
0.104
0.103
0.078

* Percentage fractional differences between SPECT and planar measurements and the well counter measurements. The listed measurements

have been scaled to remove the bias.
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TABLE 6
Comparison of Precision of Different Reconstruction Methods Using Scaled Concentrations of Dog No. 1

Using a LESR PB Collimator

Scaled Concentration(MBq/g)SampleA1

B1
C1
D1
A2
B2
C2
D2Withoutattenuation

correction0.086

(9%)*

0.092(10%)
0.102(4%)
0.105 (-5%)
0.111 (-3%)
0.102 (-2%)

0.1CÂ¿(2%)
0.070 (-10%)With

uniform
attenuation

correction0.086

(9%)
0.084 (0%)
0.092 (-6%)

0.118(6%)
0.108 (-5%)
0.091 (-13%)

0.113(10%)
0.080 (3%)With

nonuniform
attenuation

correction0.085

(8%)
0.088 (5%)
0.096 (-2%)
0.101 (-9%)

0.114(0%)
0.101 (3%)
0.108(5%)
0.076 (-3%)Gamma

camera
measurement0.085

(7%)
0.092 (9%)
0.096 (-2%)
0.108 (-3%)
0.1 10 (-4%)
0.096 (-8%)

0.106(3%)
0.081 (3%)Well

counter
measurement0.079

0.084
0.098
0.111
0.114
0.104
0.103
0.078

* Percentage fractional differences between SPECT and planar measurements and the well counter measurements. The listed measurements

have been scaled to remove the bias.

heart from the detector may degrade the image resolution.
The larger body size of an adult patient also means more
scatter and attenuation for the heart. All these factors will
make the quantification of the radiopharmaceutical distri
bution in human myocardium more difficult. However, this
study does provide a good preclinical laboratory situation
to evaluate the ability of SPECT to perform in vivo quan
tification using a dog model.

We compared different attenuation correction methods
(without attenuation correction, with uniform and nonuni
form attenuation correction). Differences were found
among different attenuation correction methods. A statis
tical analysis was performed using the 16 samples obtained
from the two dogs. The differences were found to be sta
tistically significant using a random block model. How
ever, due to the small number of dogs used, this model is
quite sensitive to our model assumptions. More dog studies
would be required to ensure that our model assumptions
are completely valid.

We used "Tc-MAA as myocardial perfusion tracer to

optimize the myocardial accumulation and to minimize
surrounding tissue accumulation. This model does not ac
curately simulate the distribution of "Te myocardial per

fusion agents that are presently used. Furthermore, be
cause of the particulate nature of "Tc-MAA and the

gradient of blood flow from epicardium to the endocar
dium, the endocardial-to-epicardial gradient of "Tc-MAA
may be different from other "Te myocardial perfusion

tracers. However, because of the resolution of SPECT that
results in a FWHM of 6-9 mm for these studies, the en-
docardial radioactivity cannot be accurately separated
from the epicardial radioactivity. Therefore, the concen
tration of radioactivity in the entire thickness of the myo
cardium was compared using the SPECT data and the
excised myocardium.

This study demonstrated the effects of the finite system
resolution and sensitivity on reconstructed images and
quantification. The FB collimator had the highest resolu-

TABLE 7
Comparison of Precision of Different Reconstruction Methods Using Scaled Concentrations of Dog No. 2 Using a FB Collimator

Scaled Concentration(MBq/g)SampleA1

B1
C1
01
A2
B2
C2
02Without

attenuation
correction0.171

(-7%)*

0.150 (-6%)

0.127(2%)
0.131 (7%)
0.152(2%)
0.197(5%)
0.139(8%)
0.139 (-8%)With

uniform
attenuationcorrection0.171

(-7%)
0.147 (-8%)

0.137(10%)
0.117 (-4%)

0.162(9%)
0.188(0%)
0.131 (2%)
0.155(2%)With

nonuniform
attenuationcorrection0.183(0%)

0.153 (-4%)

0.129(4%)
0.125 (2%)
0.162 (9%)
0.177 (-6%)

0.133 (2%)
0.145 (-5%)Gamma

camera
measurementt0.1

50 (-6%)

0.126(2%)
0.130(7%)
0.152(3%)
0.197 (5%)
0.117 (-9%)

0.152(0%)Well

counter
measurement0.183

0.160
0.124
0.122
0.149
0.188
0.129
0.152

* Percentage fractional differences between SPECT and planar measurements and the well counter measurements. The listed measurements

have been scaled to remove the bias.
* Sample was positioned outside the camera field of view.

284 The Journal of Nuclear Medicine â€¢Vol. 36 â€¢No. 2 â€¢February 1995



TABLE 8
Comparison of Precision of Different Reconstruction Methods Using Scaled Concentrations of Dog No. 2

Using a LEUR PB Collimator

Scaled Concentration(MBq/g)SampleA1

B1
C1
D1
A2
B2
C2
D2Without

attenuation
correction0.182

(-1%)*

0.173(8%)
0.128(3%)
0.105 (-14%)

0.158(6%)
0.194(3%)
0.131 (2%)
0.134 (-12%)With

uniform
attenuationcorrection0.174

(-5%)
0.155 (-3%)

0.124(0%)
0.122(0%)
0.139 (-7%)

0.191 (2%)
0.151 (17%)
0.152(0%)With

nonuniform
attenuationcorrection0.184(1%)

0.163(2%)
0.127(2%)
0.116 (-5%)

0.159(7%)
0.184 (-2%)

0.133 (3%)
0.141 (-7%)Gamma

camera
measurementt

0.150 (-6%)

0.126(2%)
0.130(7%)
0.152(3%)
0.197(5%)
0.1 17 (-9%)

0.152(0%)Well

counter
measurement0.183

0.160
0.124
0.122
0.149
0.188
0.129
0.152

* PercentagefractionaldifferencesbetweenSPECTandplanarmeasurementsandthewellcountermeasurements.Thelistedmeasurements
havebeenscaledto removethebias.

1Samplewaspositionedoutsidethecamerafieldof view.

tion and moderately high sensitivity (6 mm FWHM and 45
cps/MBq at 14 cm from the collimator surface, respective
ly). The LESR PB collimator had lower resolution and
sensitivity (7 mm FWHM and 32 cps/MBq at 14 cm from
the collimator surface). The wall thicknesses of the left
ventricle and right ventricle were about 14 mm and 7 mm,
respectively. These wall thicknesses were obtained from
the sliced dog heart. The resolution became important with
the object as small as the dog's ventricles. As demon

strated in Figure 7, we were able to show the higher quality
heart images of FB collimation compared with those of
lower resolution and sensitivity LESR PB collimation with
the use of the same filter. The right ventricle in FB recon
structions was better defined and more clearly visualized
and the images were less noisy. With LEUR PB (9 mm
FWHM at 14 cm from the collimator surface) results, we
believe that the finite resolution effect (34-36) may also

partially explain the fact that the LEUR PB results ob
tained with nonuniform attenuation compensation were
systematically 6% lower than the well counter measure
ments. Another factor which may degrade the image qual
ity is heart motion. In this study, gating was not used.
Gated cardiac studies can minimize the effect of myocar-

dial motion. However, the counts per frame will be lower
and images will be noisier than for nongated images. Fu
ture research is required to investigate the loss in image

quality resulting from the cardiac motion and to find out
whether better quantification can be obtained using cardiac
gating. A beating heart phantom has been recently devel
oped in our laboratory (37) and in the near future, we will
be able to perform gated and nongated studies with both
high and low radionuclide concentrations.

In this study, the nonuniform attenuation map of the dog
thorax was generated using a collimated line source and a
long focal length FB collimator. High-quality TCT recon

structions were obtained using this technique to provide an
accurate attenuation map for SPEC! reconstructions. The
uniform attenuation map was generated using the body
contour and the attenuation coefficient of water (Â¿i= 0.152
cm"1) was assigned inside the body contour. As demon

strated in Figures 5, 6, 8 and 9, qualitatively, the images
obtained with uniform and nonuniform attenuation correc
tions are similar for this relatively small object. The qual
itative similarity between the results for uniform and non-

uniform attenuation may have something to do with the
small size of the canine thorax. In patient studies, espe
cially in large patients the finding may be different. Quan
titatively, however, the use of the uniform attenuation cor
rection causes the over-estimation of the concentrations. If
only the quantification of myocardium is desired, this over-

estimation of the concentrations with uniform attenuation
compensation may be reduced by using an empirically

TABLE 9
Approximate 95% Confidence Intervals for Estimate (/x) of
Different Reconstruction Methods Using a FB Collimator

ReconstructionmethodWithout

attn. corr.
With uniform attn. corr.
With nonuniform attn. corr.Estimate

(A)-0.64

0.25
0.01Critical

Value12.7

2.25
2.2595%

Confidence
Interval(-0.93;

-0.35)

(0.19; 0.31)
(-0.02; 0.04)

TABLE 10
Approximate 95% Confidence Intervals for Estimate (Â¿i)of
Different Reconstruction Methods Using a PB Collimator

ReconstructionmethodWithout

attn. corr.
With uniform attn. corr.
With nonuniform attn. coir.Estimate

(rÃ¬-0.68

0.21
-0.05Critical

value12.7

2.25
2.2595%

Confidence
interval(-0.79;

-0.56)

(0.15:0.27)
(-0.09; -0.01)
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determined smaller value for the linear attenuation coeffi
cient. However, this assumed smaller attenuation coeffi
cient will be object-dependent and its optimal value would

be difficult to determine for many imaging situations. Also
this smaller attenuation coefficient does not reconstruct
quantitative levels in other regions of the image, such as
lungs.

In this study, scatter subtraction technique with a con
stant k was used. The constant k was determined by using
a point source both in air and dog-size water bath. The

value of k may not be the optimized value for the dog
thorax geometry. However, because of the following rea
sons, the use of this constant should not introduce a large
error in quantification of radiopharmaceutical distribution
in canine myocardium. First, in this study the constant
value k was found to be 0.4. This value is consistent with
the value found by Gilland et al. (14), and close to the value
of 0.5 given by Jaszczak et al. (23), although a different
imaging system, energy window, source and phantom were
used. These results suggest that k is not very sensitive to
the attenuation distribution. Second, the accuracy of the
reconstructed images is not sensitive to error in k. Studies
have shown that a 25% error in k resulted in only less than
7% incremental error in the reconstruction (14,23).
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