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Regional Differences in Technetium-99m-ECD
Clearance on Brain SPECT in Healthy Subjects
Masanori Ichise, Haim Golan, James R. Ballinger, Douglass Vines, Adam Blackman and Harvey Moldofsky
Department of Nuclear Medicine, Mount Sinai Hospital; Department of Nuclear Medicine, Princess Margaret Hospital;
Center for Sleep and Chronobiology, Toronto Western Division, The Toronto Hospital; and University of Toronto, Toronto,
Ontario, Canada

The aim of this study was to evaluate the in vivo stability of BCD
brain SPECT. Methods: Twenty normal volunteers (35.4 Â±9.1 yr)
each had six ECD scans at 30, 60, 120, 240, 360 and 480 min
postinjection. Each scan was acquired for 24 min using a triple-head
SPECT system. Average counts per pixel were measured from
frontal, temporal, parietal, occipital, cerebellum, basal ganglia, thal
amus and white matter regions. ECD clearance rates were calcu
lated by fitting regional time activity data to a monoexponential
equation. Regional gray-to-white matter (G/W) and gray-to-cerebel
lum (G/C) ratios were calculated for each scan. Analysis of variance
was used to compare regional ECD clearance and ratio measure
ments. Results: The average ECD clearance was 4.3%/hr. There
was a significant regional variation in the ECD clearance, being
higher for occipital (6.34%/hr) but lower for both white matter
(2.39%/hr) and thalamus (2.45%/hr). Both G/W and G/C ratios
showed a significant regional variation with time. The overall G/W
ratio was 2.13 at 30 min and became progressively lower after 2 hr,
reaching 1.78 at 8 hr. All regional G/W ratios declined with time
except for thalamus where it remained constant at 2.15. The overall
G/C ratio was 0.984 at 30 min but it declined after 4 hr, reaching
0.955 at 8 hr. All regional G/C ratios declined with time except for
thalamus where it increased progressively from 0.955 to 1.120 at 8
hr. Conclusion: ECD clears from normal brain slowly and shows a
significant regional variation. As a result, G/W contrast begins to
decrease after 2 hr and the gray-matter activity pattern becomes
significantly different after 4 hr. Therefore, the optimal imaging time
may be between 30-120 min. However, images obtained up to 4 hr
still maintain the initial gray-matter activity pattern.

Key Words: technetium-99m-ethyl cysteinate dimer; brain SPECT;
regional cerebral blood flow
J NucÃMed 1997; 38:1253-1260

J_echnetium-99m-ethyl cysteinate dimer (ECD) is a relatively
new 99mTc-labeled lipophilic tracer that became available

clinically for SPECT imaging of regional cerebral blood flow
(rCBF) (7). The clinical usefulness of ECD brain SPECT has
been recently evaluated in several neurological conditions
including cerebrovascular disease (2-6), dementia (7) and
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epilepsy (8-10). Compared with the previously introduced
99mTc-HMPAO, ECD has a faster blood clearance providing

more favorable radiation dosimetry and a higher signal-to-noise
ratio (7) and is chemically stable in vitro for several hours after
reconstitution (77). In contrast, HMPAO must be used within
30 min after reconstitution because the labeled compound
rapidly decomposes in vitro (72) although a more stable
formulation has been recently introduced. The purpose of this
study was to evaluate another important property of ECD
relevant to SPECT imaging, namely, its in vivo stability in the
brain.

On intravenous injection, ECD like HMPAO crosses the
blood brain barrier and becomes rapidly trapped in the brain in
proportion to rCBF. The retention of the tracer in the brain is
related to de-esterification to polar complex(es) for ECD (73)
whereas it is linked to the reaction with glutathione for HMPAO
(14). Several ECD imaging studies in normal subjects and
patients showed that ECD clears slowly from the brain without
any significant regional variations, i.e., equally from all regions
of the brain including the white matter (11,15-18). The lack of

differential elimination of ECD from the brain suggests that
SPECT images obtained several hours postinjection can still
reflect the initial activity pattern. However, there have also been
a few studies suggesting that there may be some regional
variation in ECD clearance (19-21).

The in vivo stability of tracer distribution may become a
crucial issue in certain situations where SPECT imaging cannot
be performed for several hours postinjection. For example, in
epilepsy a significant delay in imaging may be necessary after
ictal tracer injection because patients might be transferred from
the EEG-monitoring unit to the imaging department or the
camera might be busy with other patients (8). A similar
situation may arise for patients with acute ischemie stroke
where earliest rCBF measurements are desired but emergency
treatment measures may preclude immediate scanning (22).
Previously, we evaluated the feasibility of rCBF imaging of
subjects in different stages of sleep by administering ECD at
night during sleep and performing SPECT imaging conve
niently in the morning when subjects awaken (23). To closely
examine the issue of in vivo stability of ECD, we evaluated the
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regional ECD clearance and the temporal change in image
contrast by performing serial ECD SPECT scans over 8 hr in 20
normal subjects.

MATERIALS AND METHODS

Subjects
Twenty age matched (10 men, mean age 35.5 Â±8.3 yr; 10

women, mean age 35.3 Â±10.2 yr) healthy volunteers participated
in this study. They had no current or past history of neuropsychi
atrie disorders, major medical diseases or traumatic brain injury
based on a screening interview and they were free of any drugs.
They all gave written informed consent. The project was approved
by the Human Subjects Review Committee of the University of
Toronto.

SPECT Imaging
SPECT imaging was performed using a triple-head system

equipped with ultra-high-resolution, fan-beam collimators and
interfaced to a dedicated computer. ECD was prepared and quality
control measures were performed according to the manufacturer's

instructions. Each subject received an injection of 740 MBq (20
mCi) of ECD in a quiet room with the subject's eyes open and ears

unplugged. Before imaging, four fiducial markers containing 55.5
kBq (1.5 fid) 99mTcwere taped, two on each side of the subject's

head at the level of the canthomeatal line (CML). A total of six
serial scans were acquired for each subject starting at 30, 60, 120,
240, 360 and 480 min postinjection. For each scan, 120 36-sec
projection images were obtained using a continuous scan mode at
3Â°angle intervals over 360Â°on a 128 X 128 matrix by rotating each
head 120Â°(24 min per scan). The radius of rotation was fixed at

13.5 cm. Using a Jaszczak phantom (model 7000, Data Spectrum
Corporation, Chapel Hill, NC) and capillary 99mTc line sources,

FWHM was 9.0 mm in water at the center of the field of view.
One-pixel thick transaxial slices from the vertex of the brain to

the level of the CML were reconstructed using a three-dimensional
Butterworth postreconstruction filter (order = 6, cutoff fre
quency = 0.30) after applying a ramp back projection filter.
Attenuation correction was performed by assuming uniform atten
uation (fj. = 0.09 cm~') (24) within an ellipse drawn around the

skull as identified by the fiducial markers. Images were then
reformatted to yield one-pixel thick (2.17 mm) transoblique slices
parallel to the CML as identified by the fiducial markers.

To monitor system sensitivity, each of five plastic cylindrical
phantoms [60 cm (2) X 20 cm =1200 ml] filled with a uniform
solution of varying activities [7.4-185 MBq (0.2-5 mCi)] of 99mTc

was scanned on selected days of experiment. The mean sensitivity
of the system was 624 Â±13 cpm//u.Ci and varied < 1% (n = 8) and
4% (n = 5) within and between the experiments, respectively.
Dead-time count losses over this activity range were negligible. In
addition, the quantitative relationship between radioactivity and
measured counts in the reconstructed image was evaluated by
examining the phantom data processed with the same reconstruc
tion parameters used in this study. This relationship was linear
(16.8 Â±1.6 counts/pixel/fiCi) and varied less than 10% over the
count range encountered in this study (70-1300 counts/pixel).

Quantitative SPECT Measurements
To obtain quantitative information on regional ECD activity,

four sets of five consecutive transoblique slices (10.85 mm) were
summed corresponding to the slice levels 3-4, 5-6, 7-8 and 11 in
the Talairach's Co-planar Stereotaxic Atlas (25), respectively,

using a modification of our previously reported method (26).
Additionally, five consecutive slices corresponding to the highest
signal in the basal ganglia and thalami were summed, respectively.
Regions of interest (ROIs) were placed using elliptical or rectan
gular templates over the following regions: superior frontal (SF),

middle frontal (MF), inferior frontal (IF), cingulate gyrus (CG),
anterior temporal (AT), posterior temporal (PT), parietal (PA),
association cortex (AC), superior occipital (SO), inferior occipital
(IO), cerebellum (CE), basal ganglia (BG), thalamus (TH) and
white matter (WM) regions in each hemisphere (Fig. 1). These
templates ranged in volume from 1.43 cm (3) (TH) to 6.64 cm (3)
(BG) and were fixed in size across studies. ROI placement
depended on visual identification of anatomical regions aided by
the Stereotaxic atlas. All ROIs were applied by the same investi
gator to eliminate the interoperator variation. The average coeffi
cient of intraoperator variability in the quantitative measurements
using this method was 2.0% Â±0.7% (n = 10 trials, 28 regions).

For the subsequent analysis, the following selected regions singly
or in combination in each hemisphere were defined: frontal (IF +
MF + IF), temporal (AT + PT), parietal (PA + AC), occipital (SO
+ IO), cerebellum (CE), basal ganglia (BG), thalamus (TH) and
white matter (WM). Average counts per pixel from each region
were decay-corrected to the time of the first scan at 30 min

postinjection. No attempts were made to correct for partial volume
or scatter effects.

To determine regional ECD clearance rates, regional time
activity data were normalized to the corresponding counts in the
first scan and were fitted to monoexponential and a sum of two
exponentials using a nonlinear curve fitting technique (27). A
comparison of goodness of fit between the two fits using the F-test
(2$) showed that the sum-of-two-exponential fit was superior to the
monoexponential fit in only one region out of 48 regions in three
subjects. Therefore, the monoexponential fit was selected for all
subjects. Regional ECD clearance rates (%/hr) were then calculated
in each patient from the time constants of the fitted monoexponen-
tials.

To evaluate potential changes in the regional ECD distribution
pattern with time, two sets of activity ratio measurements were
made including gray-to-white matter (G/W) and gray-to-cerebel

lum (G/C) ratios. For these measurements, average counts per pixel
from each region, averaged between the two hemispheres, were
used.

Data Analysis
Because the parametric statistical tests used in this study require

the assumption of normally distributed data, the regional ECD
clearance rates and ratio measurements were tested for normality
by calculating w statistics (Shapiro-Wilk's Wtest) (29). Analysis of

variance (ANOVA) was used to compare ECD clearance rates and
regional activity ratio measurements between groups. For the
clearance analysis, the design included three between-groups
factors: gender (male and female), region (frontal, temporal,
parietal, occipital, cerebellum, basal ganglia, thalamus and white
matter) and hemisphere (right and left). Hemisphere was treated as
a repeated-measure factor and age was treated as a covariate.

Multivariate analysis of covariance (MANCOVA) was also used to
analyze associations between age and ECD clearance rates. For the
ratio analysis, the design included two between-groups factors:
region and scan time (30, 60, 120, 240, 360 and 480 min). Time
was treated as a repeated-measure factor. Assuming no a priori
hypothesis about the difference in ECD clearance rates or ratio
measurements between groups, posthoc comparisons of group
means were made using Scheffe tests (29) to correct for multiple
comparisons. Statistical significance was defined as p < 0.05.
Summaries of study variables were expressed as mean Â±s.d. All
statistical analyses were implemented in STATISTICA (StatSoft,
Inc., Tulsa, OK).
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SF = superiorfrontal lobe
WM = white matter

PA = parietallobe

= cingulategyrus

= middle frontal lobe
= associationcortex
= superioroccipitallobe

= inferiorfrontal lobe
= anteriortemporallobe
= posteriortemporallobe
= inferioroccipitallobe

BS = brain stem

CE = cerebellum

TH = thalamus BG = basal ganglia FIGURE 1. Region of interest templates
based on a modification of the Talairach's

Co-planar Stereotaxic Atlas (25).

RESULTS
The radiochemical purity of ECD was 9S.3% Â±0.8%. Total

counts per SPECT scan were 5.1 Â±2.9 million counts (range
1.2-13.8 million counts). All SPECT studies were technically

adequate. The average ECD clearance from the overall brain
was slow at 4.3% Â± 1.7%/hr. Individual values of the ECD
clearance rate averaged between the two hemispheric regions
are summarized in Table 1 and the mean regional values are
depicted in Figure 2. Serial ECD SPECT images of a 32-yr-old
woman (Subject 14) are shown in Figure 3.

The regional ECD clearance rates and regional ratios were all
normally distributed. There was a trend toward a higher overall
ECD clearance for women (4.50% Â±1.69%/hr) compared with
men (4.16% Â± 1.70%/hr) but this difference did not reach

statistical significance (F(, 143) = 3.6, p = 0.06). Region
showed a highly significant main effect on ECD clearance(F(7,i43) = 28.4, p < 10~5). None of the effects of hemisphere

or the interactions between grouping factors was significant
(p = 0.1-0.6). Age showed no significant association with
regional ECD clearance rates (MANCOVA: p = 0.14). Region

ally, the mean value of ECD clearance was higher for occipital
(6.34% Â± 1.21%/hr) compared with the other regions (p <
0.01) except for frontal (5.44% Â±1.11%/hr). The mean values
of ECD clearance for both white matter (2.39% Â±1.57%/hr)
and thalamus (2.45% Â±0.94%/hr) were lower (p < 0.005)
compared with the other regions. Thus, ECD clearance showed
a significant regional variation. The image effect of this
regional variation in ECD clearance, particularly that of faster
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TABLE 1
Regional ECO Clearance Rates (%/hr) in 20 Healthy Brains

RegionSubjects

no.1234567891011121314151617181920Means.d.Age(yr)254032404529262844464741323226194142244935.49.1SexMMMMMMMMMMFFFFFFFFFFFrontal5.165.184.514.166.394.085.195.876.404.985.867.224.407.875.246.056.635.623.924.015.441.11Temporal4.534.514.364.515.083.784.435.935.684.115.593.783.377.075.145.645.864.403.143.124.701.04PariÃ©tal4.044.043.443.965.413.394.865.616.563.284.715.943.196.363.984.825.363.942.613.344.441.14Occipital6.356.276.174.607.445.756.347.587.615.416.628.695.017.986.147.257.084.674.305.476.34'1.21Cerebellum4.134.134.983.026.092.713.796.025.933.094.865.402.744.974.104.074.514.342.423.344.231.13Basalganglia4.414.414.194.134.694.335.225.344.923.074.615.412.686.615.626.225.844.423.493.374.651.03Thalamus1.761.761.191.812.411.252.493.383.041.283.523.631.971.643.754.263.182.742.391.572.45f0.94Whitematter1.461.952.881.992.091.421.541.391.440.563.940.634.391.375.445.723.883.152.390.242.39*1.57

'Significantly higher (p < 0.01) compared with the other regions except for frontal.

TSignificantly lower (p < 0.005) compared with the other regions except for white matter.
'Significantly lower (p < 0.005) compared with the other regions except for thalamus.

and slower clearance from occipital region and thalamus or
white matter, respectively, is illustrated in Figure 3.

For G/W ratios, the two between-groups factors (region and
time) and the interaction between region and time were allhighly significant (p < 10~5). The mean values of regional

G/W ratios are summarized in Table 2 and depicted in Figure 4.
The overall mean G/W ratio at 30 min (2.13 Â±0.25) was not
significantly different from that at 60 min (2.12 Â±0.23) but theratio became progressively lower (p < 10~6) thereafter, reach

ing 1.78 Â±0.23 at 480 min (Table 2 and Fig. 4). Except for

Frontil Temporal Panelal Occipital Ctrabellum Basil Thalamus While
ganglia mattar

FIGURE 2. Mean regional ECD clearance rates in 20 healthy brains. 'Signif

icantly higher (p < 0.01) compared with the other regions except for frontal.
TSignificantly lower (p < 0.005) compared with the other regions except for
white matter. 'Significantly lower (p < 0.005) compared with the other

regions except for thalamus. Error bars are positive s.d.

thalamus, none of the regional G/W ratios at 30 min were
significantly different from the corresponding ratios at 60 min
but they became progressively lower (p < 0.05) thereafter
(Table 2, Fig. 4). The G/W ratio for occipital declined most with
time (Fig. 4). On the other hand, the G/W ratio for thalamus was
not significantly different between scans (p = 0.06-0.90)
because the ECD clearance was equally slower for both white

FIGURE 3. Serial ECD SPECT images (30-480 min postinjection) of a
32-yr-old woman (Subject 14) at the level of the thalamus. Images have been

decay corrected to the time of the first scan. Small but significant overall ECD
activity clearance is apparent. Significant reduction in the overall gray-to
white matter contrast is apparent at 120 min and thereafter. Regionally, the
activity in thalamus shows a relative increase with time but the activity in the
frontal and occipital regions show a relative decrease with time. For identi
fication of anatomical regions, refer to Figure 1.
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TABLE 2
Gray-to-White Matter (G/W) Ratios

Time(min)3060120240360480Frontal2.02

Â±0.242.02
Â±0.221.92

Â±0.22*1.83
Â±0.22*1.73
Â±0.20*1.59

Â±0.17*Temporal2.05

Â±0.202.05
Â±0.211.97

Â±0.21*1.89
Â±0.17*1.79
Â±0.15*1.68
Â±0.13*Parietal2.05

Â±0.192.05
Â±0.201.97

Â±0.22*1.90
Â±0.19*1.85

Â±0.16*1.74
Â±0.17*RegionOccipital2.37

Â±0.262.33
Â±0.232.19
Â±0.24*2.06
Â±0.15*1.91

Â±0.18*1.77
Â±0.17*Basal

ganglia2.14

Â±0.202.11
Â±0.202.03

Â±0.20*1.97
Â±0.18*1.91
Â±0.18*1.79

Â±0.17*Thalamus2.15

Â±0.242.17
Â±0.172.13
Â±0.222.1

7Â±0.212.16
Â±0.182.08

Â±0.21Mean2.13

Â±0.252.12
Â±0.232.03
Â±0.24*1.97

Â±0.22*1.89
Â±0.22*1.78

Â±0.23*

"Significantly lower (p < 0.05) compared with the ratio at 30 min in the corresponding region.

matter and thalamus compared with the other regions (Table 2,
Fig. 4).

For G/C ratios, the two between-groups factors (region and
time) and the interaction between region and time were also allhighly significant (p < 10~5). The mean values of G/C ratios

are summarized in Table 3 and depicted in Figure 5. The overall
mean G/C ratios between 30 min (0.984 Â±0.095), 60 min
(0.988 Â± 0.097) and 120 min (0.973 Â± 0.086) were not
significantly different but the ratios at 240 min (0.955 Â±0.094),
360 min (0.965 Â±0.110) and 480 min (0.955 Â±0.115) were alllower (p < 10~6) compared with the ratio at 30 min (Table 3,

Fig. 5). Except for thalamus, none of the regional G/C ratios
between 30 and 60 min for frontal and occipital and between 30,
60 and 120 min for temporal, parietal and basal ganglia were
significantly different but they all became lower (p < 0.05)
thereafter compared with the corresponding ratios at 30 min
(Table 3, Fig. 5). The G/C for occipital declined most with time
(Fig. 5). On the other hand, the G/C ratio for thalamus increased
progressively from 0.995 Â±0.081 at 30 min to 1.120 Â±0.103
at 480 min (p < 0.05) because the clearance rate for cerebellum
was significantly higher than for thalamus (Table 3, Fig. 5).

Thus, both G/W and G/C ratios showed a significant regional
variation with time. The effect of relatively increasing activity
in the thalamus and relatively decreasing activity in the occip
ital region with time on the image is illustrated in Figure 3.

DISCUSSION
Our finding of the overall BCD clearance of 4.3%/hr from

healthy brains in this study is within the range of 0%-9%/hr for
healthy brains or nonpathological brain regions reported by several

Ã‹ ; n
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30 60 120 240

TIME (min)

480

FIGURE 4. G/W ratios.

investigators (8,15,16,18.20,21.30,31) who used SPECT data.
Planar imaging studies in the first hour, on the other hand, have
found a significantly higher ECD clearance ( 16%-20%/hr) due

to inclusion of rapidly clearing scalp activity (1,32). This soft
tissue clearance of ECD was not assessed in this study because
the first scan was obtained 30 min postinjection and no
extracerebral ROI's were included in the study design.

Somewhat different clearance rates reported between studies
may be related to differing methodological factors such as
instrumentation (single versus multiheaded cameras), scan tim
ing, image reconstruction parameters, filters, methods of quan
titative measurement and data analysis, and/or biological fac
tors such as age. The study by Pupi et al. (30) is one report in
which no significant clearance of ECD from the brain was noted
but the clearance was measured over only a 25-min interval in
their study. In the majority of the studies in which clearance was
measured using data obtained over several hours, the clearance
was 5%-6%/hr (8,15,16,20,21). In this study, serial scans were

obtained over 8 hr. In addition, we ensured that the count per
pixel measurements made on reconstructed images were linear
with radioactivity over the count range encountered. This is an
important consideration for studies in which quantitative anal
ysis of time activity data is performed.

In this study, there were no significant age- or gender-
dependent changes in ECD clearance in our young normal
controls. In the study reported by Ogawa et al. (20), the overall
ECD clearance from the nonpathological brain regions of aged
patients (66 Â±11 yr) with cerebrovascular diseases was 5.7%.
Thus, ECD clearance appears independent of age even in advanced
age. Pathological states of the brain, however, may have significant
effects on the ECD clearance in the affected brain regions. Moretti
et al. (31) noted differences between normal and ischemie regions
where the ECD clearance was significantly greater in ischemie
regions than in normal regions in early imaging periods (50-80

min). Grunwald et al. (8) also noted in their epilepsy studies that
ECD clearance from hyperperfused seizure areas was significantly
slower (1.3%/hr) compared to the overall brain (5.9%/hr). On the
other hand, Ogawa et al. (20) noted that the defect-to-normal count
ratio did not change over the 240-min period in patients with
cerebrovascular diseases. Thus, further studies may be warranted
to evaluate the in vivo stability of ECD in brain regions with
various pathological conditions.

In contrast to other earlier studies (16-18), this study showed

a small but significant regional difference in ECD clearance in
normal brains, which is consistent with the findings reported
recently (19-21). In particular, Yonekura et al. (19) noted

relatively higher activity in the thalamus on delayed images at
4-5 hr in some patients. The discrepancy between the findings
reported in the earlier studies and the latter including ours may
be largely related to different instrumentation, i.e., lower spatial
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TABLE 3
Gray-to-Cerebellum (G/C) Ratios

Time
(min)30

60120

240
360
480Frontal0.935

Â±0.092
0.939 Â±0.097
0.916 Â±0.085*
0.886 Â±0.079'
0.883 Â±0.091*
0.858 Â±0.88*Temporal0.945

Â±0.062
0.951 Â±0.065
0.941 Â±0.064
0.915 Â±0.060*
0.912 Â±0.065*
0.904 Â±0.73*Parietal0.946

Â±0.069
0.953 Â±0.068
0.941 Â±0.056
0.920 Â±0.068*
0.943 Â±0.073*
0.932 Â±0.067*RegionOccipital1.093

Â±0.079
1.085 Â±0.079
1.049 Â±0.067*
1.000 Â±0.84*
0.975 Â±0.088*
0.955 Â±0.084*Basal

ganglia0.989

Â±0.089
0.985 Â±0.096
0.971 Â±0.078
0.956 Â±0.073*
0.972 Â±0.088*
0.962 Â±0.071*Thalamus0.995

Â±0.081
1.013Â±0.095t
1.020Â±0.087f
1.056Â±0.089T
1.103Â±0.107f
1.120Â±0.103TMean0.984

Â±0.095
0.988 Â±0.097
0.973 Â±0.086
0.955 Â±0.094*
0.965 Â±0.110*
0.955 Â±0.115*

"Significantly lower (p < 0.05) compared with the ratio at 30 min in the corresponding region.

tSignificantly higher (p < 0.05) compared with the ratio at 30 min in the corresponding region.

resolution systems for the former versus high resolution multi-
headed systems for the latter. In this study, we found a
significantly lower ECD clearance for both white matter and
thalamus but a higher clearance for occipital. This differential
ECD clearance may be related to rCBF differences, being
higher for occipital but lower for white matter. However, it may
be difficult to explain the slower clearance for thalamus based
on the rCBF difference because rCBF is relatively high for
thalamus. The thalamic ROI was smallest in volume (1.43 cm3)

compared with the other ROIs in this study. Thus, the clearance
measurement might be affected by the partial volume effects
from the adjacent white matter. This possibility, however,
appears unlikely in this study because the effect of the slower
ECD clearance in the thalamus was visually apparent as
relatively increasing activity on tomographic images. Also,
ECD clearance was slower in hyperperfused seizure areas in the
ictal studies discussed elsewhere (8). ECD clearance therefore
may be totally independent of rCBF. The reason for the
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differential ECD clearance therefore is unclear. One may
speculate that the underlying mechanism may be related to
regional differences in esterase activity and/or blood-brain-
barrier permeability, making egress of polar metabolites of
ECD from certain regions such as thalamus somehow more
difficult compared with other regions.

The regional changes with time in both the G/W and G/C
ratios found in this study are a result of the regional variation of
ECD clearance. Because the ECD clearance was equally slower
for both white matter and thalamus compared with the other
regions, the G/W ratio decreased with time for all other regions
but the ratio for thalamus was unchanged. The G/C ratio for
thalamus on the other hand increased with time because the
clearance rate for cerebellum was significantly higher than for
thalamus. Based on our findings, the optimal time to start ECD
scanning may be between 30 and 120 min postinjection,
consistent with the recommendation made in the NeuroliteÂ®
package insert (30-60 min postinjection), because the overall
G/W ratio or the gray-to-white matter image contrast was
reduced significantly from 120 min onward below 95% of the
initial value. However, the overall gray matter distribution
pattern as measured by the mean G/C ratio was stable up to 4 hr
postinjection. Although neither the G/W nor G/C ratios signif
icantly differed between 30 and 60 min, scanning before 30 min
would not be recommended because of the presence of high
blood pool activity (18).

HMPAO has been generally thought to be very stable in vivo
with a clearance as low as 0.4%/hr (33). However, Suess et al.
(34) evaluated the time-dependent release of HMPAO activity
in vitro using cell culture of dissociated rat cerebellum, which
was 16% after 2 hr. Recent work in our laboratory has shown
that ECD clearance from cells in vitro is greater than that of
HMPAO (unpublished data, 1997). Thus, future in vivo
HMPAO studies as well as ECD/HMPAO comparison studies
including both healthy and pathological brains may be war
ranted to address further the issue of the in vivo stability of
these commonly used rCBF tracers. In contrast to ECD or
HMPAO, [123I]IMP, which is the first "retained-type" tracer

introduced for SPECT rCBF imaging and is available in some
countries, is known to show a more complex dynamic change in
the regional distribution due to "redistribution" in addition to
"washout" (35). It is, therefore, critical to perform IMP imaging

early at 20 min postinjection (35).

CONCLUSION
ECD clears from normal brain slowly and shows a significant

regional variation. As a result, G/W contrast begins to decrease
after 2 hr and the gray-matter activity pattern becomes signif
icantly different after 4 hr. Therefore, the optimal imaging time
may be between 30-120 min postinjection. However, images
obtained up to 4 hr still maintain the initial gray-matter activity
pattern. Further studies may be warranted to evaluate the in vivo
stability of ECD in different pathological brains.
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Fluorine-18-FPH for PET Imaging of Nicotinic
Acetylcholine Receptors
Andrew Horti, Ursula Scheffel, Marigo Stathis, Paige Finley, Hayden T. Ravert, Edythe D. London and Robert F. Dannais
Intramural Research Program, National Institute on Drug Abuse, Baltimore, Maryland; and Division of Nuclear Medicine,
Department of Radiology, The Johns Hopkins Medical School, Baltimore, Maryland

Visualization of central nicotinic acetylcholine receptors (nAChRs)
with modern PET or SPECT imaging techniques has been ham
pered by the lack of a radioligand with suitable in vivo binding
characteristics (i.e., high target-to-nontarget ratios and kinetics
appropriate for the half-life of the tracer and imaging modality used).
This paper describes in vivo binding, kinetics and pharmacology of
a highly potent 18F-labeled analog of epibatidine, (Â±)-exo-2-(2-
[18F]fluoro-5-pyridyl)-7-azabicyclo[2.2.1]heptane ([18F]FPH), in the

mouse brain with the view towards application of this tracer for PET
imaging of nAChR in human brain. Methods: Fluorine-18-FPH was
administered intravenously to mice, and time-activity curves were
determined for several regions in the brain and other organs.
Saturation and pharmacology of [18F]FPH binding was demon

strated in vivo by preinjecting unlabeled FPH or other drugs with
known pharmacological action before [18F]FPH was injected. The
effect of the drugs on [18F]FPH accumulation was evaluated.
Results: [18F]FPHwas rapidly incorporated into the mouse brain;

peak activity (2.4% of the injected dose) was measured at 5 min after
intravenous administration, followed by washout to 1.1% injected
dose (ID) at 60 min. Highest concentrations of 18F occurred at 15

min in areas known to contain high densities of nAChR {e.g.,
thalamus [9.7% of injected dose per gram tissue (ID/g)] and superior
colliculus (8.3% ID/g)}. Accumulation of the 18Ftracer in hippocam

pus, striatum, hypothalamus and cortical areas was intermediate
(5.0, 5.6, 4.2 and 5.6% ID/g, respectively) and low in the cerebellum
(2.8% ID/g). The distribution of [18F]FPHin the mouse brain matched
that of other in vivo nAChR probes such as 3H-labeled epibatidine or
norchloroepibatidine, fH^-J-nicotine and pHjcytisine and that of

nAChR densities determined in postmortem autoradiographic stud
ies in rodents. Preinjection of blocking doses of unlabeled epibati
dine, (-)-nicotine, lobeline and cytisine significantly inhibited
[18F]FPH binding in thalamus and superior colliculus, but not in

cerebellum, whereas drugs that interact with binding sites other than
acetylcholine recognition sites of nAChR (e.g., mecamylamine, sco
polamine, N-methylspiperone and ketanserin) had no effect on
[18F]FPH accumulation in any of the brain regions examined.
Conclusion: Fluorine-18-FPH labels nAChR in vivo in the mouse
brain. Because of its high uptake into the brain and high ratios of
specific-to-nonspecific binding, this radioligand appears to be ide
ally suited for PET imaging of nAChR in the mammalian brain.

Key Words: nicotinicacetylcholinereceptor; brain imaging; PET
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V^erebral nicotinic acetylcholine receptors (nAChRs), impor
tant sites of excitatory neurotransmission in brain, have been
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studied extensively. Molecular biological techniques have been
applied in determining the amino acid sequences of the subunits
that compose the receptor (1-3), autoradiographic techniques
have been used to delineate the anatomical distribution of
nAChRs in brain (4-7} and metabolic mapping studies have
demonstrated that the specific binding sites labeled in brain
with specific radioligands are coupled to functional activity (8).
Human investigations have provided evidence for a critical role
of nAChRs in cognition and in the pathogenesis of Alzheimer's
(9) and Parkinson's diseases (10). Furthermore, nAChRs are the

sites of action of nicotine, the ingredient that promotes tobacco
addiction, a disorder to which over 400,000 deaths a year are
attributed in the U.S. (//).

Despite the critical function of nAChRs in normal physiology
and in disorders of brain function, a suitable probe for assaying
this receptor noninvasively in the human brain is not available.
(-)-S-[ CH3]Nicotine has been used to image nAChRs in
monkey (12,13) and human (14) brain using PET. Studies of
patients with Alzheimer's disease showed less uptake of both
(+)-(R)- and (-)-S-["CH3]nicotine in the brain as compared
with uptake in age-matched controls, consistent with the pro
found loss of nAChRs in postmortem material from patients
who died with the disease (15,16). Nonetheless, rapid egress of
radiolabeled nicotine from the brain and high levels of nonspe
cific binding (7,14) limit the utility of isotopically labeled
nicotine as a tracer for PET. Another nicotinic agonist, [3H]cy-

tisine, has been evaluated for the purpose of in vivo labeling of
nAChRs in mouse brain (77). Although this ligand has a slower
clearance from brain than does [3H]nicotine, and considerably

less nonspecific binding, relatively poor penetration of the
blood-brain barrier suggested that labeling cytisine for PET
studies would not be worthwhile.

Impetus for further work on development of radioligand
probes for in vivo labeling of nAChRs has been provided by
the discovery of epibatidine, an alkaloid extracted from the
skin of the Ecuadorian poisonous frog Epipedobatus tricolor
(18) and its characterization as (+ )-exo-2-(2-chloro-5-pyri-
dyl)-7-azabicyclo[2.2.1]heptane (19,20). Studies in mice
demonstrated that peripherally administered epibatidine was an
extremely potent antinociceptive agent, suggesting a central
action (21), and its structural similarity to nicotine suggested
that the alkaloid might have activity at nAChRs (22). Indeed,
the latter hypothesis was confirmed in receptor binding assays
indicating that epibatidine inhibited the binding of [3H]nicotine
and [3H]cytisine but not that of radioligands selective for a
variety of other neurotransmitter receptors (21,23-25). Both
enantiomeric forms of epibatidine, the natural (+ )- and the
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