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ecause standard gamma cameras now have the ability
to distinguish radioisotopes of differing energy, dual-isotope
myocardial SPECT with separate acquisition of rest 201'fl
and stress 99mTcses@@jbi for the assessment of myocardial
perfusion has been developed (1â€”4).Although this separate
acquisition approach eliminates the delay between rest and

stress studies and provides rest 201'fl images that are

uncontaminated by the higher energy photons of@Tc, there

are several advantages in performing simultaneous @â€˜Fc/
201T1dual-isotopeSPECTimaging,which requiresonly one
data acquisition and therefore halves the camera time,
significantly abbreviating the length of the overall study and

permitting 201'fl and @Tcdata to be acquired during the
same camera orbit under identical conditions of patient
motion, positioning and attenuation paths. However, if the
201T1imageswereobtainedafterinjectionof the @Tcagent,
the 201T1low-energy window would be contaminated, mostly
by scattered 99mTcphotons, due to the relatively high activity
of injected 99mTccompared with that of 201T1.Therefore, for
this technique to be clinically applicable, a reliable correc
tion method for the crosstalk of @Tcinto the 201'flwindows
must be established.

In 1995, Moore et al. (5) performed a simulation study
and concluded that a new correction method for the crosstalk
of 99mTcinto the 201'flwindows must be established. They
reported that contamination originating from lead x-rays
produced in the collimator had to be subtracted in the 201T1
windows.

This study was undertaken to assess the feasibility of
simultaneous stress @Tc-sestamibi/rest201'fl dual-isotope
myocardial perfusion SPECT using Moore's correction
method and the accuracy of Moore's correction method in
clinical studies.

Thisstudyassessesfeasibilityanddiagnosticaccuracyofsimul
taneousstress @mTc@sestamibVrest201Tldual-isotopemyocardial
perfusion SPECT with Moore's correction method, in which
contaminationoriginatingfromleadx-raysproducedina collima
tor wassubtractedin the 201Tlwindows.Methods:Eighty-one
patientswithsuspectedcoronaryarterydiseasereceivedexer
cise99mTcsestamibiinjection,followedby rest @Â°1TIinjection50
mmlater,and dual-isotopeSPECTwas performed(group1).
These resultswere comparedwithcoronaryangiographicfind
ings.Furthermore,to estimatethe accuracyof Moore'scorrec
tion method,201TIcrosstalkintothe @Tcacquisitionwindow
(group2A, n = 20) and99mTccrosstalkintothe @Â°1Tlacquisition
windows(group2B, n = 20) werestudied.Forgroup2A, stress

@Tc-sestamibiSPECT (single @mTc-sestamibiSPECT) was
performed, followed by 201Tlinjection at rest and dual-isotope
SPECTacquisition50 mmlater.Forgroup2B, rest @Â°1TlSPECT
(single201T1SPECT)wasperformed,followedby @mTc-sestamibi
injectionat restanddual-isotopeSPECTacquisition30 mmlater.
Results:Sensitivityandspecificityin group1 were83%and
99%,respectively,when 75%coronaryarterynarrowingwas
consideredsignificant.In groups2A and 2B, SPECT images
were dividedinto24 segments,and relativeregionaluptakein
each segmentwas obtained.In group 2A, relative regional
uptakeofsingle @â€œTc-sestamibiSPECTcorrelatedwellwiththat
ofdual-isotopeSPECT(r = 0.942). Ingroup2B, relativeregional
uptakeof single @Â°1TlSPECT correlatedwellwiththat of dual
isotope SPECT (r = 0.935). Furthermore, in low @Â°@Tluptake sag
mentswith relativeregionaluptakein bothsingle-and dual-isotope
SPECTof 70%,thedegreeofconcordancebetweensingle-and
dual-rest20111wasconsideredtobehighwithBland-Altmananaly
sisandthe kappastatistic.Comparisonof perfusiondefecttype
demonstratedthat,of22 stressdefectswithininfarctzones,95%
were irreversibleand 5% were reversible.In contrast,of 28 stress
defectswithinstenosedvesselzonesin noninfarctzones,89%
were reversible and 11% were irreversible (P < 0.0001 versus
infarctzones).Conclusion:Simultaneousdual-isotopeimaging
with Moore'scorrectionmethod is feasible, with acceptable
accuracy for detection of coronary artery disease and a small
amountofcrosstalkintoeachwindow.
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ExerciseTesting
Symptom-limitedexercise testing was performedon an ergom

eter, startingat a 50-W workload, with a 25-W increase every 3
mm. Exercise was terminated if one or more of the following
occurred:angina of at least moderate degree, excessive fatigue,
weakness, shortness of breath, 2 mm ST segment depression or
dizziness. At the end of exercise, @mTc@sestamibiwas injected, and
patients were exercised for 1 additional minute.

SPECTAcquisitionwithMoore'sCorrectionMethodand
Processing Protocols

SPECT was performed with a three-head, rotating camera,
dedicated SPECT system (GCS-9300A1D1; Toshiba Medical Sys
tems, Tokyo, Japan),equipped with a low-energy, high-resolution
collimator.A total of 60 projectionimages with a 64 X 64 matrix
were obtainedover 360Â°at 30 s perprojection.

The energywindows selected for dual-isotope(@mTcplus 201T1)
SPECT using Moore's correction method were as follows: (A)
62â€”84keV, (B) 90â€”110keV, (C) 129.5â€”150.5keV and (D)
157â€”183keV (Fig. 3). Moore et al. (6) used a Monte Carlo
program, which simulates all details of photon transport, to
demonstrate that lead radiographs produced in a collimator by
photons with energy 88 keV may contributesignificantlyto the
total contamination in window A. They also observed that the
spatial distribution ofthe multiply scattered @mTcphotons detected
in window A differed from that of the lead radiographs and that the
point-spread function of lead radiographs was more strongly
dominated by the primary @mTcphotopeak. Therefore, they
attemptedto estimate each projectionimage of the contamination
in window A as a linear combination of the image in a scatter
window B, â€˜B'blurred by a two-dimensional radial Gaussian
smoothing filter, GB, and the 99mTcphotopeak image in window C,
IC, blurred by a different filter, Gc:

IA,contam. = kB(IBâ€˜@â€˜GB) + k@(l,@** Ge).

Tl(single) = â€˜A IA,contam. Eq. 1

In equation 1, the operator, @,refers to a two-dimensional
convolution. The @â€œTcimage was corrected by

I@,contam.= k@I@

99mTc (single) = 1c I@,contam. Eq.2

The constants kB,k@kD,GBand Gc were determinedby ana
lyzing projectiondatasimulatedfor the mathematicalphantom(5).

DUAL SPECT

FIGURE1. Schematicoutlineof exer
cise and imagingprotocolsusedfor group
1.EX = exercise.
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MATERIALSAND METHODS

PatientPopulation
Eighty-one patients (group 1: 65 men, 16 women; mean age

65Â±9y)withsuspectedcoronaryarterydisease(CAD),whowere
clinically referred for stress myocardial perfusion scintigraphy,
underwent simultaneous stress 99mTcses@mibi/rest 201Tldual
isotope myocardial perfusion SPECF. All patients underwent
coronary angiographyusing standardtechniques within 2 wk of
each other.The resultsof thecoronaryangiogramswere interpreted
by three angiographers who were blinded to the results of perfusion
imaging. The presence of CAD was defined as 75% diameter
stenosis in one or more of the main coronary arteries or their major
branches.Twenty-twopatientsin group I previously had myocar
dial infarction, defined by a documented history of myocardial
infarction or the presence of Q waves on electrocardiography and
the demonstrationof akineticor dyskinetic myocardialregions on
left ventriculographyor restechocardiography.

To assessthe accuracy of Moore's correction method, we
examined two other groups. In 20 patients with suspected CAD
(group 2A: mean age 62 Â±7 y), 201Tlcrosstalk into the @mTc
acquisition window was estimated. In a separate population of 20
patients with suspected CAD (group 2B: mean age 63 Â±7 y), @mTc
crosstalkinto the 20111acquisitionwindows was estimated.

ProtocolDesign
Patientsin group 1 firstreceived @â€œTc-sestamibiinjection(740

MBq [20 mCi]) at peak exercise, followed by rest 201T1injection
(Ill MBq [3 mCi]) 50 mm later,and SPECTacquisitionwas then
performed 5 mm later using dual-isotope (@â€œTcplus @Â°â€˜Tl)energy
windows (Fig. 1). (Simultaneously acquired stress 99mTcses@mibi
and rest 201fl SPECT are referred to hereinafter as dual-stress
99mTc,ses@ibi and dual-rest 201Tl.)

Patients in group 2A received @Tc-sestamibiinjection (740
MBq [20 mCi]) at peakstress,followed by SPECTimaging I5 mm
later. 201T1(lii MBq [3 mCi]) was injected 50 mm after @mTc@
sestamibi injection, and SPECT acquisition was then performed 5
mm later using dual-isotope windows (Fig. 2A). For patients in
group 2B, rest SPECT after 20â€•flinjection (111 MBq [3 mCi]) was
performed first. @â€˜@Tc-sestamibi(740 MBq [20 mCi]) was then
injected at rest, and SPECT acquisition was performed 30 mm later
using dual-isotope windows (Fig. 2B). (Stress @mTc@sestamibi
studies acquired before rest 201T1injection and therefore uncontami
nated by 201'fl crosstalk are referred to hereinafter as single-stress

@â€œTc-sestamibi.Rest 201'fl studies acquired before rest @Tc
sestamibi injection and therefore uncontaminated by 99mTc
sestamibi crosstalk are referred to hereinafter as single-rest 20111.)
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FIGURE2. Schematicoutlineofexercise
and imaging protocols using @Tc-ses
tamibi(A) and 20111(B) for group2. EX =
exercise.

Forourcollimator,we determinedthe factorskB,k@kD,GBand
Gc in ourphantomstudy.A thoraxphantom(Model ECT/LUNGIP;
Data Spectrum Corp., Hillsborough, NC) containing a cardiac
insert and a fluorocarbon-coated nonstick rod to simulate the spine
was used. To determine the factors kB, kc@GB and Gc, the phantom
was filled with 99mTcalone. To determine the factor kD, the
phantom was filled with 201T1alone. The values of kB, k4 and kD
were I.38, 0. 18 and 0.67, respectively. GB and Gc were the same
Butterworthfilter, of which conditions were order 8 and cutoff
frequency 0.34 cycle/cm.

For single-stress @â€œTc-sestamibiSPEC!' (group 2A), a 15%
symmetric window centered on the l40-keV photopeak was used.
Forsingle-rest20111SPECT(group2B), a 20%symmetricwindow
centered on the 68- to 80-keV photopeak and a 10% window
centered on the 167-keV photopeak were used.

Projection images were filtered with a Butterworth filter before
reconstruction. Image reconstruction was based on filtered backpro
jection with a ramp filter and produced transverse tomograms of
6.4-mm axial thickness, encompassing the entire heart. Sagittal and
oblique tomograms parallel to the long and short axes of the left

FIGURE3. Energyspectraof simulta
neousdual-isotopeimagingwith Moore's
correctionmethod.Energywindowswere
62â€”84(A), 90â€”110(B), 129.5â€”150.5(C)
and 157â€”183keV (D).
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ventriclewereextractedfromthetransaxialtomogramsby perform
ing a coordinatetransformationwith appropriateinterpolation.In
the dual-isotopedata,the same rotationangles were used for both
stress and rest data. Auenuation or scatter correction was not

applied.

VisualDual-IsotopeSPECTAnalysis
The distribution of dual-stress @mTc@sestamibiand dual-rest

20111 uptake in group 1 was analyzed qualitatively in the three

standard orthogonal tomographic imaging planes as follows: the
septal, apical and lateral regions in the horizontal long-axis view;
the anterior,apical and inferior regions in the vertical long-axis
view; and the anterior,septal, inferior and lateral regions in the
short-axis view. The intensity of each image was normalized to the
highest pixel value in that image. Separate images were obtained
displayingalignedslices ofthe dual-stress @mTc@sestamibiwith the
corresponding dual-rest 201fl SPECT. The images were graded by
two experienced, blinded observers on a 5-point scale from 0,
markedly reduced/absentactivity, to 2, definitely reduced, to 4,
normal. Differences were resolved by consensus. The grade
assigned to a given region was the lowest regional score from all
tomographic slices and views. A stress defect was defined as a
region on the dual-stress @â€œTc-sestamibiSPECT with a score of

@2.A region was determined to be irreversible if the assigned
regionalgradewas abnormalandit remainedat the same abnormal
grade on subsequent images. Similarly, a region was determined to
be reversible if the assigned abnormal regional grade increased or
normalized on subsequent images. When the imaging results were
analyzed with respect to coronary artery anatomy, the segments
were assigned anatomic regions as follows: left anterior descending

artery: anterior, apical and septal regions; left circumflex artery:
lateralregion; and right coronaryartery:inferiorregion. For each
image, the three major vascular territorieswere categorized as
normal or abnormal. An abnormal vascular territory was defined as
having at least one stress defect. Abnormalterritorieswere then
subcategorized as reversible defects or irreversible defects. In
regions in which both reversible and irreversible defects were
observed in the same vascularterritory,the region was considered
reversible in this analysis. Myocardial infarct zones were defined as
tomographic segments within the vascular territoriesof the in
farcted vessels.

QuantItative Assessment of the Accuracy of Moore's
Correction Method

The accuracy of Moore's correctionmethod was evaluated by
comparison of the relative regional uptake between dual SPECT
and the corresponding single SPECT in group 2A and group 2B.
Myocardial polar maps constructed from raw maximal-count
circumferencial profiles of short-axis slices were created for each
dual/single pair and normalized to the maximum count within each
map.Myocardialpolarmapswere divided into 24 segments.Then,
the relative regional uptake in each segment of the myocardial
polarmapswascalculated.

StatisticalMethods
All continuousvariablesarereportedas mean Â±SD. The mean

differences for continuous variables were compared using the
paired Student t test. Comparison of proportion between perfusion
defect type in infarctand noninfarctzones was computed with a
chi-squarestatisticor, when appropriate,with the Fisherexact test.

Linear regression, Bland-Altman analysis and the kappa statistic
were performed to evaluate the correlation of the relative regional
uptake between dual SPECT and the corresponding single SPECT.
In the kappastatistic,a value of 1denotesperfectagreement,and0
indicates no agreement beyond chance; values 0.6 are con
sidered indicative of good agreement. A two-tailed P value < 0.05
was considered to represent statistical significance.

RESULTS
Sensitivity, Specificity and Accuracy of Visual
Dual-Isotope SPECT Analysis for Detection of
CoronaryArteryDisease(Group1)

With 75% narrowing of the coronary artery considered
significant, the sensitivity, specificity and accuracy for
overall detection of diseased vessels using dual-isotope
SPECT in group 1 were 83% (50/60 territories), 99%
(182/183 territories) and 95% (232/243 territories), respec
tively (Table 1). Excluding myocardial infarct zones, the
sensitivity, specificity and accuracy of dual-isotope SPECT
for disease detection were 74% (28/38 territories), 99%
(182/183 territories) and 95% (210/221 territories), respec
tively, with 75% narrowing considered significant.
The patients with CAD who had false-negative results by
SPECT tended to have mild stenosis (50%â€”70%)or branch
lesions.

Perfusion Defect Type in Infarct and Noninfarct Zones
(Group1)

There were 22 territories with stress defects in infarct
zones in group 1. Of these, 21 territories (95%) were
irreversible, and 1 territory (5%) was reversible (Fig. 4). In
contrast, among 28 territories with stress defects within the
stenosed vessel zones in the noninfarct zones in group 1, 25
territories (89%) had reversible defects, and 3 territories
(11%) had irreversible defects(P < 0.0001 versusinfarct
zone in the Fisher exact test).

CaseExamplein Group1
Figure 5 shows a typical example of a reversible defect in

a simultaneous acquisition dual-isotope SPECT study of a
67-y-old man with typical angina and no previous myocar
dial infarction. The stress 99mTcsestamibi images showed
severe defects in the territory of the left anterior descending
coronary artery, and the rest 201T1 images were normal.

Subsequent catheterization revealed a 90% stenosis of the
left anterior descending coronary artery and no other signifi
cant abnormalities.

TABLEI
Sensitivity,SpecificityandAccuracyof Dual-IsotopeSPECT

for Detection of Coronary Artery Disease (CAD)

OverallCAD 83%(50/60) 99%(182/183) 95%(232/243)
CADwithoutpriorMl 74%(28/38) 99%(182/183) 95%(210/221)

Ml = myocardial infarction.
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NR REV

MIZONE 21 1

NON-MI
ZONE 3 25

Comparison Between Dual- and Single-Rest 201T1(Gmup

2B). The plot for the relative regional uptake is shown in
Figure 6B. The plot shows a strong linear relationship
between single- and dual-rest 201'fl SPECT in 480 SPECT
segments, with a regression equation close to the identical
line (y = 0.95x + 4.5, r = 0.937, P < 0.0001) and a small
95% confidence interval for the mean value of estimated
dual-rest 201T1SPECT. In addition, the relative regional
uptake values of single- and dual-rest 20111were 76% Â±
15% and 75% Â±16%, respectively. There was no difference
in the mean relative regional uptake between single- and
dual-rest 20111SPECT. Furthermore, in the segments with
relative regional uptake values in both single- and dual-rest
201'flof s70%, additional analyses were performed because
the correction for the crosstalk of @Tcinto the 201'fl
windows in the low-uptake region seemed to be the most
important point at issue. The result of linear regression in the
regional uptake of dual-rest 20111SPECT on single-rest 20111
SPECT is shown in Figure 7. The plot shows a strong linear
relationship between single- and dual-rest 20111SPECT in
154 low-uptake SPECT segments, with a regression equa
tion close to the identical line (y = 0.92x + 4.3, r = 0.839,
P < 0.0001) and a small 95% confidence interval for the

mean value of estimated dual-rest 20111SPECT. Figure 8
shows the plot of the difference in the relative regional
uptake values between single- and dual-rest 20111SPECT
against their mean, using Bland-Altman analysis. The differ
ence was not significant, the positive bias was small (0.4%)
and the 95% confidence intervals for the difference were
narrow (â€”12.2% to 11.8%). Because comparison of the
relative regional uptake values showed agreement between
single- and dual-rest 20111SPECT with the kappa statistic,
the relative regional uptake values in the range of 21%â€”70%
were diVided into five ranks at intervals of 10%. The concor
dance in each group of the relative regional uptake between

FIGURE4. Comparisonof perfusiondefecttype in dual
isotope SPECT between myocardial infarction (MI) zone versus
non-MIzone.Mlzoneversusnon-MIzone,P < 0.0001byFisher
exacttest.NR = nonreversible;REV = reversible.

QuantitativeAssessmentof theAccuracyof Moore's
Correction Method

Comparison Between Dual- and Single-Stress @mTc@
Sestamibi SPECT (Group 2A). The relative regional uptake
was compared between single-stress 99mTcsest@bi and
dual-stress 99mTc.sestammbi SPECT in 480 SPECT segments.

The plot is shown in Figure 6A, which reveals a strong linear
relationship between the relative regional uptake of single
and dual-stress @mTc@sestamibiSPECT, with a regression
equation close to the identical line (y = 0.97x + 1.6, r =
0.942, P < 0.0001) and a small 95% confidence interval for
the mean value of estimated dual-stress @mTc@sestamibi
SPECT. In addition, the relative regional uptake values of
single- and dual-stress @â€˜@Tc-sestammbiSPECT were 76% Â±
15% and 77% Â±15%, respectively. There was no difference
in the mean relative regional uptake between single- and
dual-stress 99mTcsestammbiSPECT. Therefore, a high degree
of concordance was recognized between single- and dual
stress @mTc@sestamibi.

SHORT
AXIS

VERTICAL HORIZONTAL
LONG AXIS LONG AXIS

DUAL
ST MIBI

DUAL
REST TI

FIGURE5. Exampleofdual-isotopestudy
ingroup1patient(67-y-oldman)withrevers
ible perfusiondefect. ST MIBI = stress

@Tcsestamibi;Ti = 20111.
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FIGURE6. Correlationbetweenrelativeregionaluptakeof @Tc-sestamibi(A)and201T1(B)obtainedbysingleSPECTandbydual
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single- and dual-rest 201TlSPECT (Fig. 9) was 60.4% (K =
0.67).Thus,thedegreeof concordancebetweensingle-and
dual-rest 20111was considered to be high.

CaseExamplewfthMoore'sCorrectionMethod
in Group 2B

Figure 10 shows representative 20111 myocardial polar

maps of the relative regional uptake with a posteroinferior
perfusion defect. The relative regional uptake in each
segment of a dual 201T1image with Moore's correction
method was closer to that of a single 201Tlimage than a dual
20111 image without correction.

DISCUSSION

In this study, we examined the feasibility of simultaneous
stress @Tc-sestamibi/rest 20111 dual-isotope myocardial
perfusion SPECT in the detection of CAD. Quantitative
assessment of the degree of correlation between single- and
dual-isotope SPECT images demonstrated that Moore's
crosstalk correction method is suitable for simultaneous
dual-isotope SPECT. Simultaneous stress@
rest 201T1dual-isotope myocardial perfusion SPECT is an

accurate method for the detection of CAD and the assess
ment of defect reversibility. Consequently, simultaneous
stress @â€˜@Tc-sestamibi/rest201Tl dual-isotope myocardial

perfusion SPECT with Moore's correction method appears
to be an acceptable approach in clinical use.

Estimationof 201T1Crosstalkintothe Dual-Stress
@â€œTc-SestamlblEnergy Windows
The relative regional uptake of single-stress 99mTc

sestamibi SPECT correlated well with that of dual-stress
@Tc-sestamibi SPECT, with a regression equation close to

the identical line and a small 95% confidence interval for the
mean value of estimated dual-stress @mTc@sestamibi SPECT,

and there was no difference in the relative regional uptake
between single- and dual-stress @mTc@sestamibi SPECT.

These results suggest that dual-stress 99mTcsest@ibi SPECT
images are similar to single-stress @mTc@sestamibiSPECT
images, and crosstalk correction is successful in eliminating
20111 contamination into the dual-stress @mTc@sestamibi
energy window. However, it was reported previously that the

@ photopeak image is only minimally affected
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FIGURE7. Correlationbetweenrelativeregionaluptakeof201TI
obtained by single SPECTand by dual SPECT in segmentswith
relative regional uptake values of single- and dual-rest 20111 70%.
Solid line represents regression line. DOttedcurves represent 95%
confidenceintervalfor meanvalueof estimateddual-isotopeSPECT
(y=4.3+0.92xÂ±0.3@j100.9+[xâ€”55.1@).
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by the presence of 20111photons because of their much lower
abundance (7,8). Therefore, under typical clinical conditions
with a high 99mTcto2OlTl ratio, the value of this correction
may be negligible.

Estimationof @Tc-SestamiblCrosstalkIntothe
Dual-Rest201TlEnergyWindows

Because of the higher energy of the 99mTcphotons and the
higher dose of 99mTc@.ses@jbiused, compared with that of
201T1,99mTcsestamibicrosstalk into dual-rest2olfl images
has the potential to obscure 201Tldefects without correction.

Kiat et al. (9) reported that 99mTc crosstalk into 201Tl
windows contributed 27% of the dual 201fl counts. On the
other hand, Lowe et al. (10) used cardiac and thoracic
phantoms to evaluate a simultaneous dual-isotope acquisi
tion without correction for @mTccontamination. They re
ported a 10% reduction in defect contrast in dual 201'fl as a
result of @â€˜@â€˜Tccrosstalk and suggested that these changes
were minimal. However, several caveats were pointed out in
an accompanying editorial, which questioned whether the

conclusions of the authors could be generalized to include
larger attenuators and more realistic distributions of radio
pharmaceutical uptake (11). Moore et al. (12) and Yang et al.

(13) have reported simultaneous dual-isotope techniques for
cardiac studies that make use of a third energy window to

estimate the 99mTcscatter to be subtracted from the 20111
windows. To estimate as accurately as possible the spatial
distribution of @Tcscatter in the 20111windows, the scatter
window should be set as low in energy as possible without
overlapping any of the 201fl x-rays. In addition, the scatter
window should be wide enough to record sufficient counts to
obtain a relatively low-noise estimate of the contamination.
Therefore, Moore et al. (6) selected for this study the energy
windows shown in Figure 3. Furthermore, by using a Monte
Carlo program that simulates all details of photon transport,
they demonstrated that lead x-rays produced in the collima
tor by photons with energy 88 keV also may contribute
significantly to contamination in the 2olfl windows. The
spatial distribution of the @â€œ@Tcscattered photons differs
from that of the lead x-rays. Thus, they modified their
correction technique so that, at each projection angle, the
contaminant image to be subtracted from the image in the
201Tlwindows was estimated as a linear combination of a
scatter-window (90â€”110keV) image (5).

In this study, the relative regional uptake of single-rest
201Tl SPECT correlated well with that of dual-rest 201Tl

0
c@1

(1)

0)
C
C,)

FIGURE9. Comparisonofrelativeregionaluptakevalueagree
ment betweensingle-and dual-rest @Â°1TlSPECT. Relativere
gionaluptakevaluesinrangeof21%70% weredividedintofive
ranksat intervalsof 10%.
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FIGURE10. Exampleof20111myocardialpolarmapofrelativeregionaluptakeinsingle201Tlimage(A)anddual201T1imagewith
Moore'scorrectionmethod(B)andwithoutcorrection(C)ofgroup2B patientwithposteroinfenorperfusiondefect.

SPECT, with a regression equation close to the identical line
and a small 95% confidence interval for the mean value of
estimated dual-rest 20111SPECT, and there was no difference
in the relative regional uptake between single- and dual-rest
@Â°â€˜11SPECT.Furthermore,in the low 20111uptakeSPECT

segments, the difference in the relative regional uptake
values between single- and dual-rest 20111SPECT against
their mean using Bland-Altman analysis was not significant,
and the concordance of the relative regional uptake between
single- and dual-rest 20111SPECT using the kappa statistic
was high. The correction for the crosstalk of @â€œTcinto the
20111 windows in the infarcted area is most important. These
results suggest that dual-rest 20111SPECT images are similar
to single-rest 201T1SPECT images. In addition, the dual
SPECT acquisitions for the patients in group 2B were
obtained 30 mm after methoxyisobutyl isonitrile (MIBI)
injection, when the degree of washout of MIBI from the
liver was still low. Accordingly, we were really testing the
accuracy of correction for spilldown of @â€˜Tcinto the 2011'!
window under more difficult imaging conditions than would
be expected for an actual clinical study, which means that
this protocol provided a quite rigorous test ofthe accuracy of
correction. Therefore, Moore's correction method for the

@Tc-inducedcontamination into the dual-rest @@111appears
acceptable for patient studies.

Sensitivity, Specificity and Accuracy for Coronary Artery
DiseaseIn Simultaneous Stress @â€˜Tc-SestamlbWRest
@Â°1TiDual-IsotopeMyocardlalPerfusionSPECT

In patient population studies, high sensitivity, specificity
and accuracy were observed. In addition, although we
excluded patients with previous myocardial infarction from
the analysis of sensitivity for overall detection of CAD to
avoid overestimation of test sensitivity, the sensitivity,
specificity and accuracy were also high. A few patients with
mild CAD were not identified by dual-isotope SPECT. The
sensitivity of dual-isotope SPECT observed in this study is
similar to that of SPECT studies using 201Tl or @mTc@
sestamibi alone (14, 15). The high accuracy in this study may
be explained by the superior image quality obtained with

stress @mTc@sestamibistudies, which may have the effect of
reducing artifactual defects (16).

Defect Reversibility
In this study, defect reversibility patterns on a territorial

basis between patients with and without previous myocar
dial infarction were compared. Irreversible defects were
infrequent in the patients without previous infarct, occurring
in only 3 (11%) of 28 of the territories with stress defects.
Conversely, in the patients with previous myocardial infarc
tion, irreversible defects were significantly more common,

occurring in 21 (95%) of 22 of the territories with stress
defects. A significant difference (P < 0.0001) also was noted
between patients with and without previous infarct with
respect to the defect reversibility pattern when analyzed on a
patient basis. These findings support the validity of simulta
neous dual-isotope SPECT as performed in this study for the
assessment of defect reversibility patterns. The clinical
validity of the substitution of a rest 20111 for a rest

@Tc-sestamibi study is supported by the concordance of
quantitatively assessed rest 20111 and rest @mTc@sestamibi
SPECT defects previously reported (17).

PotentialAdvantagesandDisadvantagesof
SimultaneousDual-IsotopeSPECT

The simultaneous acquisition rest 201T1/stress @mTc@
sestamibi dual-isotope SPECT approach offers many advan
tages over currently available imaging techniques. Typically,
an entire study takes only 90 mm. This is 2.5â€”3.5times
faster than standard stress-redistribution 201Tlor rest/stress

@Tc-sestamibiprotocols, resulting in greater patient conve
nience and more rapid reporting. Also, critical to the
widespread application of SPECT, which is frequently
limited by available camera time, the simultaneous dual
imaging approach would optimize resource use by halving
camera usage time compared with conventional SPECT
protocols, thus potentially doubling throughput with existing
equipment and personnel. Furthermore, when rest and stress
studies are acquired simultaneously, many sources of error
associated with the standard separate rest/stress acquisition
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protocol can be eliminated or artifacts more readily identi
fled as such. These include artifactual defects occurring as a
result of patient motion during the rest or the stress study
alone, shifting breast or other soft-tissue attenuation, changes
in patient positioning between the two acquisitions and
imprecise selection of appropriate slices or reorientation
angles for comparison of rest and stress images.

Because two radioisotopes of differing energy are used in
the dual-isotope approach, differences in defect resolution
may be introduced (1). It is conceivable that irreversible
defects identified by rest/stress @Tc-sestamibiimaging
might erroneously be identified as reversible by rest 201'fl/
stress @Tc-sestamibi dual-isotope imaging. Also, there are
differences in attenuation and scatter between 20111 and

@ potentially resulting in the appearance of

reverse redistribution of defects that are truly fixed and a
fixed appearance of defects that are mildly reversible.
Another consideration for dual-isotope imaging is the consid
erable variation of tracer distribution concentration extrinsic
to the heart between 20111and @Tc-sestamibi.For 20111,
liver activity is minimal in stress images but greater in
resting studies. For exercise or pharmacologic stress @Tc
sestamibi studies, the amount ofliver activity varies depend
ing on the injection-to-imaging interval. Bowel tracer con
centration may be considerable and may be two or three
times greater than that in the myocardium. If@Tc-sestamibi
bowel activity scatters into the 20111photopeak, an inferior
99mTcsesl@@bi stress defect might appear reversible in the
20111 rest study.

StudyLimitations
The dual-isotope method needs to be compared with

standard techniques using either 201'fl or @Tc-sestamibi
alone conducted sequentially in the same subjects. This
would assess both comparative accuracy in identifying

defects consistent with coronary stenosis as well as the
protocol's ability to identify these defects as fixed or
reversible in the same regions as the single-agent protocol.

This study used visual interpretation for analysis of the
SPECT images. Visual interpretation introduced a potential
source of variability. However, this was circumvented by the
use of consensus reading by observers who were blinded to
clinical history and outcome (18).

Furthermore, Moore et al. (19) showed that the optimal
scaling parameters for the dual-isotope correction depend on
the size of the patient. Although this correction was not used
in this study, this may be a small effect that is approximately
linear with patient size, because the distribution of the size
or weight of patients in Japan is not as wide as that of
patients in the U.S. In the future, perhaps a small correction
for patient weight or size may be used to provide a
refinement to the dual-isotope correction.

CONCLUSION

We evaluated the effectiveness of simultaneous acquisi
tion rest 201T1/stress @Tc-sestamibidual-isotope myocar

dial perfusion SPECT with Moore's correction method and
demonstrated that the sensitivities and specificities for CAD
detection are similar to those in published studies with 201'fl
or @mTc@sestamibialone. This method has several advan
tages compared with standard 20111 or @Tc-sestamibi

protocols and is one of the current procedures of choice for
performing same-day stress myocardial perfusion and myo
cardial viability SPECT studies.
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