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The objective of this study was to establish the repeatability
and reproducibility limits of several volume-related PET image–
derived indices—namely tumor volume (TV), mean standard-
ized uptake value, total glycolytic volume (TGV), and total
proliferative volume (TPV)—relative to those of maximum stand-
ardized uptake value (SUVmax), commonly used in clinical prac-
tice. Methods: Fixed and adaptive thresholding, fuzzy
C-means, and fuzzy locally adaptive Bayesian methodology
were considered for TV delineation. Double-baseline 18F-FDG
(17 lesions, 14 esophageal cancer patients) and 39-deoxy-
39-18F-fluorothymidine (18F-FLT) (12 lesions, 9 breast cancer
patients) PET scans, acquired at a mean interval of 4 d and
before any treatment, were used for reproducibility evaluation.
The repeatability of each method was evaluated for the same
datasets and compared with manual delineation. Results: A
negligible variability of less than 5% was measured for all seg-
mentation approaches in comparison to manual delineation
(5%–35%). SUVmax reproducibility levels were similar to others
previously reported, with a mean percentage difference of
1.8% 6 16.7% and 20.9% 6 14.9% for the 18F-FDG and
18F-FLT lesions, respectively. The best TV, TGV, and TPV repro-
ducibility limits ranged from 221% to 31% and 230% to
37% for 18F-FDG and 18F-FLT images, respectively, whereas
the worst reproducibility limits ranged from 290% to 73%
and 268% to 52%, respectively. Conclusion: The reproduc-
ibility of estimating TV, mean standardized uptake value, and
derived TGV and TPV was found to vary among segmentation
algorithms. Some differences between 18F-FDG and 18F-FLT
scans were observed, mainly because of differences in overall
image quality. The smaller reproducibility limits for volume-
derived image indices were similar to those for SUVmax, sug-
gesting that the use of appropriate delineation tools should
allow the determination of tumor functional volumes in PET
images in a repeatable and reproducible fashion.
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Most current PET clinical practices for diagnosis, stag-
ing, prognosis, therapy-response assessment, and patient
follow-up rely on manual and visual analysis (1). The index
most commonly used in PET clinical studies is the stand-
ardized uptake value (SUV). To obtain this index of activity
accumulation, a region of interest (ROI) should be deter-
mined, usually drawn manually or using some fixed thresh-
old. Although an ROI is not the only factor that can affect
the accuracy of SUVs, the type and size of an ROI are large
contributors to the variability of such measurements, as has
been previously demonstrated (2,3). A popular alternative
is the use of the pixel with the maximum activity value,
usually referred to as the maximum SUV (SUVmax). Many
studies have demonstrated the prognostic and predictive
value of SUVmax, despite the fact that it is sensitive to
image noise (4,5). On the other hand, a few, mostly recent,
studies have explored the use of overall tumor volume (TV)
as an index for prognosis and response assessment (6–8).
These studies considered the TV either alone or in combi-
nation with the mean SUV (SUVmean), to form the total
glycolytic volume (TGV) and total proliferative volume
(TPV) (for 18F-FDG and 39-deoxy-39-18F-fluorothymidine
[18F-FLT], respectively), defined as the product of TV ·
SUVmean (9–11).

The accuracy, robustness, repeatability, and reproduci-
bility of image delineation are directly responsible for the
reduced use of functional volumes derived from PET
images. On the one hand, manual delineation of functional
volumes using PET images leads to high inter- and intra-
observer variability (3), principally arising from the poor
quality of PET images. On the other hand, current state-of-
the-art algorithms for functional-volume segmentation con-
sist of fixed- (12) or adaptive-threshold approaches (13,14).
Although fixed-threshold approaches are attractive because
of their simplicity, their drawbacks are numerous given that
the value of the threshold to be used for each lesion clearly
depends on multiple factors, such as lesion contrast and size
and image noise (15). The solutions based on the use of
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adaptive thresholding consider the contrast between the
object to delineate and its surrounding background. How-
ever, adaptive thresholding requires imaging system–spe-
cific optimization using uniformly filled spheric lesions,
hence reducing the robustness of the approach, particularly
in the case of multicenter trials. In addition, this method
depends on the background ROI choice, which can in turn
lead to reduced interobserver reproducibility for functional-
volume determination. A few automatic algorithms have
been proposed (16–19). The main difference between these
algorithms and the threshold-based approaches is that the
algorithms automatically estimate the parameters of interest
and find the optimal regions’ characteristics in a given
image, without system-dependent parameters. This techni-
que may reduce issues associated with deterministic ap-
proaches based on thresholding, potentially increasing the
robustness and reproducibility of PET functional-volume
determination (20).
Establishing the level of reproducibility and repeatability

is essential in the use of any image-derived index in prog-
nostic or therapy-response studies, allowing the evaluation of
which change between 2 studies can be considered signifi-
cant. To date, only a few reproducibility studies (21–25),
almost exclusively concentrating on SUVmax and SUVmean

variability in double-baseline 18F-FDG PET scans, have
shown a relative absolute percentage difference of up to
13%, with an SD of 10%. The reproducibility of quantita-
tive indices (Patlak influx constant), associated with the
acquisition of dynamic datasets, has also been assessed
(21,22), showing similar levels of reproducibility (mean
percentage difference, 8%–10%). Studies on the reproduci-
bility of such indices in the case of 18F-FLT PET have
shown that changes larger than 15%–20% and 25%–30%
may be considered significant in SUVmean (obtained using a
41% fixed threshold) and SUVmax or Patlak influx constant,
respectively (26,27).
In most of these studies, SUVmean has been calculated

using manually drawn ROIs or a single fixed threshold
(varying from 40% to 75% of the maximum activity).
Among these studies, only 1 has considered the reproduci-
bility of metabolic functional volumes using a fixed thresh-
old. Krak et al. (3) have shown a mean percentage difference
in the ROI volumes of 23% 6 20% and 55% 6 35% for a
fixed threshold of 50% and 75%, respectively. Finally, to our
knowledge there has been no published study evaluating the
reproducibility of TGV and TPV.
To date, despite numerous studies assessing the accuracy

of different segmentation algorithms, there is a lack of
evaluation of the repeatability and reproducibility of these
algorithms relative to different threshold- and automatic-
based delineation approaches. Therefore, the main objec-
tive of this study was to assess the repeatability and
reproducibility in determining 3-dimensional (3D) func-
tional volumes and associated indices (SUVmean, TGV, and
TPV) in PET using different algorithms. The reproducibil-
ity of SUVmax was also included because it represents the

index most used today in clinical practice and facilitates a
direct comparison with previous studies. This evaluation
was performed on double-baseline 18F-FDG and 18F-FLT
clinical PET datasets.

MATERIALS AND METHODS

Segmentation Algorithms Considered
Four approaches were used in this work. Two different fixed

thresholds (12) were considered, at 42% (T42) and 50% (T50) of
the maximum voxel value, using a region-growing algorithm with
the maximum-intensity voxel as seed.

An adaptive-threshold method (TSBR, for threshold source–to–
background ratio) (13) was also included:

Ithreshold 5 a1 b
1

SBR
: Eq. 1

SBR is the source-to-background ratio, defined as the contrast
between a manually defined background ROI and the mean of the
maximum-intensity voxel and its 8 surrounding neighbors in the
same slice. The parameters a and b are optimized through linear
regression analysis for a given scanner using phantom acquisitions
of various sphere sizes and contrast.

For automatic-segmentation approaches, the fuzzy C-means
(FCM) (28) clustering algorithm, with 2 clusters (background and
lesion), was considered. This algorithm has been previously used
for functional-volume segmentation tasks in both brain and oncol-
ogy applications (29,30) and iteratively minimizes a cost function
of the voxel-intensity values to estimate the center of each cluster
and membership of each voxel to these clusters. The second auto-
matic algorithm considered was the fuzzy locally adaptive Baye-
sian (FLAB) (19) methodology, based on a combination of
statistical models with a fuzzy measure to simultaneously address
issues of both noise and blur resulting from partial-volume effects
in PET images. FLAB is also able to deal with strongly heteroge-
neous uptake in tumors of complex shape and generate nonbinary
segmented volumes by considering 3 classes and the associated
fuzzy transitions (31). The parameters required for the segmenta-
tion (gaussian mean and variance of each class and spatial priors
for each voxel) were estimated using the iterative stochastic
expectation maximization procedure. For all approaches, the
tumors were delineated after having been isolated in a 3D box
of interest previously defined and fixed for all segmentation meth-
odologies (manual and automatic).

Repeatability and Reproducibility: Definitions
Within the context of this study, repeatability is defined as the

ability of a given segmentation algorithm to reach the same result
regarding the definition of a functional volume when applied
multiple times on a single image. In such a task, entirely
deterministic fixed-threshold approaches (T42, T50) will always
give the same result. On the other hand, more advanced
methods—for example, the adaptive thresholding or automatic
algorithms such as FCM and FLAB considered here—are suscep-
tible to giving different results when applied multiple times on the
same image. The adaptive-threshold segmentation, for instance,
depends on a manually drawn background ROI and may thus
result in variable delineation depending on the choice of this
ROI. On the other hand, FCM and FLAB are iterative procedures
that may not converge to the same result at each execution.
Finally, manual delineation may be considered as the least repeat-
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able, even when considering a single operator (intraoperator var-
iability). A second aspect considered in this study was the impact
of a segmentation algorithm on the reproducibility of determining
functional volumes from 2 baseline PET scans.

Two different clinical datasets—comprising esophageal and
breast cancer patients scanned with 18F-FDG and 18F-FLT, respec-
tively—were used. In both cases, 2 consecutive PET scans were
acquired at an interval of a few days. We therefore studied the
differences in derived functional TVs, lesion SUVmean, and TGVs
and TPVs extracted from both images. The repeatability of meas-
uring TVs using the various delineation approaches considered in
this study was investigated for the same clinical datasets.

Validation Studies
Fourteen whole-body 18F-FDG PET/CT images acquired for

patients with esophageal cancer (n 5 17 lesions) and nine 18F-
FLT PET/CT images acquired for breast cancer patients (n 5 12
lesions) were considered. Esophageal cancer patients’ images
were acquired at 3.4 6 2.2 d on a PET/CT scanner (Gemini;
Philips), with 2-min acquisitions per bed position, 60 min after
the 18F-FDG injection (6 MBq/kg). Data were reconstructed using
a 3D row-action maximization-likelihood algorithm with standard
clinical protocol parameters (2 iterations, relaxation parameter of
0.05, 5 mm in full width at half maximum, 3D gaussian postfilter-
ing). 18F-FLT PET images were acquired for patients with breast
cancer (27); 2 scans were obtained within 2–7 d (median, 4.1 d)
before treatment. All patients received a single bolus intravenous
injection of 18F-FLT (153–381 MBq) over 30 s, and dynamic PET
was performed for 95 min. Patients were scanned on a PET scan-
ner (ECAT962/HR1; CTI/Siemens), and data were reconstructed
using ordered-subset expectation maximization (360 iterations, 6
subsets, no postfiltering).

In both cases, 2 baseline scans were acquired within an average
of 3–4 d of each other. Because no treatment was administered
between the 2 baseline scans, and considering the short time
between the 2 acquisitions, the assumption was that no significant
physiologic changes occurred in between the time the scans were
obtained. A similar assumption had been previously used in all
other studies evaluating the reproducibility and repeatability of
different SUV measurements in PET, with double-baseline scans
obtained within 5–10 d (21–25). Figure 1 shows the 2 baseline
scans—1 for an esophageal cancer (Fig. 1A) and 1 for a breast
cancer (Fig. 1B) patient.

Analysis
For the repeatability evaluation, the tumors in the first image for

each patient were segmented 10 times each with FCM, FLAB, and
TSBR. In addition, manual delineation was performed by 2
nuclear medicine experts. More specifically, the 2 experts
performed 10 different slice-by-slice manual delineations for the
different lesions considered in a randomized fashion, ensuring
a minimum of a week between 2 consecutive delineations of the
same lesion. All these manual segmentations were performed
under the same conditions as those of full-range contrast display.
The mean percentage variability and associated SD with respect to
the mean segmented volume was computed for each of the lesions
and segmentation approaches across the 10 executions and across the
10 manual delineations, to assess the repeatability of the approaches.
The repeatability of the manual delineations of the 2 experts were
compared separately (intraobserver variability) and with each other
(interobserver variability) using intraclass coefficients.

To study the relative impact of the different segmentation
algorithms on the reproducibility of deriving different PET
image indices, TVs were segmented independently on both
baseline scan images for each lesion, using the different
automatic-segmentation approaches. Subsequently, TV (in cm3),
SUVmean, TGVor TPV, and SUVmax quantitative values (M) were
computed for each delineated lesion and compared between the 2
scans using the mean percentage difference relative to the mean of
both baseline scans:

ðMscan2 �Mscan1Þ
,

ðMscan1 1Mscan2Þ
2

3 100: Eq. 2

The distribution of the differences between each pair of
measurements was assessed for each index using the Kolmo-
gorov–Smirnov test, showing no significant differences from a
normal distribution (Fig. 2). Bland–Altman analysis (32) was sub-
sequently used to highlight differences between segmentation
methodologies. Mean and SD of differences and the respective
95% confidence intervals (CIs) were obtained. To define the repro-
ducibility limits (reference range of spontaneous changes), the
95% CIs for the difference between 2 measurements were com-
puted as the mean difference 6 1.96 times the SD of the differ-
ence. To investigate any potential correlations in the measured
reproducibility, the magnitude of the percentage difference for
the TV, SUVmax, and SUVmean measurements was compared with
the average of the TVs using the Pearson correlation coefficient r.
This analysis was repeated to investigate the correlation of the
reproducibility of the different parameters with the SUVmean.

RESULTS

Table 1 contains the mean variability and SD around the
mean segmented volume across the 10 manual delineations

FIGURE 1. Baseline images: 18F-FDG (esophagus) (A) and
18F-FLT (breast) (B).
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performed by each of the 2 nuclear medicine experts and 10
repeated executions of the FLAB, FCM, and TSBR algo-
rithms. Results for both clinical datasets are presented sep-
arately. FLAB demonstrated highly repeatable results in all
of the studied cases, with negligible variability (1%) around
the mean segmented 3D volumes across the different
repeated executions. FCM also led to satisfactory repeat-
ability results (1.4% 6 1.6% for the 18F-FDG cases and
2.3% 6 1.9% for the 18F-FLT cases). In comparison, the
use of the TSBR led to more than twice as high variability
(2.9% 6 2.7% and 4.7% 6 3.6% for the 18F-FDG and 18F-
FLT cases, respectively). By contrast, manual segmentation
by the 2 experts showed high intraobserver variability for
18F-FDG esophageal lesions (14.1%6 12.1% and 16.4%6
11.3% for experts 1 and 2, respectively). Interobserver var-
iability was 17.1% 6 14.3%, with an intraclass coefficient
of 0.67 (95% CI, 0.39–0.89). In the case of 18F-FLT, this
variability was even higher, with an intraobserver variabil-
ity of 22.1% 6 18.7% and 23.8% 6 17.8% for experts 1

and 2, respectively, and an interobserver variability of
27.4% 6 21.9%, with an intraclass coefficient of 0.59
(95% CI, 0.31–0.84).

Tables 2 and 3 contain a summary of the reproducibility
results for the different parameters computed from Bland–
Altman plots on the 2 consecutive baseline scans for 18F-
FDG esophageal and 18F-FLT breast lesions, respectively.
The observed reproducibility of SUVmax and SUVmean

measurements for the volumes obtained using TSBR and
FLAB is illustrated in Figure 3. The corresponding plots for
TV are shown in Figures 4A and 4B using TSBR and
FLAB, respectively.

Concerning the reproducibility of SUVmax, similar per-
centage differences were measured for the 18F-FDG and
18F-FLT datasets, with an SD of the mean percentage differ-
ence of 16.7% and 14.9%, respectively. The upper and
lower percentage reproducibility limits for the SUVmax

were 231% to 35% and 230% to 28% for the 18F-FDG
and 18F-FLT datasets, respectively. On the other hand, the
automatic approaches led to 18F-FDG TV measurement
reproducibility limits of 221% to 31% and 251% to
52% for the FLAB and the FCM algorithms, respectively.
A poorer reproducibility of the 18F-FDG TV measurements
was observed for the threshold-based approaches, with
upper and lower reproducibility limits of 290% to 51%
and 269% to 73% for the adaptive and T42, respectively.
In the case of 18F-FLT TV measurements, the reproducibil-
ity was similar to that of 18F-FDG for the threshold-based
approaches, whereas a deterioration in the reproducibility
obtained with the automatic approaches was observed, par-
ticularly for the FCM algorithm (with reproducibility limits
of 266% to 74%).

SUVmean measurements using FLAB exhibited reprodu-
cibility levels similar in magnitude to that for the TV def-
inition, with an SD of the mean percentage difference of
15.6% and 14.1% for the 18F-FDG and 18F-FLT datasets,
respectively. This was, however, not the case for the other
tumor-delineation algorithms considered, with the larger
SUVmean reproducibility limits using the FCM tumor defi-
nition (277% to 62% and 259% to 59% for the 18F-FDG
and 18F-FLT datasets, respectively). Finally, the smaller
SUVmean reproducibility for the threshold-based ap-
proaches was obtained using T50 for both the 18F-FDG
and the 18F-FLT datasets, with a mean percentage difference
of 210.5% 6 23% and 213.3% 6 16.8%, respectively.

The reproducibility of TGV and TPV, being the product
of TV and SUVmean, was dependent on the direction of
changes for both TV and SUVmean. As an increase of TV
was correlated with a decrease of SUVmean and vice versa
(P , 0.002; r 5 0.54, 0.67, and 0.72 for FLAB, TSBR, and
T42, respectively), TGV and TPV reproducibility levels
were generally similar in magnitude to the TVand SUVmean

considered separately. However, in certain cases there were
more increases or decreases of both TV and SUVmean for a
given patient, resulting in larger variability of the TGV and
TPV measurements (e.g., the TSBR measurements of the

FIGURE 2. Plots showing that distributions of differences
for SUVmean (FLAB) (A) and TV (FLAB) (B) between 2 scans
were not significantly different from normal.
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18F-FLT breast lesions, with 22.1% 6 48.9% for the TPV,
whereas TV and SUVmean were 11.3% 6 31.4% and
23.2% 6 26.5%, respectively).
The TV reproducibility results were dependent on the

measured TV, with a larger variability seen for smaller
tumors. This dependence was statistically significant for the
adaptive thresholding (r 5 0.37, P 5 0.046; Fig. 5A), with
differences higher than 30% on average (#75%) in several
of the tumors below 50 cm3. On the other hand, this depend-
ence was not significant for FLAB (r5 0.27, P5 0.16; Fig.
5B), with most differences less than 30%—irrespective of
TV—further demonstrating improved robustness, as previ-
ously shown (19,20). In terms of the SUVmax reproducibil-
ity results, no statistically significant trend with either the
lesion size (r 5 0.016, P 5 0.93; Fig. 5C) or the mean of
the 2 SUVmean measurements (r 5 0.14, P 5 0.49) was
observed. Finally, no statistically significant trends were
found for the SUVmean reproducibility depending on the
lesion size, irrespective of the segmentation algorithm used

(r 5 0.2, P 5 0.3, and r 5 0.23, P 5 0.23, for TSBR and
FLAB, respectively).

DISCUSSION

Functional-volume delineation today represents an area
of interest for multiple clinical (routine and research)
applications of PET (prognosis, response prediction, ther-
apy assessment, radiotherapy treatment planning). In all of
these applications, the repeatability and reproducibility
with which functional volumes can be determined under
different imaging conditions play a predominant role,
allowing a level of confidence to be established in the use
of such TV measurements. Volume-definition methodolo-
gies currently used in clinical practice are based on the use
of manual delineation or fixed and adaptive thresholding
(12–14), whereas several promising automatic algorithms
have been proposed (16–19). The major drawback of man-
ual delineation is high inter- and intraobserver variability;
in addition, the approach is time-consuming. On the other

TABLE 1. Repeatability Evaluation

Method

Esophageal lesion Breast lesion

Mean variability (%) SD Mean variability (%) SD

FLAB 0.6 0.3 1.1 0.7
FCM 1.4 1.6 2.3 1.9

Fixed threshold 0 0 0 0

Adaptive threshold 2.9 2.7 4.7 3.6

Manual delineation (expert 1) 14.1 12.2 22.1 18.7
Manual delineation (expert 2) 16.4 11.3 23.8 17.8

Manual delineation (expert 2 with respect to 1) 17.1 14.3 27.4 21.9

Data are mean variability and SD around mean segmented volume for repeated delineations of 17 esophageal and 12 breast lesions

on first baseline 18F-FDG and 18F-FLT scans, respectively.

TABLE 2. Reproducibility Results Using 18F-FDG for Esophageal Lesions

Method Parameter Mean 6 SD 95% CI LRL 95% CI for LRL URL 95% CI for URL

SUVmax 1.8 6 16.7 26.8 to 10.4 230.9 245.9 to 216 34.6 19.9–49.6

FLAB TV 5 6 13.3 21.8 to 11.9 221.1 233 to 29.1 31.1 19.2–43
SUVmean 0 6 15.6 28 to 8 230.5 244.4 to 216.6 30.5 16.5–44.4

TGV 5.1 6 10.6 20.4 to 10.5 215.8 225.3 to 26.3 25.9 16.4–35.5

FCM TV 0.4 6 26.4 213.2 to 14 251.4 275.1 to 227.7 52.2 28.5–75.9

SUVmean 27.8 6 35.5 226 to 10.5 277.4 2109.2 to 245.5 61.8 30–93.7
TGV 27.4 6 30.2 222.9 to 8.2 266.6 293.7 to 239.5 51.9 24.8–78.9

TSBR TV 219.4 6 36 237.9 to 20.9 289.9 2122.1 to 257.6 51.1 18.9–83.3

SUVmean 6.3 6 27.4 27.8 to 20.4 247.4 272 to 222.8 60.1 35.5–84.6

TGV 213 6 28.2 227.5 to 1.5 268.2 293.4 to 242.9 42.2 17–67.4
T42 TV 2.1 6 36.1 216.5 to 20.7 268.7 2101.2 to 236.3 72.9 40.5–105.3

SUVmean 210.5 6 30 225.9 to 5 269.3 296.2 to 242.4 48.4 21.5–75.3

TGV 28.4 6 23.4 220.5 to 3.6 254.3 275.3 to 233.3 37.5 16.5–58.5
T50 TV 0.9 6 32.9 216 to 17.8 263.5 292.9 to 234 65.3 35.9–94.8

SUVmean 210.5 6 23 222.6 to 1.6 256.5 277.6 to 235.5 35.6 14.5–56.6

TGV 29.5 6 23.1 221.4 to 2.4 254.9 275.6 to 34.1 35.8 15.1–56.6

LRL 5 lower reproducibility limit; URL 5 upper reproducibility limit.

Data are percentage differences between scan 2 and scan 1 measurements.
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hand, currently considered state-of-the art adaptive thresh-
old–based algorithms have been shown to accurately define
functional volumes under certain imaging conditions of
spheric and homogeneous-activity-distribution lesions.
However, adaptive-threshold approaches usually involve
some user interaction to select background ROIs, which
can potentially lead to user-introduced variability. Although
signal intensity reproducibility, predominantly considering
the use of SUVmax, has been previously assessed, the poten-
tial of new indices such as TV or TGV and TPV can be
considered only after the assessment of their reproducibil-
ity, which has not been previously widely assessed. There-
fore, in this study the reproducibility limits of these indices,
in comparison to other indices considered as the current
gold standard, have been assessed using different tumor-
delineation methodologies on double-baseline 18F-FDG
and 18F-FLT datasets.
In terms of repeatability, all algorithms exhibited mean

differences of less than 5%, with automatic approaches
coming closer to the perfect repeatability that can be
achieved by deterministic approaches such as a fixed
threshold. The repeatability of both threshold and auto-
matic-segmentation approaches was superior to that of
manual delineation. This should, of course, be considered
within the context of the limited absolute accuracy of
thresholding, particularly for lesions not homogeneous in
form and activity distribution (31).
The variability in the SUVmax observed in this work is

similar to that measured in previous reproducibility studies,
with comparable percentage differences for 18F-FDG and
18F-FLT datasets. These percentage differences suggest that
differences larger than 230% can be considered as signifi-
cant in treatment response, whereas changes above 35%
(30% for 18F-FLT) may be indicative of no response.
Depending on the delineation algorithm used, the mean

percentage difference and corresponding SD for TV mea-
sured on the 2 baseline scans varied from 5% 6 13% to
219% 6 36% for the 18F-FDG and from 4% 6 16% to
10% 6 35% for the 18F-FLT datasets. The smallest TV
reproducibility limits obtained were similar to those for
SUVmax. These limits ranged from 221% to 31% and
227% to 35% for 18F-FDG and 18F-FLT, respectively, sug-
gesting in turn that, depending on the segmentation algo-
rithm used and similar to SUVmax, CIs may be considered
for monitoring therapy response based on functional TV.
Similarly, in the case of TGV and TPV the smallest repro-
ducibility limits measured were between216% to 26% and
230% to 37% for 18F-FDG and 18F-FLT, respectively. On
the other hand, the largest reproducibility limits for the 18F-
FDG TV and TGV ranged from 290% to 73% and from
268% to 52%, respectively.

Reproducibility ranges obtained for the 18F-FDG esoph-
ageal lesions were almost systematically smaller than the
ones obtained on the 18F-FLT breast lesions—which can be
attributed to the higher level of noise and overall lower
contrast observed in the 18F-FLT cases, resulting in less
robust delineations. In addition, 18F-FDG esophageal
lesions tended to appear more homogeneous than breast
lesions. For instance, FCM—which incorporates neither
noise nor spatial modeling—is associated with a larger
mean TV variability of the 18F-FLT dataset relative to
18F-FDG, whereas FLAB exhibited similar reproducibility
levels for both. The variability in reproducibility highlights
the need for a robust delineation tool ensuring high repro-
ducibility in an environment of substantial image-quality
variability—likely, for example, to be encountered in multi-
center trials in which the use of functional TV as a measure
of response to therapy may be considered.

T50 uses a more restrictive threshold than 42% and is
therefore less prone to large overevaluation of low contrast

TABLE 3. Reproducibility Results Using 18F-FLT for Breast Lesions

Method Parameter Mean 6 SD 95% CI LRL 95% CI for LRL URL 95% CI for URL

SUVmax 20.9 6 14.9 210.4 to 8.5 230 246.6 to 213.4 28.2 11.6–44.8

FLAB TV 4.3 6 15.7 25.7 to 14.3 226.5 244.1 to 28.9 35.2 17.6–52.8

SUVmean 20.6 6 14.1 29.6 to 8.3 228.2 244 to 212.5 27 11.2–42.7
TGV 3.7 6 17.2 27.2 to 14.6 230 249.2 to 210.8 37.4 18.2–56.6

FCM TV 4.2 6 35.7 218.4 to 26.9 265.6 2105.5 to 225.8 74.1 34.3–114

SUVmean 0.3 6 30.1 218.8 to 19.4 258.6 292.2 to 225 59.2 25.6–92.8

TGV 4.6 6 29.8 214.3 to 23.6 253.9 287.2 to 220.5 63.1 29.7–96.4
TSBR TV 11.3 6 31.4 28.7 to 31.2 250.4 285.5 to 215.2 72.8 37.7–108

SUVmean 23.2 6 26.5 220 to 16.6 255.1 284.7 to 225.5 48.7 19.1–78.3

TGV 22.1 6 48.9 29 to 53.2 273.8 2128.5 to 219.1 118 63.3–172.7
T42 TV 9.8 6 35 212.4 to 32.1 258.7 297.8 to 219.6 78.4 39.3–117.5

SUVmean 29.4 6 20.9 222.7 to 3.9 250.3 273.7 to 227 31.6 8.2–54.9

TGV 0.7 6 27.3 216.7 to 18 252.8 283.3 to 222.3 54.1 23.6–84.6

T50 TV 11.2 6 31.4 28.8 to 31.1 250.5 285.6 to 215.3 72.8 37.6–107.9
SUVmean 213 6 16.8 224 to 22.7 246.2 264.9 to 227.4 19.5 0.8–38.3

TGV 21.8 6 26 218.4 to 14.7 252.8 281.9 to 223.7 49.1 20.1–78.2

LRL 5 lower reproducibility limit; URL 5 upper reproducibility limit.

Data are percentage differences between scan 2 and scan 1 measurements.
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(,4:1) or small-size (,2 cm in diameter) TVs. T50 led to
systematically lower variability than T42. Finally, the adap-
tive-threshold methodology did not demonstrate better
reproducibility than did fixed thresholding, which can be
attributed to the use of the background ROI placed man-
ually on both scans, combined with the fact that back-
ground activity may also vary between the 2 scans.

Although a potential criticism for the current study can be
the lack of ground-truth for the functional volumes, the aim
of this work was not to assess the absolute accuracy of
algorithms, which has been assessed previously for the
approaches used in this work (19,31). The objective was to
assess the reproducibility limits of functional-volume–
related indices that can be attained depending on the
algorithm. Within this context, the repeated studies of the
double-baseline acquisitions have been performed within an

FIGURE 3. Bland–Altman plots of SUVmax (A), SUVmean

using adaptive thresholding (B), and SUVmean using FLAB
(C) for both 18F-FDG and 18F-FLT lesions. Lines show
combined mean, 95% CI, and upper and lower
reproducibility limits. Individual values for 18F-FDG and 18F-
FLT lesions are shown in Tables 2 and 3, respectively. LRL 5
lower reproducibility limit; URL 5 upper reproducibility limit.

FIGURE 4. Bland–Altman plots of TV using adaptive
thresholding (A) and TV using FLAB (B) for both 18F-FDG
and 18F-FLT lesions. Lines show combined mean, 95% CI,
and upper and lower reproducibility limits. Individual values
for 18F-FDG and 18F-FLT lesions are shown in Tables 2 and
3, respectively. LRL 5 lower reproducibility limit; URL 5
upper reproducibility limit.
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average of 3–4 d, without any treatment between them,
matching the method used by all other reproducibility studies
to date (21–25). Finally, the reproducibility of SUVmax was
included in this work as the current gold standard, facilitat-
ing at the same time the comparison of our reproducibility

study to those performed previously. The SUVmax reprodu-
cibility limits obtained in this work for both 18F-FDG and
18F-FLT agree closely with those of previous studies.

CONCLUSION

The smaller reproducibility ranges obtained for the
different image indices considered in this study, similar to
those of SUVmax, suggest that new automatic-segmentation
approaches may facilitate the introduction of TVs or a
combination of TVs and signal intensity in the form of
TGVs and TPVs derived from PET images for therapy-
response studies. However, our results also demonstrate that
the reproducibility of different quantitative parameters
associated with functional volumes depends significantly
on the delineation approach.
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