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Validation of PET..Acquired Input Functions
for CardiacStudies
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To validate the determination of the arterial input function by noninvasivedynamic PET
imaging,measurementsof blood-poolactivityin canineLV by PETwerecomparedto beta
probe measurements of artenal blood withdrawn directly from the LV. PET scans were done
during intravenous bolus injections of [â€˜3N]ammonia
or @Rb,
while the activity of blood
withdrawn continuously from a catheter inserted in the LV was measured with a beta probe.
PET determinations of LV blood-pool activity were compared with dispersion-corrected beta
probe time-activity curves. In 15 experiments involvingfour dogs under a wide range of

physiologicconditions,LV time-ac@vity
curvesObtainedwith PETmatchedwell in shapewith
thoseobtainedwith the beta probe.Unearregressionyieldedslopeswithin 10% of unity
(95%confidenceinterval)and highcorrelation(r > 0.968,p < 0.001).We concludethat
noninvasivemeasurementof the arterialinputfunctionby dynamicPET imagingis valid.
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he determination ofregional myocardial blood flow
with noninvasive positron emission tomography (PET)
measurements utilizing bolus injections requires the
time-activity

curve ofthe

tracer in arterial

animal. The dispersion due to the beta probe tubing
was removed mathematically from the raw data by
deconvolution to get the arterial input function.

blood (1,2).

The arterial input function can be determined from a
sequence ofwithdrawn

arterial blood samples by count

ing in a well counter. Other methods yielding an arterial
input function ofhigh temporal resolution include con
tinuously monitored withdrawn arterial blood (for brain

imaging)(3-5), and region ofinterest (ROl) calculation
from dynamicallyâ€”acquired PET images of the left
ventricular (LV) chamber in cardiac studies (2).

The aim of this study was the validation of the
noninvasive

measurement

of

arterial

time-activity

curves obtained with dynamic PET cardiac imaging, by
comparison with activity curves obtained independ
ently with a beta probe that measured radioactivity in

blood continuously withdrawn from the LV. The low
sensitivity of the beta probe to background radiation
allowed measurement of blood activity in the immedi
ate vicinity of the probe without contamination from

gamma raysoriginatingin the body ofthe experimental
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MATERIALS AND METhODS
Beta Probe
The positron-sensitive probe shown in Figure 1 was built
to measure the concentration of activity in blood (6). The
probe consisted of a plastic scintillator (BC-412 scintillator
material, Bicron Corp., Newbury, OH) machined to cylindri
cal shape 2 cm in diameter and 3 cm in length. The scintillator
was coupled with optical glue (Epo-Tek 302 adhesive, Epoxy
Technology Inc., Billerica, MA) to a photomultiplier (Ri 166
Photomultiplier, Hammamatsu Corp.)and covered with light
tight, thin-walled, shrink-fit tubing. The scintillator and pho
tomultiplier were seated in a cylindrical high-density alloy
(Ostalloy-158, Semi-Tech, Inc., Garland, TX) casing with 3

cm minimum wallthickness.Sterilepolyethylenetubing (IN
TRAMEDIC tubing, Clay Adams Div. of Becton Dickinson
Co., Parsippany, NJ)(l.l4 mm ID, 1.57 mm OD) was tightly
looped around the scintillator. The beta probe housing design

allowedthe tubing to be looped three to seventimes around
the detectorwhile maintainingsterility.A lowernumberof
loops gave less dispersion at a cost of reduced detection
efficiency. The experiments described below were conducted
with threeor four loops. The length oftubing between the dog
heart and beta probe was minimized (total length 30 to 90
cm) to reduce dispersion. Blood was withdrawn through the
tubing at constant flow (5 mI/mm for [â€˜3N]
ammonia, and
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the left ventricle and used for continuous withdrawal of arte
rial blood. To reduce clotting in the beta probe tubing, either
the dog was heparinized prior to the study, or the lines were
flushed with heparinized saline before and after each study. A
total of 15 dynamic studies were done, consisting of four
nitrogen-13 (â€˜3N)ammonia (radioactive half-life 9.96 mm)

.4â€” From Left Ventricle
â€”.To
Harvard Withdrawal

Pump

studies each on two dogs, three rubidium-82 (â€˜2Rb)
(radioac
tive half-life 75 sec) studies on one dog, and four 82Rbstudies
on another dog. Scans were performed while resting and under
conditions ofhigh and low blood flow obtained by the admin
istration of dipyridamole (0.56 mg/kg intravenously over 4
mm) and morphine (0.5 to 1.5 mg/kg intravenously).
Study Procedure
For correction of photon attenuation, transmission scans
were made with the ECAT III PET scanner (Computed To
mography Inc., Knoxville, TN) after positioning the dog. For
the [â€˜3N]ammonia
experiments, 5 mCi of [â€˜3N]ammonia
were
injected intravenously over 15 sec, followed by a saline flush.
For the 82Rbexperiments, @l0mCi of 82Rbfrom a 82Sr/82Rb
generator (Squibb Sr/Rb Infusion System, Squibb Diagnos

FIGURE1
Side view of beta probe.Thin-walledpolyethylenetubing
carrying blood from dog LV is looped around plastic san

tillator. Scintillator and attached photomultiplier are
shielded by high density housing.

3.9 ml/min for rubidium-82 experiments) with a Harvard
pump (Harvard Apparatus, Millis, MA).
With an energy threshold greater than 350 keV, the re
sponse of the plastic scintillator (7) to positrons was between
10 and 100 times greater than its response to 51 1 keV gamma
radiation. Thus, use ofthe plastic scintillator allowed selective

detectionofpositrons from the thin-walledtubing adjacentto
the detector while minimizing the contribution of 51 1 keV
gamma radiation from the experimental animal. A factor of
ten reduction

in sensitivity to 51 1 keV gamma background

was provided by high-density alloy shielding surrounding the

beta probe.The signalfrom the photomultiplierwasamplified
and measured with a single channel analyzer, whose output
was fed to a scaler module. The scaler was read and cleared
every collection cycle (cycle time: 1â€”4sec) by a DEC
MicroVaxll computer. The threshold for the single channel
analyzer was set between 500 and 700 keV. The detectors
were calibrated with known spectral peaks of iodine-l31,
cesium-l37, cobalt-57, technetium-99, and gallium-68, and
showed good linearity between photomultiplier output and
gamma ray energy (correlation coefficient 0.987, p < 0.001).
The maximum scaler count rate for the experiments described
below was 15,000/sec. The accuracy of the data collection
system was experimentally verified for count rates as high as
100,000/sec.
Animal Preparation
Four mongrel dogs, weighing 20 to 30 kg, were anesthetized
with sodium pentobarbitol (25 mg/kg), intubated and venti
lated with room air. Fine polyethylene tubing (1.14 mm ID,
1.57 mm OD) was advanced through a puncture wound into

242

Weinberg,
Huang,
Hoffman
etal

tics, New Brunswick, NJ) were injected intravenously as a
bolus. The dynamic PET acquisition, the withdrawal of arte
rial blood, and the initial intravenous injection oftracer, were
initiated simultaneously. The withdrawal ofarterial blood was
maintained for 5 mm. The dynamic PET scan protocol for
the [â€˜3N]ammonia
experiments consisted of 15 6-sec acquisi
tions, five 18-secacquisitions, and six 60-sec acquisitions. The
dynamic PET scan protocol for the 82Rb experiments con
sisted of 14 4-sec acquisitions, six 15-sec acquisitions, and six
30-sec acquisitions. The rates of coincident, random, and
multiple events detected by the tomograph were recorded for
later use in correcting for dead-time losses. To reduce noise
caused by the limited number of counts per dynamic study
frame, a reconstruction filter was applied (Hanning ifiter, 50%
to 60% Nyquist frequency cutoff) which yielded a nominal
image resolution of 15 mm (FWHM).
Beta Probe Dispersion Measurement

At theendofthe animalstudy,thedispersionof thetracer
through the withdrawal apparatus was measured. Dog blood
was withdrawn through the withdrawal apparatus from a vial.
Enough blood was withdrawn to fill the tubing, and then the
infusion pump was shut offto allow the blood to come to rest.
A small volume of [â€˜3Njammoniaor 82Rb(corresponding in
type to the radioisotope used for the study) was added to the
blood in the vial and the vial was shaken vigorously. The
withdrawal of blood from the vial was then resumed, to
provide a step function of radioactivity in blood. The time
activity curve measured by the probe gave the dispersion and
delay due to the tubing.
Calibration of the Beta Probe Efficiency Against the
Tomography Efficiency
After the dispersion measurement, the tubing was flushed
with saline. A small volume of the radioisotope used in the
study was added to a water-filled cylinder. Fluid from the
cylinder was withdrawn through the withdrawal apparatus,
and the activity measured by the beta probe. Simultaneously,
the cylinder was placed in the field of view ofthe tomograph,
and scanned with PET. The relative values between the PET

and beta probe measurements yielded a calibration constant

K@betweenthe PET scannerand the beta probe.
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DATA ANALYSIS

1

AND RESULTS

Determination of Input Function
The time-activity curves measured by the beta probe is the
convolution of the true arterial input function and the disper
sion due to the withdrawal apparatus. Deconvolution was
employed to obtain the true arterial input function. To allow
straightforward deconvolution, all data were decay-corrected
for physical decay of the radioisotope. Splined analytic func
tions were fitted (least-squares regression) to the time-activity
curves. To reduce the deleterious effects of noise the decon
volution (described below) was applied to the analytic func
tions, rather than to the original time-activity curves (8). After
deconvolving for dispersion, the physical decay was reintro
duced to the data to facilitate direct comparison with the
tomographic measurements. The physical decay of the radio
isotope is thus not explicitly indicated in the following sum
mary of the deconvolution technique.
Summary of the Deconvolution Technique
Let m(t) be a combination of analytical functions which
fits the decay-corrected measured step function response of
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FIGURE 2

The first processingstep appliedto the beta probedata
for a typical[13N]ammonia
study is illustrated.A curvefit
to a decay-correctedmeasuredstep function (+) was
differentiatedto yielda decay-correctedimpulsefunction.

the beta probe. The impulse response function g(t) ofthe beta

probe apparatus is then the derivative of m(t). Let gt) be the
true arterial input function, and h(t) the measured blood
curve. Then h(t) is the convolution () of gt) and g(t):

@

@
@

@

Fit of the Measured Beta Probe Blood Curve
The treatment of the decay-corrected measured beta probe
blood curve was similar to that applied to the decay-corrected
step function response. After removal of leading zeroes cor
h(t) =
flr) g(t â€”r) dr = flt)*g(t).
responding to the initial delay, a composite function with
eight(for [â€˜3N]ammonia)orseven (for 82Rb)adjustable param
Takingrthe Fbtirier transform, and letting F(k), 0(k), and H(k) eterswas usedto fit the data. The rising section of the data
be the Fourier transforms of gt), g(t), and h(t), respectively, was fit with a Compertz function (9), and the falling section
one obtains H(k) as the product of F(k) and 0(k), allowing of the data fit with a double exponential. For [â€˜3N]ammonia
experiments an adjustable parameter was added to the falling
one to solve for F(k):
section to represent a constant term. The composite function
F(k) = H(k)/G(k).
was evaluated over a set of time points (with @t
= 1 sec) to
The inverse Fourier transform of F(k) is gt).
give a blood curve. A typical [â€˜3Nlammoniablood curve
Calculation of the Impulse Function from the Measured Step
measured by the beta probe as well as the corresponding fitted
Response Function
curve is shownin Figure 3A.
To remove the influence of noise on the deconvolution
Fourier Manipulation of the Beta Probe Data
processing, the measured step function was corrected for the
Before Fourier transformation, the fitted curve was ex
physical decay ofthe radioisotope and then fit to the following
tended to 5 12 sec (two to four times the original collection
function:
period) according to the functional form of the fitted analytic
functions. This was done to increase the sampling resolution
I
t@t@jeIay
m(t)=i @kmagnitude ( 1 â€” exp (kstep
ofthe frequency representation ofthe curves in order to reduce
(t â€” tijetay)))
t > tdc@ay
the incidence of artifacts (10). After inverse Fourier transfor
The delay time
was defined to be the time that the beta mation of the ratio H(k)/G(k) to yield f@t),negative numbers
probe count rate in the step function measurement exceeded in gt) were set to zero. As a check on the procedure, the
some set fraction (between 1% and 25%, depending on the resulting arterial function (Fig. 3A) was convolved (in the time
noise environment and the beta probe collection duration) of domain) with the impulse function, and the result of this
the peak count rate. A least-squared nonlinear regression convolution compared to the measured arterial blood curve,
program was used to adjust the parameters
and k@
as shown in Figure 3B. The resulting calculated true arterial
to minimize the difference between the above function and
function was integrated over the time intervals corresponding
the measured curve. A typical measured and fitted step func
to the tomograph data collection time intervals, to facilitate
tion for [â€˜3Nlammonia(corrected for physical decay of the direct comparison with the tomograph-acquired blood-pool
radioisotope) is shown along with the corresponding impulse data.
function g(t) in Figure 2. The impulse function was calculated
with the following function, with the parameters k,tepand t@@eIayProcessing of the Tomograph Blood Pool Data
Regions ofinterest (ROIs) for the myocardium were drawn
determined as described above:
on PET images acquired late in the scan when the blood

@

t â€”S

g

â€”t( 1/k,@). exp (â€”k,,,@,,.
(t â€”t,@@))

Volume29 â€¢
Number2 â€¢
February1988

t@t@j@Iay

activity is lower than the myocardial activity (Image D of Fig.

t > tdclay@

4). LV blood-pool regions clearly separate from the myocar
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FIGURE3
Additional processing steps applied to the [13N]ammonia

study beta probe data are illustrated in this figure. A:
Observed beta probe data from a bolus [13N]ammonia

between the PET and beta probe data for typical [â€˜3N]am
monia and 82Rbstudies.

Thedatafrom all the time points(n = 136)of the eight
injection(+) werefitted to yielda smoothboluscurve.The
studies, and from all the time points (n = 126)
fitted bolus curve was decaycorrectedand deconvolved [â€˜3N]ammonia
with the decay-corrected impulse curve (see Fig. 2) to
obtain a decay-corrected deconvolved bolus curve. To
facilitate companson with the onginal bolus curve, the

deconvolved bolus curve is shown in this figure with decay

of the seven 82Rb studies were plotted in scatter plots, as
shown in Figures 6A and 6B, for [â€˜3N]ammoniaand 2Rb
studies, respectively. In [â€˜3N]ammoniaexperiments on two
dogs, with a total of eight bolus injections (17 time points/

reintroduced.B: As a test on the deconvolutionroutine, experiment),resultsyieldeda correlationcoefficientof 0.968
(p < 0.001),and a slope of 1.032Â±0.046 (95% slope confi

the decay-corrected deconvolved bolus curve was con

volved with the decay-corrected impulse curve. The re

suIting decay-corrected convolved curve is shown (smooth
curve) with decay reintroduced to facilitate comparison
with the original bolus curve (+).

dial regions were then drawn around the sites of maximum
activity in the early images when blood activity peaked and
myocardial activity was low (Image B of Fig. 4). Blood-pool
regions were drawn as small as possible to minimize spillover

of counts from the myocardial regions in the image. The
counts in each region of interest were divided by the scan
acquisition time interval. The counts were further corrected
for scanner deadtime (11).
Comparison Between Beta Probe and PET Data

The PET ROI blood-pool data were multiplied by K@ff
(beta
probe efficiency/tomograph efficiency) and compared to the
beta probe blood-pool data. Figures5A and SB show the good
agreement in shape, timing ofthe initial bolus, and magnitude,
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dence interval). In 82Rbexperiments on two dogs, with a total
of seven bolus injections under a wide range of physiologic
conditions (18 time points/experiment), time-activity curves
obtained with PET and deconvolved beta probe measure
ments matched well in shape, with a correlation coefficient of
0.975 (p < 0.001), and a slope of 1.092 Â±0.044 (95% slope
confidence interval).
As a result of the large slope of the arterial blood curves
nearthe peaks, small errors in timing resulted in large apparent
deviations in the scatterplots. The good agreementofthe data

as obtained with the PET and beta probe measurementsis
probably underestimated with this statistical technique. An
additional figure ofmerit is the fit between the time-integrated
data obtained with PET and with the beta probe. The integral
values were displayed in scatter plots between the results of
PET and beta probe measurements, as shown in Figures 7A
and 7B, for [â€˜3N]ammonia
and 82Rbstudies, respectively. For
the [â€˜3N]ammoniastudies, the integrated arterial input func
tions had a correlation coefficient of0.986 (p < 0.001), and a
slope of 1.083 Â±0.185 (95% slope confidence interval). For
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FIGURE 6
valscorrespondingto the tomographicacquisitionintervals Comparison between the beta probe and PET determina
to yieldanarterialtime-activitycurve(triangles).Thiscurve tions of arterial activity data at all time points for all the
(B) studies. Scatter plots are
is shown alongwith deadtimecorrectedtomographdata [13N]ammonia(A) and @Rb

decayreintroduced(seeFig.3A)was summedalonginter

(squares).

shownalongwith linearregressions.Theslopeconfidence

the82Rbstudies,theintegratedarterialinput functionshada

two methods as in Figure 5 shows underestimation

correlation coefficient of 0.997 (p < 0.001), and a slope of
1.013 Â±0.086 (95% slope confidence interval).

PET data as compared to the beta probe data immedi

interval for the regression lines was 95%.
in

ately after arrival of the bolus and overestimation of
the activity at times late in the study. These phenomena
are believed to be due to the partial volume effect (12),

DISCUSSION

which at early times averages high blood-pool activity
and low myocardial activity to effectively reduce appar

The determination ofregional myocardial blood flow
with noninvasive PET measurements utilizing bolus
injections of activity requires knowledge of the shape,

ent blood-pool activity, and which at late times averages

time dependence, and integral of the arterial input
function. As this study indicates, measurements of ar
terial activity obtained

with noninvasive

PET cardiac

imaging show high correlations with independent beta
probe high-temporal resolution measurements of arte
nal blood activity obtained directly from the left yen

low blood-pool activity and high myocardial activity to
add activity to the blood-pool images. Supporting this

thesis is the observation that underestimation of activity
by PET at early. times worsened when the ROI size of

the blood pool was increased. In the present study, the
blood-pool

ROIs were drawn as small as possible to

tricular blood pool. The results of this study not only

reduce errors from partial volume effect and heart wall
motion. Also, when a plane was selected in which the
LV blood pool ROl was close to the myocardium, the

pertain to measurements ofbolus tracer administrations
but also to other methods of tracer administration as
for example a step function infusion.
Inspection of time-activity curves obtained with the

than when planes were chosen in which the blood-pool
ROl and the myocardium were farther apart. This is
again consistent with the existence of spillover from
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late PET measurements yielded larger overestimation
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sulted in myocardial tracer uptake images of adequate
quality. For studies in humans, administration of 10 to
15 mCi [â€˜3N]ammonia yields comparable peak count
rates. The image noise levels are also comparable be
tween the present study and the human studies. For
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82Rb studies in humans, 30 to 50 mCi are usually
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required for adequate myocardial images and result in
higher peak count rates. However, correction for dead

0

time losses at these high count rates is possible as
U)
LU

4

@1

>

3
6

3

LU

0 30
a.

9

et al. (11).

In summary, independent measurements of activity
of two radiotracers commonly used in PET cardiac
imaging obtained directly from the left ventricular
blood pool with high temporal resolution using a beta

probe have validated the use of arterialinput functions
obtained noninvasively with cardiac PET imaging.
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myocardium that causes discrepancy between the two
measurements.
The partial volume effect and radioactivity spillover
can be reduced in the present study by using a recon
struction filter of higher cutoff frequency in the image

reconstruction. However,the image noise levelwill be
increased and will result in noisier curves from the
blood-pool ROl. In other words, there is a tradeoff
between the noise level and the partial volume and
spillover problem. In addition, it should be noted that
similar tradeoffs occur for the tissue radioactivities in
myocardium. Therefore, depending on the image noise

level and the size ofthe blood pool, the selection of the
image reconstruction ifiter and the ROl size should be
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for quantitative
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the arterial input function. However, these problems
for human cardiac studies are expected to be less,

because ofthe larger LV blood-pool volume in humans.
Obviously, relatively low amounts of tracer activities
were administered in the open chest dog experiments
of the present study. Nevertheless, these amounts re
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