
advantages over others: it does not require background
subtraction; it uses data from the entire cardiac cycle and
is therefore not dependent on frame selection; and it is
unaffected by cardiac morphology, since it delineates func
tional borders (3). Despite these advantages, Fourier analy
sis has not been widely adopted for the detection of
RWMA (4), and one authority has recently stated that
â€œFourieranalysis of gated blood-pool data will never re
place the subjective evaluation of the cinematically dis
played data by an experienced observerâ€•(5). Ofthe several
possible reasons for this situation, the most important are
the use of only one projection and the use of only the
phase image by most authors. This study compares the
efficacy of Fourier amplitude and phase images in two
projections with cine display in two projections for the
assessment of RWMA, using contrast ventriculography as
the gold standard.

METHODS
Patients

Radionuclide ventriculography and contrast ventriculography
were performed in two comparable projections on 50 patients
with suspected coronary artery disease. The efficacy of con
ventional cine display and Fourier image analysis of the radio
nuclide ventriculogram was compared using contrast ventric
ulography as the gold standard. Of seven different combina
tions of Fourier images, the combination of left anterior oblique
amplitude and phase and left posterior oblique amplitude and
phase provided the highest sensitivity (87%), specificity
(83%), accuracy(86%), and kappa coefficient(0.64). To in
crease statistical power, segment data were collapsed to
global data in which a heart was considered normal if all
segments were normal and abnormal if one or more segments
were abnormal. Fourier images had higher sensitivity (Fourier
87%, cine 47%); lower specificity (Fourier 83%, cine 92%),
higher accuracy (Fourier 86%, cine 58%), and higher kappa
coefficient (Fourier 0.64, cine 0.25), and these differences
were statistically significant (p < 0.01).

J NucI Med 1991; 32:777â€”782

Fifty patients (49 men, 1 woman) had radionuclide ventricu
lography within 48 hr of biplane contrast ventriculography after
coronary arteriography for suspected coronary artery disease.
Three patients had entirely normal coronary arteries, 5 had single
vessel disease, 9 had two-vessel disease, and 33 had triple-vessel
disease. Ten patients had conduction abnormalities: right bundle
branch block, 5; first-degree atrioventricular block, 4; left bundle
branch block, 1; the remaining 40 patients had no conduction
abnormality. By contrast ventriculography, 38 patients had one
or more regional wall abnormalities and 12 patients had none;
176 segments were abnormal and 324 were normal.

Radionuclide Ventriculography
After injection of 20â€”30mCi of 99mTc@labeledhuman serum

albumin, ECG-gated images of the supine patient at rest were
obtained with a Picker Dynacamera 4/1 1 and a low-energy, all
purpose collimator. The camera was interfaced with an ADAC
system IV-A computer with software version 2C. Each patient
was imaged in a modified left anterior oblique (LAO) view, with
the angulation adjusted for optimal ventricular separation. After
acquisition of the LAO image, the patient was rotated 90Â°onto

quilibrium-gated radionuclide ventriculography (1) is
a standard noninvasive method for the evaluation of re
gional wall motion abnormalities (RWMA). The evalua
tion is usually performed subjectively by visual interpre
tation of an endless cinematic display of images of the
cardiac cycle acquired by multiple gated acquisition. How
ever, cine display suffers from several disadvantages: it ties
the observer to a computer and to the inconvenience of a
cumbersome archiving process and there is no hard copy.
Various quantitative functional imaging techniques have
been derived from the radionuclide ventriculogram to
improve the assessment ofRWMA and provide the advan
tage of hard copy. Of these techniques, the Fourier first
harmonic amplitude and phase analysis (2) has several

ReceivedJun. 28, 1990; revision accepted Oct. 24, 1990.
For reprints contact: Clyde M. Williams, MD, PhD, Nuclear Medicine Service

(115), Veterans Administration Medical Center, Gainesville, FL 32602.

777Assessing Left Ventricular Wall Motion by RadionuclideVentriculography â€¢Brateman et al

Left Ventricular Regional Wall Motion
Assessment by Radionucide Ventriculography: A
Comparison of Cine Display with Fourier
Imaging
Libby Brateman, Kathleen Buckley, Stephen G. Keim, Thomas J. Wargovich, and Clyde M. Williams

Departments ofRadiology and Medicine, Veterans Administration Medical Center and University of Florida,
Gainesville,Florida



GradeAmplitude image*Phaseimaget3

NormalTop eight levels (50%â€”
100%)0â€”1

level(<45Â°)2

Mild hypokinesisNext four levels(25%â€”
50%)2â€”3

levels(45Â°â€”90Â°)1

Moderate-to-severeLast four levels (0%â€”4â€”5 levels(90Â°â€”hypokinesis25%)135Â°)0

AkinesisNo amplitude(black
pixels)No

phase(blackpix
els)â€”1

DyskinesisAny levelwith markedly
abnormalphaseMore

thanfivelevels
(>135Â°)a

Scale 1 â€”16 levels; 0%â€”i 00% of maximum amplitude; ilevel =6.25%.t
Scale iâ€”i6 levels; 0Â°â€”360Â°; 1 level = 22.5Â°.

his right side: this orientation allowed data acquisition in the left
posterior oblique (LPO) projection without moving the camera.
For each view, 16 frames in a 64 x 64 matrix were acquired over
the cardiac cycle, with a Â±10%beat rejection window. Data were
acquired until one pixel reached the maximum count of 255,
resulting in approximately 500,000 counts per view in about 10
mm. Two experienced operators obtained a left ventricular ejec
tion fraction (LVEF), and the mean value was recorded. Each
frame was smoothed spatially with a 3 x 3 matrix of equal
weights.

Data Processing
Afterthe spatialsmoothingdescribedabove, the frameswere

smoothed temporally with a three-element filter of unequal
weights (0.175, 0.150, 0.125) and the background was subtracted.
The resulting images were then evaluated in a cine display in a
I6-level gray scale.

Amplitude and phase images were created from first harmonic
Fourier analysis of the spatially-smoothed images on a pixel-by
pixel basis (6). The value ofeach pixel in the amplitude image is
proportional to the amplitude of the first harmonic of its corre
sponding pixel in the cine display, and the value of each pixel in
the phase image is proportional to the relative phase or time delay
of the maximum amplitude. Images were displayed with the 16-
level rainbow color scale recommended by Pavel (7), in which
each color level represents 6.25% of the maximum change in
blood volume in the amplitude image and a 22.5Â°increment over
the cyclic range from 0Â°to 360Â°in the R-R interval in the phase
image. Four images were generated for each patient: LAO ampli
tude, LAO phase, LPO amplitude, and LPO phase.

Data Analysis
Twoexperiencedcardiologists(SK,TW)independentlygraded

RWMAsof the contrast ventriculogramwithout knowledgeof
the patient's clinical findings or the hemodynamic and anglo
graphic results.The left ventriclewall was divided into 10 seg
ments using the following standard nomenclature: LAO projec
tion: basal septal (BS), apical septal (AS), inferolateral (IL), pos
terolateral (PL), superolateral (SL); RAO projection: anterobasal
(AB), anterolateral (AL), apical (A), diaphragmatic (D), and
posterobasal (PB). The standard five-point grading system (8)
was used: 3 = normal, 2 = mild hypokinesis, 1 = moderate-to
severe hypokinesis, 0 = akinesis, and â€”1 = dyskinesis. Each
observerevaluatedRWMAin the 10segmentsfor all 50 patient

studies twice, in random order, to obtain a measure of intraob
servervariation.The averageof these two scoreswas then deter
mined for each observer; a mean score of more than 2 (2. 1â€”3)
was recorded as normal, and a mean score of 2 or less was
recorded as abnormal. Segments in which the mean score for one
observer was normal and for the other observer was abnormal
were reexamined by both observers simultaneously for a final
score by consensus. These values were then considered the gold
standard with which two display methods of radionuclideyen
triculography were compared.

Two observers, an experienced cardiologist (5K) and an expe
rienced nuclear radiologist (CW), assessed both display methods.
Theseobserverswereunawareofthe patients' clinicalfindingsor
cardiac catheterization results but were aware of the LVEF.
Knowledge of the LVEF in Fourier imaging is necessary in the
assessmentof RWMAbecauseall pixelsare scaledto the maxi
mum amplitude and presented on a relative basis. When the
LVEF is less than 35%, the region with the maximum amplitude
is almost always hypokinetic and the other segments are even
more hypokinetic, akinetic or dyskinetic; therefore, knowledge of
the LVEF is essential in interpreting the amplitude and phase
images. The same five-point grading system was also used for
analysis ofthe Fourier images by a modification ofthe criteria of
Alcan et al. (9), listed in Table 1.

Sensitivity, specificity, accuracy, and kappa coefficients (10)
were used to compare the agreement of the two display methods
with contrast ventriculography. The kappa coefficient determines
the overall level ofagreement, while correcting for the proportion
of the agreement expected by chance. Kappa values range from
â€”1to +1, with â€”1corresponding to perfect disagreement and +1
corresponding to perfect agreement. Negative values indicate
poor agreement; the range 0.00â€”0.20indicates slight agreement;
0.21â€”0.40,fairagreement;0.41â€”0.60,moderateagreement;0.61â€”
0.80, substantial agreement; and 0.81â€”1.00almost-perfect to
perfect agreement (11). Tests for significant differences between
pairs of test methods were performed with McNemar's Test,
using a chi-square approximation with correction (12).

RESULTS

Intraobserver Agreement
Intraobserver agreement was excellent for all imaging

modalities with each observer agreeing with himself within

TABLE I
Criteria for Fourier Amplitude and Phase Analysis
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KappaSensitivitySpecificityAccuracycoefficientLAO

phase5083620.28LAO
amplitude8i56720.38LAO

phase and ampli7256660.28tudeLPO

phase5785640.31LPO
amplitude6869680.30LPO

phase and ampli7369720.36tudeLAO

and LPOphase8783860.64and
amplitude

Observer 1Observer2Contrast

ventriculography0.650.88Cine
display0.800.88Fourier

images0.790.84

TABLE 3
Evaluation of Fourier Images

a 1.0 grading level in 90%â€”lOO%ofthe segments. Intraob
server agreement was also estimated by means ofthe kappa
coefficient. For this calculation, the mean for each segment
of each observer's two grades before consensus was as
signed to one of two categories: normal (2. 1â€”3)or abnor
mal (2 or less). The kappa coefficients determined from
these two categories (Table 2) show that the two observers
were in substantial-to-almost perfect agreement with them
selves for all modalities.

Interobserver Agreement
The percent agreement between observers before con

sensus was determined for each segment and display
method. Agreement within a 0.5 grading level ranged from
8 1% to 86% among segments and methods; within a 1.0
grading level, the percent agreement ranged from 94% to
96%. The mean of each observer's two grades for each
segment before consensus was assigned to a normal or
abnormal category for the determination of Kappa coef
ficients. The kappa coefficients showed substantial agree
ment (0.66) for contrast ventriculography, almost perfect
agreement (0.92) for cine display, and moderate agreement
(0.50) for Fourier images.

Determination of Optimum Combination of Fourier
Images

To determine the optimum combinations of Fourier
images, evaluations were carried out for each ofthe follow
ing images or combination of images: LAO phase, LAO
amplitude, LAO phase and amplitude, LPO phase, LPO
amplitude, LPO phase and amplitude, and LAO and LPO
phase and amplitude. Images were randomly sorted be
tween viewings and each combination was viewed twice
before analysis. Agreement with contrast ventriculography
between observers within a 0.5 grading level ranged from
54% to 84% (mean, 65%), and within a 1.0 grading level
ranged from 70% to 100% (mean, 86%).

After coding segments as normal or abnormal and re
solving disagreement between observers by consensus,
each heart was categorized globally as normal when all
segments were normal, and as abnormal when one or
more segments were abnormal. Sensitivity, specificity, ac
curacy, and kappa coefficients were then calculated for
each of the seven combinations of images (Table 3). For
both projections, it was found that phase images when
viewed alone had lower sensitivities and higher specificities
than amplitude images viewed alone. However, when both
phase and amplitude images in both projections were
examined together, sensitivity, specificity, and accuracy

TABLE 2
Kappa Coefficients for Intraobserver Agreement

ranged from 83% to 87%. Kappa coefficients from 0.28
to 0.38 for the first six combinations indicated fair agree
ment, while the kappa coefficient of 0.64 for the combi
nation of all four images indicates substantial agreement.

In the LAO projection, comparison by McNemar's test
of the phase image alone with the amplitude and phase
images together indicated that out of 50 patients 14 diag
noses disagreed with the reference standard (eight favoring
the conclusion that the LAO amplitude and phase images
together are better than the LAO phase image alone and
six favoring the conclusion that the LAO phase image
alone is better than the LAO amplitude and phase images
together), with a resultant x@value of 0.07 (p > 0.25). In
the LPO projection, comparison of the phase image alone
with the amplitude and phase images together showed that
12 diagnoses disagreed with the reference standard (eight
in favor of the LPO amplitude and phase images together
and four favoring the LPO phase image alone), with a
corresponding x@ofO.75 (p > 0.20). Although these results
are not statistically significant, due to a lack of power for
small sample sizes, they do indicate that in our sample the
use ofamplitude and phase images together provided more
accurate diagnoses, when compared with only the phase
image alone.

Regional Wall Motion Analysis
After determining that the optimum combination of

Fourier images was both phase and amplitude images in
both LAO and LPO projections, the two radionuclide
ventriculography test methods were then compared for the
diagnosis of wall motion abnormalities in each of five
segments in both LAO and LPO projections. The percent
agreement within the 0.5 level and within the 1.0 level
with contrast ventnculography is listed in Table 4. The
results of the statistical analysis for the 10 segments are
listed in Table 5. On a segmental basis, the results were
not statistically significant at the 95% confidence level.
This nonsignificance was due to a lack of power because
of the small number of cases in which pairs of methods
disagreed. Although the agreement measured by the kappa
coefficient ranged from slight to substantial, depending on
the segment, the total number of disagreements was much
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Cine
displayFourierimagesSensitivity

(%)4787Specificity
(%)9283Accuracy
(%)5886Kappa
coefficient0.250.64McNemar's

statistici 0.56(p< 0.Oi)

Cinedisplay0.5
level5662547486886458586066i.OIevel8280729498948082868085Fourier

images0.5
level6458607878786060585665i.Olevel86868096941008476888488

BSASILPLSLABALADPBMeanCine

display
Fourierimages24 8155 6048 4862 69Sensitivity

(%)
43 40
43 2054 6364 5938 5727 594656Cine

display
Fourier images79 6990 8376 8684 89Specificity

(%)
9i 93
84 8489 9686 8979 7696 7i8683Cine

display
Fourierimages56 7476 7464 7078 84Accuracy

(%)
84 88
78 7872 8076 7662 6866 667275Cine

display
Fourierimages0.03 0.480.47 0.440.24 0.350.44 0.58Kappa

Coefficient
0.34 0.33
0.23 0.040.43 0.590.50 0.500.18 0.330.26 0.310.320.39Cine

display vs.
Fourierimages3.760.000.800.31McNemar's

x@Statistic*
0.44 i .781.500.170.360.06*

None of the x@ values in thistablearesignificant(p> 0.05).

TABLE 4
Percent Agreement with Contrast Ventnculography After

Consensus

LAO LPO

BS AS IL PL SL AB AL A D PB Mean

TABLE 6
Global Wall Motion Analysis

method is in substantial agreement with the reference
standard, whereas cine display is only in fair agreement
with contrast ventriculography.

DISCUSSION
The generally accepted gold standard for assessment of

RWMA by radionuclide ventriculography is contrast yen
triculography. However, there are several factors that may
cause differences between RWMA determinations by the
two methods:

1. Interobserver variability exists in both procedures.
2. There is inferior resolution of radionuclide ventric

ulography compared to contrast ventriculography.
3. Displaysof the radionuclide ventriculogram encom

pass the entire blood pool, so that in some projections
activity in the right ventricle and great vessels ob
scures left ventricular activity.

4. The heart is usually imaged in somewhat different
projections in the two methods.

5. Different loading conditions of the heart in the two
methods may affect regional wall motion as well as
global function; and during contraction the heart

smaller in the comparison ofeach individual segment with
the global wall motion; however, they were consistently in
favor of the Fourier method.

GlobalWallMotionAnalysis
For each case, the presence of one or more RWMA

indicated that the left ventricle could be considered abnor
mal; therefore, only when all segments were normal was
the heart considered normal. Sensitivity, specificity, accu
racy, the kappa coefficient, and McNemar's test statistics
are presented in Table 6 for the left ventricle considered
as a whole. Out of 50 patients, cine display and Fourier
images disagreed in their diagnoses in 16 cases (15 favoring
the conclusion that the Fourier method is better and 1
favoring the conclusion that cine display is better), with a
resultant x@value of 10.56 (p < 0.01). This significance at
a 99% level of confidence indicates that Fourier imaging
is superior to cine display. The kappa coefficients were
0.25 for cine display and 0.64 for Fourier images. As a
kappa coefficient greater than 0.61 is considered to reflect
substantial agreement, these results show that the Fourier

TABLE 5
Evaluation of Test Methods by Segment Analysis
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may undergo rotational and translational motion so
that changes in a given location may not correspond
exactly to the same anatomical segment.

In spite of these factors, the correlation between the two
methods for the assessment of RWMA has been high (13,
14). The most detailed study of the accuracy of RWMA
by cine display using contrast ventriculography as the gold
standard is that of Okada et al. (14). They found that
regional wall motion scores agreed within a 0.5 grade in
64% of segments and within a 1.0 grade in 84% of seg
ments. Our results of 66% and 85%, respectively, are in
excellent agreement with theirs. We conclude that despite
the differences between the two methods, contrast ventric
ulography is the only practical gold standard against which
cine display and Fourier images can be compared.

There are only a few reports in which Fourier images
have been compared to contrast ventriculography as the
gold standard. Walton et al. (15) compared RWMA de
tected by LAO phase images with RWMA assessed by an
LAO projection of the contrast ventriculogram. They
found an overall good correlation for location and severity
of RWMA but did not determine sensitivity, specificity,
accuracy, or Kappa coefficients. Pavel et al. (16) compared
RWMA detected by qualitative assessment of the LAO
projection ofthe contrast ventriculogram with quantitative
assessment ofthe LAO phase images. However, they meas
ured only the inferolateral and posterolateral segments of
the left ventricular wall. In this analysis, they were able to
distinguish normal from abnormal segments with a sensi
tivity of 83%, specificity of 94%, and accuracy of 89%.
Our results for amplitude and phase image analysis for all
segments are less impressive on a segmental basis (Table
4) but are comparable with these figures on a global basis.

It has long been standard practice to evaluate the cine
display of the radionuclide ventriculogram in at least two
projections. The reason for this practice is that RWMA of
the inferior wall cannot be evaluated adequately with the
conventional best septal LAO projection, because the ap
ical segment overlaps the inferior wall. Several groups have
shown that the sensitivity of detection of inferior wall
RWMA can be significantly increased by adding the steep
LAO (1 7) or left lateral (18) projection to the standard
best septal LAO projection. Although this problem was
recognized by Adam in his original publication (2) on
Fourier image analysis, he did not incorporate a lateral
projection in subsequent studies. In a recent publication
(1 9), Adam analyzed LAO amplitude and phase images
in 24 patients with previously documented myocardial
infarctions. In six patients in which both amplitude and
phase images were normal, the scar tissue was located in
the inferior wall. Inferior wall abnormalities could be
identified by visual inspection of the cine display of a left
lateral projection in three of the five patients in which the
projection was employed, but Fourier analysis was not
used because â€œthisadditional left lateral projection does

not lend itself to meaningful quantitative amplitude and
phase analysis because of overprojection of adjacent car
diac structure.â€• Presumably for this reason, the single LAO
projection alone has been employed in almost all of the
studies of Fourier analysis of the radionuclide ventriculo
gram.

Akins et al. (6) have recently shown that, contrary to
Adams, the lateral projection is amenable to Fourier am
plitude and phase analysis. The left atrium is clearly dis
tinguished from the left ventricle by the plane ofthe mitral
valve in both amplitude and phase images of the heart in
the LPO projection. As a result, the anterobasal and pos
terobasal segments of the left ventricle are seen clearly in
Fourier amplitude and phase images, while in cine display,
these segments are partially obscured by noncyclic radio
activity in the left atrium, pulmonary arteries, aorta, vena
cavae, and pulmonary veins. It is true that some radioac
tivity in the right ventricle is detected in the field of view
of the left ventricle, but in the LPO projection, the right
ventricle is on the opposite side of the left ventricle from
the camera face. Thus, the smaller volume of the right
ventricle as compared to the left, the inverse square law,
and the attenuation through the left ventricle together
reduce the contribution ofthe right ventricular blood-pool
activity seen by the detector in the LPO projection to a
small fraction ofthe activity from the left ventricle. There
fore, although the right ventricular blood-pool activity is
theoretically capable of obscuring left ventricular RWMA
in the LPO projection, this study demonstrates that the
accuracy of detection of inferior wall RWMA by use of
the LPO projection is as good with Fourier imaging as it
is with cine display. Maximum accuracy for detection of
RWMA by cine display analysis of the radionuclide yen
triculogram is obtained by observation of the heart in at
least two projections. This study conclusively demon
strates that maximum accuracy for detection of RWMA
by Fourier analysis also requires two projections.

Another reason that Fourier analysis has not achieved
widespread use is the failure to use the amplitude image
in concert with the phase image. Fourier analysis results
in the simultaneous generation of two functional images
(amplitude and phase) by the same algorithm. Phase ab
normalities may represent either conduction abnormalities
or contraction abnormalities (20). It is therefore essential
to interpret the phase image in conjunction with the

amplitude image, because a ventricular region with de
layed activation (phase delay) represents a contraction
abnormality (regional wall motion abnormality) only if it
is coupled with decreased amplitude at the same location.
Although the importance of using the amplitude image in
conjunction with the phase image has been emphasized
by several authors (3, 9, 20, 21 ), others have ignored the
amplitude image in their analyses (22â€”24). This study
demonstrates that the amplitude image must be viewed
together with the phase image to achieve maximum ac
curacy in the diagnosis of RWMA by Fourier imaging.
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I 1. Landis JR, Koch GG. The measurement of observer agreement for cate
gorical data. Biometrics 1977;33:l58â€”l74.
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radionuclide left ventriculography. Am J Cardiol 1980;45: 1211â€”1218.

15. Walton 5, Yiannicasi, Jarritt PH, Brown NJG, Swanton RH, ElI PJ. Phase
abnormalities of left ventricular emptying in coronary artery disease. Br
HeartJ 198l;46:245â€”253.

16. Pavel DG, Byrom E, Lam W, Meyer-Pavel C, Swiryn S. Pietras R.
Detection and quantification of regional wall motion abnormalities using
phase analysis of equilibrium gated cardiac studies. C/in Nuc/ Med
1983;8:315â€”321.

17. Freeman MR, Berman DS, Stanioff HM, et a!. Improved assessment of
inferior segmental wall motion by the addition of a 70-degree left anterior
oblique view in multiple-gated equilibrium scintigraphy. Am Heart J
198l;l0l: 169â€”173.

18. Kelly Mi, Giles RW, Simon TR, et al. Multigated equilibrium radionuclide
angiocardiography: improved detection of left ventricular wall motion
abnormalities and aneurysms by the addition of the left lateral view.
Radiology l98l;139:l67â€”l73.

19. Henze A, Tymiec A, Delagardelle C, Adam WE, Bitter F, Stauch M.
Specification of regional wall motion abnormalities of phase analysis of
radionuclide angiograms in coronary artery disease and non-coronary
arterydisease patients. JNuclMed 1986:27:781â€”787.

20. Botvinick FH, Dae MW, O'Connell JW, Scheumman MM, Hatner RS,
Faulker DB. In: Gerson MC, ed. Cardiac nuclear medicine. New York:
McGraw-Hill; 1987:109â€”147.

21. Alcan KE, Robeson W, Graham MC, Palestro C, Oliver HI, Benua RS.
Combined Fourier amplitude and phase imaging in patients with coronary
artery disease. C/in NuclMed 1984;9:693â€”70l.

22. Ratib 0, Henze E, Schon H, Schelbert HR. Phase analysis of radionuclide
ventriculograms for the detection of coronary artery disease. Am Heart J
1982;104:1â€”12.

23. Turner DA, Schima MA, Ruggie N, et al. Coronary artery disease: detection
by phase analysis of rest/exercise radionuclide angiocardiograms. Radiol
ogy1983;l48:539â€”545.

24. Vos PH, Vossepoel AM, Pauvels EKJ. Quantitative assessment of wall
motion in multiple-gated studies using temporal Fourier analysis. J Nuc/
Med l983;24:388â€”396.

In summary, the use of both amplitude and phase
images in both LAO and LPO projections provides maxi
mum accuracy of diagnosis of RWMA. This is because
inferior wall lesions can be missed in an LAO projection
alone, septal or lateral wall lesions can be missed in an
LPO projection alone, and conduction abnormalities may
be mistaken for contraction abnormalities when a phase
image alone is used. In clinical practice, creation of the
four Fourier images with existing software requires only
about 10 additional minutes oftechnologist time. Because
the accuracy ofFourier analysis is equal to cine display on
a segmental basis and is significantly better on a global
basis, and because ofthe rapidity with which the diagnosis
can be made and the convenience with which the images
can be viewed, archived, and retrieved, we have employed
Fourier image analysis rather than cine display for the
routine clinical interpretation of the radionuclide ventric
ulogram for the past 4 yr.
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for measuring left ventricular function
in manâ€•(1,2). The first studies con
sisted of only end-diastolic and end
systolic images, but nevertheless per
mitted evaluation of left ventricular
ejection fraction and regional wall
motion using manually drawn out
lines of the left ventricle and area
length methods. Subsequent applica
tion of computer technology has led
to the development of multi-image

gated studies, easy storage and re
trieval of digitized images, semi- or
fully-automated methods for detect
ing left ventricular edges, and count
based methods for measuring left yen
tricular ejection fraction and other
functional parameters, such as left
ventricular ejection and filling rates.
Increased quantitation provided by
the application ofcomputers has been
universally recognized as an impor
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EDITORIAL

RadionuclideVentriculography:ShouldFourierAnalysis
Replace the Cine Display?
N uclear cardiology was, for all

practical purposes, born 20
years ago with the description of the
radionuclide ventriculogram, a â€œnon
invasive scintophotographic method


