
graphs available up to a few years ago. Today FDG can be
synthesized in laboratories distant from the site of their use,

thus exploiting the 109-mm half-life of â€˜8Fwhile eliminating
the need for a dedicated cyclotron. In addition, several
manufacturers have developed multiple-head gamma cam
eras capable of recording positron-emittingâ€”labeled tracers
using coincidence detection circuitry. These systems offer
the possibility to produce diagnostic quality images of FDG
body distribution, making FDG studies potentially available
to most nuclear medicine departments (4). In this perspec
tive, we have compared, in patients with oncological dis
ease, the diagnostic performance of a dual-head gamma
camerawithcoincidencecapability(DH-PET)to theperfor
mancesof a state-of-the-artmultiringdetectorsystem(Ring
PET), used as a reference PET imaging device.

MATERIALS AND METHODS

Subjects
We studied 70 patients (33 men, 37 women; mean age 53 y,

range 19â€”77y) with histologically proven malignant tumors, or
suspected recurrence or metastatic disease, undergoing a diagnostic
PET study with FDG in our hospital. Fourteen patients had brain
tumors, I 1 had primary or recurrent breast cancer and lymph node
metastases, 5 had primary or recurrent lung cancer, 14 had local
recurrence or liver metastases from colorectal cancer, 8 had
lymphoma (4 nodular histiocytic lymphomas, 4 histiocytic lympho
mas), 3 had metastatic melanomas and 15 had other tumors,
including myeloma, sarcoma, kidney, bladder, prostate or indiffer
entiated carcinomas. All 70 patients had undergone a morphologic
study (CT or MRI) within the month preceding the PET study with
FDG. None of the patients enrolled had glucose intolerance or

diabetes.

â€œr-Fluorodeoxyglucose@iuuy
The synthesis of FDG was performed according to the method

described by Hamacher et al. (5) with a compact automated module
connected to the cyclotron (CTI/Siemens RDS 112 cyclotron;
Siemens, Knoxville, TN). FDG was used within 1 h of its
preparation.Qualitycontrolprocedureswereperformedroutinely
accordingto methodspreviouslydescribed,andonlyFDGwith
radiochemical purity higher than 95% was used.

After overnight fasting (at least 8 h), each patient received an
intravenous injection of approximately 250â€”300MBq FDG (3.7
MBq/kg body weight).

Thisstudycomparedthe multiringdetector(Ring-PET)andthe
dual-head coincidence imaging system (OH-PET) for staging!
restagingneoplasticpatientsbeforeor aftersurgeryor radioche
motherapy. Methods: Seventy patients with suspected tumor
recurrenceor metastaticdisseminationreceivedan intravenous
dose of 18F-fluorodeoxyglucose(FDG) under overnight fasting
andwerestudiedin sequencewitha dedicatedpositronemission
tomograph with Ring-PET and a DH-PET. Ring-PET studies were
performed45â€”75mm postinjectionand were followedby a
DH-PETscanâ€”3h postinjection.Numberand locationof the
hypermetabolic lesions detected on DH-PET and Ring-PET
reconstructedimages were blindly assessed by three indepen
dent observers.Results: DH-PETidentifiedall 14 head lesions
detected by Ring-PET, 53 of 63 thoracic lesions and 36 of 45
abdominallesions.Of the 19 lesionsnot identifiedby OH-PET,6
weresmallerthan10 mm,8 werebetween10 and15 mmand1
was 18 mm; dimensionsof 4 bone lesionswere not available.A
concordant restaging,based on locationand numberof lesions
detected,was found in all 14 patientswith headtumors, in 28 of
30 patientswiththoracictumorsandin24 of26 patientswith
abdominal tumors. Conclusion: We found a good agreement
between Ring-PET and OH-PET assessment of oncologic pa
tients in detectinghypermetaboliclesions 10â€”15mm.
KeyWords:positronemissionimaging;coincidenceimaging;
tumor;18F-fluorodeoxyglucose
J NucIMed 1999;40:1617â€”1622

ecause neoplastic tissue uses glucose as an energetic
substrate, PET with 18F-fluorodeoxyglucose (FDG) can be
used to visualize the presence of viable neopiastic tissue
(1â€”2). PET with FDG now is recognized as a diagnostic

clinical tool for preoperative staging and differential diagno
sis between benign and malignant lesions, for evaluating
their response to therapy and for differentiating scar tissue
from residual or recurrent cancer (3).

Despite its usefulness, PET has had a slow take-off in
clinical oncology because of the high costs of positron
emission tomographs and cyclotrons and because of the
limited axial field of view of the positron emission tomo
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AcquisitionandImageReconstruction
PET studies were performed with a dedicated multiring detector

(Ring-PET) (GE Advance; General Electric, Milwaukee, WI) and a
dual-head coincidence imaging system (DH-PET) (Vertex-Plus
MCD; ADAC Laboratories Inc., Milpitas, CA). The Advance PET
is a full-ringbismuthgermanateblockdetectortomographwith a
transaxial field of view of 55.0 cm and an axial field of view of 15.2
cm, providing35 simultaneouscontiguousaxialsliceswitha slice
thickness of 4.25 mm. The DH-PET consists of two opposite
rectangular gamma cameras modified to allow imaging of both
single-photon and positron emiuers. The system is equipped with
two 5!8-in. NaI(Tl) crystals with a transaxial field of view of 50.8
cm andan axialfieldof viewof 38.0cm. In coincidencemode,the
system allows the selectionof two combinationsof energy windows:
The first uses only photopeak interaction in each detector (P-P); in the
other, a second energy window can be set to also accept Compton
photopeakcoincidences(C-P). Noise equivalentcount (NEC) analysis
on a body phantom (6) has shown that for single counting rate l
million counts, the P-P modality is preferable to the C-P modality.
Acquisitions thus were performed according to this protocol.
Single-slice rebinning was used to process the three-dimensional
data acquisition in two-dimensional projections.

The Ring-PET acquisition protocol for brain studies included a
10-mm emission scan acquired without septa (three-dimensional
mode), starting 45 mm after tracer injection. After the emission
scan, a 15-mmtransmissionscan was acquiredwith two rotating
68Ge,'@8Gapin sources for attenuation correction, immediately
followed by a 5-mm emission scan in two-dimensional mode, to
correct emission contribution of injected tracer on transmission
data. Raw data were corrected by measured attenuation factors and
reconstructedin transaxialimages with a filteredbackprojection
algorithm in a 128 X 128 matrix size, field of view 25.0 cm, pixel
size 1.95 mm with a Hanning filter with a 4.0 mm cutoff. The axial
resolutionon the reconstructedimageswas 5.6 mm full width at
half maximum (FWHM).

Patients with thoracic or abdominal neoplastic lesions under
went whole-body Ring-PET scanning (two-dimensional mode),
performed approximately 60 mm after tracer injection. A total of
seven bed positions, 5 mm each, were acquired from head to pelvis.
Transaxial raw data were reconstructed in transaxial images with a
filtered backprojection algorithm in a 128 X 128 matrix size, field
of view 55.0 cm, pixel size 4.29 mm with a Hanning filter with a
8.5 mm cutoff. No attenuation correction was applied for patients
with thoracic and abdominal tumors.

After the Ring-PET acquisition, each patient underwent scan
ningwiththe DH-PET.Forboththebrainandwhole-bodystudies,
the DH-PET acquisition was performed when the single counting
rate dropped below 1300 kcts, thus being compatible with the dead
time of the system. In practice, this was reached 2â€”4h after the
injection, depending on the body region scanned. In patients with
brain tumors, a single 30-mm acquisition was performed, acquiring
in a 128 X 128 matrix size, field of view 25.0 cm, voxel size 1.95
mm. After rebinning in 96 projections, the data were reconstructed
into transaxial images using a filtered backprojection algorithm
with a Hanning filter with a cutoff of 0.75 cycles per pixel and
corrected for attenuation by calculated factors (ji = 0.09 cm 1).
The axial resolution on the reconstructed images was 5.4 mm
FWHM. In patients with tumors, recurrences or metastases local
ized in the thorax, abdomen or pelvis, DH-PET acquisitions were
centered on the field of view encompassing the lesion(s) detected
by CT or MRI that were also hypermetabolic on the Ring-PET

images.A20-mmacquisitionwasperformedwiththe fieldof view
centered on the thoracic, abdominal or pelvic region. In case of
multiple tumor localization, an acquisition time up to 60 mm was
needed to record from thorax to pelvis. Data acquired were
reconstructed without attenuation correction with an ordered subset
expectation maximum iterative algorithm (four iterations with
eight ordered subsets) into transaxial images (7). The axial
resolution on the reconstructed images was 7.4 mm FWHM.

For each patient, two sets of images were obtained: a transaxial
Ring-PET file and a transaxial DH-PET file. Transaxial images
were reoriented eventually into coronal and sagittal views for
further analysis.

ImageAnalysis
Beginning 1 mo after completion of the study, all images were

analyzed on a computer monitor in the axial, coronal and sagittal
views.No attemptwas made to assess sensitivityand diagnostic
accuracyof PET versus.anatomicmodalitiessuch as CT or MM,
because the aim of the study was to compare DH-PET versus
Ring-PET studies. The latter was used as the gold standard. Thus,
data were grouped in two datasets (DH-PET and Ring-PET) and
separately analyzed. Each set of images was scored in a totally
blind, random fashion by three independent observers. All DH-PET
images were evaluated first, followed by Ring-PET data. Particular
care was given to evaluate PET activity of lesions detected by CT
or MM. PET results were graded as follows: 1, presence of activity
(hypermetabolism); 2, absence of activity. Controversials were
solved by consensus.

RESULTS

There were 122 hypermetabolic lesions detected with
Ring-PET in the 70 patients examined: 14 in the brain, 63 in
the thorax and 45 in the abdomen. DH-PET images correctly
identified all 14 cerebral lesions detected by Ring-PET
(relative sensitivity = 100%); 53 of 63 hypermetabolic
thoracic lesions (relative sensitivity = 84.1%); and 36 of 45
hypermetabolic abdominal-pelvic lesions (relative sensitiv
ity = 80%) (Table 1). The dimensions of the lesions detected
ranged from 5.7â€”31mm in the head, 6â€”60mm in the thorax
and 10â€”50mm in the abdomen/pelvis. Nine (1 solitary
pulmonary nodule, 2 breast nodules, 5 mediastinal lymph
nodes and 1 axillary lymph node) of the 10 hypermetabolic
lesions, detected on Ring-PET and not visualized on DH
PET in the thorax, were S 10 mm. The remaining lesion was
a bone metastasis of undetermined size. The 9 lesions
detected on Ring-PET and not visualized on DH-PET in the
abdomen/pelvis were 5 lomboaortic lymph nodes 10â€”14
mm, one 18-mm liver metastasis and 3 bone metastases of

undetermined size (Table 1).
With respect to patient staging, concordant results be

tween Ring-PET and DH-PET were found in all 14 patients
with brain tumors (100%), in 28 of 30 patients with thoracic
tumor (93.3%) and in 24 of 26 patients with abdominal
pelvic tumor (92.3%). Thus, a staging discordance was
found in 4 of 70 patients (5.7%): in particular, a patient with
breast cancer consisting of 2 lesions of 6 and 8 mm
undetected by DH-PET; a patient with a liver metastasis of
18 mm from a melanoma; a patient with lymphoma; and a
patient with a solitary pulmonary nodule of 10 mm.
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No.of lesionsin headNo. of lesionsin thoraxNo. oflesionsInabdomen!pelvisDimensions

MeanMeanMean(mm)
(mm) DH-PET Ring-PET(mm) DH-PETRing-PET(mm)DH-PETRing-PET<10

6.8 2 27.0 612â€”â€”â€”10â€”14
11.1 8 810.6 161911.051015â€”19
15.0 3 315.4 151515.96720â€”24
â€” â€” â€”21.6 5520.09925

31.0 1 135.2 9930.51010NA
â€” â€” â€”â€” 23â€”69Total

14 1453633645DH

= dual-headcoincidenceimaging;Ring= multiringdetector;NA= notavailable.Total
numberof lesions= 122.

TABLE I
Number of Hypermetabolic Lesions Detected by DH-PET and Ring-PET Based on Size Range in Brain, Thorax and

Abdomen/Pelvis

DISCUSSION

PET with FDG is increasingly used in clinical oncology
mainly for N and M staging and follow-up of management

(3).
The high cost of dedicated PET scanners and cyclotrons

hasbeena major constraintto theclinical useof FDG PET.
Initial attempts to use SPECT gamma camera systems with
special collimator for ultra-high-energy photons, such as the
511-KeV gamma rays deriving from positron decay, have
been abandoned because of limitations in sensitivity and
spatial resolution (8â€”9).Recently developed gamma cam
eras with coincidence detection capability can be used not
onlyfor imagingthe distributionof single-photonemitting
labeled tracers, but also for positron emitters. This innova
tion provides the opportunity to implement FDG PET
studies virtually in any nuclear medicine department.

The performance of a dual-head gamma camera with a
5/8-in. NaI(Tl) crystal, equipped with coincidence circuitry
for positron imaging (Vertex-Plus MCD) has been assessed
in a preliminary study (6). In that study we found that the
spatial resolution of DH-PET is comparable with that of
Ring-PET (4.9 versus 4.9 mm in the center), whereas
counting rate capability, detection efficiency (2257 HzJ
kBq/mL for DH-PET in P-P and 5032 HZ/kBq/mL for
Ring-PET in two dimensions) and scatter fraction (25.2%
for DH-PET and 9.0% for Ring-PET in the two-dimensional
mode) are the limiting factors of DH-PET compared with
Ring-PET.

The aim of this study was to assess the diagnostic
performance of the DH-PET versus that of a dedicated
Ring-PET, considered the gold standard, in 70 patients with
tumors. Although histology was not available for all the 122
lesions detected with a significantFDO uptake, these were
considered neoplastic lesions based on clinical, laboratory
and instrumental findings. A high sensitivity and specificity
of FDG for detecting primary tumors and metastases have
been reported previously in lung, breast and colorectal
cancer; lymphoma; and melanoma (10â€”15).The results of

this study demonstrate an overall good agreement between
DH-PET and Ring-PET for detecting neoplastic lesions, as
well as for patients' staging. Of the 122 lesions detected by
Ring-PET in 70 patients, 103 were also identified by
DH-PET (sensitivity 84.4%). Different sensitivities for DH
PET, with respect to Ring-PET, were observed in the three
different body regions (head, thorax and abdomen) in which
neoplastic lesions were identified.

In the head, DH-PET imaging correctly identified the 14
hypermetabolic lesions (100%), ranging between 5.7 and 31
mm. The excellent agreement found was to be expected,

because most of the activity was within the coincidence field
of view, with limited random and scatter coincidences
contributing to image quality degradation. Attenuation cor
rection improves the interpretation and location of hyper
metabolic lesions close to physiologically hypermetabolic
areas, such as the cortex, basal ganglia and thalamus (Fig. 1).

Analysis of lesions detected in the thoracic region,
including lung and breast nodules, supraclavicular, mediasti
nat, paratracheal, hilar, internal mammary and axillary
lymph nodes and osseous lesions, showed an overall relative

[18F]FDG

A B

FIGURE1. Imagesof 69-y-oldmanwithleftparletalglioblas
tomasurgicallytreated1 y beforePET study.Smalllesion(â€”6
mm)was foundon MRI. HighFDGuptake,consistentwith tumor
recurrence, is seen on both DH-PET (A) and Ring-PET (B)
transaxialimages.
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sensitivity of DH-PET versus Ring-PET of 84.1% (Fig. 2).
An evaluation of the lesions located in the lung parenchyma

(solitary pulmonary nodules and metastases from other
tumor) and lymph nodes (including paratracheal, mediasti
nal and hilar nodes) showed a sensitivity of 87.2%. In
particular, a sensitivity of 94.1% was found in detecting
hypermetabolic lung nodules (16 versus 17 lesions detected
by DH-PET with respect to Ring-PET), a sensitivity of
81.8%indetectinghypermetabolicmediastinallymphnodes
(18 versus 22 lymph nodes detected by DH-PET with
respect to Ring-PET) and a sensitivity of 87.5% in detecting
paratracheal and hilar lymph nodes (7 versus 8 nodes
detected by DH-PET). As previously suggested by Shreve et
al. (16), this good performance of DH-PET imaging in
detecting pulmonary foci of abnormal uptake of FDG is
likely to be related to the favorable lesion/background
activity in the lungs. In this study, the overall sensitivity in
the thorax was lowered by the lack of detection by DH-PET
of 1 solitary 10-mm pulmonary nodule (Fig. 3), 1 paratra
cheal and 4 mediastinal lymph nodes @l0mm, 1 breast
nodule <10 mm, 1 axillary lymph node (Fig. 4) and 2 rib
metastases. This discrepancy can be attributed at least in part
to the high scatter fraction and random coincidences rate
caused by the open geometry of the DH-PET system with
respect to Ring-PET. This effect is more evident on whole
body images because of the dimension of the object and the
presence of sources of activity outside the field of view, such
asbrainandbladder.

A

Coronal

FIGURE2. This58-y-oldwomanhadbreastcancersurgically
treated 2 y before PET study. Progressiveincrease of tumoral
markerCA 15.3hadbeenobservedover3 moprecedingPET
study. MRI showed 1.2-cm internal mammary lymphoadenopa
thy. Both DH-PET (A) and Ring-PET(B) show lesion with high
metabolicactivity,consistentwith lymphnode involvement.

A

B

FIGURE3. This69-y-oldmanhadsoli
tary pulmonarynodule,1-cm in size, in
upperleft lobe.Ring-PETstudy(B)shows
focus of high FOG uptake within lesion,
which is not identifiedon OH-PETstudy (A).

Coronal Adal
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FIGURE 4. Evaluation of therapy re
sponse in 58-y-old woman with breast can
car. DH-PET(A) and Ring-PET(B) studies
revealhypermetabolicfociin supraclavicu
lar and mediastinal lymph nodes. In addi
tion, Ring-PETimageshows left axillary
nodeinvolvement(whitearrow)notseenon
DH-PETimage.

Coronal

The same considerations can explain the main discor
dance between DH-PET and Ring-PET observed in the
abdominal/pelvic region. Although images of distribution of
FDG in these body regions are less interpretable as a result
of the high activity in the liver and bladder, which make
even assessing images obtained with Ring-PET problematic,
of the 45 hypermetabolic lesions detected in 26 patients, 36
(80%) were correctlyidentifiedon DH-PET images(Fig. 5).
The 9 discordant lesions were liver metastases, lomboaortic
lymph nodes and bone metastases. The high level of
background in the liver, associated with loss in resolution
because of scatter fraction, could explain the relative
reduction in sensitivity of DH-PET in the abdominal-pelvic
region. The future introduction of attenuation correction
protocols could improve detectability of deep lesions, as
lomboaortic lymph nodes (17).

Our data demonstrate an overall sensitivity of DH-PET
relative to Ring-PET comparable with that reported by
Delbeke et al. (17), particularly ifone takes into account that
in this study, DH-PET thorax and abdomen studies were
reconstructed by an iterative reconstruction algorithm, result
ing in improved signal-to-noise ratio. On the other hand,
Shreve et al. (16) describe a considerably lower (55%)
sensitivity of DH-PET versus Ring-PET. This may be
explained by several methodologic dissimilarities between
this latter study and our own work: (a) difference in patient
population, i.e., we had a higher proportion of brain tumors,
which show better DH-PET sensitivity relative to body
tumors; (b) fasting duration, i.e., in our series all patients
were fasted overnight (at least 8 h) versus a minimum fasting
time of 4 h reported by Shreve et al.; and (c) counting
conditions, i.e., as explained in the Methods section, the P-P
acquisition modality (used in this study) improves signifi
cantly signal-to-noise ratio relative to the C-P mode.

DH-PET was performed more than 2 h after FDG
injection to allow acquisition with the two methods in the
same day. As previously pointed out (16), this turns out to be
advantageous in detecting lesions by DH-PET imaging
because of the improvement of the tumor-to-background
ratio (18â€”19).Another relevant factor on lesion detectability

is related to the avidity of neoplastic cells for FDG. A
semiquantitative analysis may be useful in characterizing
lesions as benign or malignant when they are equivocal by
qualitative analysis. The standardized uptake value (SUV) is
an index of glucose metabolism that normalizes the amount
of FDG accumulation to the injected dose and patient body
weight. In this study, we have not calculated the SUV of the
122 lesions detected by Ring-PET because of the lack of
attenuation correction. Thus, for a full exploitation of the
DH-PET method, the assessment of SUV, after attenuation

FIGURE5. This60-y-oldmanhadcolorectalcancerthatwas
treated surgically and by radiotherapy. CT, performed after CEA
increase, shows residual tissue of uncertain nature in site of
treatment.FDGstudiesperformedby DH-PET(A)and Ring-PET
(B)clearly identifyelevatedFDGuptakewithin lesion,confirming
presenceofrecurrence.
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correction, in relation to tumor histology needs to be defined
by further studies.

Staging or diagnosis discordance was found in 4 of 70
patients (5.7%). DH-PET restaging was erroneous in 3
patients.These were 1 patient with a breast nodule, with
mediastinal lymph nodes and large 10-mm axillary lymph
nodes not identified by DH-PET; 1 patient affected by
melanoma and a liver metastasis; and 1 patient with
lymphoma and undetected supraclavicular lymph nodes. In
addition, diagnosis would have been missed with DH-PET
in 1 patient with a solitary pulmonary nodule, 10 mm,
located in the posterior segment of the upper left lobe and
identified as malignant by Ring-PET (Fig. 3).

Finally, this comparative study was performed using
whole-body images reconstructed without attenuation correc
tion.Thisresultsin interpretativedifficulties,mainlyfor the
abdominal region. Attenuation correction protocols for both
Ring-PET and DH-PET are under development and in the
near futurecould improvethe detectabilityof deep lesions
such as mediastinal and lomboaortic lymph nodes and liver
metastases.

CONCLUSION

DH-PETcan identifyhypermetabolicfoci of at least 10
mm located in the head and in the thorax with sensitivities of

100% and 84.1%, respectively. Thorax sensitivity improves
to 94.1% when considering only pulmonary parenchymal
lesions. In the abdomen and pelvis, all but one of the lesions
larger than 15 mm were identified, but the overall sensitivity
of DH-PET was inferior to that of Ring-PET (80%). The
introduction of attenuation correction and correction for
scatter and randoms is likely to improve the performance of
DH-PET in the near future.
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