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Time-dependent PET imaging can be an important tool in the
assessment of radiotracer performance in murine models. We
have performed a quantitative analysis of PET images of 124I,
acquired on a clinical PET system using a small-animal phan-
tom. We then compared the recovered activity concentra-
tions with the known activity concentration in the phantom
spheres. The recovery coefficients found from the phantom
data were applied to in vivo 124I anti-HER2/neu C6.5 diabody
PET data and compared with necropsy biodistribution data
from the same tumor-bearing immunodeficient mouse. Meth-
ods: The small-animal phantom consisted of a 4 � 8 cm
water-filled acrylic cylinder with hollow spheres filled with
water ranging in volume from 0.0625 to 1.0 mL and activity
concentration of 27 � 2 kBq/mL. The background activity
concentrations varied from 0 to 0.05 to 0.10 of the spheres.
Data were acquired at 0, 5, and 10 cm from the scanner
longitudinal axis. Recovery coefficients were theoretically
calculated for spheres of different volume, background-to-
target concentrations, and distance from the scanner’s lon-
gitudinal axis. The theoretic recovery coefficients were
applied to the maximum sphere activity concentration mea-
sured from the PET images, thus obtaining a recovered ac-
tivity concentration to be compared with the known activity
concentration of the spheres. Results: The mean recovered
activity concentration for the phantom spheres was 25 � 2
kBq/mL. The 124I diabody PET image of a mouse with a tumor
xenograft was then analyzed using the techniques described.
The tumor percentage injected dose per gram estimated from
the murine PET image (4.8 � 0.4) compared well with those
obtained from necropsy studies (5.1). Conclusion: This study
indicates the feasibility of performing quantitative imaging on
murine 124I antibody fragment PET images using a large-bore
clinical scanner, which enables high-throughput studies to
evaluate the performance of PET tracers in a timely and
cost-effective manner by imaging multiple animals simulta-
neously. Tracers deemed promising by this screening
method can then be further evaluated using traditional nec-
ropsy studies. Our group is currently conducting time-depen-
dent 124I diabody PET and necropsy comparative studies with
larger numbers of mice.
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Advances in antibody engineering have facilitated the
isolation of antibody fragments with very high affinity and
specificity for antigens commonly overexpressed in human
cancers (1). Antibody fragments labeled with an appropriate
PET radioisotope may provide an effective means of detec-
tion of very small lesions by virtue of high target-to-back-
ground ratios coupled with adequate tumor activity concen-
tration. By targeting the appropriate antigen, antibody PET
imaging may also prove to be very effective in the assess-
ment of tumor response to therapy since, in principle, the
signal observed in a treated tumor will be proportional to the
number of antigens present and to the number of tumor cells
that have not been destroyed by therapy. This is in contrast
to 18F-FDG PET imaging, where the tumor signal may
actually increase for some time after treatment due to in-
flammation (2) or modified tumor cell metabolism of FDG
in response to stress (3). Furthermore, antibody PET may
provide superior detection and response assessment of le-
sions within or near organs with relatively high concentra-
tions of FDG, such as the brain, heart, bone marrow (after
chemotherapy treatment), liver, and bladder.

Imaging tracers are usually tested in small animals before
translation into the clinic. This is also true of antibody-based
PET tracers. The time-dependent assessment of tumor-spe-
cific antibody distributions in small animals is currently
done through necropsy-based biodistribution studies, where
cohorts of animals are killed at various time points for
evaluation of activity concentration in different tissues. A
noninvasive method of measuring antibody distributions at
different time points would be very desirable, allowing for
the use of fewer animals per study and smaller quantities of
antibody that may be expensive or difficult to produce. In
addition, a noninvasive method may enable screening of
various radiotracers before carrying out a detailed necropsy
study. PET offers the possibility of carrying out noninvasive
biodistribution studies by imaging the same group of live
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animals at several time points and assessing the concentra-
tion of radiolabeled antibody in different tissues in a manner
that interferes minimally with an animal’s normal biology.
This task imposes on PET the quantitative requirement of
determining the absolute concentration of radioisotope
within small objects, such as xenograft tumors and internal
organs of mice, which may be a fraction of a cubic centi-
meter in size. This presents a challenge for traditional clin-
ical PET systems whose intrinsic resolution is �5-mm full
width at half maximum (FWHM) at best, resulting in severe
blurring of small activity distributions and systematic errors
in any direct measurements of concentration attempted from
the PET image (4). On the other hand, a clinical PET
scanner allows for the simultaneous scanning of several
animals by virtue of its large field of view (FOV) (5), its
data acquisition properties are well understood, and its septa
provide an effective means of rejecting scatter and spurious
�-coincidences that are associated with the prompt �-emis-
sions of many long-lived PET radioisotopes that are suitable
for antibody imaging.

124I is a promising PET radionuclide for antibody imaging
because of its favorable binding chemistry, long half-life
(4.2 d), and rapid clearance from most tissues. On the other
hand, 124I has a positron emission probability per disinte-
gration of only 23% (6) and a �-ray emission probability of
�90% per disintegration (7). A significant number of
prompt �-rays are emitted in cascade with positrons, which
produce true photon coincidence detections that are spa-
tially uncorrelated, resulting in a quasiuniform background
in the emission sinogram (8). The mean positron energy of
124I (819 keV) is significantly greater than that of 18F (250
keV), which is expected to result in additional resolution
degradation of the PET image. In this study, we assessed the
quantitative accuracy of a model that can be used in the
determination of activity concentration measurements of
124I distributions that resembled those from murine models
with xenograft tumors and imaged with 124I-labeled diabod-
ies using a clinical PET/CT scanner, with the aim of pro-
ducing in vivo longitudinal biodistribution data of 124I dia-
body PET tracers.

MATERIALS AND METHODS

Phantom
A custom-made phantom (Fig. 1) was constructed to emulate

the approximate scatter and attenuation properties of a small
animal. The phantom consisted of a hollow acrylic cylinder, 4 cm
in inner diameter and 8 cm in length. Spheric inserts with nominal
volumes (V) of 0.0625, 0.125, 0.250, 0.5, and 1.0 mL (Data
Spectrum) were used. All spheres had an initial 124I activity con-
centration of 27 � 2 kBq/mL. This activity was chosen based on
the expected tumor percentage injected dose per gram (%ID/g) for
diabodies—about 1 %ID/g at 48 h after injection—an injected
dose of �3.7 MBq, and imaging at 12–48 h after injection. Higher
phantom target concentrations would decrease the statistical noise
per voxel in the image, leading to better precision without detri-
mental effects to image quality or quantitation, but we chose to be
conservative in the target concentration estimate. The 124I back-

ground activity was changed by adding activity to the water
surrounding the spheric inserts. Background-to-target concentra-
tions of 0.00, 0.05, and 0.10 were investigated, which are repre-
sentative of the background-to-tumor ratios observed at various
time points during diabody necropsy biodistribution studies.

Measurement of Resolution Degradation Effect Due to
124I Positron Range

The mean positron energy for 124I is 819 keV, compared with
250 keV for 18F. It is known that positrons from 124I will, on
average, annihilate at a greater distance from their point of origin
than 18F positrons (7). Line source data were acquired for 124I and
18F. A capillary glass tube of �1 mm in diameter was filled with
activity and placed at the center of a water-filled Jaszczak phan-
tom. The image was then reconstructed (9) using filtered back-
projection (FBP) with a gaussian filter (7-mm FWHM cutoff). The
2-dimensional (2D) images were reconstructed with a pixel size of
0.53625 mm. The centroids of the capillary tube activity distribu-
tion of each image slice were made to align and then the slices
were summed to reduce the noise for a better fit. Gaussians were
fitted to profiles going through the center of the activity distribu-
tions. FWHM values were extracted from 18F and 124I measure-
ments and their difference in quadrature was calculated to extract
the degradation of the image point-spread function (PSF) due to
positron range.

Phantom Data Acquisition and Reconstruction
PET measurements were performed on a Discovery LS PET/CT

system (General Electric Medical Systems) operated in 2D high-
sensitivity mode. The 14.9-cm-long axial FOV was sufficient to
acquire the emission phantom data on a single 10-min bed posi-
tion. Emission and transmission CT acquisitions were performed
for the background-to-target ratio (b � 0, 0.05, 0.10), distance
(d � 0, 5, 10 cm) from the z-axis of the scanner. Measurements at
d � 0 cm were replicated 3 times to assess the repeatability of the
activity concentration measurements. All images were recon-
structed on a 256 � 256 � 35 grid (voxel size, 1.0725 � 1.0725 �
4.25 mm) using FBP with a gaussian postfilter cutoff set at 2-mm
FWHM. The CT transmission images were automatically regis-
tered to the PET images by the scanner’s built-in software, and
attenuation correction maps were generated from the CT images

FIGURE 1. Picture of phantom with sphere inserts and cor-
responding coronal PET image with 0.05 background-to-target
activity concentration ratios. The 0.25-mL (top), 0.125-mL (mid-
dle), and 0.0625-mL (bottom) spheres are clearly visible.
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by thresholding and assigning the attenuation coefficient of water
for 511-keV photons (0.0095 mm�1) to the complete phantom and
holder. No scatter correction or correction for prompt �-emissions
was necessary as they were determined to have negligible impact
over the activity concentration of the phantom estimated from the
PET images. The small mass of the phantom and holder provided
little scatter, which was effectively rejected by the septa of the
scanner and pulse-height discrimination, as were the prompt
�-emissions from 124I (Fig. 2). This was determined by inspection
of summed sinogram profiles, as done in (8). The scatter contri-
bution was calculated using the Bergstrom model and the total
contribution of scatter and prompt �-rays to the region within the
phantom was estimated at �1% by a quadratic fit of the tails of the
summed sinogram distribution.

Recovery Coefficients
A PET image is a representation of a distribution 	 of radionu-

clide based on the tomographic reconstruction from lines of re-
sponse deduced from the detection of coincident photon events due
to the annihilation of positrons with electrons. This representation
is distorted in part by the count-limited nature of the data acqui-
sition (statistical noise) and by resolution-degradation effects; such
as annihilation photon noncollinearity, detector response function,
and positron range. In the case of 124I, positron range plays a
significant role in resolution degradation.

The image 	̃ (ignoring the contribution of noise, scatter, ran-
dom, and prompt �-events) corresponding to a 3-dimensional (3D)
distribution of PET radionuclide 	 can be represented by:

	̃ � S � R124I� G18F� 	, Eq. 1

where G18F is a 3D gaussian kernel representing the image blur due
to the 18F’s annihilation photon noncollinearity, detector response

function, and positron range. R124I is a 3D gaussian kernel repre-
senting the additional degradation in resolution due to the positron
range of 124I, S is the filter applied to the reconstructed image and
voxel discretization, and � is the convolution operator. Assuming
a homogeneous, spheric activity distribution of known volume V
surrounded by a background of known constant activity concen-
tration, it is possible to calculate recovery coefficients R, in a
manner similar to (10), defined as:

R �
	max

	̃max
. Eq. 2

Recovery coefficients were calculated using Equation 2 for simulated
spheric activity distributions with volumes, background-to-target ra-
tios, and distances from the scanner’s z-axis equal to those of the
phantom measurements. The simulated distributions were then con-
volved with gaussian PSFs according to Equation 1. The measured
maximum activity concentrations 	max

exp in the 124I phantom spheres
were multiplied by the appropriate recovery coefficient R to obtain the
recovered activity concentration 	R. The recovered activity concen-
trations were then compared with the true activity concentration in the
phantom spheres 	true � 27 � 2 kBq/mL.

The overall recovered concentration bias was estimated as the
mean percentage difference for all recovered activity concentra-
tions measured:
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where

%
�d, V, b� � 100
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	true
. Eq. 4

The SD from the percentage differences from each individual
sphere measurement was given by:
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. Eq. 5

A rough global estimate of the percent error bars on all PET
concentration measurements was calculated from the average of all
SDs of the activity concentration estimation of the three 10-min
measurements of each sphere. This percentage error was scaled
assuming Poisson statistics for different acquisition times. The
distance d for each sphere was taken to be the same as the distance
from the centroid of the phantom to the longitudinal axis of the
scanner.

The individual impact of radial distance d, background-to-target
ratio b, and sphere volume V parameters on the accuracy of the
recovered activity 	R was assessed by taking the percent average
error based on each parameter d, V, and b according to:
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b

%
�d, V, b�,
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1
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�
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�
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�
d

%
�d, V, b�. Eq. 6

FIGURE 2. Profile for sinogram slice going through phantom
(0.1 background-to-target activity concentration). Modest con-
tribution of scatter and prompt �-events is evident by small tails
and low background counts outside of physical boundaries of
the phantom itself (denoted by dashed vertical lines).
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The uncertainty associated with each percent average error was
calculated assuming a normal distribution and a 95% confidence
interval.

C6.5 Diabody
Diabodies, noncovalently bound dimeric scFv constructs (mo-

lecular weight, �52 kDa), have demonstrated especially promising
biodistribution characteristics in preclinical experiments (11). In
this study, the anti-HER2/neu (human epidermal growth factor
receptor) diabody C6.5 was used in the in vivo PET acquisitions.
This construct has an affinity (�4 � 10�10 mol/L) for the HER2/
neu antigen, which is overexpressed in close to 30% of human
breast cancer cases, and overexpression is associated with a poor
prognosis (12). In previous biodistribution studies, C6.5 has shown
significant tumor accumulation (�6.5 %ID/g at 24 h after injec-
tion) (13,14). The diabody was expressed from TG1 Escherichia
coli fully folded and purified by a 2-step process, immobilized
metal-affinity chromatography, followed by size-exclusion chro-
matography on a Rainin Dynamax high-performance liquid chro-
matography (HPLC) system using a Superdex 75 column (Phar-
macia), as previously described (14). The diabody was
radiolabeled with 124I using the IODO-BEADs method (Pierce).
Briefly, 12 IODO-BEADs were washed in 100 mmol/L Tris, pH
6.5, for 5 min. 124I (185 MBq) in 20 mmol/L NaOH (Advanced
Nuclide Technologies, LLC) was neutralized by adding an equal
volume of 2� saline (300 mmol/L) with 20 mmol/L HCl. The
washed beads were transferred to a 17 � 100 mm tube along with
the neutralized 124I. After a 5-min incubation at room temperature,
5 mg of C6.5 diabody and 100 mmol/L Tris, pH 6.5, were added
to the tube, and the mixture was incubated for 3 min with gentle
mixing at room temperature. The reaction mixture was then chro-
matographed over a PD-10 size-exclusion column to remove un-
incorporated 124I. Diabody was eluted with phosphate-buffered
saline and collected in twenty 300-L fractions. All radioactive
fractions were assayed by instant thin-layer chromatography
(ITLC) using silica ITLC strips (Biodex Medical Systems) and
resolved using 10% trichloroacetic acid as a mobile phase. Frac-
tions containing �99% protein-bound 124I were pooled for use in
imaging studies. The ability of the labeled protein to bind to the
HER2 target antigen was assayed in a standard live-cell binding
study as described (15).

Animal Imaging Study
A 6-wk-old inbred C.B17/Icr-scid mouse was obtained from the

Fox Chase Cancer Center Laboratory Animal Facility. Approxi-
mately 2 mo before initiation of the biodistribution study, 3 � 106

SK-OV-3 cells were injected subcutaneously into the thigh of the
mouse and a tumor xenograft was allowed to form.

124I-Labeled C6.5 diabody (1.4 MBq) was administered by tail
vein injection. The total injected dose was determined by counting
the mouse on a Captus 600 thyroid scanner (Capintec). Whole-
body counts and blood samples, collected by retroorbital bleeding,
were obtained 10 min and 48 h after injection. At 48 h after
injection, the mouse was anesthetized with tribromoethanol (Aver-
tin; Winthrop Laboratories) and placed at the center of the FOV of
the scanner; 3 sets of consecutive 10-min images were acquired (to
prevent loss of all PET data in case the animal woke up or moved
during scanning) and subsequently summed. Images were recon-
structed and tumor activity concentration was quantitated using the
same protocol as for the phantom acquisitions. The background
activity concentration in the mouse was estimated from the mean
value from a region of interest near the center of a transaxial slice

adjacent to the tumor PET distribution. The percent error bars were
assumed to be the same as those found in the phantom experiment.
After imaging, the mouse was killed by CO2 asphyxiation and
dissected, the organs were weighed and counted for 1 min on a
Cobra Quantum �-counter (Packard Instruments), and the %ID/g
tissue was calculated as previously described (15). The tumor
imaged in this study was 0.67 g.

RESULTS

Positron Range Effect Measurements
Figure 3 shows the profiles across a line source for 124I.

The FWHMs extracted for 124I and 18F were FWHM124I �
9.74 mm and FWHM18F � 8.71 mm. Subtraction in quadra-
ture yielded a difference in PSF FWHM due to the 124I
positron range of 
124I � 4.4 � 1 mm.

Recovery Coefficients and Quantitation of Phantom
Spheres

The recovery coefficients calculated according to Equa-
tions 1 and 2 for the various sphere volumes V, background-
to-target ratios b, and distance from the z-axis of the scanner
d were applied to the experimental 124I phantom data. Ex-
amples of the uncorrected 	max

exp and recovered 	R activity
concentrations as a function of sphere size (V), position with
respect to the z-axis (d), and background-to-target activity
concentration (b) are shown in Figure 4. The mean recov-
ered activity concentration for all sphere acquisitions was
	�R � 24 � 2 kBq/mL, in agreement with the true activity
concentration 	true � 27 � 2 kBq/mL.

In Vivo Quantitation Results
The mouse injected with 124I-labeled C6.5 diabody was

imaged in the PET/CT (Fig. 5) scanner 48 h after injec-

FIGURE 3. Profile across 124I line source image fitted by a
gaussian.
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tion and then immediately dissected for a necropsy-based
biodistribution study. Figure 6 shows a coronal slice of
the mouse PET image, with significant uptake in the
tumor and the thyroid. The tumor activity concentration
recovery coefficient was calculated based on tumor po-
sition in the scanner FOV, the tumor volume (measured
after dissection), and the background activity present.
The recovery coefficient was applied to the maximum
activity concentration obtained from the tumor PET im-
age. The %ID/g estimated from the PET image was 4.8 �
0.4. The tumor %ID/g obtained from the necropsy bio-
distribution was 5.1.

DISCUSSION
124I is a promising radionuclide for use in antibody PET

imaging due to its chemical properties and relatively long
half-life of 4.2 d. The present phantom study was aimed at
assessing the potential of extracting accurate tumor activity
concentration information from PET images of 124I activity
distributions similar to those found in murine antibody PET
studies. In principle, the ability to quantitate PET images is
limited by the intrinsic resolution of the PET scanner, the
PSF degradation due to the relatively long positron range of
124I, and the prompt �-rays emitted in coincidence with
positrons. Due to the compact activity distributions and

FIGURE 4. Maximum measured activity
concentration (A, C, and E) and corre-
sponding recovered activity concentration
(B, D, and F) as function of sphere volume
(V) for various background-to-target ratios
and distances from z-axis of scanner. Hor-
izontal line shows the ground-truth activity
concentration in spheres.
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small mass of the phantom used in this study, there was little
scatter signal in the PET image. Most prompt �-events
associated with positron emission are rejected by the scan-
ner’s septa. The few prompt �-events that register are as-
signed quasiuniformly throughout the FOV of the scanner,
resulting in a very low signal per voxel compared with true
coincidences (Fig. 2). This would not be the case if the 124I
source were comparable in size to the FOV of the scanner
(such as in the case of a human patient).

In the case of multiple imaging of mice, the effect of
scatter would be very small compared with the total signal.
In 2D high-sensitivity mode, and using a National Electrical
Manufacturers Association (NEMA) 2001 image-quality
phantom on the standard patient bed, the scatter contribu-
tion is in the order of �15% of the total signal. The volume
of such a phantom is roughly 10,000 mL of water-equiva-
lent material compared with �9 mice imaged simulta-
neously, which amount to �225 mL of water-equivalent
material. Furthermore, mice can be positioned in an axially
staggered fashion taking advantage of the large axial FOV
of the scanner, which is about 15 cm, so the chances of
scatter from one mouse to another are minimized. From the
point of view of scatter, mice really behave like very com-
pact sources distributed throughout the larger FOV of the
scanner, and not so much as an extended source that is close
in size to the FOV (as a patient with actual background
activity would). The holder for the mice can be made of
very light material (polystyrene or thin-walled acrylic) so
the scatter contribution from the holder is negligible. If one
assumes that the scatter signal in 2D high-sensitivity mode
roughly scales with volume in a given image slice, 9 mice
amount to about 70 cm3 and the NEMA phantom amounts
to �470 mL, so the scatter signal from the mice will be
about 15% that of the NEMA phantom, or 2% of the total
signal. If mice are axially staggered, then the effect of
scatter will be even smaller. Likewise, the impact of the

prompt �-rays will be very small: In 2D high-sensitivity
mode, prompt �-rays from 124I (as with other isotopes such
as 86Y (8)) present a quasiuniform background throughout
the FOV of the image. Our single-phantom measurements
indicate that the prompt �-background (concentration)
amounts to about 0.2% of the signal from the phantom
(from the extreme of the sinogram distribution tails). As
more sources of similar strength are added, the signal from
the prompt �-rays should go up linearly, so 9 such phantoms
(or mice) would produce a bias of about 2%, also quite
small compared with the total true events detected. Once
again, if mice are axially staggered, then the prompt �-con-
tribution for a given image slice will be even smaller. If the
effects of scatter and prompt �-rays turned out not to be as
small as predicted, one could apply the prompt correction
techniques developed by Pentlow et al. (8), coupled with
standard scatter-correction techniques based on convolution
or tail-fitting.

124I has a significantly higher positron energy spectrum
than 18F. Our measurements indicated a PSF degradation of
124I PET images compared with 18F somewhat smaller than
that found by Pentlow et al. (7). We used a linear gaussian
model to estimate the PSF degradation due to the 124I
positron range. The gaussian model was applied to the
calculation of recovery coefficients for spheric 124I distribu-
tions. The theoretic recovery coefficients R were used in the
correction of experimental phantom data (Fig. 4), leading to
a bias and SD of �7% and 7%, respectively, with respect to
the true activity concentration in the spheres (Eqs. 3–5). The
impact of the variables d, V, and b on the accuracy of the
recovered activity concentration is shown in the plot of the
percent average errors based on Equation 6 (Fig. 7). The
recovered activity is underestimated between �4% and
�12% for all variables. Regression analysis showed that,
aside from the global negative bias, the percent average
errors shows a slight dependence on V; there was no depen-
dence on b. The effect of radial distance d is somewhat more

FIGURE 5. Mouse positioned on custom platform in Discov-
ery LS PET/CT scanner.

FIGURE 6. PET image of mouse 48 h after injection.
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pronounced and suggests a quadratic dependency. The
sources of discrepancy may come from an inaccurate (sim-
ple gaussian) description of the PSF degradation due to 124I.
The accuracy of the recovery coefficients may be improved
by the incorporation of a more realistic positron-range
spread function—which is known to be more heavy-tailed
than a gaussian for many PET isotopes with positron energy
spectra that are more energetic than that of 18F (8,16).
Alternatively, a direct empiric approach could be used,
where recovery coefficients are obtained directly from high-
count phantom data for different PET isotopes.

The tumor %ID/g was calculated from a murine PET
image using 124I-labeled anti-HER2/neu diabody C6.5. In
this case, tumor activity concentrations from quantitated
tumor PET and necropsy biodistribution data were com-
pared and found to agree within experimental error. Under-
lying assumptions of the model are spheric tumor shape and
homogeneous distribution of activity throughout the tumor
and background. The recovery coefficients require tumor
volume information, which, in our case, was derived from
postmortem tumor mass measurement, assuming a tumor
density of 1 g/cm3. Longitudinal studies taking place for
more than several days—depending on the tumor model—
would imply significant changes to the tumor volume and,
in this case, an endpoint tumor volume assessment would
not be adequate for the quantitation of PET images acquired
at a time much earlier than when the animal is killed. This
problem may be solved by the use of anatomic imaging
modalities such as CT and MRI, which may provide tumor
volume information very near the time of the PET scan. In
the case of the clinical PET/CT system used in this study,
standard acquisition techniques did not allow sufficient soft-
tissue contrast to permit an accurate assessment of tumor
volume. Further exploration of other acquisition techniques,
or the use of MRI or dedicated small-animal CT, may
provide a noninvasive solution to accurate tumor volume
measurement in mice. The good agreement between the 124I
anti-HER2/neu biodistribution and PET tumor concentra-
tions suggest that the previous assumptions are reasonable

for this particular 124I diabody and tumor model. If compen-
sation for the bias in the theoretic recovery coefficient is
included, then the tumor concentration from PET increases
to 5.3 � 0.4 %ID/g, in better agreement with the necropsy
result of 5.1 %ID/g. Without the use of a recovery coeffi-
cient, the activity concentration in the tumor would have
been underestimated by 35%. Smaller tumors would make
the bias even more pronounced if recovery coefficients are
not used.

Deviation of tumor geometry from a spheric geometry
has a nonnegligible effect on the recovery coefficient. Tu-
mor geometry information derived from the endpoint nec-
ropsy, from the PET image itself, or from CT or MRI may
be incorporated in the calculation of recovery coefficients
and lead to further improvement in the accuracy of the
recovered tumor activity concentration. Xenograft tumors
are typically located on the flank or leg of the animal. The
resulting inhomogeneity of the background activity sur-
rounding the tumor will have an impact on tumor PET
concentration measurements. Incorporation of background
variability in the calculation of recovery coefficients should
lead to improved accuracy of tumor activity concentration
measurements from PET images. Quantitation of organs
with major radiotracer uptake is important for a complete
and meaningful biodistribution assessment. Our group is
currently conducting a more extensive study to look into the
correlation of PET and necropsy-based biodistribution data
for organs in murine models.

The PET quantitation techniques investigated here can be
extended in a straightforward manner to other PET isotopes
with positron ranges longer than that of 18F and that are
suitable for antibody labeling due to their half-life, such as
76Br (16.2 h), 86Y (14.7 h), and 55Co (17.5 h).

CONCLUSION

Necropsy-based biodistribution studies of radiolabeled
ligands are usually performed by killing cohorts of animals
at various time points after injection, to measure the average

FIGURE 7. Plots of percent average error of recovered activity concentration based on radial distance d, sphere volume V, and
background-to-target ratio b.
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activity concentration in organs or tissues of interest. We
present a method of quantitative evaluation of radiolabeled
antibodies using a clinical PET scanner that may be an
attractive option since it would permit simultaneous nonin-
vasive time-dependent biodistribution studies of the same
group of animals. The present phantom and small-animal
measurements suggest that useful in vivo biodistribution
information may be recovered from murine PET images
acquired on a clinical PET scanner. Quantitative murine
PET imaging using a clinical scanner may allow faster
screening of radiolabeled ligands, with subsequent detailed
necropsy studies for those agents that show the most prom-
ise. A large-bore clinical scanner offers the possibility of
simultaneous imaging and absolute quantitation of tracer
uptake for several small animals in a single bed position and
increased throughput for the evaluation of PET tracers in
vivo, which may be of utility in the preclinical evaluation of
novel PET ligands.
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