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PET imaging of nonhuman primates (NHPs) requires correction of

head motion if the subjects are scanned awake and their heads are
unrestrained, because the NHPs move their heads faster and more

frequently than human subjects. This work focuses on designing and

validating 2 motion-correction algorithms for awake NHP brain PET

imaging.Methods: Two motion-correction methods were implemented
for awake NHP brain PET imaging: multiacquisition frame (MAF) and

event-by-event (EBE). Motion data were acquired from an external

motion-tracking device. The MAF method divides scan data into short

subframes, reconstructs each subframe individually, and registers them
to a reference orientation. This method suffers from residual intraframe

motion and data loss when motion is large because a minimum frame

duration is often required. The EBE method, previously implemented

for a human brain scanner and adapted for a small-animal PET scan-
ner in this work, eliminates intraframe motion and should have a best

accuracy. We first evaluated the accuracy of both motion-correction

methods with moving phantom scans. Both motion-correction
methods were then applied to awake NHP brain PET studies with

a gamma-aminobutyric acid A-benzodiazepine receptor ligand, 11C-

flumazenil, and the reconstructed images were compared with those

from a motion-free anesthetized study. Results: The phantom studies
showed that EBE motion correction recovers the contrast (within 3%)

similarly to the static study, whereas MAFmotion correction using the

standard algorithm setting showed a 25% reduction in contrast from

the static case. In awake NHP brain PET imaging, EBE motion cor-
rection better recovers the fine structures than the MAF method, as

compared with anesthetized studies. Conclusion: The large mag-

nitude and frequency of NHP head motion suggests that EBE mo-
tion correction with accurate externally measured motion data can

noticeably alleviate image blurring due to the intraframe motion in the

MAF motion-correction method.
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PET imaging of nonhuman primates (NHPs) is an important
approach in understanding brain function and in evaluating the mech-
anisms of action of pharmacologic agents (1,2). Most NHP brain PET

studies are conducted under anesthesia for obvious practical reasons
including the elimination of head motion. With a high-resolution

animal scanner, researchers can accurately measure the activity in

small brain regions in NHPs in the anesthetized state. However,

anesthesia has been shown to have significant effects on PET met-

abolic and receptor binding measures (3,4). If scanned awake and

unrestrained, head motion would cause image blurring and inac-

curate activity quantification. Alternatively, head fixation has been

used in a few centers (5,6). This method is likely to create stress in

the subjects (7) and requires extensive acclimation and training.

Therefore, motion correction is essential to remove image blurring

in awake NHP brain PET studies.
Various motion-correction methods have been proposed and applied

in PET. Picard and Thompson (8) proposed a multiple-acquisition

frame (MAF) method, in which a new acquisition frame is started

when the motion exceeds a threshold. This method has been im-

plemented for small-animal (9) and NHP PET imaging (10). However,

the high speed and frequency of NHP head motion may introduce

undesirable image blurring due to the intraframe motion, uncorrected

by the MAF method. In theory, event-by-event (EBE) motion cor-

rection has the potential for the highest accuracy, because each

event is relocated to the line of response (LOR) where it belongs.

This method has been developed in the motion-compensation ordered-

subset expectation maximization (OSEM) list-mode algorithm for

resolution-recovery reconstruction (MOLAR) (11) for the HRRT (12)

and the biograph mCT (13).
The goal of this study was to develop and evaluate the accuracy

of both MAF and EBE motion-correction methods for awake NHP

PET imaging on the small-animal PET FOCUS-220 (Siemens Medical

Solutions). Motion data were acquired using the Vicra system (NDI)

with a time-synchronization technique to align the PET and the motion

data. For the MAF method, the raw list-mode data are divided into

subframes based on an intraframe motion threshold (IFMT) and

a minimum-frame-duration threshold (MFDT). For EBE motion cor-

rection, we adapted the MOLAR algorithm for the FOCUS-220.

The modified version retains the theoretic framework of MOLAR,

with major adjustments to accommodate the scanner geometry and

normalization procedure. The accuracy of both motion-correction

algorithms was first validated with moving phantoms and was then

applied to awake NHP PET studies.

MATERIALS AND METHODS

Small-Animal PET FOCUS-220 Scanner

The small-animal PET FOCUS-220 (14) is a high-resolution PET

scanner for imaging NHP and small animals. It consists of 168 detector
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blocks, each of which is divided into 12 · 12 lutetium oxyorthosilicate

crystals, which measure 1.51 · 1.51 · 10 mm. The axial field of view

(FOV) is 7.6 cm, and the transverse FOV is 19 cm. Scan data are acquired

in list-mode as 48-bit binary data packets.

Motion Tracking

Subject motion was recorded with a Vicra optical tracking system

controlled by a dedicated PC (Vicra PC). The Vicra uses infrared il-

luminators and stereo cameras to sense 3-dimensional positions of

reflective spheres, which are mounted on a head tool. Multiple tools

can be tracked simultaneously at 20 Hz. Tool position and orientation

can be calculated relative to the Vicra’s internal coordinate system. To

allow motion data to be independent of possible Vicra sensor vibration

or movement, a reference tool is permanently attached to the scanner’s

frame. A 1-time calibration establishes the relationship between the

scanner and reference tool coordinate systems (15). Using the mea-

sured reference tool to scanner relationship, post processing software

calculates head tool motion relative to the scanner coordinate system.

Ultimately, a set of time-stamped affine transformation matrices are

calculated and used to correct PET event data back to some strategi-

cally selected reference location.

Time Synchronization Between PET Data and Motion Data

Precise synchronization of the motion data to the PET list-mode

data is necessary, because awake NHP subjects exhibit frequent and

rapid head movements. To synchronize the 2 data streams, a time

injection algorithm was developed that periodically encodes and sends

the absolute clock time of the Vicra PC into the PET list-mode data

stream via a scanner physiologic gating input. The algorithm and

a validation scan are provided in the supple-

mental data (supplemental materials are avail-
able at http://jnm.snmjournals.org).

MAF-Based Motion Correction

The MAF method is summarized in Figure 1.

First, the list-mode data were divided into sub-

frames based on the measured motion (step 1),
using an IFMT of, for example, 1 or 2 mm

such that a new subframe begins when the
motion magnitude, M, exceeds the IFMT. To

calculate M, 8 points were selected as the ver-
tices of a virtual rectangular box (10 · 10 · 6

cm) centered in the scanner FOV, and the motion
magnitude, m, for each point is calculated using

Equation 1.

m 5 2 ·
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
s2
x 1s2

y 1s2
z

q
: Eq. 1

For each point, its transformed position is cal-

culated using the motion-transformation matrix
at 20 Hz, and the SD of the resulting x, y, and y

coordinates are sx, sy, and sz. This definition
of m was chosen because, if the subject stays

at one location for the first half of the frame
and moves a distance, m, away for the second

half, the motion magnitude within this frame
is m. Within each subframe, the average mo-

tion of the 8 points isM, which is continuously
updated for each new motion data to determine

whether the IFMT has been exceeded.
In addition, an MFDTof, for example, 2–4 s,

is set to limit the computation demands of the

algorithm. Specifically, when the intraframe mo-
tion of a subframe exceeds the IFMT, the duration of the subframe is

compared with the MFDT. The subframe is kept if the frame duration ex-

ceeds the MFDT. Otherwise, the subframe is discarded. This results in

loss of data when the subject moves rapidly within short intervals.

Each subframe is reconstructed using filtered back projection

(FBP) with a ramp filter with cutoff at the Nyquist frequency (step

2). This first reconstruction includes normalization, randoms, and

decay correction but ignores attenuation and scatter corrections,

because an attenuation image at the orientation of this subframe is

not available at this point. Next, the reconstructed image of each

subframe is transformed to a reference orientation by the average

motion data within that subframe (step 3). The average transfor-

mation matrix for each subframe is computed by averaging the

quaternion components of all the transformation matrices with equal

weight within the subframe. These images are summed together, and

the transmission image of the same subject from an anesthetized

study is mapped into the awake reference orientation by registering

summed emission images of the anesthetized and awake studies to

the MR image (10). The transmission image is then resliced to the

orientation of each subframe with the inverse of the transformation

matrices from step 2 (step 4). Each subframe is then rereconstructed

with attenuation and scatter corrections and transformed to the ref-

erence orientation. Adjacent subframes are regrouped into 5-min

frames by summing the subframe images, weighted by their dura-

tions (step 5). The effective frame duration of each grouped frame is

the sum of the subframe durations, and the effective frame mid time

is the weighted average of the subframes mid times. Finally, all

grouped images are decay-corrected to the injection time for quan-

titative analyses.

FIGURE 1. Steps in MAF-based motion-correction method. Raw list-mode data are divided into

subframes (step 1). Durations of subframes are 8.6 6 8.7 s for 5 awake NHP studies. Each

subframe is reconstructed using FBP with ramp filter at Nyquist frequency, without attenuation

or scatter corrections (step 2). Transmission image of same subject from anesthetized study is

resliced to awake reference orientation (step 3). Transmission image is resliced to orientation of

each subframe (step 4). Each subframe is rereconstructed with attenuation and scatter correc-

tions (step 5). Finally, subframe images are transformed to reference orientation and grouped to

5-min frames. AC 5 attenuation correction.
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EBE Motion Correction

List-mode reconstruction with EBE motion correction was per-
formed with MOLAR, an Ordinary Poisson (OP)-OSEM algorithm:
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Eq. 2

Each time frame of duration T (s) is divided into nT subbins of dura-

tion Dt in seconds. k represents the index of each detected event, ik
represents the LOR index of event k, and tk represents the time stamp

for event k. ci,t,j, the system matrix, represents the contribution of
voxel j to LOR i in time bin t, accounting for geometry, resolution,

solid angle, and motion effects. A spatially invariant gaussian point-
spread function (PSF) of 1.5 mm in full width at half maximum was

used. Li,t is the dimensionless product of decay factor at time t, live
time at time t, and positron branching fraction. Ai,t is the dimension-

less attenuation factor. Ni is a sensitivity (normalization) factor, in
units of (counts/s)/(Bq/mL · mm), which converts the forward pro-

jection through the image grid l (Bq/mL) to units of counts/s. Nor-
malization was performed with a component-based model that

includes detector efficiencies, transaxial and axial geometric effects,
detector interference effects, and parallax effects (16). Ri,t is the ran-

dom coincidence rate in counts per second, estimated from the singles
rates of the each detector pair. Si,t is the scattered coincidence rate in

counts per second, estimated using the single scatter simulation model
(17). When motion data are available, EBE motion correction trans-

forms the locations of the endpoints of the LOR of each detected event
to the reference position. Attenuation (A), scatter (S), and the system

matrix (c) use the motion-corrected LOR, as denoted by the tilde sign

(~) in Equation 2. For example,
~
Aik ;tk represents the attenuation factor

for the motion-corrected event k detected on LOR ik at time tk. The

reference position motion correction is defined as the orientation of
the head during the transmission scan. Therefore, motion correction

maps each LOR back to where the head was during the transmission
scan, thus correctly aligning the attenuation map to the emission scan.

In this way, no special processing of transmission data is required.
Scatter is estimated iteratively during the iteration process based on

the image at that iteration/subset. Every event is motion-corrected be-
fore the scatter estimation step. Therefore, scatter estimation uses all

the motion-corrected events. A sensitivity image Q, in units of counts
per second/(Bq/mL), is calculated uniquely for each frame. In princi-

ple, the summation in Equation 2 occurs over all LORs i over all time
periods t in the time frame. In MOLAR, Q is approximated by a ran-

dom and unique sampling of LORs for each reconstruction, to avoid
the calculation for all possible LORs, while accounting for the unique

motion in each frame by repositioning the randomly sampled LORs
(15). The final image sensitivity values are scaled to correct for the

undersampling.
The list-mode data were divided into 30 subsets, with subsets de-

fined on the basis of the order of arrival of each event. Images were
reconstructed for 4 iterations for the phantom studies and 2 iterations

for the awake NHP studies to control noise in the low-count NHP studies.
The initial value of l is uniform (8,500 Bq/mL) within the attenuating

object and 0 outside it.

Moving Phantom Scan

To validate the motion-correction algorithm, a moving mini-Derenzo
phantom (Data Spectrum) was scanned and reconstructed with each

motion-correction algorithm. The diameters of the rod structures in
the phantom were 1.2, 1.6, 2.4, 3.2, 4.0, and 4.8 mm. The phantom

was filled with 37 MBq of 18F-FDG and was positioned at 4 cm off the

center of the transaxial FOV. A transmission scan was first obtained to
generate an attenuation map. A 5-min static scan was acquired, fol-

lowed by a 5-min dynamic scan, in which the phantom was moved
manually. Reflective markers were attached to the phantom, and mo-

tion data were recorded by the Vicra system. The motion magnitude
was calculated by dividing the scan data into 1-s subframes and cal-

culating the displacement within each second. In this moving-phantom
scan, the average speed of motion was 1.4 mm/s, and the motion mag-

nitude in the entire scan was 48.2 mm, moderately larger than that of
an NHP head motion in an awake study.

Awake NHP Brain Scans

Studies were performed in rhesus monkeys under a protocol ap-

proved by the Yale Institutional Animal Care and Use Committee.
Awake rhesus monkeys were scanned in the FOCUS-220 fitted with

a lifter-tilter (Agile Technologies) (Supplemental Fig. 4), a mechanical
device that lifts and rotates the scanner. The monkeys were trained to

sit in a custom chair and tilted back approximately 35�, such that the
long axis of their brain was centered in the scanner’s axial FOV when

the scanner was tilted forward approximately 45�. Initial studies were
performed using a bolus–infusion administration of 252 MBq of the

gamma-aminobutyric acid A-benzodiazepine ligand 11C-flumazenil.
List-mode data were acquired beginning 30 min after injection for

30 min. The motion-tracking tool was mounted onto a silicon rubber
plug, which was adhered to the scalp via skin glue. The median speeds

of motion for the awake NHP studies ranged from 1.0 to 2.4 mm/s
across studies. For list-mode reconstruction with MOLAR, one 30-

min frame was reconstructed. The equivalent motion magnitude M
during the 30-min scan was 34 6 6 mm for the 5 awake NHP studies.

All PET images were registered to an NHP template via a linear trans-
formation from the PET to the MR image space for the same monkey

and a nonlinear transformation from the MR space to the NHP template.
For a 30-min awake NHP study of 30 M events, the MAF method

involves reconstructing approximately 100 subframes twice, before

and after processing of the subframes. The total computation time is
approximately 10 h (CPU speed, 3.0 GHz). The EBE method based on

the MOLAR platform takes approximately 6 h (~1 h for each 5-min
frame) on 16 cluster nodes (CPU speed, 3,200 MHz).

RESULTS

Mini-Derenzo Phantom Scan

Figure 2 shows the reconstructed images of the static and the
moving mini-Derenzo phantom using both motion-correction meth-
ods with time synchronization between the scan data and the motion
data. All images are displayed in the transaxial view, and the
image intensities are displayed to a global scale. In this imple-
mentation, with the phantom positioned 4 cm off center, the 1.6-mm
rods were not clearly resolvable with OP-OSEM, even for static
scans using 4 iterations and 30 subsets. These rods can be resolved
by additional iterations (10) when the phantom is positioned at
the center of the FOV (data not shown). MAF motion correction,
which is shown in Figure 2B, with 1-mm IFMT and 3-s MFDT
corrects most of the motion, as compared with Figure 2A. How-
ever, this frame division setting keeps only 31% of the events.
Residual intraframe motion causes slight blurring of the rod
structures and reduced intensities in the rods (arrows), as com-
pared with Figure 2C, in which the same FBP reconstruction
algorithm was performed on a static scan with the same number
of events as Figure 2B. EBE motion correction (Fig. 2E) used all
of the counts and gave image quality comparable to the static scan
(Fig. 2F).
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The contrast recovery coefficient (CRC), here defined as (hot 2
cold)/hot, was used to examine the image resolution of the mini-
Derenzo phantom. As shown in Figure 3, regions of interest (ROIs)

were defined on Figure 2C. The hot ROIs
were defined on the 2.4- and the 3.2-mm
diameter rods. For the 2.4-mm-group, each
hot rod contains 5 pixels of 0.95 · 0.95 mm.
The elliptic cold ROIs, defined in the space
between the hot ROIs, contain 4 pixels each.
For the 3.2-mm-diameter rods, each hot rod
contains 9 pixels, and each cold ROI con-
tains 8 pixels. The intensity of the hot and
the cold region was the average intensity
within the hot and the cold regions, respec-
tively. The CRC was calculated from the
images on Figures 2B, 2C, 2E, and 2F and
is shown in Table 1. For the 3.2-mm group,
the CRC for the MAF method using 1-mm
IMFT (Fig. 2B) was 0.77. For the static
phantom (Fig. 2C), the CRC for the im-
age reconstructed with FBP was 0.84, 9%
higher than MAF using 1-mm IFMT, due
to the intraframe motion. The CRC for
EBE motion correction (Fig. 2E) was 0.85,
within 3% from the CRC for the static
phantom reconstructed with MOLAR (0.87)
(Fig. 2F). Figure 2F gives higher CRC than
Figure 2C because of the resolution recov-
ery PSF in MOLAR. The slight improve-
ment in CRC between Figures 2E and 2F
is likely due to the uncertainty in the mo-
tion data (see the “Discussion” section).
For 2-mm IFMT, the CRC for the 3.2-
mm rods was 0.63, a 25% reduction from

the static case. For 3-mm IFMT, the CRC dropped by 38% from
the static case. A similar trend was observed for the 2.4-mm rods.
Varying theMFDT did not affect the CRC values, as expected, because
the MFDTaffects image noise instead of resolution.

Awake NHP Studies

Figure 4 shows the reconstructed images of an awake (left and
center columns) and an anesthetized NHP study (right column) in
the same animal. The motion magnitude for the awake study was
1.3 mm/s. The top row shows the images reconstructed using FBP
with a ramp filter at Nyquist frequency, and the bottom row shows
the respective images reconstructed with MOLAR in the same
study as the top row. Without motion correction (Figs. 4A and
4D), substantial blurring is observed. MAF motion correction
(Fig. 4B) was able to correct for most of the motion, although
some blurring is present in the fine cortical regions (arrows) when
compared with an anesthetized scan of the same counts recon-
structed with the same algorithm (Fig. 4C). MAF included 2-mm
intraframe motion with 3-s MFDT, which retained 57% of the data.
The subframe durations are 8.6 6 8.8 s for 5 awake NHP studies
using this setting. EBE motion correction (Fig. 4E) gave contrast
comparable to the anesthetized study (Fig. 4F) in the fine cortical
regions indicated by the arrow. For MAF (Fig. 4B), some blurring
was observed in the same cortical regions when compared with the
anesthetized study (Fig. 4C). The noise level for EBE was improved
over MAF because no counts were discarded for the EBE method.

DISCUSSION

In this study, we designed and evaluated the quality of MAF and
EBE motion-correction methods for awake NHP studies on the

FIGURE 2. Reconstructed images of moving mini-Derenzo phantom study (left and center

columns) and static mini-Derenzo phantom study (right column). Top row shows recon-

structed images using FBP for moving phantom without motion correction (A), with MAF

motion correction (IMFT 5 1 mm, MDFT 5 3 s) (B), and static phantom with same total

counts (C). Bottom row shows reconstructed images using MOLAR for moving phantom

without motion correction (D), with EBE motion correction (E), and static phantom with same

total counts (F). All images are displayed in transaxial view, with image intensities displayed to

global scale. As denoted by arrows, rod structures are blurred in B, compared with C, due to

residual intraframe motion of MAF method. For EBE, rod structures in E give intensity levels

comparable to F.

FIGURE 3. CRC calculation on mini-Derenzo phantom. Each hot ROI

contained 5 pixels of 0.95 · 0.95 mm for 2.4-mm rods and 9 pixels for

3.2-mm rods, and each cold ROI contained 4 pixels for 2.4-mm rods and 5

pixels for 3.2-mm rods. CRC was calculated on Figures 2B, 2C, 2E, and 2F.
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FOCUS-220. The image resolution ofMAF depends on the residual
motion allowedwithin each subframe. A low IFMTreduces residual
motion, at the price of low statistics in each subframe. Also, the
images from the subframes are transformed to a reference orienta-
tion, which may create additional image blurring due to interpola-
tion of image pixels. In comparison, EBEmotion correction uses all
the counts without introducing image blurring caused by intraframe
motion. Compared with another EBE algorithm based on LOR
rebinning (18), in MOLAR, the coordinates of each motion-
corrected LOR are used in the reconstruction without binning into
sinogram bins, eliminating the loss of resolution due to the LOR
rebinning.
The speed of motion is substantially higher in awake, un-

restrained NHP head studies than in human brain imaging. The
headmotion ofmore than 500 human brain studies (healthy controls
and numerous patient populations), scanned on the human brain
PET scanner HRRT, was also tracked with the Vicra camera. The
fraction of instantaneous velocity of the head that is greater than
1 mm/s is approximately 0.8% in human studies, compared with
approximately 16% in the 5 awake NHP brain studies. For instan-
taneous velocity greater than 5 mm/s, the fraction is approximately
0.02% in human studies, compared with approximately 2.3% in
awake NHP brain imaging. In addition, the system resolution of the

FOCUS-220 is 1.5 mm, better than the resolution of the HRRT (2.5
mm or higher). Therefore, whereas the MAF motion correction
may be suitable for human brain PET imaging (8,19,20), EBE
motion correction is superior in high-resolution brain PET imaging
of awake NHPs.
In MAF, the IFMT defines the permitted intraframe motion, and

the MFDT controls the computation time by avoiding too many
short subframes. The relationship between these 2 parameters and
the fraction of data retained is shown in Table 2, based on 5 awake
NHP studies. Little data are kept if the IFMT is less than 1 mm,
due to the intrinsic uncertainty (;0.4 mm root mean square
[RMS]) of the Vicra system. Reducing the MFDT retains more
counts but is computationally expensive. In a typical awake NHP
study, reducing the MFDT from 4 to 2 s increases the number of
subframes from 76 to 133 for a 30-min acquisition. To balance the
trade-off between resolution and noise, the default setting was 2-
mm IFMT and 3-s MFDT. Note that loss of counts may be accept-
able in preclinical studies, if the injected dose can be increased.
For MAF motion correction, the subframes were reconstructed

with FBP to avoid possible low-count bias in the OSEM algorithm
(21,22). If no scan data were discarded, the MAF method would
generate approximately 1,700 subframes for a 30-min study. The

average subframe duration would be ap-
proximately 1 s. In the awake NHP studies,
the average counting rate was approxi-
mately 40,000/s. As such, 59% of the sub-
frames would be shorter than 0.25 s and
have less than 10,000 events, which is in
the range of low-count bias in OSEM
reconstructions (23). The choice of the re-
construction algorithm also affected the
image resolution for MAF, in addition to
intraframe motion. This is because no spa-
tial resolution recovery kernel is applied
in the FBP reconstruction, whereas the
MOLAROSEM reconstruction uses a reso-
lution recovering PSF. This can be seen in
Figure 2, in which the static phantom
reconstructed with FBP (Fig. 2C) has
lower CRC than MOLAR (Fig. 2F).
In our implementation of the MAF

method, a new frame was started when
the intraframe motion exceeds a threshold
M. More ideally, the criteria to start a new
subframe might include a threshold for
large step motion, which indicates the start
of a new subframe. To calculate the motion
transformation matrix for each subframe,
we averaged the rotational components of

TABLE 1
CRC for Different Motion-Correction Methods

MAF
Rod

diameter

(mm)

Static

(OSEM) EBE

Static

(FBP)

1 mm

IFMT

2 mm

IFMT

3 mm

IFMT

2.4 0.74 0.72 0.63 0.57 0.55 0.50

3.2 0.87 0.85 0.84 0.77 0.63 0.52

FIGURE 4. NHP images for awake study (A, B, D, and E) (11C-flumazenil, with data taken

from 30 to 60 min after injection) and anesthetized study (C and F) using same tracer, with

comparable counts in same animal. Top row shows images reconstructed with FBP of

awake study without motion correction (A), with MAF motion correction (B), and anesthe-

tized study (C). Bottom row shows images reconstructed with MOLAR of awake study

without motion correction (D), with EBE motion correction (E), and anesthetized study (F).

All images were registered to NHP template and are displayed on common scale. As in-

dicated by arrows, contrasts of cortical structures are comparable in E and F, whereas

some blurring is observed in B, compared with C, due to residual intraframe motion of MAF

method.

TABLE 2
Percentage of Count Data Retained for MAF Method

Minimum-frame-duration threshold (s)
Intraframe motion

threshold (mm) 1 2 3 4 5

1 43% 32% 26% 20% 17%
2 69% 63% 57% 53% 49%

3 76% 71% 67% 64% 61%
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the transformation by calculating the mean of the quaternion
angles and took the arithmetic mean of the translational compo-

nents. An alternative procedure has been reported to estimate the
average transformation matrix using Karcher’s weighted-mean
transformation (24).
In the awake NHP scans, we affixed the reflective markers to

a rigid tool, which was mounted onto a silicon rubber plug and
adhered to the scalp via skin glue. We have observed cases where
the reflective markers move on the loose skin of the NHP head. It
is therefore necessary to avoid the forehead of the NHP when
affixing the marker tool. Attaching the head tool to the rear of the

NHP head may move the markers outside the FOV of the Vicra
camera, resulting in missing motion data. In practice, using the
lifter-tilter, we positioned the scanner such that the subject head
was well centered in the scanner FOVand adjusted the angle of the
Vicra camera to include the largest possible range of detection. In

this way, missing motion data were reduced to 0.1% in 4 studies.
Accurate time synchronization between the motion data and the

scan data is necessary due to the high-speed head motion of NHPs.
Given the 1.5-mm intrinsic resolution of the FOCUS-220, 1 mm of

motion may introduce noticeable image blurring. Our time-
synchronization method can reduce the temporal uncertainty in
the motion data to 17 ms. To generate 1 mm of image blurring, the
subject would need to move 60 mm/s. In our awake NHP studies,
the top speed (95th percentile) of motion ranged from 12 to 23

mm/s, substantially below the 60 mm/s threshold for noticeable
resolution degradation. Therefore, an uncertainty of 17 ms in time
should not affect the image resolution in this study.
Degradation in the spatial resolution was observed when

the mini-Derenzo phantom was scanned at 4 cm off the center
of the transaxial FOV in Figure 2. The resolution degradation
occurs primarily in the radial direction because of the uncertainty
in the depth of interaction of the g photons with the detector
crystals. In Figure 2F, the largest (4.8 mm) rod became elliptic

with the long axis in the radial direction. The effect of resolution
degradation is more substantial in awake NHP PET imaging than
human brain imaging, both because of larger motion and the re-
duced FOV of the FOCUS-220, compared with human brain PET
scanners. This effect may be alleviated with a spatially dependent

resolution model. A probability density function model that is
particularly suited for list-mode reconstruction has been proposed
by Yao et al. (25). Initial implementation of the spatially depen-
dent resolution model for the FOCUS-220 has been performed,
and additional validation is under way.
A quantitative assessment of the image quality would be helpful

in comparing images to a reference image. In this work, 2
anesthetized images (FBP and OSEM) were used as reference
images. However, the noise properties of FBP and OSEM images

differ, making a numeric comparison difficult. A quantitative
assessment to 1 reference image would enable a more definitive
comparison, which will be our future work.

CONCLUSION

In this study, both MAF and EBE motion-correction methods

for awake NHP brain PET imaging were developed and evaluated.
Moving-phantom scans and awake NHP brain PET studies
demonstrated that EBE motion correction can reduce image
blurring caused by residual intraframe motion in MAF. MAF

discards a substantial amount of scan data, due to the rapid motion
of the subject, based on the selection of a minimum subframe

duration. This process leads to lower statistics than the EBE
method. Future work will focus on the validation of a spatially
variant resolution model to achieve uniform resolution throughout
the FOV.
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