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A data-driven method for respiratory gating in PET has recently

been commercially developed. We sought to compare the perfor-
mance of the algorithm with an external, device-based system for

oncologic 18F-FDG PET/CT imaging. Methods: In total, 144 whole-

body 18F-FDG PET/CT examinations were acquired, with a respiratory

gating waveform recorded by an external, device-based respiratory
gating system. In each examination, 2 of the bed positions covering

the liver and lung bases were acquired with a duration of 6 min.

Quiescent-period gating retaining approximately 50% of coinci-

dences was then able to produce images with an effective duration
of 3 min for these 2 bed positions, matching the other bed positions.

For each examination, 4 reconstructions were performed and com-

pared: data-driven gating (DDG) (we use the term DDG-retro to distin-
guish that we did not use the real-time R-threshold–based application

of DDG that is available within the manufacturer’s product), external

device-based gating (real-time position management (RPM)–

gated), no gating but using only the first 3 min of data (ungated-
matched), and no gating retaining all coincidences (ungated-full).

Lesions in the images were quantified and image quality scored by

a radiologist who was masked to the method of data processing.

Results: Compared with the other reconstruction options, DDG-
retro increased the SUVmax and decreased the threshold-defined

lesion volume. Compared with RPM-gated, DDG-retro gave an average

increase in SUVmax of 0.66 ± 0.1 g/mL (n 5 87, P , 0.0005). Although
the results from the masked image evaluation were most commonly

equivalent, DDG-retro was preferred over RPM-gated in 13% of ex-

aminations, whereas the opposite occurred in just 2% of examina-

tions. This was a significant preference for DDG-retro (P 5 0.008,
n 5 121). Liver lesions were identified in 23 examinations. Considering

this subset of data, DDG-retro was ranked superior to ungated-full

in 6 of 23 (26%) cases. Gated reconstruction using the external

device failed in 16% of examinations, whereas DDG-retro always
provided a clinically acceptable image. Conclusion: In this clinical

evaluation, DDG-retro provided performance superior to that of the

external device-based system. For most examinations the perfor-
mance was equivalent, but DDG-retro had superior performance in

13% of examinations, leading to a significant preference overall.
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Respiratory motion leads to a degradation of image quality in
clinical PET/CT. The amplitude of the organ motion and defor-
mation associated with respiration varies substantially between
patients, with liver motion of 2–3 cm not uncommon (1,2). These
amplitudes exceed the spatial resolution of modern PET scanners
(3). The respiratory period is typically in the range 3–6 s, which
is far shorter than PET acquisition durations of 2–3 min per bed
position. In the absence of respiratory gating, PET images are
hence blurred by the motion of many respiratory cycles. This blur-
ring is particularly notable during imaging of the upper abdomen
and lower thorax. Nevertheless, respiratory gating has yet to be
adopted as a standard requirement for routine clinical 18F-FDG
PET/CT imaging (3).
There are several approaches to respiratory gating in PET (4).

Commercially available external devices can be used to track the
motion of the chest wall and thus provide a respiratory waveform
that can be used for gating. Such devices have been in clinical use
for several years and include a camera-based, real-time position
management (RPM) system (Varian Medical Systems) and a pres-
sure-belt–based system (AZ-733VI; Anzai Medical). An alterna-
tive approach is to extract a respiratory waveform from the PET
data itself. Such a data-driven gating (DDG) approach has recently
been developed and commercialized by a scanner manufacturer
(GE Healthcare), offering improved workflow with reduced pa-
tient setup time. The algorithm makes use of principal component
analysis to extract a respiratory waveform from the PET data.
Early versions of this method were developed and evaluated by
the team of Thielemans (5–7). The commercial version has been
evaluated in phantom studies, which found it to reliably provide a
respiratory waveform (8). The quality of the waveforms extracted
by the algorithm have been assessed from clinical 18F-FDG PET
data, and examples of suitable and unsuitable waveforms have
been published (9). Clinical examples have also been published
(8,10).
In the current study, we performed a clinical evaluation of

principal component analysis–based DDG for 18F-FDG PET/CT,
with a comparison to respiratory gating using an external device
and to ungated data. Because DDG extracts a respiratory wave-
form from the 3-dimensional motion of the radioactivity within
the internal organs (as opposed to tracking the rise and fall of the
chest wall (11)), we hypothesized that DDG would provide images
with improved mitigation of respiratory motion as compared with
device-based gating using an external, camera-based tracking
system (12,13). To our knowledge, this was the first large-scale
evaluation of a DDG algorithm that is in clinical use. Büther et al.
(14) recently evaluated a DDG algorithm developed for use with
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continuous-bed-motion acquisition and demonstrated similar per-
formance between DDG and device-based gating. Other DDG
algorithms have been evaluated clinically but await commercial
implementation (15,16).

MATERIALS AND METHODS

Patient Selection

The study made use of 144 whole-body 18F-FDG PET/CT exami-

nations acquired in August 2018 at the Churchill Hospital, Oxford.
They represent an unbiased sample of 18F-FDG PET/CT examinations

as performed at the hospital, which is a regional public cancer center.
The study was performed retrospectively and was approved by the

Institutional Review Board and Health Research Authority (approval
19/HRA/0315); the need for written informed consent was waived.

PET/CT Acquisition Protocol

Data were acquired using a Discovery 690 or Discovery 710 PET/CT
scanner (GE Healthcare) (17). After a minimum of 6 h of fasting, pa-

tients received 18F-FDG intravenously at a dose of 4 MBq/kg of body
weight. They rested for a 90-min uptake period before commencement

of the PET/CT acquisition. A marker block was attached to the pa-
tient’s chest, allowing for respiratory motion to be tracked by an in-

frared camera (RPM) that was attached at the foot of the patient
couch. A scout scan was acquired, from which 2 bed positions were

identified by the PET/CT technologist for application of respiratory
gating. These bed positions were the 2 positions that covered the liver

and the base of the lungs. A free-breathing helical CT scan was then
acquired, followed by the PET scan.

The acquisition duration for the 2 bed positions with respiratory
gating was set to 6 min per position. This duration was chosen such

that on application of quiescent-period respiratory gating, with retention
of approximately 50% of coincidences, an effective acquisition duration

of 3 min per bed position was maintained. The other bed positions, for
which respiratory gating was not intended, had acquisition durations set

to 3 min. The PET bed-position overlap was 23%.

Respiratory Gating and Image Reconstruction

The manufacturer’s Bayesian penalized-likelihood reconstruction
algorithm (Q.Clear) was used, with a b-value of 400 (18), to create

4 PET datasets from each examination. These were reconstructed with
no respiratory gating retaining all data (termed ungated-full); no re-

spiratory gating but retaining only the first 3 min from each of the two
6-min bed positions (termed ungated-matched); quiescent-period re-

spiratory gating (19) applied only to the two 6-min bed positions, with

the gating signal provided by the external device (termed RPM-gated);
and quiescent-period respiratory gating applied only to the two 6-min

bed positions, with the gating signal extracted from the PET data using
the manufacturer’s algorithm (MotionFree) (termed DDG-retro). We use

the term retro to distinguish that we did not use the real-time R-threshold
based application of DDG that is available within the MotionFree

product (2019 release).
For the RPM-gated and DDG-retro reconstructions, the manufac-

turer’s quiescent-period respiratory gating algorithm was used (Q.Static)
with retention of approximately 50% of the data. As shown in Figure 1,

this method retains data from the almost stationary period around the
end of expiration while discarding data from the inspiration phase

associated with most movement (19). For the DDG-retro reconstruc-
tion, the algorithm assesses the signal-to-noise ratio of respiratory

frequencies within the waveform. This quality metric is defined as
the R value of the waveform (9). The waveforms were also inspected

and scored by a medical physicist similarly to a method used in our
previous work (9). No threshold based on the R value (or visual score)

was applied, with DDG applied to all datasets. The ungated-full re-
construction was included to compare the trade-off between applying

respiratory motion correction that discards coincidences and applying
no motion correction but with a similarly extended acquisition time.

Clinical Evaluation

Lesions in the region where respiratory gating was applied were

identified by an experienced radiologist who was masked to the
method of reconstruction and were used for assessment of SUVmax,

SUVmean, and lesion volume as determined using a threshold set at
40% of SUVmax (16). When the contrast between a lesion and the

surrounding tissue was insufficient to determine lesion volume, only
SUVmax was measured. This quantitative analysis was supplemented

by a clinical evaluation performed by the radiologist, including a
masked side-by-side comparison of the 4 images from each examina-

tion. Images were displayed in a random order and then scored (scale
of 1–6) and ranked in terms of the overall diagnostic image quality.

The image-quality scores were 1 (excellent, no or minimal heteroge-
neities), 2 (very good, subtle, tiny heterogeneities), 3 (good, small

heterogeneities visible throughout), 4 (satisfactory, some significant
heterogeneities of varying size and magnitude), 5 (numerous signifi-

cant heterogeneities), and 6 (nondiagnostic). The noise in liver and

bone marrow was also scored visually (scale of 1–6).

Statistical Analysis

To test for differences in the radiologist’s clinical evaluation of
image quality (ranks and scores) between the 4 groups, a Friedman

test was performed. To test for differences in lesion uptake values and
volume among the 4 groups, a 1-way ANOVA with repeated measures

was used. Because of the nonnormal distribution of the lesion uptake
values and volumes, these data were first transformed using the natural

logarithm, after which they were approximately normal before application
of the ANOVA. When significant differences among groups were indi-

cated by the Friedman test, or by the ANOVA including a Greenhouse–
Geisser correction for violation of sphericity as per the Mauchly test, these

differences were assessed using a Wilcoxon signed-ranks test (for the
ordinal data) or a paired t test (for the lesion uptake measures). For these

post hoc tests, a Bonferroni adjustment was applied with consideration of
3 planned tests (DDG-retro compared with the other 3 datasets), resulting

in a critical P value of 0.017. The presented P values are hence uncor-
rected for multiple comparisons but only considered significant if below

0.017. Statistical analyses were performed using SPSS, version 25.

RESULTS

Device and Algorithm Performance

If the external device failed to provide a gating signal, RPM-
gated images either could not be reconstructed or had substantial,

FIGURE 1. Depiction of quiescent period gating (QPG), in which part

of respiratory cycle associated with relatively little motion is identified

and retained in gated image.

DATA- VERSUS DEVICE-BASED GATING • Walker et al. 1679



obvious artifacts and were discarded. The external device failed to
record a usable respiratory trace in 23 of the 144 PET/CT
examinations (16%). From the 288 bed positions (144 examina-
tions) to which DDG-retro was applied, the derived waveforms
had a mean R value of 17.4 and a median value of 16.0. Of the 288
waveforms, 155 (54%) had R values greater than 15, which is the
manufacturer’s recommended threshold above which DDG-retro
should be applied. The DDG-retro–derived waveforms were
scored visually to be unsuitable for respiratory gating for 15 bed
positions (from 13 examinations). The waveforms were, however,
generated, and their use did not create image artifacts in the DDG-
retro images. The external system failed in 3 of these 13 exami-
nations. Of the 15 DDG-retro–derived waveforms considered

unsuitable for gating, 4 had R values that were greater than 15,
and 11 had R values that were less than 15. Eight of these 11 R
values were particularly low (R , 6). According to this visual
inspection, DDG-retro did not provide a robust respiratory trace
for 5% of bed positions (15/288), as compared with RPM, which
failed for 16% of examinations.

Lesion Quantification

Compared with each of the other reconstruction options, DDG-
retro increased SUVmax and SUVmean and decreased the threshold-
defined lesion volume for this dataset. Paired differences in SUVmax

are presented in Figure 2. The quantified uptake (SUVmax, SUVmean)
and lesion volumes significantly differed between groups in the 1-
way, Greenhouse-Geisser–corrected ANOVA as applied to the log-
arithmically transformed data (P, 0.0005 for SUVmax; P, 0.0005
for SUVmean; P 5 0.003 for lesion volume). Paired t tests showed
that the SUV results from DDG-retro were significantly higher than
those for RPM-gated, ungated-matched, and ungated-full (Table 1).
The differences between DDG-retro and RPM-gated were smaller
than the differences between DDG-retro and ungated-matched or
ungated-full.

Radiologist Scoring

From the 121 complete studies, the clinical evaluation revealed
a significant difference in image quality (rank) among groups
(P , 0.0005). The same was true for the scores assigned for
overall image quality (P , 0.0005).
For most examinations, the same score and rank were assigned

to RPM-gated and DDG-retro: equal ranks on 102 of 121 occasions

(85%) and equal scores of overall image quality on 114 of 121

occasions (94%). DDG-retro was preferred (better rank) over RPM-

gated in 16 examinations (13%), whereas in 3 examinations (2%)

RPM-gated was preferred over DDG-retro. This occasional prefer-

ence for DDG-retro over RPM-gated was statistically significant

(Wilcoxon signed-ranks test; P 5 0.008, n 5 121). A similar result

was obtained for comparison of the scores of overall image quality

(P 5 0.008).
Figure 3 shows the paired differences in scores of image quality.

Of the 121 complete datasets, the top-ranked image was ungated-full

FIGURE 2. Box plots showing SUVmax for DDG-retro, minus that

obtained from RPM-gated, ungated-matched, or ungated-full. Positive

values indicate higher SUVmax in case of DDG-retro. Line on box indi-

cates median.

TABLE 1
Differences in Lesion Quantification Between DDG-Retro and the 3 Other Methods of Gating and Reconstruction

Parameter/DDG-retro with… Lesions (n)

Difference (DDG-retro – other)

PMean 25th, 75th percentiles

SUVmax/RPM-gated 87 0.66 ± 0.1 g/mL 0.00, 0.87 g/mL ,0.0005

SUVmax/ungated-matched 107 1.3 ± 0.2 g/mL 0.06, 2.0 g/mL ,0.0005

SUVmax/ungated-full 107 1.6 ± 0.2 g/mL 0.38, 2.0 g/mL ,0.0005

SUVmean/RPM-gated 54 0.44 ± 0.1 g/mL −0.01, 0.60 g/mL 0.003

SUVmean/ungated-matched 64 0.97 ± 0.2 g/mL 0.01, 1.60 g/mL ,0.0005

SUVmean/ungated-full 64 1.2 ± 0.2 g/mL 0.36, 1.59 g/mL ,0.0005

Lesion volume/RPM-gated 54 −0.30 ± 0.1 cm3 −0.52, 0.03 cm3 0.009

Lesion volume/ungated-matched 64 −0.70 ± 0.2 cm3 −0.98, −0.01 cm3 0.005

Lesion volume/ungated-full 64 −0.83 ± 0.2 cm3 −1.05, −0.03 cm3 0.001

Data are mean differences (with SE on mean difference) and first and third quartiles, along with results from post hoc testing
of transformed data. P values are uncorrected for multiple comparisons. Critical P value for statistical significance was 0.017 (lowered

from 0.05 to allow for multiple comparisons).
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for 115 examinations; this was a significant preference over DDG-

retro (Wilcoxon signed-ranks test; P , 0.0005, n 5 144). Although

the ungated-matched image was commonly ranked and scored

equally with the respiratory gated images (equal rank to DDG-retro

on 110 occasions; 76%), an overall preference for DDG-retro over

ungated-matched was found to be statistically significant for ranks

(Wilcoxon signed-ranks test; P 5 0.001, n 5 144) and image-

quality scores (P 5 0.002).
One or more lesions in the liver were identified in 23 of the 144

images. Considering this subset of data, DDG-retro was ranked

superior to ungated-full in 6 of 23 (26%) cases. The overall

preference for ungated-full was not statistically significant (Wilcoxon

signed-ranks test; P 5 0.067, n 5 23). There was a trend for DDG-

retro to be preferred over RPM-gated in this subset of data (preference

for DDG-retro in 7 examinations, preference for RPM-gated in 2

examinations; P 5 0.083, n 5 17). DDG-retro was preferred over
ungated-matched, with a better rank in 13 cases and with 8 ties
(P 5 0.01, n 5 23). Paired differences in image quality for this
dataset are presented in Figure 4. An example set of images is
presented in Figure 5, with additional examples provided in Sup-
plemental Figure 1 (supplemental materials are available at http://
jnm.snmjournals.org).
Figure 6 provides an overview of the noise scores. Less noise

was perceived in the ungated-full images (with 6 min of data)
than in the other 3 image sets (each of which retained 3 min of
data). These differences, observed for both the bone marrow
and the liver noise scores, were significant (Wilcoxon signed-
ranks test; P , 0.0005, n 5 143). The differences among the 3
reconstructions that retained 3 min of data were comparatively
small.

DISCUSSION

This study found a commercially de-
veloped data-driven respiratory gating al-
gorithm to provide superior respiratory
gating of PET data, as compared with
gating using an external device in the
setting of clinical 18F-FDG PET/CT imag-
ing. This superiority was demonstrated by
a larger increase in SUVmax on application
of the respiratory gating, accompanied by
improved clinical image quality. In 85% of
cases, the 2 methods of gating were con-
sidered to give images of equal quality
when scored by a single, experienced radi-

ologist, but with an occasional (13%) preference for DDG-retro over
RPM. Furthermore, DDG-retro had a lower failure rate; 100% of the
DDG-retro images were considered to be clinically acceptable. For the
13 of 144 examinations in which the DDG-retro could not extract a
suitable respiratory waveform, this inability did not prevent reconstruc-
tion of the PET images and did not introduce image artifacts. In the 23
of 144 (16%) examinations in which the external device failed, this
failure produced errors in workflow or introduced low-count image
artifacts due to missing respiratory triggers.
The study also indicates that quiescent-period gating, with

50% of coincidences discarded, rarely provides an image quality
superior to that provided by no gating with retention of all
coincidences. The radiologist ranked DDG-retro as better than
ungated-full in just 9 of 144 examinations (with no ties). Quiescent-
period gating (from a 6-min acquisition) fared better than no gating
but from a shorter (3-min) acquisition, with the gated images

generally equivalent (tied rank, 110/144 examinations; 76%) or

preferred (superior rank, 26/144 examinations; 18%). The prefer-

ence for gated images over ungated-full occurred only when disease

was present in the abdominal organs, in which case there was a

preference for gated images 26% of the time (superior rank, 6/23

examinations). This occasional visual preference was accompanied

by increased contrast (reduced respiratory blurring) in the PET

images on application of the gating, as evidenced by an increase in

SUVmax and SUVmean, with a concurrent decrease in the threshold-

defined lesion volume.
The primary measure under investigation in the study was

SUVmax, chosen to remove subjectivity from the comparison. A
radiologist assisted in the identification of lesions but also pro-
vided clinical scoring, which is expected to suffer from a bias

toward a smoother image when there are
no obvious abdominal lesions. There is a
preference for this smoother image in this
region because the reduced noise leads to
greater confidence about a lack of abnor-
mality (such as small-volume disease).
Such an image may, however, be less opti-
mal for diagnostic purposes, as demon-
strated by the occasional visualization—
on the respiratory gated images—of a liver
lesion that is absent from the nongated,
full-count image (Fig. 5); in these specific
cases, it is of no surprise that the respira-
tory gated image received a superior score.
The rate at which respiratory gated imag-
ing is preferred is then dependent on the

FIGURE 3. Comparison of clinical scoring between DDG-retro and RPM-gated (A), ungated-

matched (B), and ungated-full (C). Lower score indicated preference, and hence negative scores

represent preference for DDG-retro.

FIGURE 4. Considering only those studies with visible lesions in liver, comparison of clinical

scoring between DDG-retro and RPM-gated (A), ungated-matched (B), and ungated-full (C).

Lower score indicated preference, and hence negative scores represent preference for DDG-

retro.
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rate at which difficult-to-detect abdominal lesions are present in
the patient population. Two important ramifications for patient
care should be considered from these results: small abdominal
lesions were generally clearer on gated images, and hence, respi-
ratory gating has the potential to alter patient pathways (if gating
is required for metastatic disease to be detected); SUVmax was
usually increased by respiratory gating and is likely more accurate;
hence, gating needs to be applied consistently in any disease-mon-
itoring investigations and in the definition of treatment thresh-
olds based on SUVmax. In the current study, we applied gating
to all patients rather than preselecting a subgroup of patients
based on disease location or the amplitude of their respiratory
motions.
The preference for DDG-retro over RPM-gated was likely a

result of 2 factors. First, the respiratory waveform derived from
motion information contained in the PET data should be more
representative of the motion of abdominal organs than is tracking
of motion of the chest wall. Second, the data-driven technique
determined the respiratory triggers after extraction of the whole
respiratory waveform, as opposed to using a prospective triggering
algorithm to insert respiratory triggers into the data stream during
acquisition.
A limitation of this study is its retrospective nature, together

with the retrospective application of DDG without any R-threshold
to 2 preselected bed positions. Although the same DDG algorithm is

used in MotionFree, we used
the term DDG-retro to distin-
guish that we did not use the
real-time R-threshold based
application of DDG that is
available within the Motion-
Free product (2019 release).
The use of an R threshold
would reduce the failure rate
for DDG and is likely to assist
in the selection of those spe-
cific patients (and bed posi-
tions) for which respiratory
gating will be of benefit. There
may have been bed positions
more superior or inferior than
the preselected ones that would

have benefitted from respiratory gating. For
the Bayesian penalized-likelihood image
reconstruction, a fixed b-value of 400
was used for all 4 reconstructions and all
bed positions; this value may be subopti-
mal for the 6-min bed positions in the
ungated-full reconstructions. We did not
attempt to compare the commercially devel-
oped DDG algorithm with the other ap-
proaches to DDG (15,16). For a detailed
discussion of such methods, the reader is
referred to previous publications (6,9,20).
Furthermore, in this study there was no

attempt to improve the alignment of the
free-breathing CT image with the quies-
cent-phase PET image. Although images
from the 2 modalities were often closely
aligned, there were occasions on which the
CT exposure occurred at a different re-

spiratory phase, leading to misalignment of the images and the
introduction of well-recognized attenuation-correction and scatter-
correction artifacts. Application of quiescent-period gating in such
a manner is known to cause changes in the magnitude of these
artifacts, with corresponding changes in lesion quantification (21).
Although these changes do not confound our comparison of DDG-
retro and RPM-gated images (as both make use of the same CT
attenuation correction and a similar respiratory phase for the PET
data), they are a confounding factor for comparison of gated images
and nongated images, and hence, the quantitative comparison we
performed is subject to this caveat. A robust method to realign
free-breathing CT datasets to those from respiratory gated PET
could increase the benefits of respiratory gated PET imaging in the
future.
Similarly, this study considered only quiescent-period gating,

as we primarily sought to compare device-based and deviceless
respiratory gating. Several manufacturers offer quiescent-period
gating, with different methods for identifying the part of the waveform
to retain and with user-defined parameters to provide different
retention fractions (e.g., 25%–50%) (19,22). PET respiratory gat-
ing with retention of more than 50% of coincidences has been
previously described (23,24), but the current methods are complex
and rarely used in practice. Additional methods that retain a
higher fraction of the coincidences are under development. This
study suggests that retention of more than 50% of coincidences
may be required before respiratory gated PET imaging can rou-
tinely and unequivocally outperform ungated PET imaging.

CONCLUSION

In the context of oncologic 18F-FDG PET/CT imaging, a commer-
cially developed, data-driven respiratory gating technique provided
performance superior to that of a commercially available, external-
device–based respiratory gating system. The data-driven method is
likely to increase the use of respiratory gating in clinical PET
imaging because of superior performance and improved workflow.
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KEY POINTS

QUESTION: How does DDG for 18F-FDG PET/CT perform in

comparison to device-based respiratory gating?

PERTINENT FINDINGS: A masked comparison of 144 18F-FDG

PET/CT images found a significant preference for DDG over the

device-based system, despite similar scores of image quality and

similar quantification of lesions in most patients.

IMPLICATIONS FOR PATIENT CARE: DDG is likely to increase

the use of respiratory gating in clinical PET, leading to fewer re-

spiratory artifacts and potentially increasing diagnostic accuracy.
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