PET/MR Imaging: A Critical Appraisal

Wolfgang A. Weber

Molecular Imaging and Therapy Service, Memorial Sloan Kettering Cancer Center, New York, New York

Despite considerable excitement about the potential of PET/MR imaging for the detection, staging, and functional characterization of cancer, this new technology is evolving significantly more slowly than PET/CT. This slower evolution is due partly to ongoing technological challenges (e.g., accurate attenuation correction of PET images) but also to the complex logistics of combining a whole-body PET scan with whole-body or organ-specific MR imaging. Most PET/MR imaging research published so far has focused on cancer staging and restaging in patients undergoing 18F-FDG PET/CT as the standard of care. These studies have demonstrated the feasibility of clinical 18F-FDG PET/MR imaging but so far have not shown substantial improvements in staging. This situation may not be unexpected in view of the fact that MR imaging has not replaced CT for staging of the malignancies for which 18F-FDG PET/CT is most commonly used. Given the widespread concerns about rising health care costs in general and the costs of advanced imaging techniques in particular, establishing 18F-FDG PET/MR imaging for whole-body cancer staging may be challenging because it requires more expensive equipment and longer acquisition times than 18F-FDG PET/CT. An alternative approach to developing clinical PET/MR imaging is to study how stand-alone, organ-specific MR imaging can be improved by PET/MR imaging. Unfortunately, however, 18F-FDG PET has significant limitations for the tumors that are most commonly studied with MR imaging (brain, liver, pancreatic, and prostate tumors). However, this situation may change with the development of new radiopharmaceuticals, such as prostate-specific membrane or gastrin-releasing peptide receptor ligands for the imaging of prostate cancer. In conclusion, PET/MR imaging has many potential advantages over PET/CT (lower radiation exposure, higher soft-tissue contrast, and multiparametric imaging). Realizing this potential in clinics likely will require new radiopharmaceuticals and applications other than whole-body cancer staging.

Key Words: physics and instrumentation; PET/MRI; PET/CT; PET; MRI; CT

DOI: 10.2967/jnumed.113.129270

In January 2004, The Journal of Nuclear Medicine published a supplement titled “PET/CT: Imaging Function and Structure.” At that time, the first article on an integrated PET/CT system had been published less than 4 years earlier (1); nevertheless, several articles in that supplement clearly stated that integrated PET/CT will replace PET for cancer staging (2,3). In the following year, more than 500 PET/CT systems were sold, and more than 1.3 million whole-body PET/CT or PET studies were performed in the United States (4). Another supplement of The Journal of Nuclear Medicine, published in January 2007, focused on the impact of PET/CT on cancer management. In that supplement, Czernin et al. (5) reviewed the results of 29 studies enrolling a total of 1,841 patients. They concluded that improvements in the staging and restaging accuracies of PET/CT over PET or CT alone had been established (5).

This supplement appears at about the same time in the development of clinical MR imaging as the 2 cited supplements did in the development of clinical PET/CT: the first integrated PET/MR imaging study of the human brain was published in 2008 (6), and the first commercial whole-body PET/MR imaging systems were installed in 2010 (7). Although PET/MR imaging is still in the early stages of clinical development, it is clear that the clinical adoption of PET/MR imaging is slower than that of PET/CT. Key applications of PET/MR imaging that provide information that is clinically relevant and fundamentally different from that provided by PET/CT still need to be defined (8). The feasibility of clinical PET/MR imaging has been demonstrated in a significant number of studies (9), but technologic and logistic challenges, such as errors in attenuation correction and long scan duration, continue to be a major focus of the PET/MR imaging literature (8). Therefore, the goals of this review are to provide a brief overview of potential PET/MR imaging applications and to summarize the challenges in demonstrating the clinical benefit of PET/MR imaging.

DIFFERENT CHARACTERISTICS OF PET/MR IMAGING AND PET/CT

When PET/CT was introduced in 2000, it combined 2 robust whole-body imaging modalities. Many studies published in the 1990s had demonstrated that whole-body PET with the glucose analog 18F-FDG improved the accuracy of cancer staging when added to conventional staging (which, in most cases, was based on CT). An improvement in staging accuracy was demonstrated most extensively for lung cancer but also for recurrent colorectal cancer, squamous cell carcinomas of the head and neck, melanoma, esophageal cancer, and high-grade malignant lymphomas. For malignant lymphomas, many studies also demonstrated that 18F-FDG PET was more accurate than CT alone for assessing the tumor response to chemotherapy and for predicting progression-free survival. 18F-FDG PET was not intended to replace CT because CT was still needed to determine the size of tumors, to assess the infiltration of organs, and to plan surgery or radiotherapy. Importantly, CT added fundamentally new anatomic and morphologic information to PET. Conversely, the metabolic information from 18F-FDG PET scans was fundamentally new to CT and greatly improved the detection of bone marrow metastases and the differentiation of benign from malignant adenopathy. Therefore, PET/CT was welcomed by patients, clinicians, radiologists, and nuclear medicine physicians.

The situation is fundamentally different when PET/CT is compared with PET/MR imaging. The CT part of a PET/CT study...
already provides detailed anatomic and morphologic information for cancer staging, especially if the CT scan is performed with oral and intravenous contrast material. Therefore, the step from 18F-FDG PET/CT to 18F-FDG PET/MR imaging is much more incremental than the step from 18F-FDG PET (or CT) to 18F-FDG PET/CT. In some cases, such as lung cancer, the morphologic information from CT is actually superior to that from MR imaging. For other areas of the body, such as the neck, there is an ongoing discussion about the advantages and disadvantages of CT and MR imaging for cancer staging (10,11). Therefore, it may be arguable whether the morphologic information from MR imaging can replace that from CT or whether the additional information from MR imaging justifies the substantially higher costs of 18F-FDG PET/MR imaging than from 18F-FDG PET/CT.

Some methodologic challenges add to the complexity of a comparison of 18F-FDG PET/CT with 18F-FDG PET/MR imaging. Multidetector CT is a robust technique with fairly standardized protocols and no major differences in image acquisition and reconstruction among CT systems from different vendors. In contrast, the ability to acquire multiparametric images continues to be both a major strength and a weakness of MR imaging. For clinical trials, defining a “CT protocol” that can be reproduced at many institutions is rather straightforward. In contrast, MR imaging acquisition protocols continue to be vendor-specific, and the number and type of MR imaging sequences acquired are still dependent on the preferences of individual centers. Therefore, it can be challenging to define a standard 18F-FDG PET/MR imaging protocol that can be compared with 18F-FDG PET/CT in a specific clinical setting.

LIMITED NUMBER OF OVERLAPPING CLINICAL INDICATIONS FOR 18F-FDG PET AND MR IMAGING

In most of the studies on PET/MR imaging systems, research 18F-FDG PET/MR imaging was performed after 18F-FDG PET/CT was performed as part of the standard of care. This approach simplified patient recruitment and eliminated regulatory hurdles because patients were not exposed to additional ionizing radiation. Therefore, studies with this design are helpful for establishing the feasibility of clinical 18F-FDG PET/MR imaging, but they may not necessarily identify the most promising clinical applications of PET/MR imaging technology: CT and MR imaging each has specific strengths and limitations, and 18F-FDG PET/CT is more commonly used for applications in which CT is considered to provide at least the same diagnostic information as MR imaging. Therefore, focusing future studies on areas in which PET can improve the diagnostic accuracy of MR imaging may be more appropriate than studying whether whole-body 18F-FDG PET/MR imaging is superior to 18F-FDG PET/CT.

Unfortunately, however, 18F-FDG PET has limitations for many of the malignancies that are commonly studied with MR imaging. The imaging of primary and metastatic brain tumors is probably one of the most well-established clinical applications of MR imaging in oncology, but 18F-FDG PET studies of brain tumors are severely limited by the high rate of glucose metabolism in normal gray matter (12). Therefore, it appears unlikely that 18F-FDG PET/MR imaging of the brain can provide substantially more information than MR imaging alone. MR imaging is also used at many centers for the detection and staging of prostate cancer, but prostate cancer is frequently not 18F-FDG–avid at the time of diagnosis and 18F-FDG uptake at the time of recurrence is variable (13,14). Another common application of MR imaging is the imaging of primary liver tumors. However, the variable metabolic activity of these tumors has limited the clinical use of 18F-FDG PET (15). In pancreatic cancer, another common indication for oncologic MR imaging, 18F-FDG PET is limited by false-positive findings due to pancreatitis as well as by low 18F-FDG uptake in tumors with substantial desmoplastic reactions (16). Because of these limitations of 18F-FDG PET, demonstrating significant improvements in diagnostic accuracy and patient management with 18F-FDG PET/MR imaging compared with MR imaging alone will be challenging.

Fortunately, several promising radiopharmaceuticals in clinical development may change this situation. For example, ligands for prostate-specific membrane antigen and gastrin-releasing peptide receptors were recently demonstrated by several investigators to provide high-contrast images of primary and metastatic prostate cancers in patients (17–21). Combined with multiparametric MR imaging, these new imaging probes may be used to differentiate prostate cancer from benign diseases of the prostate, to characterize the aggressiveness of primary prostate cancer, and to localize recurrent disease in patients with biochemical recurrence. PET/MR imaging may also be used to guide radionuclide therapy of metastatic prostate cancer as a companion diagnostic technique (22).

Because the high soft-tissue contrast of MR imaging is critical for the detection of primary tumors, local recurrences, and osseous metastases of prostate cancer, PET/MR imaging likely is superior to PET/CT for these applications. Retrospective fusion of independently acquired PET and MR imaging studies is principally feasible for tumors located in the pelvis, but the accuracy of coregistration is expected to be limited by the varying filling states of the bladder and rectum.

Another potential application of PET/MR imaging is the imaging of brain tumors with radiolabeled amino acids. Many studies have shown that amino acid PET provides information complementary to that provided by MR imaging (23,24). Examples include better definition of the infiltration of normal brain by gliomas (25), differentiation of recurrent disease from treatment-related changes (26), assessment of the tumor response to therapy (27), and prediction of the prognosis for patients with low-grade tumors (28,29). Although PET and MR imaging studies of the brain can easily be fused retrospectively, the simultaneous acquisition of PET and MR imaging studies will further improve the coregistration of PET and MR imaging information. Moreover, the pharmacokinetics of radiolabeled amino acids may allow for a dynamic PET study to be performed within the time frame of a typical MR imaging study (28,29), thereby providing comprehensive characterization of brain tumors without the need for additional imaging time.

NEW REGULATORY ENVIRONMENT

In many countries, there are serious concerns about rising health care costs for aging populations (30). Although imaging tests contribute only a small portion to overall health care costs (31), they have nevertheless become a focus of efforts to curb health care costs because imaging costs have been growing at a higher rate than overall health care costs in recent years (32). Therefore, obtaining regulatory approval and reimbursement for new imaging tests and radiopharmaceuticals is considerably more challenging now than it was in the 1980s and 1990s. Regulatory agencies often require not only demonstration of increased diagnostic accuracy but also evidence for changes in patient management and improvement in patient-relevant outcomes before granting reimbursement for new imaging tests (33). As a consequence, decisions about reimbursement for imaging tests are increasingly based on the principles established...
FDG PET/MR imaging as an alternative to 18F-FDG PET/CT in imaging in disease conditions for which the accuracy of 18F-FDG PET/CT is already established will be challenging: because 18F-FDG PET/CT is considered a sufficient reason for reimbursement for PET/MR imaging, provided that its diagnostic accuracy is not inferior to that of PET/CT.

These considerations suggest that obtaining regulatory approval for 18F-FDG PET/MR imaging in indications for which 18F-FDG PET/CT is already established will be challenging: because 18F-FDG PET/CT is quite accurate, demonstrating improved patient outcomes will require large randomized trials, and it is not clear who would fund such trials. The use of PET/MR imaging as a substitute for PET/CT in children might be an exception. Because children are more sensitive to the effects of ionizing radiation, a reduction of radiation exposure might be considered a sufficient reason for reimbursement for PET/MR imaging, provided that its diagnostic accuracy is not inferior to that of PET/CT.

CONCLUSION

PET/MR imaging is a fascinating new technology with many potential applications in oncology. The feasibility of integrated PET/MR imaging has been demonstrated by a series of clinical studies comparing 18F-FDG PET/CT with 18F-FDG PET/MR imaging. However, in the current regulatory environment, establishing whole-body 18F-FDG PET/MR imaging as an alternative to 18F-FDG PET/CT in adult patients will be challenging. Studying the use of PET/MR imaging with novel radiopharmaceuticals as an alternative to MR imaging in disease conditions for which the accuracy of 18F-FDG PET and CT is limited appears to be a more promising alternative.

DISCLOSURE

No potential conflict of interest relevant to this article was reported.

REFERENCES

3. Wahl RL. Why nearly all PET of abdominal and pelvic cancers will be performed as PET/CT. J Nucl Med. 2004;45(suppl 1):82S–95S.
32. Ware RE, Hicks RJ. Doing more harm than good? Do systemic reviews of PET by health technology assessment agencies provide an appraisal of the evidence that is closer to the truth than the primary data supporting its use? J Nucl Med. 2011;52(suppl 2):64S–73S.